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FOREWORD 


This book covers the subjects of Modern Television-Radio 
Instruments and Testing Methods. It is a PRACTICAL 
book. In explaining the use of modern television and radio 
instruments nothing was assumed or “taken for granted.” 
To make everything crystal clear hundreds of dollars was 
spent in buying the very latest types of testing instruments. 
These instruments were then taken apart piece by piece and 
photographs of each stage of disassembly were made for 
use in this book. 


This practice was followed so the reader could see exactly 
how these instruments were constructed. This PRACTICAL 
method also showed the part each circuit played in the over- 
all operation of the instrument. 


Our first chapter devoted to Indicating Meters illustrates 
clearly how much easier this new step by step photo in- 
struction method can be followed (see pages 1-34). Every 
chapter in the book follows this same type of PRACTICAL 
instruction. 


This book was not written to teach a man how to design 
testing instruments. The information of course will help any- 
one who plans to be a designing engineer but the book was 
written to GIVE AS MUCH INFORMATION AS POS- 
SIBLE ON HOW TO USE, ADJUST AND REPAIR IN- 
STRUMENTS. 


We had the man “on the job’’—the field television and 
radio serviceman in mind in writing this book. However, the 
PRACTICAL equipment "break down" photo instruction 
method makes the material easy enough for the beginner in 
television or radio to understand. 


It is easy to understand that a good practical book on 
television and radio instruments would also include modern 


testing methods. These subjects “dove-tail” because when 
we explain how to use television and radio instruments we 
also outline modern time saving ways to do television and 
radio testing. 

Television and radio testing instruments are costly. One 
of the ways this book is valuable is in its use as a reference 
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book. To get the most out of any expenditure for testing 
equipment a serviceman should know every possible use that 
can be made of the equipment. You can refer to this book 
with complete confidence because all of the ideas and testing 
methods have been shop tested. They have been proven 


PRACTICAL. 


Therefore, this book can serve either as a straight ref- 
erence book to “double check” the uses and limitations of 
study book for the man just entering the television-radio 


service field. 
We sincerely feel this book covers the most up-to-date 


material on the subjects included and is the type of 
PRACTICAL book for which you should have constant and 


profitable use. 


B. W. COOKE, President 
Educational Book Publishing Division 
Coyne Electrical. Radio and Television School 
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Chapter 1 
INDICATING METERS 


Nearly always it is true that the most valuable technician in 
any kind of electrical work is the “trouble shooter”; the one who 
determines what is wrong when performance is abnormal, and 
who points out the part or parts which are at fault. The first 
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Fig. !.—The interior of a Triplett signal generator as it appears 
with part of the shielding removed. 
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requirement for trouble shooting is knowledge of how the trouble- 
some apparatus should operate, and why it should operate that 
way. One who thoroughly understands radio can locate the causes 
for many troubles with only three of the tools provided by nature; 
with the senses of sight, hearing, and touch. He may even use 
his sense of smell to locate burnt insulation, and some electricians 
identify low-voltage live circuits by the so-called galvanic taste. 


But the technician who works with greatest speed and effi- 
ciency uses suitable testing and measuring instruments. Such 
instruments permit doing in a matter of minutes what might 
take hours without them, and permit the easy solution of many 
problems which otherwise never could be solved. Testing and 
measuring instruments may be simple, or highly complex. The 
complex instruments usually handle difficult jobs faster than the 
simpler types, but only provided that you know how to connect 
and operate the complex types, and know how to correctly in- 
terpret their indications. The results you get from any testing 
equipment are directly proportional to your understanding of 
the equipment. 


It is as important to understand the operating principles of 
your testing equipment as to understand the principles of the 
radio apparatus on which you are working. Familiarity with 
and experience in operating any given piece of testing equipment 
allows doing work which would be quite beyond the ability of a 
novice working with the same identical equipment. For that 
matter, a thorough understanding of the simple fundamental 
methods of measurement in television and radio circuits will let 
you adapt and combine such methods in handling problems for 
which no special equipment is available. But no matter what piece 
of equipment you use, you must know how to use it correctly. 
Otherwise you may not only fail to get the desired results, but 
may destroy both the testing equipment and the television and 
radio apparatus on which you are working. 

Television and Radio Measurements. — Before talking about 
television and radio testing equipment it will be well to make a 
list of things to be measured and indicated, as in the accompany- 
ing table of Television and Radio Measurements. 
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TELEVISION AND RADIO MEASUREMENTS 
1. Current or electron flow; a-c, d-c, or combined. 


2. Potentials. 
a. Potential difference; a-c, d-c, or combined. 
b. Electric charges, in coulombs. 
c. Electric polarity. 
d. Magnetic polarity. 


3. Circuit conditions. 
a. Continuity, opens, high resistance. 
b. Short circuits and grounds. 


4. Electrical properties. 

. Resistance. 

. Inductance, self- and mutual. 

. Capacitance. 

. Reactance, inductive and capacitive. 
Impedance. 

. High-frequency losses. 

. Q-factors. 


Frequency. 


OQ '*eoooorp 


6. Waveform. 
a. Modulation. 
b. Coupling transformers, during alignment. 
c. Input and output. 
d. Synchronizing pulses. 


7. Power input and output. 


Tube condition. 
a. Emission ability. 
b. Transconductance or mutual conductance. 
c. Shorts, opens, noise, gas, etc. 


9. Receiver and amplifier performance. 
a. Sensitivity. 
b. Gain or amplification. 
c. Selectivity. 
d. Distortion, noise, and hum. 
e. Signal strength and quality. 


The problems involved in making most of the radio measure- 
ments are quite different from those encountered in most other 
electrical fields. While some parts of radio amplifiers and re- 
ceivers operate at power-line frequencies, we have in most of 
the parts frequencies in the audio and radio ranges which may 
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go as high as hundreds of megacycles, and then we have peculiar 
effects due to inductance and capacitance. 

Other problems arise because of the very small powers which 
exist in many radio circuits, which means that only negligible 
power may be taken to operate our measuring devices, or means 
that our instruments may add only negligible loads to such cir- 
cuits. In some circuits there are oscillations which will be stopped 
by much additional loading. In some of the inductive devices 
even small direct currents might cause serious harm were such 
currents introduced from measuring equipment. 
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Fig. 2.—A moving coil permanent magnet meter with case and dial plate removed. 


Having looked at a list of measurements to be made, we next 
may list the principal classes of instruments employed in making 
the measurements, as in the accompanying table of Television 
and Radio Testing Instruments. 
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TELEVISION AND RADIO TESTING INSTRUMENTS 


1. Indicating pointer types, magnetic operation. 

a. Moving coil permanent magnet type. Measures only 
direct currents and potentials. 

1. Reetifier type. A rectifier combined with a moving 
coil permanent magnet instrument for measurement 
of alternating currents and potentials. 

2. Thermocouple type. A thermocouple combined with 
a moving coil permanent magnet instrument for 
measurement of alternating currents and potentials. 

3. Ohmmeter. A potential source and a resistance com- 
bined with a permanent magnet moving coil instru- 
ment for direct indication of resistance connected 
to the ohmmeter. 

b. Moving iron or iron vane type. For measurement of 
alternating currents and potentials. 

c. Dynamometer or electrodynamometer type. For meas- 
urement of alternating currents and potentials. 

d. Hot wire type. For measurements of alternating cur- 
rents and potentials, by means of heating and expansion 
of a conductor carrying the actuating current. This type 
is obsolete. 

2. Resonance types. A tuned or tunable circuit which may be 
made resonant at an applied frequency, and a resonance 
indicator. Used for radio-frequency measurements. a 

3. Bridge types. A circuit by means of which an unknown 
value, such as a resistance, reactance, or impedance, may 
be compared with a known standard value of similar kind. 

4. Electronic types. Employing diodes, triodes, and other tubes 
as rectifiers, detectors, oscillators, or amplifiers, usually 
with an indicating device (meter, electron ray tube, etc.) 
actuated by plate current or plate circuit potential. 

a. Frequency meters, heterodyne type. 

b. Electronic voltmeters or vacuum tube voltmeters. 

c. Detector-amplifier combinations for signal tracing. 

5. Cathode-ray types. Oscilloscopes or oscillographs whose in- 
dications are in the form of a luminous visible trace on the 
screen of a cathode-ray tube. 


6. Tube testers. Instruments for measurement of tube char- 
acteristics such as amplification factor, plate resistance, 
and transconductance or mutual conductance; usually with 
one or more suitably graduated indicating meters. Also for 
checks of cathode emission ability, shorted or loose ele 
ments, and other defects with meters, neon lamps, or elec- 
tron-ray tubes as indicators. 
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7. Signal sources. For furnishing modulated or unmodulated 
radio-frequency signals, also audio-frequency signals, used 
for testing amplifiers and receivers. 

a. Service oscillators. Electron tube oscillators, usually of a 
feedback type, with or without added amplification, and 
with fairly accurate calibration of signal frequency and 
output. 

b. Signal generators. Oscillators and amplifiers of precision 
construction, with accurate calibration of frequency 
and output. 

The frequency handling characteristics of the various types 
of meters indicate where the instruments may be used. Iron vane 
meters, class 1-b in our table, may be designed for frequencies 
as high as 500 cycles, but usually are used only at power-line 
frequencies. Dynamometer instruments, our class 1-c, ordinarily 
are used only at power-line frequencies, but in special construc- 
tions may be used at frequencies as high as two or three kilo- 
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Fig. 3.—A single instrument with which Fig. 4.—The magnet and movement of a 
may be measured voltage, current, moving coil permanent magnet 
and resistance. d meter, (Simpson) 


cycles, Rectifier meters, our class 1-a-1, usually are used at fre- 
quencies no higher than 20 to 30 kilocycles, but may be designed 
for operation up to about 15 megacycles. Thermocouple meters, 
our class 1-a-2 are radio-frequency types, usually good up to 
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about 10 megacycies, but with special constructions and appro- 
priate corrections useful to several hundred megacycles. Bridges, 
our class 8, ordinarily are used at frequencies no higher than 
those in the audio range. Resonance methods, our class 2, and 
also the electronic types, class 4, may be designed for operation 
at frequencies up to several hundred megacycles. 

Moving Coil Permanent Magnet Instrument.—The indicating 
instrument most often found in all kinds of radio testing equip- 
ment is the moving coil permanent magnet type. Such an in- 
strument may be called a d’Arsonval type, after the man who 
first employed the general principle. This type is used most often 
because, although it operates only on direct current, it is possible 
to use a contact rectifier, a thermocouple, or an electronic tube 
in connection with the meter and thus obtain an instrument 
actuated from alternating potential or current. 

The principal operating parts of two d’Arsonval meters are 
shown by Figs. 2 and 4, where the cases and dial scales have 
been removed to expose the magnet and the “movement.” The 
steel magnet, which is of the permanent type, is generally a 
circular or modified horseshoe shape with its north and south 
poles forming opposite sides of a cylindrical opening at the 
bottom. In this opening is supported the moving coil, sometimes 
called the armature, which consists of many turns of small- 


Magnet Poles 
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Fig. 5.—Why the coil rotates between the magnet poles. 
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diameter insulated wire wound on a rectangular frame called 
the bobbin, To the moving coil is attached the pointer which you 
can see extending upward and to the left in Figs. 2 and 4. When 
the moving coil rotates through part of a turn, the pointer is 
moved across a scale, such as the one shown on Fig. 8. 

Why the moving coil rotates when electron flow passes through 
its turns is shown by Fig. 5. Here the coil is represented by a 
single turn, with a magnetic north pole at the left and a magnetic 
south pole at the right. Magnetic lines of force pass from north 
pole to south pole through the space occupied by the moving coil. 
When electron flow through the coil is in the direction indicated, 
from negative to positive terminal of the meter, the sides of the 
coil tend to move through the magnetic field in the directions 
shown by broken-line arrows. The force that moves the coil is 
exactly the same force that moves the armature or rotor of an 
electric motor in the magnetic field which exists between field 
or stator coils of the motor. 

To make it easier for the magnetic lines to pass through the 





Fig. 6.—A cylindrical core of iron nearly fills the field space. 
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field space, and thus to increase the field strength, most of the 
space is filled with a cylindrical iron core which you can see 
between the magnet poles in Fig. 6. 

The electromagnetic force which tends to rotate the moving 
coil when there is electron flow in the turns is opposed by two 
small spirally-formed “hair springs,” one on either end of the 
coil. These two springs show plainly in Fig. 7, where the magnet 
has been removed, but where the central cylindrical core remains 
in position inside the moving coil. The inner ends of the hair 
springs are attached to the moving coil. The outer ends of the 





Fig. 7.—A moving coil with its supports and hair springs at front and rear. 


springs are attached to stationary parts of the movement. The 
springs are wound in opposite directions, so that rotation of the 
moving coil increases the tension on one spring while decreasing 
it on the other. The difference between the tensions is such that 
the moving coi] and pointer may be deflected all the way to the 
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full-scale position with but little force exerted by the electro- 
magnetic effect. 

Electron flow is carried into and out of the moving coil through 
the two hair springs. One end of the coil winding is connected to 
the front spring, and the other end is connected to the rear 
spring. The stationary parts to which the outer ends of the 
springs attach have conductive connections through to the posi- 
tive and negative terminals which are on the outside of the meter 
case. The connection from one terminal to the front spring may 
be seen in Fig. 2. There is a similar connection from the other 
terminal to the rear spring. 


In most meters there are cemented onto the front and back 
of the moving coil two cone-shaped pivots made of steel or of 
some suitable alloy. The pointed tips of these pivots rest in de- 
pressions formed in “jewels” carried in stationary parts of the 
movement. In some instruments the jewels are polished sap- 
phires; in others they are made of boro-silicate glass. The con- 
struction is like that employed for the jeweled bearings of fine 
watches. The jewels may be carried in the inner ends of adjust- 
able screws whose outer slotted ends may be seen outside of the 
ends of the moving coils in Figs. 2 and 7. The jewel screws are 
adjusted to leave end play of between one and two thousandths . 
of an inch for the pivots. 


With no electron flow or current in the moving eoil, the tip 
of the pointer should rest at the zero mark on the scale, as in 
Fig. 3. The pointer may be brought to this position by means of 
a zero adjuster or zero corrector mechanism usually operated by 
turning a slotted head which appears on the outside of the front 
of the case or the glass covering the scale. On the inside of this 
slotted head is a projecting tip which engages in a slot or fork 
of the zero adjuster arm attached to the front of the movement. 
A forked adjuster arm may be seen in Fig. 2, and a slotted type 
in Fig. 7. The arm is part of a washer that fits around the jewel 
screw and is prevented from rotating too freely by some sort of 
friction device which usually includes a cupped or spider-armed 
washer held by a nut that locks the jewel screw in place after 
the jewel clearance has been adjusted. On the washer of which 
the adjuster arm is a part there is an extension to which is 
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soldered the outer end of the hair spring. When the external 
slotted head is turned, its inner tip moves the adjuster arm one 
way or the other and changes the position or tension of the front 
hair spring to bring the pointer to zero on the scale. 

The rear hair spring usually is soldered to an extension on 
a friction-held washer which may be rotated one way or the other 
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Fig. 8.—Connections between a movement and terminal screws in the meter case. 


to change the tension of the rear spring and bring the pointer 
to its correct zero position with the front zero adjuster arm in a 
vertical position. Such a rear adjustment may be seen in Fig. 8, 
where a movement and magnet have been separated from the 
meter base, but where the terminal connections still are in place. 
When the rear adjustment is once correctly set, any slight shifts 
in pointer position which occur during normal service may be 
corrected with the regular exposed slotted head. 

The permanent magnets for meters may be either the lam- 
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inated type shown by Fig. 9 or the solid type shown by Fig. 10. 
A laminated magnet consists of a number of layers, each about 
¥4, inch thick, riveted together. Sometimes, but not always, there 
are pieces of soft iron between the poles of the magnet lamina- 
tion and the cylindrical space in which the moving coil rotates. 
Such construction may be seen in Fig. 4. The soft iron pole pieces 
or pole shoes help to equalize any uneven flux distribution from 
the laminations themselves, and thus to provide a more uniform 
magnetic field for the moving coil. The laminations may be made 
from chrome, tungsten, or cobalt alloys of steel. 
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Fig. 9.—A laminated magnet. Fig. 10.—A solid magnet of Alnico. 


Solid magnets, of which one shape is shown in Fig. 10, often 
are of Alnico magnet steel in service instruments. Alnico is an 
alloy containing aluminum, nickel, and iron. It has very great 
magnetic strength for a given size, and is so hard that after 
casting it can be machined only by grinding. Consequently, the 
Alnico magnets always are used in conjunction with soft iron 
pole pieces in which are formed the cylindrical openings for the 
moving coil, and to the outside of which are fitted the poles of 
the permanent magnet. 
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The moving coil permanent magnet meters are available for 
measurements in a wide range of current values. The most sensi- 
tive instruments in fairly common use have full scale deflection 
of their pointers with a current of only 10 microamperes. Full- 
scale sensitivities of 20 and 50 microamperes are in general use, 
but the types most commonly employed in general Service work 
have full-scale deflection with a current of one milliampere, or 
1,000 microamperes. 

Shapes of pointer tips are shown by Fig. 11. The spade tip 
pointer is the most common, and is used whenever readings may 
be made from some distance. The knife edge pointer, with a long 
and very thin tip at the end of a cylindrical body, is used where 
the tip must extend across several concentric scales, also where 
closely accurate readings are to be made. The lance type is com- 
mon for industrial meters, but seldom is found in radio service 
instruments. 

The zero point on a scale is at the left when current will flow 
in only one direction through the meter. But when readings are 
required with current either in one direction or the other the 
zero point may be at the center of the scale or at any distance 


Spade Knife Lance 


Fig. 11.—Shapes of pointers used in indicating meters. 


from either end. An instrument designed for “zero left" cannot 
be changed to “zero center” or other offset zero position by 
adjustments of the zero adjusters and hair springs. One reason 
is that the moving coil then would be moved from its normal 
position for no current. 
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When it is desired to make readings through only a limited 
range of values somewhat greater than zero the meter may be 
of the depressed zero or suppressed zero type. Hair spring posi- 
tions and tensions are such that the pointer will not move away 
from its extreme left-hand position until the coil current is con- 
siderably greater than zero. As an example, a meter for indicat- 
ing voltages only between 100 and 200 would be so constructed 
that the pointer would remain at the left until the applied poten- 
tial difference was 100 or more volts, and would move all the 
way to the right with 200 volts. 


One of the great advantages of the d’Arsonval instrument is 
a uniform scale, with which the pointer moves the same distance 
for a given change in coil current no matter whether the change 
is in the lower or higher indicated values. However, for some 
special applications it is desirable to “open up" some portion of 
the scale so that highly precise readings may be taken over a 
limited range. This is accomplished by using “shaded pole pieces,” 
meaning that the tips of the magnet or pole pieces are cut back 
to weaken the field in which the moving coil travels for part 
of its rotation, while leaving a strong field for the remainder 
of the travel. A much greater change of coil current is needed to 
move the coil and pointer through the weak parts of the field 
than through the stronger parts. 


Meter Shunts.—A meter or a meter movement which gives 
full-scale deflection of the pointer with some certain value of 
current may be adapted to measure any greater current values 
by connecting across the terminals of the meter or movement 
a shunt resistor as shown at the left in Fig. 12. Then current in 
the connected line divides between the movement and the shunt, 
which are in parallel with each other. The meter scale is cali- 
brated and graduated to read the total current of the connected 
line, although only part of this total is passing through the 
movement. 

To select a shunt of correct resistance it is necessary to know 
the resistance of the meter or the movement, also the current 
for full-scale deflection without the shunt, which is the original 
full-scale reading of the meter, and the value of full-scale read- 
ing with the shunt in place, this being the desired new reading. 
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These values are used in the following formula. 


Shunt meter or movement resistance 
resistance — desired full-scale current 1 
original full-scale current 





The formula says to divide the desired full-scale current by 
the original full-scale current, and subtract 1 from the result 
of the division. Then this number is divided into the meter or 
movement resistance to find the required shunt resistance. The 
two current values, original and desired, must be in the same 
units; amperes, milliamperes, or microamperes. If the resistance 
of meter or movement is in ohms, the shunt resistance will be 
in ohms. 

For example, assume that we have a meter whose original 
full-scale deflection is obtained with a current of 5 milliamperes, 
and wish to have a new full-scale deflection of 1 ampere, which 
is the same as 1,000 milliamperes. Assume that the resistance 
of the meter or movement, usually called the internal resistance, 
is 12 ohms. These known values are used thus, 


resistance ^ 1000/8 —1 ^ 200—1 ~ 199 ~ 00908 ohm. 


The computed resistance of the shunt must include the re- 
sistance of leads or connections between the line terminals of 


Terminals of Meter 
or Movement 












Shunt 
Resistor 





Shunt 


Line Terminals 


Fig. 12.—Connections of shunt resistors for current meters. 
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the shunt resistor and the meter or movement terminals, between 
which exists the meter or movement resistance used in the 
formula, 

If the resistance of the meter or movement is known only 
approximately, error may be lessened by using two resistors 
as shown at the right in Fig. 12. An extra resistor R9 is con- 
nected in series with either side of the meter or movement. The 
resistance of R9 is to be nine times the approximate resistance 
of the meter or movement. Then, in our formula for shunt 
resistance, we use above the line a value equal to ten times the 
approximate resistance of meter or movement. Using the same 
assumed values as before, for the movement of 12 ohms (ap- 
proximate) resistance, the formula would appear thus, 


Shunt _ 10x12 12052 120. 
resistance ^^ 1000/5 —1 ^ 200—1 ^ 199 — 9-603 ohm. 


The resistor used at R9 would have resistance equal to nine 
times the approximate movement resistance of 12 ohms, so 
would be made 108 ohms. 


Meter Multipliers.—The same moving coil permanent magnet 
movements that are used for measuring current values are used 
also for measuring voltages or potential differences by connect- 
ing in series with the movement a resistor which limits the 
current. The movement with resistor in series forms a volt- 
meter. The total resistance of resistor and movement must be 
such that maximum applied potential difference causes flow of 
just enough current to cause full-scale deflection of the pointer. 
The series resistor usually is called a multiplier. The multiplier 
is connected to a current meter as at the left in Fig. 13. 

To select the correct multiplier resistance it is necessary to 
know the current for full-scale deflection, the desired full-scale 
volts, and, if the voltage range is to be a low one, also the internal 
resistance of the meter or movement. When the meter current 
is in milliamperes the formula for multiplier resistance is, 





Multiplier 1000 x desired full-seale volts 
resistance full-scale milliamperes 


The multiplier resistance determined with this formula really 


INDICATING METERS 17 


is the combined series resistance of multiplier and meter move- 
ment. Consequently, the value of movement resistance should be 
subtracted from the computed multiplier resistance when the 
movement resistance is one per cent or more of the computed 
resistance. Otherwise, the movement resistance will be such a 
small portion of the total as to have little effect on readings. 





Voltmeter 


Added 
Multiplier 





Fig. 13.—Connections of series multiplier resistors for voltmeters. 


Supposing that we wish to use for a voltmeter with 200 volts 
at full-scale a movement having full-scale deflection with 200 
microamperes (0.2 milliampere) and resistance of 400 ohms. 
These values would be used in the formula thus, 


Multiplier _ 1000 x 200 200 000 
resistance 0.2 = 02 


The 400-ohm resistance of the movement is only %45 of one per 
cent of the computed multiplier resistance, and so is negligible. 
If you compute the multiplier resistance for a 1-milliampere 
meter to be used as a voltmeter for full-scale reading of 1.5 volts 
the multiplier will come to 1500 ohms. If the movement resistance 
is 50 ohms it is 3.3 per cent of the computed multiplier resistance, 
and should be subtracted from the computed value of 1500 ohms; 
leaving 1450 ohms as the correct multiplier resistance to be used. 

An instrument already designed and built as a voltmeter will 


== 1,000,000 ohms 
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have a series resistor inside of its case, as at R in the right-hand 
diagram of Fig. 13. The resistance of the voltmeter then is the 
sum of the resistances of the series resistor and movement. The 
range of the voltmeter, or its full-scale reading, may be increased 
by adding an external multiplier resistance in series with one 
terminal and the remainder in series with the other terminal. 

The required resistance for an added multiplier is computed 
thus, 


Multiplier _ original ( desired full-scale volts 


resistance resistance original full-scale volts ^ D 


For an example, supposing that we have a meter reading to 
10 volts, whose resistance is 10,000 ohms, and wish to extend 
the range to 150 volts. These values would be used in the formula 
as follows. 


Multiplier _ 150 = = 
Pegisiunoo 1000 x ( 10 — 1) = 10000 x (15 — 1) 


— 10000 x, 14 — 140000 ohms 


Meter Resistor Requirements.—Both shunts and multipliers 
must be of such wattage ratings as to safely dissipate the heat 
resulting from the I?R effect, Current through a shunt resistor, 
at full-scale, will be equal to the difference between full-scale 
reading with the shunt in use and the full-scale reading without 
the shunt. In an earlier example we computed a shunt resistance 
of 0.0608 ohm for a 5-milliampere meter converted to read 1,000 
milliamperes. Then the current in the shunt will be 1,000 minus 5, 
or 995 milliamperes, which is 0.995 ampere. Then we use the 
formula showing watts equal to I?R, or to amperes squared and 
multiplied by ohms. In the present case we would have, 


Watts == 0.9952 X 0.0603 == 0.99 x 0.0608 — 0.0600 watt. 


To operate at low temperature the watts rating should be 
double or more the computed dissipation, so here we might use 
a quarter-watt resistor. 

A multiplier resistor for a voltmeter will carry the full-scale 
current of the meter movement in the resistance of the multi- 
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plier. The full-scale current of a current meter converted to a 
voltmeter will be known from the original scale. Knowing the 
full-scale volts and the resistance of a voltmeter, we need only 
divide the number of volts by the number of ohms to find the 
current in amperes. In an earlier example we assumed a 10-volt 
meter with 10,000 ohms resistance. Dividing 10 by 10,000 shows 
that the full-scale current is 1/1000 ampere or one milliampere. 
For this meter we computed a multiplier resistance of 140,000 
ohms. Using the known current and multiplier resistance in the 
power formula gives, 


Watts — 0.0012 x 140000 = 0.000001 x 140000 = 0.14 watt. 


The percentage tolerance of meter resistors should be one-half 
or less of the percentage “accuracy” of the meter or movement. 
For instance, with a meter having a rated accuracy of two per 
cent the shunt or multiplier resistors should have a tolerance no 
greater than one per cent plus or minus. 

Resistors should have minimum practicable variation of re- 
sistance with changes of temperatures (small temperature co- 
efficient of resistivity), and, when used for alternating-current 
measurements with rectifier or thermocouple meters, should have 
minimum practicable inductance and distributed capacitance. 
Carbon resistors have almost negligible inductance and capaci- 
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Fig. 14.—Coils such as used for shunts and multipliers. 
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tance at power and audio frequencies, also at standard broadcast 
and short-wave ranges of a few megacycles, but they have large 
temperature coefficients when of usual design and their wattage 
ratings should be three or four times the computed dissipation 
to maintain fair accuracy. Wire-wound precision resistors are 
available in types having small inductance and capacitance, and 
they have much lower temperature coefficients than ordinary 
carbon types. Fig. 14 is a picture of a shunt resistor and a multi- 
plier resistor of wire-wound types such as mounted inside the 
cases of small meters. 

Meter Resistance Measurement.—When the internal resistance 
of a meter or movement is not marked on the scale and is not 
otherwise known it may be measured according to the method 
described as follows and illustrated by Fig. 15. 

“The meter is connected in series with a battery and a fixed 
resistor of such values that the reading is somewhat less than 
full seale. Then an adjustable resistor is connected across the 
meter as shown by broken lines. The adjustable resistor is set 
so that the meter reading is decreased to exactly half of its first 
value. Then the resistance of the adjustable resistor, as set, is 
equal to the internal resistance of the meter. This is true because, 
with half of the total current flowing through the meter, an 
equal half must be flowing in the adjustable resistor, and with 
equal currents in parallel resistances subjected to the same 
potential difference the resistances of the parts must be equal. 
The resistance of the adjusted resistor may be measured with 
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Fig. 15.—A method for measurement of meter resistance. 
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a resistance bridge, an accurate ohmmeter, or other resistance 
measuring apparatus.” 


Rectifier Meters.—The moving coil permanent magnet type of 
instrument is used for measurement of alternating potentials 
and currents by applying the a-c potential to a rectifier circuit 
whose d-c output is connected to the instrument movement. 
Fig. 16 is a picture of such a meter from which the permanent 
magnet has been removed so that the small rectifier unit may be 
seen mounted on the meter base which is the back of the move- 
ment. 





a 


Fig. 16.—A rectifier mounted in the back of the instrument case, above the movement. 


The rectifiers generally employed for instrument work are of 
the copper-oxide dry disc type, in which each rectifying element 
consists of a disc of copper, on one side of which is a coating of 
copper oxide. The resistance to electron flow from the copper 
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to the oxide layer is very low, but resistance is high to flow in 
the opposite direction. When alternating potential is applied, 
there are large pulses of electron flow during half cycles in which 
the copper is negative and the oxide positive, and only very weak 
pulses in the opposite direction in the opposite half cycles. 

With usual construction there are four rectifying dises con- 
nected in what is called a bridge circuit, as shown by Fig. 17. 
The discs are represented by arrowheads pointing in the direc- 
tion of low-resistance electron flow, In the center of the bridge 
circuit is represented the d-c instrument movement with its 
negative and positive terminals marked. During half-cycles of 
one polarity the electron flow is as shown by arrows on the left- 
hand diagram, and during opposite half-cycles the electron flow 
is as shown on the right-hand diagram. Note that electron flow 





Fig. 17.—Directions of electron flow in a rectifier meter during one cycle. 


through the instrument movement is in the same direction dur- 
ing both half-cycles. Thus we have a full-wave rectifier circuit 
in which two out of the four rectifying units pass electron flow 
to the movement during each half-cycle. 

The manner in which the four discs are assembled in one style 
of instrument rectifier is shown at the left in Fig. 18. The elec- 
trical arrangement is shown at the right. Between the rectifying 
dises are thin washers of metal for making contact with the 
surfaces of the discs. The leads for making connections are 
attached to the thin contact washers. Direction of free electron 
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flow through each disc is indicated by a small arrow. With the 
arrangement represented here the contact washer for the posi- 
tive lead presses against the frame that encloses and supports 
the assembly. Consequently, the frame is alive and must be in- 
sulated from other metallic parts. Some instrument rectifiers 
are mounted within cases made of insulating material so that no 
exposed parts except the leads are alive. The actual overall length 
of the frame of the unit pictured at the left in Fig. 18 is about 
one-half inch. 





Fig. 18.—A full-wave instrument rectifier, and the arrangement of the discs. 


Rectifier current-measuring instruments are available with 
full-scale readings as low as 100 microamperes, and in various 
greater ranges up to values in amperes. Voltmeter full-scale 
readings run from one volt up to 1,000 volts in instruments 
generally available. Shunt resistors used with current measuring 
meters ordinarily are connected across the a-c terminals rather 
than across the movement terminals, thus allowing the rectifier 
elements to carry only the relatively small currents which flow 
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through the d-c movement. Multiplier resistors are connected 
between one of the a-c terminals and the rectifier element, not 
between the rectifier and the d-c movement. Otherwise the rec- 
tifier elements would be subjected to the full measured a-c volt- 
ages, and would be destroyed. Since rectifier meters are designed 
especialy for use on alternating potentials and currents, it is 
important that resistors for shunts and multipliers have negli- 
gible inductance and distributed capacitance. 

The resistance of instrument rectifiers undergoes considerable 
variation with only moderate changes of temperature, the re- 
sistance decreasing as the temperature rises, When a meter has 
been calibrated for accurate readings at a normal room tempera- 
ture, such as 68° F., there will be a five per cent change in 
resistance with either rise or drop of 10 to 15 degrees in tem- 
perature, and with still greater variations of temperature the 
resistance changes at an increasing rate. 

The frequency of measured alternating potentials and currents 
affects the readings of rectifier meters, chiefly because the capaci- 
tances of the conductive rectifying discs and their relatively high- 
resistance oxide coatings tend to bypass more and more of the 
current around the d-c movement with rise of frequency. Thus 
the scale readings become lower and lower in relation to actual 
applied potentials and currents as the frequency increases. The 
frequency error usually is negligible for ordinary work up to 
frequencies somewhere between 5,000 and 10,000 cycles, a range 
which takes in most of the audio frequencies. Then there will be 
a fairly steady drop in readings up to somewhere around 50 
kilocycles, and at still higher frequencies the indications tend 
to become erratic and to have no definite relation to applied 
potentials and currents. 

The current supplied by the rectifier to the d-c movement con- 
sists of a series of one-way pulses, each similar in form to a half- 
cycle of the applied alternating potential. The d-c movement 
indicates the average value of these current pulses, which is 
equal to 0.636 of the peak value. But it is usual practice to cali- 
brate a rectifier meter so that its scale reads the effective or 
r-m-s value of the applied alternating potential or current, and 
this value is equal to 0.707 of the peak value. The ratio of scale 
markings to actual potentials or currents then is 0.707/0.636, 
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or about 1.11. If a smooth direct potential or current is applied 
to the rectifier meter, the meter will indicate values about 1.11 
times the actual circut values, or will read about 11 per cent 
high on direct current, 

The scale calibration or graduation for rectifier meters ordi- 
narily is made by using sine-wave potentials. If the measured 
potential or current has a waveform much different from a sine 
wave the readings will be inaccurate. If wave peaks are relatively 
flat, approaching a direct potential condition, the meter will 
read high. If the peaks are relatively sharp or narrow, the meter 
will read low. 

Still another peculiarity of instrument rectifiers is that their 
resistance decreases as the current through them increases. With 
a typical rectifier meter designed to have one milliampere of 
alternating current for full-scale reading the rectifier resistance 
at full-scale may be about 580 ohms. At half-seale (0.5 a-c 
milliampere) the resistance may rise to 850 ohms, at quarter- 
scale to about 1,360 ohms, and still higher at lower readings. 
With meters designed for larger currents at full-scale the 
changes of resistance are not so noticeable. In a 5-milliampere 
meter the increase of resistance between full- and half-seale may 
be about 20 to 25 per cent, and between full- and quarter-scale 
about 60 per cent. 

When such meters are used in circuits having low resistance, 
the resistance of the meter will form a considerable portion of 
the total resistance opposing flow of current. When the meter 
resistance undergoes large changes with variation of current, 
there are resulting large changes in the total resistance, and 
current in the circuit will be varied by changes of meter resist- 
ance. The meter still will read the actual current, but this actual 
current will be much different from its value without the meter 
in the circuit. The smaller the eurrent which would exist without 
the meter, the more this small current is reduced by the increased 
resistance of the meter. 

When the rectifier meter is a voltmeter for measuring fairly 
high voltages, there will be a series multiplier of high value in 
the meter itself. This series resistance is so much greater than 
the resistance of the rectifier that changes of rectifier resistance 
with variation of moter readings have little ef*--t. As an ex- 
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ample, consider the resistances of 580 ohms for full-scale current 
and of 1,360 ohms for quarter-scale current as mentioned in an 
earlier paragraph. If that 1-milliampere meter is to be used as 
a voltmeter with full-scale reading of 250 volts the multiplier 
resistance and meter resistance together must be 250,000 ohms. 
The change between 580 and 1,360 ohms is 780 ohms. This change 
amounts to only about % of 1 per cent of the total resistance, and 
would not have any important effect on accuracy of readings. 
Were the same rectifier and d-c movement used for a full-scale 
reading of 5 volts the total series resistance would be 5,000 ohms, 
including the multiplier, the rectifier, and the movement. Then 
the 780-ohm change of rectifier resistance between full- and 
quarter-scale would be more than 15 per cent of the total, and 
would have a decided effect on accuracy of readings were the 
change of resistance not allowed for in graduating the scale. 
Because of the change of rectifier resistance with change of 
current, the scales of rectifier meters will be somewhat crowded 
at the low current end. The less the full-scale voltage or the full- 


Alternating 





Fig. 19.—Typical alternating potential or current graduations for the scale 
of a rectifier meter. 


scale current to be measured, the greater will be the crowding 
of the scale at the lower end. Fig. 19 shows relations between a 
scale for alternating currents or potentials and direct currents 
or potentials when a d-c movement is used without a rectifier 
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for direct current and potential measurements, and is used with 
a rectifier for measurement of alternating quantities. 

It has been mentioned that a rectifier meter will read high on 
direct current due to the fact that readings actually are propor- 
tional to average current although calibration is for effective 
value of sine wave current. It follows that the full-scale d-e 
current for a movement to be used in a rectifier meter should be 
less than the full-scale alternating current to be indicated, or 
less than the current that would be required for indicating a 
given direct potential. This comes about because the movement 
responds to the average value of current, but scale markings are 
based on effective value, which is 1.11 times the average value. 
The d-c movement should provide full-scale deflection with 80 
to 90 per cent of the current that would be used for d-c measure- 
ments. As an example, the d-c movement for a rectifier meter to 
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Fig. 20.—The principle of the thermocouple meter. 


indicate up to one milliampere of alternating current should have 
full-scale deflection with a direct current of 0.80 to 0.90 mil- 
liampere, 

Thermocouple Meters.—A type of indicating meter which will 
operate at alternating frequencies up to several hundred mega- 
cycles makes use of the heating effect of the alternating current 
to produce a direct current which is measured or indicated by 
a moving coil permanent magnet movement. The device which 
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produces an emf and a direct current when heated is called a 
thermocouple, and meters using this device are called thermo- 
couple meters, or sometimes are called thermal meters. 

The principle of the thermocouple is shown by Fig. 20. The 
couple itself consists of two conductors of dissimilar metals 
joined together at a junction, and with their outer ends con- 
nected to the d-c movement of the meter. Close to the junction, 
sometimes in direct contact with it, is a heater wire or strip 
through which flows the alternating current to be measured. 
Flow of current raises the temperature of the heater and of the 
thermo-junction. When the temperature of a junction between 
unlike metals is raised above the temperature at the opposite 
end of the circuit including the metals, an emf appears at the 
junction. If the thermocouple circuit is closed, as through the 
moving coil of a meter, direct current flows in the circuit. 

The emf produced at the junction depends on the temperature 
and on the kinds of metals forming the couple. The power which 
produces heat in any conductors is proportional to I?R, or to the 
current squared and multiplied by the resistance. Temperature 
rise is proportional to the heat produced. Therefore, the tempera- 
ture rise at the thermo-junction, and the direct emf produced 
there, is proportional to the square of the effective or r-m-s value 
of alternating current in the heater. With any given kinds of 
metals in the couple the emf may be specified as so many micro- 
volts per degree of temperature rise. With full normal value of 
alternating current in the heater wire, or the value which would 
cause full-scale deflection of the meter, the direct potential out- 
puts from thermocouples are from five to ten millivolts, depend- 
ing on the make and type of couple. 

Among the metals having relatively large thermoelectric pow- 
ers, in microvolts per degree, are antimony, bismuth, nickel, 
iron, and the copper-nickel alloy called constantan. Antimony 
and platinum give a power of about 41 microvolts per degree 
centigrade, with the antimony negative and the platinum posi- 
tive. Copper and constantan give about 43 microvolts, with the 
copper positive and the constantan negative. There are various 
other usable combinations. 

The resistanc^^ of thermocouples of various types and makes 
run usually between three and 12 ohms. This is the resistance 
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that is placed across the d-c movement when the thermocouple 
is connected to the movement. To have maximum transfer of 
power from couple to movement the resistance of the movement 
should be equal to, or a little higher than, the resistance of the 
couple, This is simply the familiar matter of matching resistances 
or impedances for maximum power transfer. 

Because heating is proportional to the square of the current, 
small alternating currents in the heater wire produce but little 
heat. To prevent rapid loss of heat and lowering of temperature 
in the heater, thermocouples for use on currents up to about 500 
milliamperes usually are enclosed in a highly evacuated glass 
envelope, like a radio tube. The vacuum retards loss of heat by 
radiation. For larger alternating currents it is common practice 
to use air thermocouples, which are not enclosed. The evacuated 
couple does not change its d-c output as quickly as does the air 
type when alternating current decreases, because the vacuum 
retains heat and the couple continues to generate emf. Vacuum 
thermocouples usually are an inch or somewhat more in length, 
and about a half-inch in diameter. The heater wire usually is 
platinum or platinum alloy, only three or four thousandths of 
an inch in diameter. 

Because heat and temperature rise in the heater, and emf and 
current for the d-c movement are proportional approximately 
to the square of the alternating current in the heater, the dial 
scale of the thermocouple meter is decidedly crowded at the 
lower end. The positions of graduations for equal increases of 
heater current as they would appear on a “current squared”’ 
scale are shown by Fig. 21. 

The chief advantage of the thermocouple is in the accuracy 
of its indications at all alternating frequencies. This is because 
the small diameter, short, straight elements in the couple have 
very little inductance or distributed capacitance. If suitable 
precautions are used in construction and connection of a thermo- 
couple meter, these factors of inductance and capacitance may 
be kept small in the whole measuring apparatus. Energy losses 
at very high frequencies are due also to skin effect. This loss is 
lessened by using non-magnetic metals in the couple, and, in 
some constructions, by using a tubular conductor for the heater. 

Skin effect tends to make the meter read high with increasing 


30 INDICATING METERS 


frequency, while capacitance tends to make the readings low. 
With meters for alternating currents of only two or three mil- 
liamperes the indications may become lower with increasing 
frequency, but in most meters the error is in readings which 
become too high. Thermocouple meters with full-scale ranges of 
from two to five milliamperes are available with accuracies (full- 





Fig. 21.—The dial scale for a meter whose indications are proportional 
to current squored. 


scale errors) of not over two per cent at frequencies as high as 
50 to 70 megacycles. Higher current ranges, up to 100 or 200 
milliamperes may be had with equal accuracy on frequencies of 
100 megacycles and even somewhat higher. Thermocouple volt- 
meters in which currents through the heater are as mentioned 
have generally similar accuracies at high frequencies. 

Thermocouple meters indicate true effective or r-m-s a-c values 
regardless of the a-c waveform, this because these meters are 
actuated by heating effects, and effective or r-m-s values are 
primarily based on heating effect in conductors. 

Thermocouple meters would have errors due to surrounding 
temperatures only were such temperatures to affect the couple 
or the junction more than the end of the couple circuit connected 
through the d-c moving coil. It is only the difference between 
temperatures at the two ends of the thermocouple circuit which 
result in emf’s at the junction. If the two ends of the circuit are 
at the same temperature without heating current flowing in 
the heater element, then the temperature difference and gen- 
erated emf will result only from the alternating current. 

Iron Vane Meters. — For measurements at power-line fre- 
quencies, and sometimes at frequencies as high as 500 cycles, 


INDICATING METERS 31 


the repulsion type of iron vane meter is in general use. The 
principle of such a meter is shown by Fig. 22. 

Inside of a hollow coil which carries the current that actuates 
the meter are two iron vanes. One is supported in a fixed position 
and remains stationary. The other has one side or edge fastened 
to the shaft which carries the pointer. When current flows in 
the coil the two vanes are magnetized. With current in one 
direction the upper ends of both vanes will be made north poles, 
and their lower ends will be made south poles. This magnetization 
occurs because inside the coil there are produced magnetic lines 
of force traveling lengthwise or in line with the pointer shaft. 





Fig. 22.—The principle of the iron-vane Fig. 23.—The principle of the dynamometer 
movement of the repulsion type. instrument. 
(Courtesy of Weston Electrical (Courtesy of Weston Electrical 
Instrument Corp.) Instrument Corp.) 


Since the ends of the vanes have the same magnetic polarities 
they repel each other and the movable vane swings away from 
the fixed vane to move the shaft and the pointer. Repulsion of 
the vanes and travel of the pointer across its scale is opposed by 
hair springs attached to the shaft. à . 
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When the direction of coil current reverses, the magnetic 
polarities at the ends of the iron vanes are reversed. But because 
the polarities are reversed at both ends of the vanes, there are 
still like poles at each end and there is repulsion just as before. 
With alternating current the magnetic polarities of the vanes 
are reversed on every half-cycle, but like poles always are to- 
gether and the repulsion force depends on the strength of the 
current, not on its direction. Repulsion type instruments will 
indicate on direct current, although the readings may not be so 
accurate as on alternating current. 

The scale of the repulsion vane meter tends to be compressed 
at the low readings, but for values of ten per cent and greater 
percentages of full-scale the indications are clear. 

There are various other types of moving iron meters in which 
are employed the magnetic attraction or repulsion of the field 
of a current-carrying coil on one or more pieces of iron held in 
various positions and attached to the pointer shafts. 

Dynamometer Meters.—Still another kind of meter designed 
especially for measurement of alternating currents and poten- 
tials is the dynamometer or electro-dynamometer type whose 
principle is shown by Fig. 23. In this instrument there are 
stationary and moving coils, with the moving coil carried by 
a pivoted shaft so that it may rotate through part of a turn. 
To the moving coil is attached the pointer that travels across 
the dial scale when this coil rotates. Rotation of the moving coil 
is restrained by hair springs. 

The two coils are connected together so that alternating cur- 
rent for actuating the meter flows through them in series. When 
no current is flowing the coil axes are at an angle with each. 
other. Current causes a magnetic field to appear around and 
inside of each coil. This field acts on the current or electron flow 
in the other coil to cause the conductors of the other current- 
carrying coil to move through the magnetic field. The action is 
similar to that shown by Fig. 5 for the moving coil permanent 
magnet meter, except that here the magnetic field is produced 
by current in a coil rather than by a permanent magnet. Since 
it is only the conductors of the suspended coil that can move in 
the field of the stationary coil, the suspended coil rotates. The 
greater the current the stronger is the force between the mag- 
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netic fields and the coil currents, and the farther the pointer is 
moved over its scale against the tension of the hair springs. 

The capacitance between the fixed and moving coils, as well 
as the distributed capacitance and large inductance of the coils, 
makes this type of instrument unsuited for use on frequencies 
above a few hundred kilocycles in usual designs. Dynamometer 
instruments may be used for direct currents and potentials as 
well as for alternating currents and potentials of moderately 
high frequency. 

The scales of dynamometer current meters and potential 
meters are quite compressed in the lower readings, having the 
general distribution of graduations shown for a current squared 
scale in Fig. 21. 

Wattmeters.—Dynamometer instruments are in general use 
for measuring power in watts taken through either d-c or a-c 
circuits. For such use the stationary and movable coils are not 
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Fig. 24.—Connections of a wattmeter to the line and the load. 


in series, but are connected to separate terminals so that the 
stationary coil (then called the current coil) can be connected in 
series between the line and the load, while the moving coil (then 
called the voltage coil) can be connected across the load. These 
connections are shown by Fig. 24. 


34 INDICATING METERS 


The current and the magnetic field of the current coil have 
strengths proportional to the load current, The current and field 
of the voltage coil are proportional to the potential difference 
across the power-consuming load. Then the deflection of the 
pointer is proportional to both amperes and volts, or to power. 
The scale is graduated in watts. 


REVIEW QUESTIONS 


1. Which of the following meters are used for direct current and which for 
alternating current? Permanent magnet moving coil; moving iron; rec- 
tifier; dynamometer; thermocouple. 

2. Is the resistance of a meter shunt usually greater or less than the 
resistance of the meter itself? Is a multiplier resistance greater or less 
than the meter resistance? 

8. In which type of meter is it desirable to have high resistance, and in 
which to have low resistance; voltmeter or current meter? 

4. Which of the following meters is best suited to measurements at radio 
frequencies; moving iron, thermocouple, rectifier, dynamometer? 

5. Explain how a single permanent magnet moving coil instrument may be 
used for measuring either currents or voltages. 

6. If scale graduations of a meter are crowded at the low-value end is the 
meter designed for measurement of direct or alternating quantities? 

7. Is the permanent magnet moving coil movement employed in any meters 
which measure alternating currents and potentials? If so, what are 
those types? 

8. Explain why dynamometer meters are not well suited for measurements 
at very high frequencies. 


Chapter 2 
OPERATION AND CARE OF METERS 


In order to use the type of meter best suited to whatever 
measurements are being made, and to employ that meter to best 
advantage without danger of damaging either the instrument or 
the apparatus being worked upon, it is necessary to understand 
certain of the limitations applying to measuring instruments. 

The first thing to be considered is that of accuracy of indica- 
tions. Accuracy is specified as the maximum error that may 
occur, as measured in a percentage of the full-scale reading. 
Laboratory instruments are made with accuracies as good as 
4o 0f one per cent, but such types are too costly and too delicate 
for use other than as standards, Meters with accuracies of 14 of 
one per cent and of 1 per cent often are used in production 
testing. But most of the meters used in radio service work, when 
the instruments are of the moving coil permanent magnet type, 
have full-scale accuracies of 2 per cent. This degree of accuracy 
applies also to service types of thermocouple, repulsion vane, 
and dynamometer meters. Because of the errors to which rectifier 
meters are subject, their accuracies are not better than 5 per cent. 

An accuracy specified as a per cent refers to that percentage 
of the full-scale reading, and is “plus or minus,” meaning that 
the indication may be the specified percentage lower or higher 
than the true current or potential. If we consider a full-scale 
reading of 100 (in any units) an accuracy of 2 per cent means 
that the reading may be anywhere between 98 and 102 units. 
This is a variation of 4 units. This same variation in number of 
units applies anywhere on the scale. If the readings are being 
taken at half-scale, or at 50 on the scale, the variation still may 
be four units, and the reading may be anywhere between 48 and 
52 when the actual value is 50. This is an accuracy of 4 per cent. 
Readings at quarter-scale, or at 25, then may vary between 23 
and 27, which is a possible variation of 8 per cent of 25. At one- 
tenth scale, or at 10, the indications might be from 8 to 12, 
which is an accuracy of only 20 per cent. 
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Because of the rapidly increasing allowable error with low- 
ered readings, meters should be chosen of such ranges that most 
of the important readings will -be taken in the upper part of 
the scale. For instance, when potential differences of only 10 to 
20 volts are being taken, we should not use a 150-volt meter if 
it can be avoided. A reading of 12 volts on such a meter, of 2 per 
cent accuracy, might mean a rea] potential anywhere between 
12 and 18 volts. 

Sensitivity and Power Consumption.—The sensitivity of cur- 
rent meters refers to the value of current which causes full-scale 
deflection. For instance, if there is full-scale deflection with a 
current of 500 microamperes, we speak of the meter as having 
a sensitivity of 500 microamperes. 

The sensitivity of voltmeters such as used in radio ordinarily 
is specified in ohms per volt. The number of ohms per volt is 
found from dividing the total resistance of the meter, including 





Fig. 1.—Connections for current-indicating meters. 


multipliers, by the full-scale volts. For instance, if the resist- 
ance of a 100-volt meter is 100,000 ohms the sensitivity is 
100,000 + 100 = 1,000 ohms per volt. The total resistance of a 
voltmeter, including multiplier, is equal to the full-scale volts 
multiplied by the sensitivity in ohms per volt. The sensitivity of 
a voltmeter, in ohms per volt, is equal also to the quotient of 
dividing 1,000 by the number of milliamperes for full-scale de- 
flection of the movement. The full-scale current, in milliamperes, 
is equal to the quotient of dividing 1,000 by the sensitivity in 
ohms per volt. 

A current meter, or the shunt for such a meter, always is con- 
nected in series with the circuit wherein current is to be meas- 
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ured, as shown by Fig. 1. The resistance of the meter, or meter 
and shunt, is added to the resistance of the remainder of the 
circuit. Therefore, with the meter connected, the resistance of 
the circuit always is more than without the meter, and the 
current is changed by the added resistance. The result is that 
the measured current always is less than the current which 
normally flows in the circuit. 

With high resistance circuits the added resistance of the 
current meter will have little effect on current, and readings 
will give information in error by only a small amount. But if 
the meter resistance anywhere near approaches the resistance, 
or is of the same general order as the circuit resistance, the 
readings will be inaccurate. 

It becomes plain that the less the resistance of any current 
meter the more suitable it is for making measurements, so far 
as affecting the measured circuit is concerned. For moving coil 
instruments of moderate price and two per cent accuracy the 
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Fig. 2.—Resistances and power consumptions of meters commonly used in 
radio service work. 


resistances of the movements run about as shown by the full- 
line curve of Fig. 2 for various full-scale ranges in micro- 
amperes. The broken-line curve shows the corresponding powers 
in microwatts which must be furnished from the measured cir- 
cuit in order to cause full-scale deflection of the meter. 
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Although the resistances appear high for ranges below 200 
microamperes, it will be found that such small currents almost 
always exist only in circuits having high resistances. Therefore, 
the added resistances of these low-range meters do not cause 
serious errors in indicated currents. The power which must be 
furnished from the measured circuit may cause more difficulty, 
since in many high-resistance radio circuits the available powers 
are very small at best. 

A voltmeter always is connected across a “load” element 
between the two points where potential difference is to be meas- 
ured, as shown by Fig. 3. Thus the resistance of the meter is in 
parallel with the resistance of the part whose potential differ- 
ence is being measured, and current will divide between the 
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Fig. 3.—Connections for a voltmeter. 


measured load and the meter inversely as the two paralleled re- 
sistances. Unless the resistance of the voltmeter is high in 
comparison with the resistance of the measured load and other 
resistances in the circuit the indicated voltages may have little 
relation to voltages which exist without the meter connected. 

As an example of what may happen, assume that in the circuit 
of Fig. 3 the resistance of the load is 50,000 ohms, the total of 
other resistances is also 50,000 ohms, making a total circuit 
resistance of 100,000 ohms, and that the emf of the source is 
250 volts. Then, before the voltmeter is connected, there will be 
a current of 2.5 milliamperes everywhere in the circuit, and 
drops of 125 volts across the load and across the other resistances. 

Supposing that the voltmeter has a range of 250 volts and 
sensitivity of 1,000 ohms per volt, indicating a meter resistance 
of 250,000 ohms. Connecting this meter across the load causes 
the following things to happen. 
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The combined parallel resistance of meter and load becomes 
41,667 ohms. Then the total circuit resistance becomes 41,667 + 
50,000 = 91,667 ohms, instead of the former 100,000 ohms. 

With the emf of 250 volts and circuit resistance of 91,667 
ohms the total current becomes 2.73 milliamperes instead of the 
former 2.5 milliamperes. With this greater current the drop in 
the other resistances of 50,000 ohms becomes 136.5 volts instead 
of the former 125 volts. 

Of the total current, 2.73 milliamperes, the voltmeter is taking 
0.455 milliampere. This leaves 2.275 milliamperes for the load, 
instead of the former 2.5 milliamperes. With this load current 
in the 50,000 ohms resistance of the load the drop across the 
load becomes 113.8 volts instead of the former 125 volts, and 
this is the potential difference which would be indicated by the 
voltmeter. The meter is indicating 91 per cent of the drop that 
exists without the meter connected. The higher the resistance 
of a voltmeter the less will be the difference between its readings 
and the potential differences without the meter connected to 
the measured circuit. 

In our example we have assumed that the source maintains 
its original emf with the increased current resulting from con- 
nection of the meter, and that our “other resistances” include 
the internal resistance of the source. Actually, the terminal 
potential of the source would change, becoming lower with the 
increased current. 

If we figure power rates for the example we learn that there 
is dissipation of 0.625 watt in the circuit before the meter is 
connected. The meter takes 0.052 watt at the voltage it indicates. 
Because of the meter and the increased total current there is 
dissipation of 0.682 watt with the meter connected. Thus the 
source is required to increase its power output from 0.625 watt 
to 0.682 watt, an increase of about 9 per cent. Were the source 
not capable of furnishing the greater power, the errors caused 
by connecting the meter would be greater than previously 
computed, 

In rectifier types of microammeters and milliammeters the 
resistance of the rectifier is combined with the resistance of the 
d-c movement. Consequently, rectifier current meters have much 
higher resistances than d-c meters of similar range. In full-scale 
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ranges around 100 microamperes the rectifier instrument resist- 
ance will usually be three or four times the resistance of a d-c 
type. The ratio of resistances increases at higher current ranges 
until, at 1,000 microamperes or one milliampere, the resistance 
of the rectifier instrument may be about 20 times that of the 
d-c type. 

Rectifier voltmeters usually have sensitivities of either 1,000 
ohms or 2,000 ohms per volt, but are available also with greater 
sensitivities. 

Rectifier instruments are used for measurement of alternating 
currents and potentials where only small currents and powers 
may be taken from the measured circuits, and where the rather 
large errors of the rectifier types are not too objectionable. 

The resistance which a thermocouple current meter inserts in 
series with the measured circuit is the resistance of the heater 
element, since the thermocouple itself is connected to the d-c 
movement but not to the measured circuit. To obtain a sufficient 
EPER heating effect with very small currents it is necessary that 
the heater have relatively high resistance, and even so the lowest 
current ranges ordinarily available in such meters are on the 
order of two or three milliamperes. In such ranges the heater 
resistances run between 600 and 1,000 ohms, which is ten to 
twenty times the resistance of the d-c movement. Ranges up to 
100 milliamperes take five to twenty milliwatts of power in their 
heaters for full-scale deflection. All of this refers to vacuum 
thermocouples, 

Thermocouple voltmeters must be of rather low sensitivity, 
in ohms per volt, to permit sufficient current to flow in the 
heater elements. Usual sensitivities run between 125 and 500 
ohms per volt. 


Thermocouple meters are used for direct indications of high- 
frequency alternating currents and potentials where good ac- 
curacy is required, but where considerable power may be taken 
from the measured circuit. 

Repulsion vane alternating current meters are available in 
full-scale ranges as low as 10 milliamperes. Resistances are high 
in comparison with d-c moving coil permanent magnet types. 
Power consumption runs about the same in all current ranges. 
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usually being something between 249 and 349 of a watt. Repulsion 
vane voltmeters have low sensitivities. In ranges from 114 to 
300 volts the sensitivities vary from about 3 to 80 ohms per volt, 
with the higher sensitivities in the higher voltage types. 

Repulsion vane meters give accurate readings of actual cur- 
rents in the meters and of actual voltages across the meter 
terminals, but the high current resistance and low voltage sen- 
sitivity limit the use of these meters to circuits where much 
power may be taken without upsetting normal conditions to 
much extent. These meters are useful for measurements in power 
line circuits, and for a-c heater and filament circuits which carry 
fairly large currents. 

Dynamometer instruments, like the repulsion vane types, have 
excellent accuracy but have high current resistance and low volt- 
age sensitivity. Full-scale ranges of current meters run as low 
as 10 or 15 milliamperes. Resistances run from 100 to more than 
1,500 ohms in ranges from 100 down to 10 or 15 milliamperes. 
Voltmeter sensitivities run between 2 and 30 or slightly more 
ohms per volt. These instruments are used for the same general 
purposes as the repulsion vane types. 

Meter Connections.—Current measuring meters, or their ex- 
ternal shunts, always are connected in series with the part of a 
circuit in which current is to be measured. This requires opening 
the circuit, as indicated in Fig. 1. A current meter must not be 
connected across points in a closed circuit when there is any 
possibility of much potential difference between the points, or 
when there is appreciable resistance or impedance between the 
points. Such a connection might force enough current through 
the relatively low resistance of the meter to burn out the meter 
windings or coils. 

Voltmeters always are connected between points whose poten- 
tial difference is to be measured, as in Fig. 3. If an external 
multiplier is used, the multiplier resistor is to be connected 
directly to and in series with either of the meter terminals. 

A moving coil permanent magnet d-c instrument should not 
be used on a circuit carrying pure alternating current or a large 
a-c component. The pointer will vibrate but will remain near 
zero, even though current through the meter may be enough 
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to burn it out. Such meters may be used in plate circuits and 
other circuits where there is a relatively smal] a-c component 
as compared with the direct potential or voltage. The meter then 
will read the average value of current or voltage, which is the 
direct-current value equivalent to that of the pulsating current 
or voltage with the peaks smoothed out so far as the reading 
is concerned. 

Meters which are in cases made of insulating materials, not 
in iron or steel cases, should be kept well separated from one 
another so that magnetic and electric fields of one instrument 
will not affect readings of others. Meters should also be kept 
away from transformers, chokes, and other parts around which 
there may be strong magnetic fields. If you are in doubt, place 
the meter with its dial horizontal and turn it to different posi- 
tions about 90 degrees apart. Changes in reading or indication 
probably are due to external fields affecting the meter. 

When using portable meters on a bench, do not drape the 
connecting leads on or over the front of the bench, where they 
may be caught to pull the meter onto the floor. 

When using an external shunt resistor with a current meter 
use only the leads which are furnished with the instrument for 
connection between the ends of the shunt and the indicating unit. 
Leads of different resistance will cause errors in indications. 
Connections to the shunt resistor should be clean and tight, since 
any appreciable contact resistance might be almost as great as 
the resistance of the shunt itself. It is a good safety precaution 
to connect both ends of the shunt into the measured circuit 
before connecting the meter to the shunt, then later to disconnect 
the meter from the shunt before disconnecting the shunt from 
the circuit. 





Current Meter 


Fig. 4.—Protective devices for current meters. 
^ 
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It is another excellent safety measure to connect meters into 
circuits or to circuits only while those circuits are dead, when 
they are carrying no current and have no potential differences. 

Delicate current measuring instruments may be protected 
from accidental damage as shown by Fig. 4. At the left a switch 
is connected in series with the measured line, and the meter is 
connected to the switch terminals. The switch is kept closed 
until connections are checked, then is opened only while current 
readings are taken, and again is closed and left so until the next 
reading. A better arrangement is shown at the right. Here 
there is connected in series with the switch a resistor R whose 
resistance is about one-fourth or one-fifth of the meter resistance. 
With the switch closed the meter will carry only one-fourth to 
one-fifth of the line current. If the meter now reads only one- 
fourth to one-fifth of its full-scale value it is safe to open the 
switch because the pointer will stay on scale with the full line 
current. If the reading is higher with the switch closed, the line 
current is too great for the meter being used. 

Voltmeters may be protected as shown. by Fig. 5. At the left 
there is a switch in series with one terminal of the meter. This 
switch is kept open until connections are checked, then is closed 





Voltmeter 





Fig. 5.—Protective devices for voltmeters. 


while taking a reading, and is opened until another reaming is 
to be taken. At the right the protective switch is shunted by 
a resistor. This resistor should have resistance several times as 
great as the resistance of the meter, and should be of high 
enough wattage rating to safely dissipate the number of watts 
found from dividing the square of the full-scale voltmeter read- 
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ing by the number of ohms of resistance in the resistor E. For 
example, with a one-megohm resistor on a 250-volt meter, the 
square of 250, which is 62,500 would be divided by 1,000,000 to 
show that only about 0.063 watt need be dissipated. With the 
switch open, the meter should read no higher than a fraction of 
full-scale reading equal to the meter resistance divided by the 
protective resistance R. In the foregoing example, were the meter 
resistance 250,000 ohms, the reading should be no more than 
250000/1000000 or 1⁄4 scale. Then the pointer will stay on scale 
when the switch is closed to take a regular reading. 

Wattmeters have rated maximum currents and rated maxi- 
mum voltages. Neither limit may be exceeded without danger of 
burnout. For example, a certain wattmeter may have limits of 
150 volts and 3 amperes. It must not be connected into a circuit 
where the potential difference is higher than 150 volts, nor the 
current more than 3 amperes, regardless of the power in watts. 


Reading the Meters. — Unless the case of a portable testing 
instrument is designed to hold the meter or meters in a vertical 
or sloping position, all such instruments are designed and cali- 
brated for use with the dial scale horizontal. If used in other 
positions the errors may be increased. Meters should not be sub- 
jected to vibration, as for example, when checking auto radios 
with the automobile engine running. In such situations the meter 
should be laid on a folded cloth or other vibration-absorbing pad. 

Take readings from such positions that your line of sight 
is perpendicular to the dial scale, as shown by the full line 
arrow in Fig. 6. Then you will read the value of a scale gradua- 
tion that is directly back of the pointer. If you read from a 
aosition such that your line of sight follows arrow A your read- 
ings will be too high on the scale, and if from the other side, 
arrow B. your readings will be too low. Such displacement errors 
are called errors of parallax. Many of the higher priced instru- 
ments have anti-parallax mirrors on the scale plate. Then you 
get your eye in such position that the image of the pointer is 
directly back of and is hidden by the pointer itself, thus in- 
suring a perpendicular line of sight. 

Before a meter carries current or is subjected to voltage, ob- 
serve whether the pointer tip rests exactly at the zero gradua 
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tion on the scale. Tap the meter very lightly to note whether 
the pointer is sluggish or sticking. If the pointer is not on zero, 
use the zero adjuster screw-head to bring it there before taking 
measurements. 

Wiping the glass or plastic cover of the dial scale with a cloth 
may impart a strong electric charge to the cover. This charge 
may attract the pointer and cause it to move far from correct 
readings. After a cover is wiped, breathe on it to deposit a film 
of moisture that lets the charge dissipate. Otherwise do the 
wiping with a cloth that is slightly moist. 

When using voltmeters fitted with test prods, hold the prods 
only by their insulation—never touch the metal tips. The re- 


S Correct 





Fig. 6.—The effects of parallax when reading a meter. 


sistance of your body is only a few thousands of ohms, and if 
you take hold of the metal prods or tips you are shunting the 
voltmeter with the relatively low resistance of your body, and 
readings will be greatly in error. 

When testing potential differences in high-voltage circuits 
guard against letting these potentials force currents through 
your body. One way that is fairly safe, when you are not standing 
on a conductive surface, is to use only one hand. Clip one meter 
lead to one of the points to be checked, then, holding only the 
insulation, touch the other prod or tip to the second point. Many 
workers make it a habit to keep one hand in a pocket while 
making high-voltage tests. A better way is to cut off the power, 
as by opening a line switch, before making any test connections, 
and then turn on the power only after connections are complete 
and your hands out of the way. 
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Many testing instruments have several ranges for currents 
and potentials. One such multi-range meter for measuring volts 
and milliamperes in several ranges is shown by Fig. 7. Unless 
you know positively that potential difference or current is below 
a certain value, and you seldom do know positively when working 
on defective parts, always commence by checking on the highest 
potential or current range of the meter. Then, if the reading is 
within one of the lower ranges, change to that lower range. 
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Fig. 7.—A meter with many scales for indicating various kinds and ranges of values. 


When such instruments are fitted with switches for selecting 
one of the several ranges, form the habit of placing the selector 
switch at the highest range position when the instrument is 
put away. Then you or someone else won't be so likely to cause 
an expensive burnout when the instrument is used next time. 

Shielding of Meters.—It has been mentioned before that meters 
having cases of insulating material should be kept away from 
strong magnetic fields, including the fields of other meters. As 
a general rule, a separation of six inches between small meters 
is enough to prevent trouble. 

When meter cases are of steel or iron, instead of insulating 
material, the cases provide adequate magnetic shielding for all 
ordinary situations. When cases are of insulating material an 
extra cup or housing of iron or steel sometimes is placed outside 
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of the insulating case. Such shields usually are no more than 
lig inch thick. Fig. 8 shows a section through a meter with a 
drawn steel cup for its case. This particular instrument has the 
interior of the case sealed air-tight for exclusion of dust and 
moisture. Terminals are brought through the bottom of the case 
with fused glass seals somewhat like those used for bringing 
leads through the glass envelopes of tubes. 

When shielding is to be against electric or electrostatic fields 
the material of the shield should be of good conductivity. Both 
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Fig. 8.—The hermetically sealed steel case of one style of Marion meter. 


magnetic and electric shielding may be provided by means of a 
Steel case (for magnetic shielding) heavily plated with high- 
conductivity silver (for electric shielding). 

Meter Troubles.—The following are most common causes for 
errors or inaccuracy in meters and for damage to the instru- 
ments. 

Overloads due to excessive current or voltage may cause dam- 
age to the working parts even if coils are not immediately 
burned out. 

Shocks due to dropping the instruments even an inch or so, 
also excessive or continued vibration, wil damage the pivots 
and their jewels to cause inaccurate indications. 

Dirt, moisture, and gases which cause internal corrosion, may 
get inside the cases unless meters are stored in clean, dry places 
between periods of use. 

Strong magnetic fields which cause inaccuracies may also 
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affect the strength of permanent magnets so that later readings 
are in error. 

Various kinds of abuse may cause bending of the pointer, or 
may cause the scale to get out of position or to warp, or may 
cause the pointer to be sluggish in action due to binding or 
friction between pivots and jewels. The error due to a bent 
pointer cannot be compensated for by the zero adjuster, because 
such a correction brings the moving coil away from its normal 
position. 

The moving element may be out of balance, so that the position 
of the pointer undergoes considerable change when the meter 
is turned at various angles with the vertical position of the 
dial scale. 

Extremely high or low temperatures may affect the accuracy 
of any meter. This applies especially to rectifier types, and often 
to thermocouple types. 

Meters used at frequencies for which they are not suited may 
have large errors. 

Waveforms differing greatly from a sine wave will affect the 
readings of most a-c meters except the thermocouple types. 

Finally, it should be emphasized that no kind of lubrication, 
not even the finest watch oil, should be used on the pivot and 
jewel bearings of meters. Any oil will collect dirt to cause slug- 
gishness and wear. 


Testing and Calibrating.—To calibrate a meter or other instru- 
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Fig. 9.—A correction curve which may be made during calibration. 
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ment means to check its readings against the readings of a 
standard instrument of known accuracy in order to determine 
the errors at various points on the scale of the meter being 
calibrated. The word calibrate is sometimes used also in referring 
to adjustments which are made to reduce the errors and im- 
prove the accuracy. 

If a record of errors and appropriate correction factors is to 
be made available during future use of the calibrated instrument 
the record usually is made on a correction curve or calibration 
curve such as shown by Fig. 9. The graph shows, at its left, the 
factors by which indications at various points on the meter dial 
scale are to be multiplied in finding the true value of potential 
or current applied to the meter. As examples; a dial reading of 
50 should be multiplied by 1.02, and a reading of 110 multiplied 
by 1.06. Since these readings are to be multiplied by factors 
greater than 1.00, the indications of the meter must be low at 
these points. A dial reading of 175 would require no correction. 
A reading of 240 would be multiplied by 0.95, meaning that the 
instrument here is reading too high because the correction factor 
reduces the indication, 

A current-measuring meter; ammeter, milliammeter, or micro- 
ammeter, is checked or calibrated as shown in Fig. 10. The meter 
being calibrated, represented at the right, is connected in series 





Fig. 10.—Connections for catiwranon of a current-indicating meter 


with another meter which is to be used as the standard for com- 
parison, and with a source of current whose value may be varied 
over the range of the meter being calibrated. The current is 
adjusted to bring the pointer of the meter being calibrated to 
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various points on the scale. At each point the difference between 
this reading and the reading of the standard is noted and re- 
corded. A switch is provided so that, before closing the circuit 
for checking, the meter pointer may be adjusted to the zero 
position if necessary. Before the final reading at each test point, 
the meter being calibrated may be lightly tapped to make certain 
that its pointer assumes its position for that value. 

A voltmeter is checked or calibrated as shown in Fig. 11, being 
connected in parallel with a suitable standard voltmeter, and 
with both meters connected across a source of adjustable voltage 
whose value may be varied to cover the range of the meter on 
test. Before the switch is closed, the meter being checked is 
examined for zero position of its pointer and a correction is 
made with the zero adjuster screw-head if necessary. The voltage 
is adjusted to bring the pointer of the meter on test to various 
points on its scale, and at each point the indication is compared 
with the reading of the standard. A record of the variations may 
be made. The meter on test may be tapped lightly before taking 
the final readings which are recorded. 

Unless the standard, the meter on test, or both, have shielding 
cases they should be turned to several positions in relation to 
each other while both are indicating. If this turning causes the 
readings to vary, the magnetic fields are too close and the meters 
should be moved farther apart for all checks. 

Meters which do not have shielding cases, and which are to 
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Fig. 11.—Connections for calibration of a voltmeter. 
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be mounted in panels or boxes of steel or iron, should be cali- 
brated while inserted in a sheet of steel or iron of generally 
similar kind, of the same thickness, and with the same size of 
opening or recess as will be found in the final mounting. Non- 
magnetic panels usually have little effect on calibration. Most 
meters which have iron or steel cases, which are in place during 
calibration, may be used in any type of panel without affecting 
the correctness of their indications. 

Alternating-current types of meters are preferably calibrated 
on alternating voltages and currents, and by making comparisons 
with an a-c standard meter. The meters should be turned to 
various relative positions to note the effects, if any, of their 
fields on each other. The separation must be such that there is 
no magnetic interaction. 

If an a-c standard and adjustable a-c source are not available, 
radio types of a-c meters may be checked on direct potentials 
or current with d-c standard meters. Two readings are taken at 
each test point, one reading with the potential or current in one 
direction or polarity, and the second with polarity reversed. If 
these two readings do not vary by more than a few per cent, 
their average may be taken as the alternating value and so 
recorded for calibration when the tested meter ig a thermocouple 
type or a dynamometer type. Such average readings on repulsion 
vane meters may be less accurate than with alternating current. 
With rectifier meters the average of the two d-c readings will 
be about 1.11 times the corresponding a-c sine wave values. The 
averages should be multiplied by 0.90 to obtain the equivalent 
sine wave values, Thermocouple meters may be checked on 
power-line frequencies, such as 60 cycles, and the calibration used 
at frequencies up to several hundred kilocycles. 


Meter Adjustments.—Until you have had much practical ex- 
perience in adjusting or repairing the internal working parts 
of meters, and unless you have the highly specialized tools re- 
quired for such work, the safest rule is never to remove a meter 
from its case and to have all internal adjustments and repairs 
made by those competent to handle them correctly. If you are 
ready to discard a certain meter, or if it is damaged beyond 
hope of economical repair, it will be interesting to take the in- 
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strument apart and to experiment with adjustments. Some of 
the difficulties involved may be realized from the statement that 
in many of the smaller types of radio meters of the moving coil 
permanent magnet type, the weight of the moving coil, its bobbin, 
the two hair springs, two pivots, pointer, and three balance 





Fig. 12.—A moving coil with its hair springs. Fig. 13.—A zero adjuster with the jewel 

screw showing in the center. 
weights comes to a total in the neighborhood of 1/100 ounce. 
These parts are shown, enlarged, by Fig. 12. Touching a hair 
spring so lightly that you cannot feel what happens will so dis- 
tort the shape that an expert may not be able to straighten it 
for further usefulness. 

In the majority of service type instruments the magnet and 
movement, also any rectifier, thermocouple, and resistance coils, 
are attached to the back of the case. The body of the case, in 
the front of which are the cover glass and zero adjuster, slips 
over the outside of the edge of the back and is held in place 
with small screws (usually three) passing through the rear cylin- 
drical edge of the body and into the material of the back or into 
threaded inserts. With these screws removed, the case body and 
back may be carefully separated. A meter never should be opened 
on or near an ordinary work bench where dirt and dust, and 
especially iron filings, may be present. These filings fly into the 
spaces between moving coils and magnets, and can be dislodged 
only with great difficulty. Screws and other small parts should 
be placed in boxes or trays as removed. 
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A bent pointer sometimes may be flattened by carefully press- 
ing the spade or lance and its end of the pointer against the 
surface of the scale plate with a small piece of rather stiff card- 
board. Remaining kinks may be taken out by supporting one 
end of the bent section with some small tool while pressing with 
a similar tool at various places along the bend. This job is easier 
if the pointer is held by tweezers such as regularly employed in 
instrument repairing. The movement usually will be out of bal- 
ance after the straightening, because it is difficult to restore a 
pointer to its original shape and position. 

If the pointer moves sluggishly, or if it tends to stick in some 
positions, the cause may be jewel bearings which have become 
too tight for one reason or another. A pointer that is free will 
move slightly when you tap the case gently before the instrument 
is opened, and the pointer will deflect to some extent when you 
hold the instrument in your hands and rotate it around the axis 
of the moving coil. With the instrument case removed it should 
be possible to make the pointer move across its scale by blowing 
lightly on the pointer. 

In most meters, but not all, the jewels are in the inner ends 
of screws whose outer slotted ends may be seen at the ends of 
the moving coil. One such jewel screw is visible in the center 
of the zero adjuster washer pictured in Fig. 13. Fig. 14 shows 
a somewhat different construction, wherein the jewel screw is 
held against turning by a hexagon lock nut. Adjustment is made 
by loosening the lock nut a part of a turn while holding the jewel 
screw Stationary, then holding the lock nut stationary while 





Fig. 14.—A jewel screw held against turning by means of a lock nut. 
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turning the jewel screw with the screwdriver, then holding the 
jewel screw stationary while tightening the lock nut. 

The easiest way to make readjustment of a jewel bearing is 
to first loosen the jewel screw until the pointer is very free in 
its movement. One outward turn of the jewel screw should do 
this. More turning may let the pivots slip completely out of the 
depressions in one or both bearings. Then blow lightly on the 
pointer while slowly tightening the jewel screw until you can 
note the least perceptible binding of the pointer. Then back the 
jewel screw out by about one-third to one-half turn and lock it 
in this position. This adjustment should give the necessary free- 
dom and slight end play to insure free movement of the pointer. 

The weight of the pointer, which extends in one direction from 
the axis of the moving coil, is balanced in most instruments by 
three additional weights carried on arms which extend outward 
from the axis as shown at the left in Fig. 15. At the right is a 
picture showing part of the pointer extending upward, the “tail 





Pointer 





Fig. 15.—Balance weights and arms. The pointer extends upward. 


weight” on its arm extending downward, one of the “cross 
weights" on its arm extending to the right, and the left-hand 
cross arm on which there is no weight but on which one might 
be used. 

The balance weights are smal] spirally coiled wires which fit 
snugly over the balance arms. The spiral turns of the weights 
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give them the properties of an internally threaded cylinder which 
may be “screwed” back and forth on the arm to move the weights 
closer to or farther from the coil axis. The weights are easily 
moved, after plenty of experience, by grasping them with the 
tweezers while the tweezers are held almost in line with the 
weight arms. When the tips of the tweezers are held so that 
they catch on one end of the spiral, turning tends to slightly 
loosen the turns of the weight so that it moves easily in one ' 
direction. Catching the other end slightly loosens the turns for 
moving in the opposite direction. This is an operation easier to 
perform after a few trials than to describe. 

The first step in balancing is to support the meter with its 
back and scale plate horizontal while moving the zero adjuster 
arm to bring the pointer directly over zero on the scale. In this 
position the unbalanced masses have least effect on pointer posi- 
tion, and the adjuster has maximum effect. 

Next, hold the meter so that the back and scale plate are 
vertical, and tilt the instrument to one side so that the zero point 
on the scale and the normal zero position of the pointer are 
about as shown at the left in Fig. 16. Adjust the tail balance 
weight to bring the pointer exactly on zero of the scale. Continue 
holding the meter so that the scale and back are vertical, and tilt 
it to bring zero and the normal pointer position into the relations 
shown at the center. Adjust the cross balance weights, or the 
one cross weight when only one is used, to bring the pointer 
directly over zero on the scale. 

The pointer should now stand at zero when the meter is held 
in its normal position as shown at the right in Fig. 16. However, 
to secure correct balance, it usually will be necessary to repeat 
the operations previously described, in the order described, to 
make the slight re-adjustments needed for good balance. 


$96) 


Fig. 16.—Positions in which a movement is balanced. 
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If the slot or fork in the front zero adjuster is not vertical, 
or is not on a line between the center of the scale and the axis 
of the moving coil, place the meter in a horizontal position, move 
the front zero adjuster into the vertical position mentioned, and 
set the rear zero adjuster to bring the pointer to zero on the scale. 

To reach shunt and multiplier resistors or coils which are 
mounted within the meter case it is necessary to remove the scale 
plate, and usually the magnet as well. In some designs the move- 
ment, magnet, and scale plate may be separated from the back 
as a unit, leaving the movement (through the hair spring con- 
nections) connected to the resistors or coils through flexible leads 
of some length. The scale plate usually is held in place by two 
small screws or nuts, which may be taken off to allow sliding the 
plate from between the pointer and magnet, with the greatest of 
care to avoid bending the pointer. 


If voltmeter multiplier coils have too much resistance, making 
the meter read too low, turns or parts of turns may be taken off 
the coil or coils to get a correct reading at full scale. Only a little 
wire should be removed at one time. If the resistance is too low, 
making the meter read high, it is necessary to put in a new coil 
having more resistance, or to replace a fixed resistor of any type. 
Internal shunt coils for current meters may be similarly adjusted 
or replaced. Too much shunt resistance makes the meter read 
high, while too little shunt resistance makes the meter read low. 


Meter calibration often is corrected by varying the strength 
of the permanent magnet through the operations of magnetizing 
and demagnetizing. Magnetic strength is increased by magnetiz- 
ing when the readings are too low and when the pointer should 
move farther over its scale for a given current in the moving coil. 
This work is done with magnetizers consisting of strong electro- 
magnets actuated from direct current. 

After the magnetic strength has been increased, the magnet 
is replaced in the meter and a calibration test is made by the 
methods shown in Figs. 4 and 5. If the magnetization has been 
more than enough, as it always should be, the magnet then is 
partially demagnetized until indications are correct. Demag- 
netizing is done with an electromagnet actuated by alternating 
current. The demagnetizer, attached to a handle and supplier 
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with current through a flexible cord, is brought near the gap of 
the permanent magnet on the meter. Indications of the pointer 
will decrease. The demagnetizer must be handled carefully, both 
as to position and time of application, to avoid bringing the 
indications too low. This would call for re-magnetizing and start- 
ing all over again. 

The effective strength of the permanent magnet is adjusted in 
some meters by use of a magnetic shunt which diverts more or 
less of the magnetic field from the space in which the moving 





Fig. 17.—Principle of the magnetic shunt. Fig. 18.—A magnetic shunt in place on o 
meter (Beede instrument). 


coil rotates. The principle is shown by Fig. 17. The shunt is a 
piece of soft iron, usually tapered at one end. The farther the 
shunt extends across the gap between magnet poles, the more of 
the magnetic flux will pass through the shunt and the less through 
the space where the moving coil rotates. This will lower the 
pointer position and scale indication for any given potential or 
current being measured. Moving the shunt out of the gap will 
raise the indications. 

Fig. 18 shows a movement and permanent magnet with a 
magnetic shunt. The right-hand end of the shunt may be seen 
extending from the movement frame. The shunt is held in its 
adjusted position by a screw passing through a slot in the shunt 
and into one of the pole pieces. 


58 





OPERATION AND CARE OF METERS 


REVIEW QUESTIONS 


Is it necessary to open the measured circuit when using a voltmeter ?, 
when using an ammeter or other current meter? 

When the accuracy of a meter is specified as a certain percentage, does 
this percentage apply everywhere on the scale? If not, where does the 
percentage apply? 

What is the total internal resistance of a voltmeter whose sensitivity is 
5,000 ohms per volt and whose full scale reading is 100 volts. What is the 
resistance of a 500-volt meter having sensitivity of 1,000 ohms per volt? 
When a voltmeter is connected across a load does voltage across the load 
increase or decrease? Does current in the load increase or decrease? 
Explain how you would determine whether a meter is being affected by 
magnetic fields in the space around the meter? 

When a resistor is used to proteet a current meter is the resistor con- 
nected in series or in parallel with the meter? How is a resistor connected 
for protection of a voltmeter? 

If the pointer of a meter becomes bent would you correct it by changing 
the zero adjustment? 

When calibrating a voltmeter is this meter connected in series or parallel 
with the standard voltmeter. Which connection is used for calibrating a 
current meter? 


Chapter 3 
MEASUREMENTS WITH DIRECT CURRENTS 
AND LOW FREQUENCIES 


Many measurements of the properties of television-radio cir- 
cuits and devices may be made with relatively simple equipment 
and with energy furnished by sources of direct or low-frequency 
alternating potentials and currents. Properties thus measured 
include resistances of conductors and insulation, approximate 
values of inductance and capacitance, reactances or impedances, 
and power consumption. These measurements will indicate the 
performance to be expected in circuits operating with direct cur- 
rents, with power line a-c frequencies, and, in many cases, with 
audio frequencies. Methods of checking high-frequency perform- 
ance are described in another chapter. 

Resistance Measurements.—The following tests are of ohmic 
resistance, which is the resistance to flow of direct or low-fre- 


Voltmeter Unknown 
Resistance 





Fig. 1.—Measuring an unknown resistance with a voltmeter. 


quency alternating currents where the only energy losses are 
due to heating, and not to the presence of inductance, capacitance, 
and such things as skin effect, which cause additional losses at 
high frequencies. 

Resistance may be measured with a d-c voltmeter of known 
resistance and any source of direct potential, such as dry cells, 
with the connections of Fig. 1. The source is of such potential 
difference as may be measured by the meter without the pointer 
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going off scale. The voltmeter, the unknown resistance, and the 
source are connected in series. A switch may be arranged to short 
circuit the unknown resistance. Two voltage readings are taken; 
one (Ea) without the unknown resistance and with the meter 
connected directly across the source, and the other (Eb) with 
the unknown resistance in series. 


Designating the voltmeter resistance as Rm and the two volt- 
age readings as Ea and Eb, either of the following formulas may 
be used to determine the value of the unknown resistance. 


Unknown _ Rm 
resistance ^ Q4 ^ (Ea — Eb) 


Unknown _ Ea 
resistance Bm Eb —1) 
As an example, supposing that we have a voltmeter whose 
resistance is 50,000 ohms, and that the two voltage readings are 


45 and 29. Using these values in the first formula we have, 


Unknown _ 50000 , (45 09) — 1725 x 16 — 27,600 ohms 
resistance 29 





With the second formula we have, 


Unknown — 50000 x 45 e 1) = 50000 x (1.552 — 1) 
resistance 29 


— 50000 x 0.552 — 27,600 ohms 


It is assumed that the potential difference furnished by the 
source does not change appreciably between the two readings. 
The range or full-scale of the voltmeter makes no difference in 
taking the measurements, although better accuracy may be 
expected if the reading without the unknown resistor in series 
is well toward the high end of the scale. 


The same principle may be employed with a current meter; 
ammeter, milliammeter, or microammeter, as shown by Fig. 2. 
To one of the meter terminals is connected a protective resistor 
of such value that the pointer will stay on scale when the meter 
is directly in series with this protective resistor and the source, 
without the unknown resistance in the circuit. For an ammeter 
the ohms for the protective resistor are found by dividing the 
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volts of the source by the full scale amperes of the meter. For 
a milliammeter divide the full-scale milliamperes into 1,000 
times the source volts, and for a microammeter divide the full- 
scale microamperes into 1,000,000 times the source volts. One 


Ib Ia 





Current 






Hoc 
Protective Unknown 
Resistor: sistance 






Fig. 2.—Measuring a resistance with a current meter. 


reading (Ja) is taken without the unknown resistance in circuit, 
and a second (/b) with the unknown resistance connected in 
series. 


Designating the meter resistance by Rm, the protective re- 
sistance by Rp, and the two current readings by Ja and Ib, 


either of the following formulas may be used to determine the 
unknown resistance. 


Unknown Rm + Rp 


resistance mo a) 
Unknown . Ia ) 
resistance ^ m + Rp) x Ib 1) 


As an example, supposing that we have a 1-milliampere meter 
whose internal resistance is 60 ohms, that we use one dry cell 
(about 1.5 volts) and a protective resistor of 1,500 ohms. Assume 
that the two current readings are 0.95 milliampere and 0.60 
milliampere. By placing these values in the first formula we have, 

Unknown 60 + 1500 


resistance 060 O 160) 


1560 B c 
= -g0 X 0.35 = 2600 x 0.85 — 910 ohms 
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The second formula will be found to give the same answer, 
910 ohms. Were we to neglect the resistance of the meter, and 
work with only the protective resistance value in the formulas, 
the answer would come to 875 ohms. The error, 4 per cent, is the 
same as the percentage which the meter resistance forms of the 
protective resistance. If we use a higher protective resistance to 
lessen the error when neglecting meter resistance, the readings 
will be lower on the scale, where the accuracy of readings is 
less on a percentage basis, and nothing will be gained. If you 
don’t know the meter resistance, and thus must neglect it, add 
about 5 per cent to the computed resistance to get an approxi- 
mately correct value. 

A well known method of measuring resistance calls for meas- 
uring current through the unknown with a current meter, 
measuring potential drop across the unknown with a voltmeter, 


Unknown Unknown 
Resistance Resistance 





Fig. 3.—Measuring resistance with a voltmeter and a current meter. 


and dividing the potential drop by the current to determine the 
unknown resistance. The two possible connections of the meters 
are shown in Fig. 3. 

At the left the voltmeter is connected only across the unknown 
resistance, and correctly measures the potential drop. But the 
current meter will indicate the sum of the currents in the un- 
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known resistance and in the voltmeter, since these latter two 
are in parallel with each other, and each is carrying current. 
If you know the resistance of the voltmeter, divide its full-scale 
volts by this resistance to find the full-scale current for this 
meter. Then divide the indicated volts by the full-scale volts, 
and with the fraction thus obtained multiply the full-scale volt- 
meter current, The result will be the current value which should 
be subtracted from the reading of the current meter to find the 
current in the unknown resistance. Dividing the indicated volt- 
age by this correct value of current will give the resistance of 
the unknown. 

At the right in Fig. 3 the voltmeter is connected across both 
the unknown resistance and the current meter. Now the current 
meter reads the correct value of current in the unknown, but 
the voltmeter is indicating the drop across both the unknown 
resistance and the current meter. If you know the resistance of 
the current meter, multiply it by the indicated current to find 





Insulation 
Conductor 





Insulation 


Fig. 4.—Checking the resistance of insulation. 


the drop across this meter. Then subtract the computed drop 
from the voltage read on the voltmeter to find the drop across 
the resistor alone. 

If you make no corrections, greater accuracy will be secured 
on small unknown resistances with the arrangement at the left, 
and on large resistances with the arrangement at the right. 
Always make sure that the current meter will not be burned out. 
Divide the source potential, in volts, by the smallest possible 
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resistance in the unknown. The result, amperes, must be less 
than the full-scale range of the current meter in amperes. 

The test methods illustrated by Figs. 1 and 2 may be used for 
checking the approximate resistance of insulation, or for making 
rough comparisons of the effectiveness of insulations. The test 
prods, represented by arrowheads in Figs. 1 and 2, are applied 
on opposite sides of the insulation in ways such as illustrated by 
Fig. 4. At the left a check is being made of resistance of insula- 
tion between the conductor and outer metallic shield of a cable. 
At the right a check is being made of resistance between two 
metal terminals or other metal inserts in an insulating support. 

For insulation tests the voltage of the source should be about 
equal to the normal working voltage of the tested apparatus, or 
higher. The accuracy of this method is not so very great, because 
the second reading (Eb or Ib) will be near the lower end of the 
meter scale where the percentage errors may be large. 

Polarity Tests.—A convenient way to determine which of two 
points is positive and which negative with reference to the other 
is to connect to the points a d-c voltmeter of range high enough 
for the existing potential difference. With the positive terminal 
of the meter connected to the positive point in the tested circuit, 
and negative to negative, the voltmeter pointer will move up on 
its scale. With reversed connections the pointer will go off scale 
to the left of zero. 


Polarity of two exposed wires or leads may be checked by 
dipping them into a glass of water in which has been dissolved 
about a half-teaspoonful of table salt, or a little vinegar. The 
wire on which more bubbles appear is negative with reference 
to the other wire. If equal quantities of bubbles appear on both 
wires, the circuit is carrying alternating current. Do not touch 
the wires together under the water, since this might cause a 
short circuit. 

Polarity may be checked with a small neon glow lamp provided 
it is possible to determine which of the lamp terminals connects 
to which of the two plates. On direct current only the plate 
connected to the negative will glow. On alternating current both 
plates will glow. 


Neon lamps are available in sizes taking from 14; to 3 watts on 
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115-volt circuits. This means a range of currents from 350 
microamperes to 26 milliamperes to light the lamps to full 
brilliancy. Small sizes of these lamps will show a noticeable glow 
on five or ten microamperes. Glow is due to ionization of the 
neon gas. Ionization does not commence until the potential dif- 
ference between plates is about 85 to 95 volts. Thus the glow 
will not commence on direct potential until such voltage is 
reached. The corresponding peaks of alternating potential occur 
with effective a-c potentials of 60 to 67 volts for starting the 
glow. The glow does not stop until the applied potential is well 
below the starting potential. 


Circuit Testers.—There are several simple types of apparatus 
for checking short circuits, accidental grounds, open circuits, 
and abnormally high resistance. Such testers may be grouped 
in two general classes. In one class the tester consists only of 
an indicator for potential or current. This indicator may be a 
voltmeter, a neon lamp, a small incandescent lamp, or a head- 
phone. The other class includes testers consisting of any of the 
indicators just mentioned and a self-contained power supply, 
which ordinarily is one or more dry cells. The indicator and 
power supply are connected in series with test leads or prods. 

The power supply for a voltmeter may be a battery giving 
about half-scale deflection. Incandescent lamps of the pilot lamp 
or flash lamp variety require one to six dry cells, or an equivalent 
battery, depending on the rated lamp voltage. Headphone opera- 
tion may be with one or more dry cells. A neon lamp would re- 
quire a 90-volt B-battery, consequently is seldom used in a self- 
contained tester. 

An open-circuited point may be located with an indicator 
alone as shown by Fig. 5. With the line switch turned on to ener- 
gize the circuit the tester is connected between various points 
as at the left. Between points where there is no open circuit, but 
where the circuit is closed, as at A and C, the tester gives no 
indication. When across an open point, as at B, there is an in- 
dication. This assumes that there is but one open point in the 
circuit. 

With the method shown by the right-hand diagram one side 
of the tester is connected near the beginning of the circuit and 
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left so. The other side of the tester is connected successively to 
points farther and farther from the first connection. No indica- 
tion will be given with all connections up to the open point, while 
indications will be given on all points beyond the open. If there 
is more than one open point, indications will commence after 
the last open is passed. With this last fault corrected, the testing 
is begun over again to locate the next open, and so on. 


Switch " ON" 


Closed Open Closed 





Fig. 5.—Testing for open-circuited points with a test indicator. 


Points of abnormally high resistance are located with the same 
methods used for locating opens. The indicator will show more 
current where there is low resistance than where resistance is 
too high. 

Short circuits and accidental grounds (a form of short) may 
be located with only an indieator as shown by Fig. 6. The circuit 





Short^or Ground 


Fig. 6.—Locating shorts and accidental grounds with a test indicator. 
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is opened near its beginning and the indicator connected in series. 
The line switch is turned on to energize the circuit, but the in- 
dicator will limit the current which may flow through the short. 
As successive points in the circuit then are opened, leading away 
from the indicator connection, the indications will become zero 
at each disconnection until the one following the shorted or 
grounded point. With this and following points disconnected, 
the indicator will show current flow. 

Open circuits may be located with a self-contained circuit 
tester as at the left in Fig. 7. The line switch is turned off and 
the tester is connected across two points as near as possible to 
the beginning of the circuit. The tester will give no indication 
until the open circuit has been corrected, after which it will 
indicate current flow. Abnormally high resistance is located in 
similar fashion; the tester giving a low indication until the fault 
is corrected, then giving a full normal indication. 

Short circuits and accidental grounds may be located with a 
self-contained tester as at the right in Fig. 7. The line switch 
is turned off and the tester connected across two points near the 








Disconnect 
From Load 






Short or 
Ground 





Fig. 7.—Locating circuit troubles with a self-contained tester. 


beginning of the circuit, as shown. As successive points leading 
away from the test connections are opened, the indication will 
drop to zero at each disconnection until the short or ground has 
been passed. Thereafter the indication will remain high for all 
disconnections. As shown by the diagram, the load may be dis- 
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connected at either of its terminals so that current through the 
load will not cause false indications in case the load current is 
comparable with that through the short or ground. 

If a neon lamp is used as the indicator in a d-c cireuit or with 
self-contained d-c supply, and if there is a capacitor in the tested 
circuit, the lamp will flash and then go out as the capacitor 
charges provided the capacitor is not leaky and is not of the 
electrolytic type. There will be enough continued current through 
an electrolytic to keep the lamp glowing regardless of the polarity 
of the capacitor, and if other types of capacitors are shorted 
or leaky the lamp will continue to glow. 

A headphone will give an audible click when connected to a 
closed circuit, even though the circuit has very high resistance. 
There will be a click also when the circuit contains a capacitor, 
unless the capacitance is very small and takes almost no charge 
with the applied potential. Experience with a headphone tester 
allows identifying degrees of resistance and large or small capaci- 
tances by the loudness or faintness: of the clicks. 


A self-contained ohmmeter, described in another chapter, is 
one of the most satisfactory circuit testers. The ohmmeter is 
used like a voltmeter type of self-contained tester, but indica- 
tions are of resistances in ohms between the points to which the 
test leads are attached. 

Capacitance Measurement. — Approximate values of capaci- 
tance may be determined by use of an a-c voltmeter and an a-c 
milliammeter, or by the use of an a-c voltmeter alone. The 
measurements really depend on impedance and reactance, but 
may be translated into capacitance values quite easily. 


One method of making capacitance measurements is shown 
by Fig. 8. Alternating current is supplied from an a-c line through 
a transformer. The transformer may be omitted if desired, but 
then the apparatus being tested must be completely disconnected 
from the power line to avoid possibility of burnouts. The con- 
nections are such that, with the switch opened, the current meter 
indicates electron flow to the capacitor being tested. It is assumed 
that the resistance of the meter is negligible in comparison with 
the reactance of the capacitor, so that the meter does not affect 
the value of current. When the switch is closed, the voltmeter 
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indicates the potential difference across the capacitor. 
Impedance is equal to volts divided by amperes. The resistance 

in a capacitor is small, so the capacitive reactance may be taken 

as equal to the impedance. By taking a standard formula for 


A-C Current 
Meter 






Trans- 
former 


Capacitor 


A-C 
Line 


Fig. 8.—Measuring capacitance by means of an a-c current meter and voltmeter. 


capacitive reactance, and making various substitutions and con- 
versions, we arrive at a formula for microfarads of capacitance 
in terms of milliampere and voltage readings, and the applied 
frequency. 


Mfds — 159.155 X milliamperes 
cycles volts 





For a frequency of 60 cycles the first factor on the right be- 
comes 2.6526, or, close enough for the accuracy of the meters, 
becomes 2.65. Then we have, 


milliamperes 


Mfds = 2.65 x 
volts 


For a frequency of 50 cycles the factor is 3.18, and for 25 
cycles is 6.37. It may be noted that the frequencies of large 
power and lighting systems are held within very close limits; 
the accuracy being better than that of most service oscillators, 
and better than that of meters ordinarily used. 

As an example, supposing that the applied frequency is 60 
cycles, and that the meter readings are 44 milliamperes and 115 
volts. Using these values we have, 
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Mfds = 2.65 x d — 2.65 x 0.883 — 1.053 


Fig. 9 shows an arrangement which permits checking for 
shorted and open-circuited capacitors, as well as for capacitance. 
The three-way single-pole switch should be of a spring type 
normally held closed in position A, where the current meter and 
tested capacitor are short circuited by the switch, and where 
applied voltage is indicated by the voltmeter. With the switch at 
B the capacitor, milliammeter, and voltmeter are in series on 
the supply. The high resistance of the voltmeter prevents exces- 
sive current. If the voltmeter reads full line or transformer 
voltage, the capacitor is shorted. If the voltmeter reads zero the 
capacitor is open circuited. If neither fault is present, the switch 
is moved to position C, which shorts out the voltmeter and leaves 
the milliammeter and capacitor in series for a current reading. 
Capacitance is determined from current and voltage readings, 
and the known frequency, by using the formulas already given. 

The tapped secondary of the transformer may be used to apply 
various voltages. The same thing may be accomplished by a 





Fig. 9.—A capacitance tester which checks for opens and leaks in capacitors. 


tapped primary, or by an adjustable resistor in series with the 
primary. The larger the capacitance tested the less should be the 
applied voltage, in order to keep the current within the range 
of the milliammeter and to prevent heating the tested capacitor. 
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Small capacitances require high voltages to get readable current 
indications. The applied voltage must not be more than 749 of 
the maximum d-c working voltage of the capacitor, which means 
a-c peaks or full d-c working voltage. When using various applied 
voltages it is convenient to have a multi-range voltmeter whose 
ranges may be selected for the voltage being used. 

Capacitance may be measured by connecting the capacitor in 
series with an a-c voltmeter and a source of alternating current. 
Because of the reactance or impedance of the capacitor, the 
meter reading will be lower than when the capacitor is not in 
the circuit. It is possible to compute scale readings in micro- 
farads when knowing the resistance of the meter, the readings 
with and without the capacitor in series, and the applied fre- 
quency. The formula is complicated, involving multiplication, 
division and subtraction of squares, and extraction of a square 
root. It is easier to make tests with known capacitances and 
mark the scale from the readings obtained. 

Fig. 10 shows a capacitance scale above the scale for a 
rectifier type of a-c voltmeter having a full-scale range of 150 
volts and a resistance of 1000 ohms per volt, or 150,000 ohms 





150,000 OHMS 


Fig. 10.—A capacitance scale on a rectifier type a-c voltmeter having a range 
of 150 volts and sensitivity of 1,000 ohms per volt. 


total. The scale applies when the line voltage is 117. Capacitance 
readings become very crowded near this applied voltage. They 
can not be carried to the zero end of the scale, because this end 
of the scale on a rectifier meter becomes crowded. If an iron vane 
or dynamometer voltmeter were used, with its current-squared 
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scale, the lower end would be so erowded as to bring capacitance 
values close together. The less the meter resistance the greater may 
be the capacitances measured, and the higher the meter resist- 
ance the smaller may be the measured values. With other factors 
unchanged, indications for given capacitances are inversely pro- 
portional to the meter resistance. 

Electrolytic capacitors may be measured with the arrange- 
ments of Figs. 8 and 9, but the applied alternating potential 
must be kept low, around 3 volts, to prevent excessive reverse 
current through the tested capacitor. Electrolytics of the usual 
polarized types, designed for use in d-c circuits such as used for 
filters, normally operate with a large direct potential difference 
(a polarizing voltage) and a relatively small alternating com- 
ponent. When no polarizing voltage is applied during the test, 
the alternating current or potential difference should be small. 
The testing voltage should be applied to the capacitor only long 
enough to take the readings. Electrolytics normally have small 
leakage currents in the reverse direction. Small leakages indi- 
cated during tests do not indicate a defective capacitor. 

Inductance Measurement.—Inductances of iron-cored chokes, 
loud speaker fields, and transformer windings may be measured 
by employing the same principles used for capacitance measure- 
ments. That is, the indications depend on impedance and react- 
ance, but may be translated into units of inductance, such as 
henrys. 

Inductors have wire windings, in which there may be quite 
a bit of resistance. Filter choke resistances usually are between 
100 and 600 ohms, while speaker field resistances commonly are 
between 500 and 2,500 ohms. These resistances, in combination 
with the reactances, may so affect the impedance that meter 
readings are not proportional to inductive reactance and in- 
ductance. Impedance is equal to the square root of the sum of 
the squares of the reactance and impedance. 

It so happens that when we use a testing frequency of 60 cycles, 
unless the resistance is more than 55 times the number of henrys 
of inductance the impedance will not exceed the inductive re- 
actance by more than one per cent. Then measurements resulting 
from impedance may be translated into equivalent inductances 
with only about one per cent error. As an example, supposing 
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that we are going to measure a choke of about 20-henry in- 
ductance. Multiplying 20 by 55 gives 1,100, so unless the choke 
resistance exceeds 1,100 ohms we may make computations with 
no corrections and have but slight error. 

Chokes and other inductors often are used in circuits where 
the unit carries direct as well as alternating current. The direct 
current, if of usual values, partially saturates the iron core and 
reduces the inductance below that which would exist with only 
alternating current. The Weston Electrical Instrument Corpora- 
tion gives the circuit of Fig. 11 for testing the inductance of 
inductors while they carry direct current. Resistors R and R are 
used for regulating the direct and alternating currents from 
their respective sources. The d-c source may be a radio d-c power 
supply, and the a-c source the secondary of a transformer. Capac- 
itor C keeps direct current out of the a-c voltmeter, which is a 
rectifier type. The capacitance at C should be large enough so 





Inductor 
Tested 


Fig. 11.—An inductance testing circuit with which direct current is put through 
the inductor during measurement. 


that its capacitive reactance is not more than 14, of the voltmeter 
resistance. Direct current is adjusted to the value with which 
the inductor will operate in service. Current and voltage readings 
are taken on the a-c meters and used for computing inductance 
of the inductor. 


The arrangement of Fig. 8 may be used for inductance meas- 
urement when the inductor is to carry no direct current, connect- 
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ing the inductor to be tested in place of the capacitor shown 
in the diagram. 

The formula for inductance in henrys, when the applied fre- 
quency is 60 cycles, is, 


volts 
milliamperes 


For 50 cycles the first factor on the right becomes 3.18, and 
for 25 cycles is 6.87. The formulas for capacitance and inductance 
differ only in that current is divided by voltage for capacitance, 
and voltage is divided by current for inductance. 

Power Measurement.—In a direct-current circuit the power in 
watts may be found from multiplying the number of amperes 


Henrys = 2.65 x 





Source 


Pig. 12.—Connections for computing power used in a load. 


of current in the load by the number of volts potential drop 
across the load. Connections for a current meter and a voltmeter 
are shown by Fig. 12, both meters being of d-c types for d-c 
circuits. 

If operation is with alternating current, and if the circuit and 
the load have neither inductance nor capacitance whose react- 
ances are more than two or three per cent of the ohmic resistance 
of circuit and load, effective a-c amperes may be multiplied by 
effective a-c volts, both as measured by ordinary a-c meters, to 
find the power consumption in watts. 

If there are appreciable inductive or capacitive reactances, 
the product of a-c amperes by a-c volts will be volt-amperes, not 
watts. The power in volt-amperes is greater than the power in 
watts. The number of volt-amperes would have to be multiplied 
by the power factor of the circuit to determine the number of 
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watts. The greater the net reactance as compared with the ohmic 
resistance the smaller is the power factor fraction. The power 
factor fraction is equal to the cosine of the angle of lag or lead 
of alternating current with reference to alternating voltage. 
Power factor may be found also from dividing the ohms of ohmic 
resistance by the ohms of a-c impedance. 

Impedance may be found from dividing the effective volts drop 
by the effective amperes of current, as measured in Fig. 12. The 
ohmic resistance may be measured by using direct current with 
methods described earlier. Since power is dissipated only in the 
ohmic resistance of a circuit, and in neither the inductance nor 
capacitance, the approximate watts of power may be found from 
multiplying the square of the effective a-c amperes by the ohms 
of ohmic resistance. 

Temperature Measurement. — Because the resistance of con- 
ductors commonly used for winding coils increases with rise of 
temperature it is possible to determine the average rise of tem- 
perature inside of a coil by measuring the resistance of the coil 
at two temperatures. As an example, assume that a coil winding 
has not been carrying current for a time long enough that the 
coil temperature is the same as the room temperature, which we 
shall take as 70° F. Let the resistance of the coil at this tem- 
perature be 200 ohms. After carrying current for some time the 
temperature will rise throughout the coil, and the coil resistance 
will increase, say to 220 ohms. The approximate internal rise of 
temperature in the winding may be found from this formula. 


Temperature _ hot resistance — cold resistance 





rise, °F. 0.0022 x cold resistance 
Placing the assumed values in the formula gives, 
Temperature 220—200  _ 20 _ 4, 45° 

rise, °F. 0.0022 x 200 0.44 ` 


Then the higher temperature will be equal to the original tem- 
perature plus the rise, or 70° + 45.45° = 115.45° 

This formula assumes that the coil is wound with annealed 
copper wire. The factor 0.0022 is the temperature coefficient of 
resistivity per Fahrenheit degree for suck wire. If some other 
kind of conductor is used, its temperature coefficient may be 
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substituted, being sure that the coefficient is per Fahrenheit 
degree when temperatures are measured in Fahrenheit degrees. 
For centigrade temperature measurements the coefficients per 


centigrade degree would be used. 


REVIEW QUESTIONS 


1. When measuring an unknown resistance with a 100,000-ohm voltmeter 
the voltage is 85 without the resistance and 17 with the resistance. Use 


the formula in this chapter to determine the unknown resistance. 


2. Explain how an unknown resistance is measured by using a current 


meter, 


3. When using the voltmeter-ammeter method of resistance measurement, 
how are the meters connected for measuring low resistances? how con- 


nected for high resistances? 


4. When using a voltmeter to locate an open circuit will there be a meter 
reading when bridging parts which are not open or parts in which there 


is an open? 


5. Is capacitance measured by using a source of direct current or one of 


alternating current? 


6. If electrolytic capacitors are tested without a polarizing voltage should 


the applied alternating voltage be high or low? 


7. Describe how resistance of a choke or inductor affects measurements of 
the inductance; will apparent inductance be more or less than true 


inductance ? 


8. Is the inductance of a choke coil the same whether or not the coil is 


carrying direct current? 


Chapter 4 
MEASUREMENTS AT HIGH FREQUENCIES 


Measurements of the performance and properties of circuits 
which are to operate at high frequencies have to be made at 
these frequencies if indications are to represent conditions which 
actually will exist. High-frequency performance is affected by 
the following factors. 

Reactances of small inductances become high, and of large 
capacitances become low. Consequently, we deal with inductances 
and capacitances much smaller than those used at low frequen- 
cies. Because all conductors possess inductance, and because 
there are capacitances between all separated conductors, we find 
that coils have appreciable capacitance as well as inductance, and 
that capacitors have appreciable inductance as well as capaci- 
tance. The effects of inductance and capacitance exist throughout 
entire circuits, rather than being concentrated in coils and 
capacitors as in low-frequency circuits. The inductances and 
capacitances of test connections, of instruments, of tools and 
benches, and of your own body, often are greater than the 
circuit inductances and capacitances with which you are pri- 
marily concerned. While we are used to thinking of electron flow 
(current) as being uniform throughout a single conductor, and 
of potentials as having steady decreases, the standing waves 
which may exist at high frequencies cause quite different dis- 
tribution of both currents and potentials. 

With high-frequency methods to be described we may measure 
self-inductance and mutual inductance, capacitance of capacitors 
and also distributed capacitances, high-frequency resistances re- 
sulting from the several kinds of losses due to these frequencies, 
and the frequencies of signals. 

Resonance Method.—The high-frequency measurements which 
have been mentioned may be made by resonance methods, em- 
ploying a circuit which may be tuned to resonance while ener- 
gized by high-frequency energy from an oscillator. The principle 
is shown by Fig. 1. The coil in the resonant circuit is L. The 
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variable tuning capacitor is C. Energy is introduced through 
the pickup coil which is coupled, adjustably, to a coil of the 
oscillator. The tuning capacitor should be a “low-loss” type, 
usually with ceramic insulation. It should be shielded, with the 
shield connected to the rotor plates, and the shielded side should 
be grounded. Small transmitter capacitors are suitable. 





Oscillator 


Fig. 1.—How the tuned high-frequency testing circuit is energized from an oscillator. 


The capacitance of C and inductance of L and the pickup com- 
bined will depend on the frequency band to be used. If the 
standard broadcast band is used, the product of maximum capac- 
itance of the capacitor and the total inductance of L and the 
pickup, in micro-microfarads and microhenrys, should be 83,740. 
To lessen the effects of distributed capacitances, which cannot 
be controlled or adjusted, it is desirable to use a rather large 
tuning capacitance, at least more than 300 mmfds. The tuning dial 
should be of the vernier type, and should have no appreciable 
backlash. 

The oscillator may be of any service type available, or a 
simple one may be constructed with the circuit shown by Fig. 2. 
Any triode tube may be used. The capacitance of the tuning 
capacitor Ct and the inductance of the grid coil are chosen to 
suit the frequency band used. If the standard broadcast band is 
to be used, these parts may be of the broadcast receiver types. 
The feedback coil in the plate circuit should have one-third to 
one-half as many turns as the grid coil, and, preferably, should 
be adjustably coupled to the grid coil as a means for regulating 
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the strength of oscillations. The pickup coil is the one shown in 
Fig. 1. 

When oscillations commence, and again when they stop, there 
are changes of grid current and of plate current. These currents, 
and their changes, may be shown by a grid meter of 200 to 500 
microampere range and by a plate meter of such milliampere 
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Fig. 2.—A simple oscillator with tickler feedback. 


range as will cover two to three times the normal maximum 
value of plate current for the tube used. Both meters are of 
the moving coil permanent magnet type. The grid meter should 
be bypassed with capacitor Ca of at least 0.1 mfd capacitance, 
and the plate meter by capacitor Cb of 1.0 mfd or greater capac- 
itance. 

Both grid current and plate current will be relatively high 
while oscillation continues, and both will drop at the instant in 
which oscillation ceases. Couplings are adjusted so that tuning 
the resonant circuit of Fig. 1 to the oscillating frequency of 
the oscillator will absorb enough energy into the resonant circuit 
to stop the oscillations, as indicated by decrease of meter read- 
ing. By loosening the pickup coupling until oscillations cease 
through the least possible movement of the resonant circuit 
tuning dial it will be known that the oscillator and the resonant 
circuit are tuned approximately to the same frequency. Either 
a plate meter or a grid meter may be used, but both are not 
needed. Indications of the grid meter are sharper than those of 
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the plate meter, but there is more danger of burning out the 
grid meter with incorrect adjustments, or with too rapid change 
of coupling. 

Resonance measurements are, in general, based on comparisons 
of unknown inductances, capacitances, and resistances with 
standards. The standard of capacitance sometimes is the tuning 
capacitor of the resonant circuit, and of inductance is the tuning 
coil in this circuit. Resistances may be inserted in the circuit 
by opening the link shown at the right-hand side in the resonant 
circuit of Fig. 1. 

All connections and leads should be as short and straight as 
possible, and their relative positions and separations must not 
be altered during successive steps of a measurement. The tuning 
coil should not be close to any metal parts, and should have the 


Electronic * (Electronic 
Voltmeter Voltmeter 









Crystal 
Detector 






Fig. 3.— Various types oí resonance indicators connected to or coupled to 
the tuned testing circuit. 
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least possible insulation or dielectric material in its magnetic 
field. 

It is important that coupling of the resonant circuit to the 
oscillator be kept loose enough that tuning and other changes 
in the resonant circuit during measurements do not change the 
oscillator frequency. Change of frequency is indicated by changes 
of readings on the meters of Fig. 2. When there is such a change 
during the tests, the coupling should be loosened to get the 
original readings on the meters. This precaution insures also 
that there is minimum change of emf induced in the coupled 
resonant circuit. 

Resonance Indicators.— When the testing circuit is tuned to 
resonance at the operating frequency of the oscillator there is 
maximum high-frequency current in the testing circuit. If this 
current is measured, resonance is indicated by maximum indi- 
cation. The most generally satisfactory resonance indicator is 
an electronic voltmeter used in any of the ways shown at the 
top of Fig. 3. The voltmeter may be connected across either the 
coil L or the tuning capacitor C, as shown at the left. Or, as 
shown at the right, a coil of a few turns may be connected to 
the voltmeter and this small coil coupled more or less closely to 
the tuning coil L. With any of these arrangements resonance is 
indicated by maximum voltage as indicated by the meter. 

An electronic voltmeter consists essentially of a tube operated 
like a rectifier, or a detector with an indicating meter in its plate 
circuit. If this voltmeter tube has a control grid, the grid is 
biased sufficiently negative to prevent flow of grid current. The 
voltage to be measured is applied to the grid circuit, which is so 
arranged that the greater the applied voltage the greater will 
be the change of plate current and of the meter indication. Thus, 
while taking negligible power from the measured circuit into 
the grid circuit, there is ample power in the plate circuit to give 
readable indications with very small measured voltages, and at 
very high frequencies as well as low ones. Electronic voltmeters 
are described in detail in another chapter. 

At the bottom of Fig. 3 is shown a method of using a crystal 
detector and a d-c microammeter for a resonance indicator. 
A fixed crystal such as is available at radio supply stores is 
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satisfactory. The bypass capacitor Cb should be of 0.001 mfd 
capacitance. The meter range preferable should be 100 or 200 
microamperes, but may be greater if only high ranges are 
available. The microammeter shows maximum deflection when 
the testing circuit is tuned to resonance. 

A thermocouple meter may be used for a resonance indicator 
in any of the ways shown by Fig. 4. At the left the meter is 
connected to a small coil which is coupled to the tuning coil L. 
At the center the meter is connected across a few of the turns 





Fig. 4.—Connections of a thermocouple meter used as a resonance indicator. 


of the tuning coil. At the right the meter is in series with the 
resonant circuit, between L and C and on the shielded and 
grounded side of C. The thermocouple is relatively insensitive 
as compared with the electronic voltmeter or crystal. 

Note that when there is any choice of positions for resonance 
indicator connections, the indicator always is placed in or at the 
grounded side of the tuned circuit. 

Unless the tuned circuit has very little high-frequency resist- 
ance, the current will remain rather large through quite a range 
of frequency on both sides of the true resonant frequency, and 
the point of resonance will have to be determined by careful 
reading of the indicator. This is the same as saying that the 
resonance curve has a rather broad top unless the high-frequency 
losses are small. To avoid the difficulty of reading true resonance, 
it is possible with some kinds of measurements to work not at 
the resonant frequency, but at a frequency far enough removed 
from resonance that there is a steady increase or decrease of the 
indication as tuning capacitance or inductance is varied. 
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Instead of tuning exactly to resonance, as at the peak of the 
current curve in Fig. 5, we might tune to a frequency at A or 
at B. Having observed the reading of a resonance indicator, it 
would be much easier to return later to exactly the same reading 
were we working at A or B rather than at the peak, for at these 
points removed from resonance there would be relatively great 





Resonance 


Fig. 5.—There is greater variation of current with frequency slightly off 
resonance than af resonance. 


change of indication for small changes of frequency. However, 
when working at resonance there is the advantage, for some 
measurements, that inductive and capacitive reactances cancel. 
This is not true when working off resonance, and more care is 
necessary to avoid large changes in emf induced in the tuned 
circuit as the tuning is varied. Such changes are reduced by 
maintaining constant reading of a grid or plate meter in the 
oscillator. 

Inductance Measurement.—One method of measuring induct- 
ances is shown by Fig. 6. The method depends on the fact that, 
for any given frequency, the product of inductance and capaci- 
tance remains the same—if inductance is reduced, capacitance 
must be increased, and vice versa, 

A coil of known inductance is connected into the testing circuit, 
and the circuit is tuned to resonance at the oscillator frequency. 
The capacitance of the tuning capacitor is noted. Then the coil 
of unknown inductance is substituted for the first coil, the circuit 
is again tuned to resonance at the same frequency, which should 
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not have changed in the oscillator, and the new tuning capaci- 
tance is noted. Then we use the formula, 


Unknown __ known capacitance with known inductance 


inductance inductance capacitance with unknown inductance 


As an example, assume a known inductance of 200 miero- 
henrys, for which the tuning capacitance is 125 mmfds, and a 
second capacitance setting of 80 mmfds with the unknown in- 
ductance in the circuit. Using these values, we have, 


Unknown , 599, 125 . 


inductance 80 200 x 1.563 — 312.5 mierohenrys 


The unknown inductance will be in the same units as the 
known inductance, in this case microhenrys. Note that it is not 
necessary to know the resonant frequency, just so long as both 
inductors can be tuned to the same frequency. 

If the frequency of the oscillator now is changed, and the 
measurements repeated, the computed unknown inductance will 
be found to differ from the first value. This results from the fact 
that the computed inductance is apparent inductance rather than 
true inductance. The apparent inductance of a coil depends on 
its true inductance and its distributed capacitance, The distribu- 
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Fig. 6.—Inductance measurement by substitution. 
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ted capacitance is a relatively fixed quantity, not varied by ad- 
justments of the tuning capacitor. The distributed capacitances 
of both the known and unknown inductors affect the computed 
result. If the known inductor has the greater distributed capaci- 
tance, the computed unknown inductance will be too high, and 
if the relative values of distributed capacitances are reversed, 
then the computed unknown inductance will be too low in 
relation to the true inductance. 

With the pickup coil in series with the measured inductor the 
two inductances add to form the total inductance in the circuit, 
and the inductance of the pickup should be subtracted to find 
the inductance of the measured unit. This complication may be 
avoided by taking the energy through a link circuit as shown 
at the bottom of Fig. 6. The link consists of two small coils, one 
coupled to the oscillator and the other coupled to the tuning 
coil or measured coil in the resonant circuit. With loose coupling 
the pickup then has little effect on measured inductance. The 
link coupling simplifies computations whenever inductances are 
factors in the formulas. 

Another method for measuring an unknown inductance is 
shown by Fig. 7. The tuning capacitor C must be calibrated in 
microfarads or micro-microfarads, and the tuned resonant fre- 
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Fig. 7.—Inductance measurement with coils in parallel. 


quency must be known in kilocycles or megacycles. Connections 
to the coil of unknown inductance are arranged so that it may 
be disconnected from the tuned circuit for the first test, then 
connected in parallel with the regular tuning coil for the second 
test. 
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With the unknown coil out of the circuit tune to resonance at 
a known (oscillator) frequency and note the exact value of 
tuning capacitance. With the unknown coil in parallel with the 
regular tuning coil again tune exactly to the same frequency 
and note the value of tuning capacitance. The second capacitance 
will be the greater because the coils in parallel have less effective 
inductance than either one alone. Then use this formula 


Unknown 25 330 000 000 
inductance, — 


mierohenrys  (kilocycles)? X (second C, mmfds — first C, mmfds) 





As an example, assume a testing frequency of 1,000 kilocycles, 
a first capacitance (with one coil) of 250 mmfds and a second 
capacitance (with both coils) of 320 mmfds. These values in the 
formula give, 





Unknown L _ 25 330 000 000 ., 25 330 000 000 
microhenrys 1000? x (820 — 250) 1 000 000 x 70 
_ 25 330 000 000 


= 70000000 = 361.9 microhenrys 


If frequency is measured in megacycles the factor above the 
line is divided by one million and becomes 25,330. 

To determine the inductive reactance at the resonant fre- 
quency the portion of the formula below the line on the right- 
hand side is the same as for inductance, but the number above 
the line is made 159 155 000 000. The computed reactance will be 
in ohms. With the same capacitance values and frequency as in 
the preceding example, the inductive reactance will be approxi- 
mately 2,271 ohms. 


Capacitance Measurements. — Standard capacitors used for 
capacitance measurements may be of the air dielectric type, like 
the usual tuning capacitors, or of the mica or ceramic dielectric 
type. Unless paper dielectric capacitors are constructed for low 
inductance their inductances may upset measurements made 
with them. Fixed mica capacitors, if of good quality and of 
capacitances not more than about 1,000 mmfd or 0.001 mfd 
may be used without much error up to frequencies of about 
2,000 kilocycles. Units of small capacitance, to about 100 mmfd, 
may be so used up to about 7,000 or 8,000 kilocycles. Fixed 
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capacitors must be kept free of dust and moisture between ter- 
minals. Spaces between plates of air capacitors may be freed of 
dust by using a pipe cleaner; taking care not to bend the plates 
of a calibrated unit. 

Capacitances which affect the measurements include capaci- 
tances between all connecting wires, shields, frames, and 
grounded objects. These capacitances are lessened by using bare 
(uninsulated) wire connections of small diameter. Variations 
of the capacitances during steps of a test are reduced by keeping 
all connections in the same relative positions as changes are 
made, and by not changing the lengths of any of the connections. 
Long, fixed leads are preferable to short ones which may be 
moved about. When two air-dielectric capacitors are used in the 
same tuned circuits, as in measurements by comparison, the two 
rotors should be connected together and to ground. 
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Fig. 8.—Three methods for measuring capacitance. 
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Three methods of measuring unknown capacitances are shown 
by Fig. 8. At the upper left the unknown capacitance is con- 
nected in parallel with a standard capacitor calibrated in capaci- 
tance values. Adjust the capacitance of one unit to near its 
maximum value, and the other to near its minimum. Set the 
oscillator frequency to cause an indication of resonance. Now 
change the capacitance of the standard by some measured value, 
such as 10 or 20 mmfd. Vary the capacitance of the unknown 
until there again is resonance at the oscillator frequency, which 
should not have changed. The change of capacitance in the un- 
known is equal to the change of capacitance previously made in 
the standard. This is a method used for calibrating variable 
capacitors of unknown capacitance. 


When the standard has been varied to the limit of its capaci- 
tance in one direction, a new oscillator frequency may be used 
to permit an additional series of comparisons, using a higher 
frequency if the adjusted capacitance has become minimum, or 
a lower frequency if it has become maximum. 

At the upper right in Fig. 8 the standard and unknown capaci. 
tances are compared by alternately switching them into the 
tuned circuit. With the double-pole double-throw switch closed 
to the terminals of the unknown unit the oscillator is tuned to 
a frequency at which resonance is indicated. Then the switch is 
closed on the standard capacitor and this unit is adjusted to 
again cause a resonance indication at the same frequency. The 
capacitance of the standard capacitor now is the same as that 
of the unknown. If the unknown is a variable capacitor, its 
capacitances at various settings may be measured by comparing 
it with the standard at each setting. The lengths and shapes of 
leads from the switch to the two capacitors should be alike or 
symmetrical, so that both sets of connections may have the same 
capacitances. If only one or two checks are to be made the 
throwover switeh may be omitted and the two capacitors con- 
nected successively to the same set of leads coming from the 
tuning and pickup coils. 

At the bottom of Fig. 8 the unknown capacitance is placed 
in parallel with the standard calibrated capacitor and a switch 
is connected in series with the unknown so that it may be cut 
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into or out of the circuit. With the unknown switched out of: 
the circuit the standard capacitor is adjusted to some capacitance. 
near its minimum and the oscillator is tuned to cause an indica- 
tion of resonance. Then the unknown is switched into the circuit 
and the standard again is tuned to cause a resonance indication. 
at the unchanged oscillator frequency. The difference between 
the two capacitances at which the standard has been set in the. 
two tests is the capacitance of the unknown unit. 

Distributed Capacitance.—-One method of determining the dis-. 
tributed capacitance of a coil or other circuit element is shown 
by Fig. 9. The unit whose distributed capacitance is to be meas- 
ured is connected into the resonant testing circuit instead of 
the regular tuning coil. The oscillator then is tuned to a frequency- 





Fig. 9.—The testing setup for measurement of distributed capacitance. 


less than half of its maximum frequency range, and the capacitor- 
in the testing circuit is adjusted to cause a resonance indication 
at this frequency. The value of tuning capacitance is noted. We. 
shall call this capacitance C1. Then the oscillator is tuned to 
twice the first frequency. For instance, were the first frequency 
to be 600 kc the second would be made 1,200 ke. The capacitor 
in the testing circuit then is adjusted to cause a resonance in- 
dication at this higher frequency, and the value of tuning 
capacitance is noted, We shall call it C2. Now the two measured 
capacitances are used in the foliowing formula for distributed: 
capacitance. 

Distributed _ C1—- (4 x C2) 

capacitance 3 

Supposing that measured capacitance C1 is 215 mmfd and: 

that C2 is 48 mmfd. With these values placed in the formula, 
we have, 
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Distributed _ 215 — (4 x 48) 15—192 28 
3 3 3 


capacitance 3 
= 7.67 mmfd. 


The distributed capacitance will be in the same units as the 
measured tuning capacitances, which in this case are micro- 
microfarads. 

The second measurement of tuning capacitance may be made 
by leaving the oscillator tuned to the original frequency, then 
tuning the testing circuit to the second harmonic frequency. 
Oscillators of types generally used in these tests produce not 
only the frequency to which they are tuned, called the funda- 
mental frequency, but many higher frequencies which are exact 
multiples of the fundamental. These multiples are called harmonic 
frequencies or harmonics. When an oscillator is tuned to 500 
kilocycles, as an example, it will produce and emit frequencies 
of 500, 1,000, 1,500, 2,000, 2,500 and still greater numbers of 
kilocycles, all of which are exact multiples of the 500-kc fun- 
damental. 

A little earlier we discussed measurement of inductances, or 
self-inductances; all of the computed values being those for ap- 
parent inductance. If the apparent inductance is computed for 
two frequencies, and the corresponding tuning capacitances are 
noted, it becomes possible to compute the distributed capacitance 
from these values used in the following formula, For the higher 
tuned frequency the apparent inductance is denoted by L1 and 
the tuning capacitance by C1. For the lower tuned frequency the 
apparent inductance is L2 and the tuning capacitance C2. 


Distributed _ (i 1) x C2 x Cl 
capacitance C2 — C1 

The distributed capacitance will be in the same units as the 
measured tuning capacitances. 

As an example, assume that when tuned to a higher frequency, 
such as 1,500 kc, the apparent inductance L1 is 125.0 microhenrys 
and the tuning capacitance C1 is 90.1 mmfds, and that wien 
tuned to a lower frequency, such as 1,000 ke, the apparent in- 
ductance L2 is 117.9 microhenrys and the tuning capacitance C2 
is 200.0 mmfds. With these values in the formula we have, 
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Distributed _ (125.0 _ x 200 x 90.1 
capacitance 117.9 200 — 90.1 

P 18020 

= (1.06 — 1) x 109.9 0.06 x 164 


= 9.84 mmfd. 


If the distributed capacitance has been computed, its value 
may be used together with that of apparent inductance and 
tuning capacitance for the higher frequency to determine the 
true inductance, as follows. 


L1 
. True .. 1 4 distributed capacitance 
inductance SLE ERES 


If this formula is used with values employed in preceding 
examples the true inductance will be found as 114.5 microhenrys 
for the coil having distributed capacitance of 9.84 mmfd. 


High-frequency Resistance.—The high-frequency resistance of 
any conductor, or of the conductors in any piece of apparatus, 
is the value of a resistance which, if used in the circuit, would 
cause the same total energy loss or dissipation as results from 
skin effect, eddy currents, dielectric losses, emf’s induced in other 
circuits, and everything else that happens at high frequencies 
and not at low frequencies. 

When resistors are used as standards for comparison or sub- 
stitution these standards must have but little increase in energy 
loss at high frequencies. Adjustable resistors such as found in 
high quality decade resistance boxes are satisfactory at fre- 
quencies as high as 50 to 100 kilocycles, but single straight wires 
are used at higher frequencies. The higher the frequency the 
less must be the diameter of these wires, and the lower their d-c 
resistance the smaller must be their diameter for use at high 
frequencies. For examples, * 3,000 ke copper wire should be no 
larger than number 42 gage (0.0025 in. diam.) and Manganin 
no larger than 28 gage (0.0126 in diam.) 

Since high-frequency resistance increases with frequency, the 
high-frequency resistances measured and computed exist only 
for the frequency used during tests. 

One method of measuring high-frequency resistance is shown 
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by Fig. 10. It is called the substitution method. This way of 
making measurements is not particularly accurate, but it is 
rapid and fairly satisfactory for getting approximate values. 
The part having the unknown resistance is connected in series 
with the regular testing circuit. The circuit is tuned to resonance, 
and the reading of the resonance indicator is noted. Now the 
unknown is taken out of the circuit and the resistance standard 






Fig. 10.—High-frequency resistance measurement by substitution. 


inserted in its place. This may be done with a double-pole double- 
throw switch. The circuit is again tuned to resonance at the 
original oscillator frequency, and the resistance standard is 
adjusted to obtain the same reading on the resonance indicator 
as before. The adjusted resistance of the standard is assumed 
equal to the high-frequency resistance of the unknown at the 
frequency employed. 

Because addition of resistance of a tuned circuit broadens the 
resonance peak, results may be more accurate if the substitution 
is used with off-resonance indications as explained in connection 
with Fig. 5. When this is done the oscillator current, as shown 
by a grid or plate meter, should be the same for both measure- 
ments. If the current changes it should be readjusted by varying 
the coupling for feedback in the oscillator or by varying the 
oscillator plate voltage. Otherwise the difference between in- 
duced emf’s will cause larger errors. 
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Another method, called the resistance variation method, is 
shown by Fig. 11. Here the standard resistance remains in series 
with the tuning coil, pickup coil, and tuning capacitor of the 
resonant testing circuit. It is arranged that the unknown re- 
sistance may be cut into series with the testing circuit, or the 
circuit closed with the unknown omitted. The resonance indicator 
must be of such type that its indications are of current in the 





= 


Fig. 11.—Measuring high-frequency resistance by resistance variation. 


tuned circuit, or are directly proportional to current. The indi- 
cators shown at the upper left in Fig. 3 and at the right in Fig. 4 
give suitable readings. 

Resistances of the tuned testing circuit are computed under 
two conditions; first with the unknown resistance in the circuit, 
second with the unknown out of circuit. The first resistance will 
be the higher. The difference between the two resistances is 
assumed to be the high-frequency resistance of the unknown at 
the frequency employed. 

Make the first resistance measurement thus: With the un- 
known resistance in the circuit, set the standard at its zero or 
minimum resistance, tune to resonance, and note the reading of 
the indicator in either volts or current. Then increase the re- 
sistance of the standard, keeping the circuit tuned to resonance, 
and note the reading of the indicator with this greater resistance 
in use. Then the circuit resistance is found with the following 
formula, in which the values are indicated by the listed letter 
symbols. 
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Ra Lower resistance of standard, in ohms, when set at zero 
or minimum. 

Rb Higher resistance of standard, in ohms. 

Ia Indicator reading, voltage or current units, when stand- 
ard has zero or minimum resistance. 

Ib Indicator reading, same units as before, when standard 
has higher resistance. 


Ib 
Ia — Ib 

For example, assume that the standard resistance is increased 
from 3 ohms to 5 ohms, and that the corresponding readings of 
the resonance indicator are 8.6 volts and 2.3 volts. These values 
in the formula give, 


Circuit _ (Rb — Ra) x 
resistance 


Circuit _ 283 2.3 
resistance (poc) ec ca Ege ae Ohm 
This, of course, is the resistance of the circuit as it would 
exist without any standard resistance in series. 
Now the unknown resistance is placed in series, as by moving 
the switch of Fig. 11 to its upper position. The tests are repeated 
while keeping the circuit tuned to resonance at the original fre- 
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quency, and with no change of current in the oscillator. That is, 
we take readings of the resonance indicator in voltage or current 
units with some low value of resistance in the standard, and 
then with a higher value of resistance in the standard. These new 
values are used with the same formula to determine the circuit 
resistance with the unknown in series. Subtracting the earlier 
circuit resistance, without the unknown, from this circuit re- 
sistance with the unknown will give the high-frequency resist- 
ance of the unknown for the frequency being used. 

Still another way of measuring high-frequency resistance is 
called the reactance variation method. This method is considered 
better than the resistance variation method at frequencies higher 
than 1,000 kilocycles, although for lower frequencies the values 
determined may be less accurate with reactance variation than 
with resistance variation. The reactance variation method de- 
pends on tuning to resonance and noting the value of tuning 
capacitance, than detuning by changing the tuning capacitance, 
which varies the reactance of the tuned circuit. 

The reactance variation method is illustrated by Fig. 12. The 
resonance indicator must be of a type which will indicate cur- 
rents or potential differences with accurate relative values. This 
would mean either an electronic voltmeter across the tuning coil 
or capacitor, or else a thermocouple meter in series with the 
circuit. The high-frequency resistance of the tuned circuit is 
determined under two conditions; with and without the unknown 
resistance in series. The difference between circuit resistances 
is taken as the high-frequency resistance of the unknown. The 
unknown may be cut into and out of the circuit at the link 
shown at the right on diagrams in Fig. 12. 

The first step is to tune the circuit to resonance at the fre- 
quency applied from the oscillator, to note the oscillator fre- 
quency, the reading of the resonance indicator, and the precise 
value of tuning capacitance. Next, the tuning capacitance is in- 
creased, which would tune the circuit to a frequency below 
resonance, until the reading on the indicator becomes exactly 
0.707 times its reading at resonance. The new value of tuning 
capacitance is noted. The oscillator frequency and current must 
remain constant for all steps in the test. Finally, the tuning 
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capacitance is decreased, tuning to a frequency above resonance, 
until the indicator again reads 0.707 times its reading at reso- 
nance. The value of tuning capacitance is noted. 

Now we determine the average change of tuning capacitance, 
from resonance, which is required to reduce the indicator read- 
ing. That is, we subtract the resonance capacitance from the 
detuned capacitance below resonance to get one difference, then 
subtract the detuned capacitance above resonance from the 
resonance capacitance to get the other difference. The average 
of these differences will be used in computation. 

The high-frequency resistance of the circuit may be computed 
from the following formula, in which the letter symbols have 
these meanings. 

kc Oscillator frequency, in kilocycles. 

Cr Tuning capacitance at resonance, in micro-microfarads. 


Cd Average of differences between resonant capacitances and 
detuned capacitances required to reduce the indicator 
reading to 0.707. 


High-frequency _ 159 155 000 x Cd 
resistance, ohms ke X Cr? 


As an example, assume that we are working with an oscillator 
frequency of 1,000 kc, that the tuning capacitance at resonance 
is 140 mmfd, and that the average of the detuning in opposite 
directions amounts to 7 mmfd. These values in the formula give, 


High-freq. _ 159155000 x 7 _ 1114100000 
ohms 1000 x 140? 1000 x 19600 


Parts such as coils and capacitors may be tested for high- 
frequency resistance by substitution or by variation of either 
resistance or reactance. When a coil to be tested is connected in 
series with a tuning coil already in the testing circuit, be sure 
that there is no coupling and no mutual induction between the 
two coils. How the emf is induced in the testing circuit, by coup- 
ling with the oscillator, may make a difference in results. If you 
are testing a coil, such as the secondary of a transformer, with 
which emf is induced directly in this coil while in normal opera- 
tion, it is best to couple the tested coil to the oscillator through 
a link so that the testing emf is induced in the testing coil. If 


= 56.8 ohms 





s 
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the tested coil is something like a choke, with which emf is not 
induced in the coil when in normal operation, it is best to induce 
the testing emf into another part of the circuit, as by coupling 
the regular tuning coil to the oscillator. Make sure that the 
oscillator has coupling with only one of the coils in the testing 
circuit, not some coupling with both. 

Frequency Measurement.—The instrument most often used for 
measuring high frequencies is commonly called a wavemeter, 
because originally used for measurement of wavelengths. The 
same instrument sometimes is called an absorption frequency 
meter, because it absorbs power from the circuit whose frequency 
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Fig. 13.—The principle of the wavemeter or absorption frequency meter. 


is being measured. The wavemeter or absorption frequency meter 
consists primarily of a series circuit made up of a coil and a 
variable tuning capacitor as shown by Fig. 13. The tuning capac- 
itor is operated by an accurately calibrated vernier dial whose 
graduations may be read directly in frequencies or wavelengths, 
or which may have arbitrary numbers used in connection with a 
calibration curve or graph which relates these numbered settings 
to frequency or wavelength. 

The coil of the wavemeter is brought close enough to the 
circuit whose frequency is to be measured so that there is loose 
coupling. Emf is induced in the wavemeter circuit by the alter- 
nating magnetic field around the measured circuit. When the 
wavemeter circuit is tuned to resonance at the frequency of the 
measured circuit the reactances of the wavemeter circuit cancel, 
and there are maximum current and potential in this circuit. 
If the condition of resonance can be determined accurately, the 
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reading of the wavemeter dial then will give the frequency at 
which the measured circuit is operating. 

If an oscillator has a current meter in its grid or plate circuits, 
the oscillating frequency may be checked as shown by Fig. 14. 
The coil of the wavemeter, which ordinarily is mounted outside 
of the housing that encloses the capacitor, is brought near the 
oscillating circuit and the wavemeter tuning is varied until the 
oscillator meter dips in its indication. The meter then is absorb- 
ing power from the oscillator. The meter is moved farther and 
farther from the oscillator circuit, while varying the meter 
tuning, until the least possible variation of the wavemeter dial 
causes the oscillator meter to dip. Then the oscillating frequency 
may be read from the wavemeter. 

As shown at the right in Fig. 14, there is maximum absorption 
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Fig. 14.—Oscillation in the oscillator is stopped at and near resonance. 


of power at resonance, for then there is maximum induced cur- 
rent in the meter circuit, and power to keep this current flowing 
is proportional to the square of the current. Absorption decreases 
either side of the resonant frequency, but, if the wavemeter is 
held close enough to the oscillator for fairly close coupling, oscil- 
lation will be stopped over a fairly wide frequency range. The 
coupling is loosened, by moving the wavemeter away from the 
oscillator, to get as close as possible to the resonant peak. 

If a headphone bypassed with a small capacitor can be con- 
nected in the plate circuit of the oscillator, as sometimes is the 
ease, a click will be heard in the phone when the wavemeter is 
tuned below resonance, and there will be another click when tuned 
above resonance. By loosening the coupling the clicks can be 
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brought close together. When as close as possible, the resonant 
frequency may be taken as half way between the wavemeter 
settings for the two clicks. 

Wavemeter Resonance Indicators.—Resonance at an applied 
frequency may be indicated in the wavemeter itself in various 
ways. One method uses a small flash-lamp bulb in series with 
the wavemeter circuit. Such an indicator will operate only when 
the measured circuit is capable of furnishing a considerable 
amount of power. Then the lamp will glow most brightly at 
resonance. Wavemeters with lamp indicators usually are ar- 
ranged so that the lamp may be removed and the meter circuit 
closed around the socket. Then the meter may be used with the 
"reaction" method of resonance indication described in connec- 
tion with Fig. 14. 

Fig. 15 shows two methods of using headphones and a crystal 
detector as a resonance indicator coupled to the wavemeter cir- 
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Fig. 15.—Crystal detectors used as resonance indicators for wavemeters, 


cuit. The crystal, which may conveniently be of the fixed type, 
and the headphone are in a series circuit. At the left this indi- 
cator circuit contains also a small coil inductively coupled to an 
auxiliary coil in the wavemeter circuit. At the right there is 
direct coupling by means of a wire conductor. Sometimes the 
results are better with a small bypass capacitor connected across 
the phones. 
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Any resonance indicator coupled to the wavemeter circuit 
takes power from that circuit and makes the tuning broader. 
The meter must be calibrated with the indicator coupled, because 
inclusion of the indicator lowers the resonant frequency for any 
given setting of the tuning capacitor in comparison with the 
frequency when the indicator is not coupled. 
` With either of the arrangements shown by Fig. 15 the head- 
phone might be replaced with a d-c microammeter. The terminals 
of the microammeter should be bypassed with a fixed mica 
capacitor of about 0.001 mfd capacitance. 

The resonance indicator may employ a rectifying tube and a 
microammeter in a circuit which becomes essentially a simple 
electronic voltmeter. One such arrangement is shown by Fig. 16. 
The external coil and tuning capacitor C form the wavemeter 
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Fig. 16.—A wavemeter with tube rectifier and current meter in the resonance indicaror 


circuit. The tube is a battery-filament type, used because it may 
be operated with small self-contained battery. A triode may be 
used with plate and control grid tied together so that the tube 
aets as a rectifier. Capacitors Ca and Cb are bypasses for the 
meter and the filament power supply. The filament rheostat is R, 
the filament battery is B, and the battery switch is marked Sw. 
The microammeter reads proportionately to potential difference 
across the tuning capacitor, since it is this potential difference 
that causes direct current to flow in the tube circuit. Any elec- 
tronic voltmeter might be connected across the terminals of the 
tuning capacitor in a wavemeter to act as a resonance indicator. 
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With any indicator whose readings are proportional to current 
or potential difference in the wavemeter circuit, frequency may 
be accurately determined as follows: First tune the wavemeter 
for maximum indication, and note the value of this indication. 
Then tune to two points, one above and the other below resonance, 
at which the indication decreases by the same amount. Adjust 
the coupling to get these two points fairly close together. Then 
the true resonant frequency may be assumed to lie midway be- 
tween the frequencies indicated by the wavemeter when the 
indication is reduced to equal values either side of resonance. 


Wavemeter Calibration.—The frequency range of wavemeters 
is extended by making the tuning coils of plug-in type and pro- 
viding different coils for various frequency bands. Tuning capac- 
itors of ordinary design permit using a single coil for tuning 
over a frequency range of three to one or somewhat more. For 
instance, one coil might permit tuning from 1,000 to somewhat 
more than 3,000 kilocycles. But because the frequency ranges 
must overlap, to avoid the possibility that some frequencies may 
not be handled, the effective ratio is only about two or two and 
one-half to one per coil. 

A wavemeter with any one coil in position may be calibrated 
for frequency readings if access can be had to a circuit which 
is oscillating at a known frequency. Any receiver having a de- 
tector which oscillates or which may be made to oscillate at some 
received frequency will permit calibration. The oscillator circuit 
of a superheterodyne receiver may be used provided the inter- 
mediate frequency is known, and it is known whether the inter- 
mediate is above or below the received radio frequency. Then 
the intermediate frequency may be added to or subtracted from 
the received radio frequency to determine the oscillator fre- 
quency. 

The wavemeter is brought near the oscillating circuit of the 
receiver just as it is brought near an oscillator in Fig. 14. The 
wavemeter is tuned as the coupling is loosened until oscillation 
is stopped throughout the least possible movement of the wave- 
meter dial. Midway between readings at which oscillation stops 
and starts again, the wavemeter is tuned to the oscillator fre- 
quency of the receiver. With ^ superheterodyne receiver the 
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oscillator stops when the audible signal from the loud speaker 
stops, and oscillation resumes when the audible signal reappears. 

Heterodyne Frequency Meter.—A heterodyne frequency meter 
consists of a calibrated oscillator producing known frequencies 
which are heterodyned with other frequencies to be measured 
in such manner that the two frequencies may be made alike and 
both read from the frequency meter dial. 

The principle of the heterodyne frequency meter is shown by 
Fig. 17. An unknown frequency which is to be measured induces 
emf’s and current in a detector. At the same time there is intro- 
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Fig. 17.—Basic principle of the heterodyne frequency meter. 


duced into the detector circuit an emf from the oscillator of the 
.requency meter. The two frequencies combine in the detector 
to produce a third frequency equal to the difference between the 
first two. The action is like that of combining the signal fre- 
quency and the oscillator frequency in the mixer or converter 
of a superheterodyne receiver to produce the intermediate fre- 
quency by heterodyne action, or by “beating” of the original 
frequencies with each other. 

As the oscillator frequency is adjusted to bring it closer and 
closer to the frequency to be measured, the difference becomes 
smaller and smaller, The difference frequency or beat frequency 
becomes audible in the headphone of Fig. 17. The audio note 
becomes lower and lower until, when the two incoming frequen- 
cies are alike, there is zero beat, no difference frequency, and 
silence in the phone. Then the adjusted oscillator frequency is 
the same as the frequency being measured. 

Fig. 18 shows the principal parts of a complete circuit adapted 
for a heterodyne frequency meter. The cacillator section consists 
of the triode with its grid-plate circuit tunec to the known fre- 
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quency by capacitor C. Many other types of oscillator might 
be employed instead of the Hartley type shown here. In the plate 
circuit of the oscillator is a current meter, M. Potentials at the 
oscillator frequency are fed through coupling capacitor Ce to 
one of the control grids of a pentagrid tube being used here as 
an electron coupled mixer. 
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Fig. 18.—Principal parts of a heterodyne frequency meter circuit. 


The frequency to be measured is applied to the other control 
grid of the mixer tube through the connection shown. Between 
this connection and the ground of the frequency meter might 
be connected any coupling device, such as a small coil to be 
brought near any apparatus whose operating frequency is to be 
determined. The electron stream passing from cathode to plate 
in the mixer tube goes first through the grid carrying the 
frequency to be measured, then through the grid carrying the 
oscillator frequency, hence the rate of electron flow is affected 
by both these frequencies and in it appears the difference fre- 
quency or beat frequency. The two frequencies, or their poten- 
tials, are electron coupled in the tube. 

The beat frequency which appears in the plate circuit of the 
mixer passes through the headphone at the right, and when this 
frequency is in the audio range it may be heard. Tuning the 
oscillator to a point at which no audible note is heard, in between 
points at which there is a note, makes the oscillator frequency 
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equal to the applied unknown frequency. The headphone shown 
in the diagram often is replaced by an audio-frequency amplifier 
to increase the sensitivity of indications. This amplifier may 
actuate phones or a loud speaker. 


REVIEW QUESTIONS 


1. Is grid current greater when a tube is oscillating or not oscillating? How 
about plate current under the two conditions? 

2. In making resonance measurements should coupling be loose or close 
between the oscillator and the measured circuit? 

3. What devices or instruments may be used for resonance indicators ? 

4. When the apparent inductance as measured at one frequency differs 
from that at a different frequency, what property or effect in the in- 
ductor causes the difference? 

5. For capacitance measurements is the standard capacitor preferably of 
the paper, electrolytic, air, or mica dielectric type? 

€. Would carbon or wire-wound resistors make suitable standards of re- 
sistance at radio frequencies? If neither is desirable, describe a satis- 
factory standard. 

7. Describe briefly the principles of measuring high-frequency resistance 
by the substitution method, the resistance variation method, and the 
reactance variation method. 

8. What is the common name of the instrument or device most often used 
for measurement of high frequencies. 


Chapter 5 
MEASUREMENTS WITH BRIDGES 


Just as the tuned resonant circuit is a means for measurement 
of many kinds of electrical properties at frequencies extending 
as high as several hundreds of megacycles, so the balanced bridge 
circuit is a means for measuring such properties at frequencies 
extending from zero (direct current) through the power and 
audio ranges and into the lower radio frequencies. The bridge 
circuit, like the resonant circuit, may be arranged for the meas- 
urement of resistance, reactance, impedance, inductance, capaci- 
tance, or frequency. 


You will recall that four essential parts are used in making 
measurements with resonant circuits. These parts include (1) 
the source of energy, (2) an indicator, (3) an adjustable stand- 
ard such as a variable capacitor, and (4) the unknown whose 
value is to be measured. For measurements with the bridge 
circuit we require parts performing somewhat similar functions; 
(1) a source of energy, (2) an indicator, (3) an adjustable 
standard, and (4) the unknown whose value is to be measured. 


But in the bridge circuit we have a fifth part which tells the 
number of times that the unknown value exceeds the standard, 
or the fraction of the standard value which exists in the un- 
known. In this part lies a great advantage of the bridge method, 
for with only a single standard it becomes possible to measure 
values as great as hundreds of times the standard and as small 
as a few thousandths of the standard value. This additional part 
consists of the “ratio arms.” Fig. 1 shows controls for the stand- 
ard and for the ratio arms, also the indicator, on the panel of a 
bridge designed for measurement of resistance. 


When using a bridge we compare the unknown quantity with 
a standard whose value is known. This is true also of resonance 
methods. But the computations required with the bridge method 
are generally simpler than those for resonance methods. In fact, 
when a bridge is designed to make measurements of only one 
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kind of electrical quantity, it is not difficult to provide dials 
which read directly in that quantity. 

Many commercial bridges are arranged especially for measur- 
ing a single electrical quantity, such, for example, as capacitance. 
In such an instrument there would be self-contained parts in- 
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Fig. 1.—The panel controls of a resistance bridge. 


cluding a source of energy, a suitable indicator, one or more 
capacitance standards, and a dial for direct reading of measured 
capacitances. Special purpose bridges save much time, because 
few if any computations are called for, and they decrease the 
probability of error. 

In contrast with the single-purpose bridge we may use sep- 
arate parts which may be quite easily assembled into a bridge 
for making any kind of measurement. One of the separate units 
might consist of the ratio arms. Others might be a direct-current 
source and an audio-frequency source. We would need also a d-c 
indicator and an a-f indicator, together with standards of re- 
sistance, capacitance, and inductance. With these parts it would 
be possible to make up a resistance bridge, various capacitance 
bridges, various inductance bridges, or a bridge for measuring 
audio frequencies. 
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From what has been said so far it becomes apparent that, 
when we speak of bridge measurements, we are not referring 
to any single instrument, but rather to a general method for 
making measurements of many kinds. The original bridge circuit, 
which has been known for more than one hundred years, is 
arranged for measurement of resistance. It is called the Wheat- 
stone bridge, after the man who popularized its use. Because 
the principles employed in all bridge circuits are the same as 
those of the Wheatstone bridge, or are modifications ef these 
principles, it is this type which we shall examine first. 

Resistance Bridge Principles.—Fig. 2 is an introduction to the 
basic principle of the resistance bridge. In diagram 1 we have 
resistances connected in parallel across 2 source furnishing 8 
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Fig. 2.—Indicator readings and potentials in the elementary bridge circuit. 


volts potential difference. There are steady drops of potential 
through both the upper and lower lines of resistance. If the re- 
sistance in each line is divided into four equal parts, the poten- 
tials at the several points of division will be as shown; 8 volts, 
6 volts, 4 volts, 2 volts, and zero volts. 
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In diagram 2 we have connected between two points having 
4-volt potentials a current meter of the zero-center type. Both 
ends of the meter are connected to equal potentials, there is no 
difference of potential applied to the meter, consequently there 
will be no current in the meter and the meter will indicate zero. 
In diagram 2 the meter is connected between two points having 
6-volt potentials. Again there is no difference of potential across 
the meter, and the reading will be zero. 

In diagram 4 the upper end of the meter is connected to a 
point which is at a 6-volt potential, and the lower end is con- 
nected to a 4-volt point, Now there is a difference of potential 
across the meter and current will flow through the meter to 
cause a deflection of the pointer. We assume that the relative 
potentials, or the polarity, applied to the meter cause current 
in such direction as to deflect the pointer toward the left. 

In diagram 5 the upper end of the meter is connected to a 
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Fig. 3.—Voltage drops which cause equal potentials across the indicator. 


4-volt point, and the lower end to a 6-volt point. Again the meter 
is subjected to a difference of potential, but the polarity is op- ` 
posite to that of diagram 4. This means an opposite direction 
of current through the meter, and an opposite deflection of the 
pointer. In diagram 6 the meter is connected between 2 volts 
and 6 volts, top and bottom. The potential difference now is 
greater than in diagram 5, but the polarity is the same, and so 
the pointer deflects st?! farther to the right. 
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The zero-center current meter, which is our indicator, will 
show zero current whenever equal potentials are applied to its 
two terminals. If the potentials are not equal there will be a 
reading on the meter, and the direction of pointer deflection will 
depend on which of the potentials is the greater. 

In Fig. 3 we have a parallel circuit with two resistances in 
the upper line and two in the lower line, and have a current 
indicator between junctions of upper and lower resistances, In 
diagram 1 each of the upper resistances is 400 ohms, and each 
of the lower resistances is 200 ohms. The applied potential differ- 
ence is 6 volts. Because the two upper resistors are of equal value 
there will be equal voltage drops in them, and each drop will be 
half of the total applied voltage, or will be 3 volts. Because the 
two lower resistors are of equal values there are equal voltage 
drops in them, and each drop will be half of the applied voltage, 
or will be 3 volts. Then the potentials at both junctions will be 
3 volts. These equal potentials applied to the meter or indicator 
cause no current to flow in the meter or indicator, and it will 
read zero. 

In diagram 2 we have retained the same values of resistance 
throughout the circuit, but the total potential difference applied 
from the source now is 8 volts instead of the former 6 volts. 
Again there are equal voltage drops in the equal halves of upper 
and lower lines, there are equal potentials at both ends of the 
indicator, no current in the indicator, and a zero reading. 

If resistances are such as to cause zero reading of the indi- 
cator with one applied voltage, the reading will remain at zero 
with any other voltage applied from the source. 

In diagram 1 of Fig. 4 the two resistances in each line, upper 
and lower, no longer are equal in value, At a we have 200 ohms, 
and at b have 600 ohms. The potential drops must be propor- 
tional to the resistances. The fraction of the overall! potential 
drop that appears in each resistance must be the same as the 
fraction of the total resistance which is represented by that 
resistance. The total resistance of a and b is 800 ohms. Then the 
fraction for a is 290564 or 14, and in a the drop must be 14 of 
the overall potential difference, 6 volts, or must be 115 volts. 
The fraction for b is 99065, or 94, and in b we have 94 of 6 volts, 
or 414 volts. 
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Applying the same reasoning to the lower resistances, c and 
d, whose total resistance is 400 ohms, we have the fraction 
100,09 or 14 for c, and have 399,59 or 34 for d, and have the same 
relative voltage drops in c and d as in a and b. A drop of 115 
volts through a and also through ¢ leaves 414 volts potential at 
both the upper and lower junctions, leaves 41% volts at both 
terminals of the indicator, and the reading is zero. 

In diagram 2 of Fig. 4 the values of resistance have been 
changed. Computing the drops as proportional to the resistances, 
just as was done for diagram 1, we find drops of 414 volts in 
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Fig. 4.—Voltage drops with unequal resistances in the bridge elements. 


both a and c, have 115 volts of-the total 6-volt applied potential 
remaining at both junctions, and again have zero reading of 
the indicator. 

We observe that any relative value of resistances which give two 
equal voltage drops across a and c, and another two equal voltage 
drops across b and d, will cause the indicator to read zero with 
any total potential difference applied form the source. The dia- 
grams of Figs. 3 and 4, and all but diagram 1 of Fig. 2, show 
bridge circuits. The bridge is the line containing the indicator, 
which is the line connected between the upper and lower junc- 
tions of the resistances. When the relative values of the four 
resistances (a, b, c and d in Figs. 8 and 4) are such that no 
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current flows in the bridge and the indicator, the bridge is said 
to be balanced. All measurements are made with the bridge 
balanced, and with the indicator reading zero. We are not con- 
cerned with readings either side of zero, for we always adjust 
either two or three of the resistances to obtain a zero reading. 

Measurement of Resistance.—In Fig. 5 we have put the bridge 
circuit at work in measuring some resistances which are assumed 
to be originally of unknown values. The resistances which we 
have called a and b are similarly lettered in these new diagrams. 
The resistance which we have called c is now marked "Standard." 
The resistance which we have called d now is the unknown re- 
sistance which is to be measured. The unknown is connected 
between terminals marked X in Fig. 5. The letter X always 
stands for an unknown quantity when used in mathematical 
work. 

Resistances a, b, the standard, and the unknown, are called 
the arms of the bridge. Arms a and b are called the ratio arms. 
In most bridges it is possible to change or adjust the relative 
values of the ratio arms, and usually it is possible to adjust the 
value of the standard arm. Adjustment of the ratio arms in 
Fig. 5 is made by a three-way switch connected to the upper 
terminal of the meter and to points between resistances which 
form the ratio arms. The standard resistance is shown as a 
rheostat whose slider may be moved to include more or less of 
the rheostat resistance in the bridge circuit. 

In diagram 1 the ratio arms, a and b, are adjusted to have 
equal resistances, with 400 ohms in each arm. The “unknown” 
is shown as having resistance of 150 ohms. With the two ratio 
arms of equal resistances, the standard and the unknown must 
be made of equal resistances in order to balance the bridge. 
This is the same as saying that, to have equal potentials at both 
terminals of the indicator, there must be equal drops of potential 
in arm a and the standard, and equal drops in arm b and the 
unknown. The obvious way to attain this condition is to adjust 
the standard resistance until the indicator reads zero, then to 
read the resistance of the standard. The standard must be some i 
type of adjustable resistance which is accurately calibrated and 
graduated in units of resistance. 
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In diagram 2 of Fig. 5 there is a different unknown resistance. 
The two ratio arms still are of equal resistance values, each con- 
taining 400 ohms of resistance. The ratio of the resistances in 
these arms then is 4% 9, which is the same as ¥, or is a one-to- 
one ratio, Whenever the ratio arms are set for a one-to-one ratio, 
meaning that their resistances are of any equal values, the 
resistance of the unknown will be equal to the resistance to which 
the standard is adjusted. That is, when we have a one-to-one 
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Fig. 5.—Ratio arms, standard arms, and unknown arms on a bridge circuit. 


ratio of the ratio arms, we must also have a one-to-one ratio of 
the standard to the unknown. The ratio of the standard to the 
unknown always must be the same as the ratio of arm a to arm b 
in order to balance the bridge. Since the standard in diagram 2 
is shown as adjusted to a value of 450 ohms, the unknown re- 
sistance must be 450 ohms. 
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In diagram $ the ratio-arm switch has been moved to a 
position such that the resistance in arm a is 200 ohms, and in 
arm b is 600 ohms. Now the ratio a/b is 29% 9 or is 4%. Then the 
ratio of the standard to the unknown will have to be made 4% 
when the bridge is balanced. We adjust the standard to whatever 
value balances the bridge and makes the indicator read zero. 
Then the value of the standard resistance is proportional to 1, 
and that of the unknown is proportional to 3, because our present 
ratio is 144. The diagram shows the standard set at 150 ohms. 
Then the unknown resistance must be 3 times this standard 
resistance, or must be 450 ohms. 


Bridge Formulas or Equations.—In discussions of bridges the 
fundamental circuit often is shown as in Fig. 6, with the arms 
called a, b, c and d, with the indicator between two opposite junc- 
tions, and with the source between the other two opposite june- 
tions. If a and b are taken as the ratio arms, c the standard, and 
d the unknown the formula for determining the unknown value is, 


d=cxXb/a or Unknown = standard x b/a 


You will find that these formulas work out correctly when 
applied to any of the preceding diagrams on which resistance 
values are shown in numbers of ohms. If you enjoy experiment- 
ing with proportions and ratios begin with the equal ratios 


a/b = ¢/d from which, axd=bXe 


When you have worked out all the various modifications of 
these equations it will become clear that, 

1. Any two adjacent arms may be the ratio arms (a/b, a/c, 
b/d, c/d) but two opposite arms cannot be the ratio arms. The 
ratios may be written either side up (a/b can be changed to b/a, 
etc.) but inverting the ratio will interchange the standard and 
the unknown in the resulting formula. 

2. Any one arm may be taken as the standard, either adjacent 
arm may be taken as the unknown, and then the two remaining 
arms will be the ratio arms. 

3. When any two adjacent arms are taken as ratio arms, 
either of the remaining arms may be the standard, and the other 
will be the unknown. Which is standard and which is unknown 
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will depend on how the ratio is written or on which ratio term 
is above the line in the ratio fraction. 

Ratio Arms.—The ratio arm resistances and the control adjust- 
ment often are designed so that the value of the standard may 
be multiplied by various numbers or various fraction: to deter- 
mine the value of the unknown. Fig. 1 shows a ratio adjustment 
which, when turned to various positions, allows multiplying the 
adjusted standard value of fractions of 1/1000, 1/100 or 1/10, 
or by the whole numbers 1, 10, 100 or 1,000. 

Fig. 1 shows also a form of standard resistance consisting of 
three sections, each with ten values of resistance. These are called 
decade resistances or resistors. The left-hand decade is for 100’s 
of ohms, and may be set for 100, 200, 800, ete. The center decade 
is for 10's, and may be set for 10, 20, 30, ete, The right-hand 
decade is for units of 1 ohm each. Resistances in the three decades 
are in series, to form the total resistance for the standard. With 
the settings shown we have 6 hundreds at the left, 2 tens at the 
center, and 5 units at the right. Then the total is 600 ohms plus 
20 ohms plus 5 ohms, or is 625 ohms for the standard. The ratio 





Source 


Fig. 6.—The fundamental bridge circuit. 


is set at 1/10, which means to multiply the standard by 1/10. 
Then 1/10 of 625 ohms is 62.5 ohms, which is the resistance of 
the unknown with the adjustments of Fig. 1 and with the indi- 
cator at zero. Were the ratio set at 1/1000, with the same stand- 
ard resistance, the unknown would be 1/1000 of 625 ohms, or 
0.625 ohm. Were the ratio set at 1,000 the standard would be 
multiplied by 1,000, and the unknown resistance would be 625,- 
000 ohms. 
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The smallest unknown resistance which could be measured 
with the bridge of Fig. 1 would be equal to the smallest ratio 
(1/1000) multiplied by the smallest standard (1 ohm), and 
would be 0.001 ohm. The greatest unknown would be measured 
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Fig. 7.—Connections and resistance values for ratio arms. 


with a ratio of 1,000 and the maximum standard resistance of 
1,000 + 100 + 10 = 1,110 ohms, and would be 1,110,000 ohms 
or 1.11 megohm. 
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Fig. 7 shows several ways of switching resistors in ratio arms 
to obtain ratios from 1/1000 to 1,000. In diagram 1 the a arm 
consists of a single 1,000-ohm resistor, and in the b arm are seven 
resistors varying from 1 ohm to 1,000,000 ohms as shown. Any 
one of the b resistors is brought into the circuit by means of a 
7-point selector switch. With the switch at the top the ratio a/b 
is 1000/1, or is 1,000. With the switch in the position shown the 
ratio is 1000/10000, or 1/10. With the switch at the bottom the 
ratio is 1000/1000000, or 1/1000. 


In diagram 2 the ratio resistors are arranged in a single series 
string, with values in ohms as shown. Junction points between 
these resistors may be connected to the indicator through a 7- 
point selector switch. With the switch in the position shown the 
total resistance in the a arm is 2.0 + 17.8 + 162.0 = 181.8 ohms. 
The total resistance in the b arm is 818.2 + 818.2 + 162.0 + 17.8 

+ 2.0 = 1818.2 ohms. Resistance in the a arm is 1/10 of that 
in the b arm, so in this position of the switch the effective ratio 
for the bridge is 1/10. With the switch all the way to the left 
the ratio is 2/1998, or practically 1/1000. With the switch all 
the way to the right the ratio is inverted, and is 1998/2 or prac- 
tically 1,000. At the center position the ratio is 1000/1000 or is 
1-to-1. 

In diagram 3 the upper end of the indicator is connected to the 
rotor of a selector switch with which the contact ends of the 
rotor rest on two contacts at once, one being at the left and the 
other at the right, Thus the two connected resistors, one at the 
left and the other at the right, form the a and b arms for a given 
switch position. Resistance values are shown on the diagram. 
With the switch in the full-line position the ratio a/b is 90.9/ 909, 
which is a ratio of 1/10. With the switch in the broken-line posi- 
tion the ratio a/b is 990/9.9, which is a ratio of 100/1 or 100. 
The complete series of ratios extends from 1/1000 to 1,000, 

Slide Wire Bridge.—Instead of employing the conventional 
resistors for the ratio arms it is possible to use a single fairly 
long piece of high-resistance wire, such as Manganin wire, for 
this part of the bridge. Fig. 8 shows one arrangement of parts 
for such a slide wire bridge. The resistance wire is stretched 
alongside a scale divided into 100 equal parts. À key carrying a 
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knife-edge contact may be slid along a support so that the con- 
tact may be pressed against the resistance wire anywhere along 
the length of that wire. The portion of the wire on the left of 
the contact then forms the a ratio arm, and the portion on the 
right forms the b ratio arm. The standard and unknown arms, 
and the indicator, are connected as usual. 

With the scale carrying a double set of graduations, as shown, 
the value of the a arm is read from the upper graduations and 
the value of the b arm is read from the lower ones. With the key 
depressed to make contact at the position shown, the ratio is 
40/60. The standard resistance is shown here as having four 
steps, 1, 10, 100 and 1,000 ohms. The standard selector switch is 
set to place 10 ohms in this arm. The unknown resistance, con- 
nected at X, then is found by multiplying the standard (10 in 
this example) by the ratio (40/60 in this example). With set- 
tings shown the unknown resistance would be equal to 10 x 
60/40, which is 10 x 116, or is 15 ohms. Various modifications 
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Fig. 8.—Connections for one type of slide wire bridge. 


of this type of bridge are in use, Variations in resistance along 
the slide wire, and difficulty in making precise readings of the 
ratio fraction, make this type of bridge less accurate than other 
forms. 





118 MEASUREMENTS WITH BRIDGES 


Indicator for D-c Bridge.—The indicator which shows balance 
when current in the bridge arm is zero usually is a direct-current 
galvanometer for the d-c type of resistance bridge. A galvanom- 
eter is any instrument which indicates the presence or absence 
of current in a circuit, usually without indicating any exact quan- 
tity. For the bridge galvanometer we need a zero-center instru- 
ment, because the direction of pointer deflection will show 
whether the unknown resistance is more or less than the standard 
resistance. The zero-center galvanometer often is called a null 
indicator. 

Sensitive galvanometers may have full-scale deflections, either 
way from zero, with currents of from 10 to 50 microamperes. 
For less accurate readings of unknown resistances the gal- 
vanometer may have full-scale deflection with as much as a half 
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Fig. 9.—Methods of keeping excessive potential differences from the indicator. 


milliampere or one milliampere. The more sensitive the gal- 
vanometer, or the less the current for any given deflection, the 
greater the accuracy with which resistances may be determined. 
Accuracy of resistance determination is increased also by using 
more applied voltage from the source, for this causes greater 
detector deflection for any given unbalance of the bridge. 

If the resistance of the unknown differs widely from that of 
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the standard, as often will be the case when beginning a test, 
a very sensitive galvanometer would be thrown off scale and the 
pointer and movement might be damaged. Consequently, it is 
necessary to protect the galvanometer from excessive current 
until the bridge is brought nearly into balance. If a battery is 
used as the source, a switch may be arranged to apply the poten- 
tial difference from only one cell for beginning the test, then 
more cells may be cut in as the bridge approaches balance. 

There always should be a key or other type of switch of the 
momentary contact variety which keeps open the battery circuit, 
the galvanometer leads, or both, except during readings of the 
indicator. Then the indicator is not likely to be damaged while 
connections are being made and changed. 

Two ways of protecting the galvanometer are shown by Fig. 9. 
In the left-hand diagram there is a double-throw switch in the 
battery line, so arranged that resistor Rb is in series with the 
battery when the switch is in the “Start” position, and that the 
battery is connected directly to the bridge with the switch in 
the “Finish” position. Approximate balance is made with the 
resistor in series, and exact balance with the battery connected 
directly. There is a resistor Rg in series with the galvanometer, 
this resistor being cut out when the test key is pressed. The re- 
sistance at Rg might be from three to ten times the resistance 
of the galvanometer, thus permitting a deflection of one-third 
to one-tenth the amount which will occur when the key is pressed. 

In the right-hand diagram there is a resistor Rb in series with 
the battery on the "Start" position of a double switch having 
both sections operated together by one control. This battery re- 
sistor is cut out with the switch in the “Finish” position. The 
other section of the switch controls resistor Rg, which is a shunt 
for the galvanometer. In the “Start” position this shunt resistor 
is across the galvanometer, and is open circuited in the “Finish” 
position. 

Operating the Bridge.—The pointers of sensitive galvanom- 
eters often are locked in position by a clamp which must be 
released before tests can be made. The clamp usually is plainly 
marked, and is released by turning a knob, button, or lever. If 
the galvanometer pointer does rest exactly on zero with no cur- 
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rent in the instrument, set the pointer correctly by means of 
the zero adjuster. 

Some bridges have two key switches, one marked as controlling 
the battery, the other as controlling the indicator. Form the habit 
of closing the battery key first, then the galvanometer key, and 
of opening the galvanometer key before the battery key. This 
will prevent “inductive kicks’’ from subjecting the galvanometer 
to high potentials and currents when testing coils or other in- 
ductive elements in the unknown position. 

Time will be saved and accuracy promoted by taking the steps 
in operation of a bridge in an orderly manner. The following 
procedure applies in general to all bridges of usual construction. 

l. If the approximate value of the unit to be measured is 
known, adjust the standard, or the standard and the ratio, for 
this approximate value. Otherwise set the ratio at 1.0, or make 
both ratio arms of the same value and at about the middle of 
their range, and adjust the standard to the middle of its range. 

2. Close switches or keys in the positions which will give 
least deflection on the indicator. This would be the “Start” posi- 
tions in Fig. 9, or whatever positions give least sensitivity. Note 
whether the indicator pointer swings to the left or to the right. 

3. Vary the ratio in either direction and again close the keys. 
If the indicator swings still farther in the original direction, 
vary the ratio oppositely to the preceding change. Find the ratio 
with which there is the least deflection of the pointer when the 
keys are closed. 

4. Vary the standard in either direction and close the keys. 
If this causes a deflection greater than in the preceding test, vary 
the standard in the opposite direction. Find the setting of the 
standard which permits the least deflection. 

5. Shift the controls or key switches to their high sensitivity 
positions, which would be the “Finish” positions of Fig. 9. Make 
a final adjustment of the standard which gives the least deflection 
as the key is closed and opened. 

6. The value of the unknown now is found by multiplying the 
value of the standard by the ratio. 

The greatest accuracy is attained with the ratio at 1.0 or at 
one-to-one, and the accuracy decresses with greater or smaller 


MEASUREMENTS WITH BRIDGES 121 


ratios. When the ratio arms are separately adjustable it is de- 
sirable that their resistances be as nearly as possible the same 
as the standard and unknown resistances. When measuring very 
small resistances be sure to make good clean, tight connections, 
Otherwise the contact resistances may cause large errors. 


ALTERNATING-CURRENT BRIDGES 

Bridge methods are applied to the measurement of capaci- 
tance and inductance by employing a source of alternating poten- 
tial and current, and by using circuits in which the response is 
to capacitive and inductive reactances whose effects are trans- 
lated into the corresponding values of capacitance and induct- 
ance. Since the source furnishes alternating potential the balance 
indicator must be of a type which is actuated by such potentials. 

To prevent undesirable couplings the several elements of a-c 
bridges may be enclosed within individual Shields, and an overall 
shield may line the case of the instrument. The shield is grounded 
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Fig. 10.—Factors which affect measurements of inductance and capacitance. 


when this is convenient during operation. The control shafts for 
capacitors and resistors are connected to the shield. All of the 
resistors used in a-c bridges should be so constructed that they 
have but small inductance and small distributed capacitance. 
When we are measuring an inductance, as represented by its 
symbol, L, in Fig. 10, the accuracy of the results will be affected 
by the fact that the coil possesses resistance as well as inductance, 
the resistance being effectively in series with the inductance as 
shown by Rs. The coil has also more or less self-capacitance 
which, with connections used in bridge circuits, is effectively in 
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parallel as shown by Cp. When measuring a capacitance, as C 
of Fig. 10, accuracy will be affected by inductance of the con- 
ductors, which is effectively in series as shown by Ls, and also 
by the resistance, which is effectively in parallel with the capaci- 
tance as at Ep. 

At the rather low frequencies used for most bridge measure- 
ments the small capacitance of coils and the small inductance of 
capacitors have minor effects, but in order to obtain a balance 
when using resistors in other arms of the bridge it is necessary 
to compensate for the series resistance of coils and for the 
parallel resistance of capacitors. The compensating adjustments 
are one of the chief differences between d-c bridges and a-c types. 

To determine measured values of laboratory accuracy we 
would have to make allowances and computations for everything 
shown by Fig. 10 and, in addition, for the.series inductances and 





A-C Source 
Fig. 11.—A series resistance type of Fig. 12.—The balancing resistor may be 
capacitance bridge. placed in either of two arms. 


parallel capacitances of all the resistors and other conductors in 
the apparatus. In view of the accuracy tolerances in commercial 
capacitors and inductors used in radio receivers, it is not neces- 
sary to make such corrections unless greater than usual precision 
is required. 
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Capacitance Bridges.—Fig. 11 shows the elementary circuit of 
a type of capacitance bridge which is in general use. The ratio 
arms are a and b. Arm a is shown as being adjustable, although 
either or both of these arms might be of the variable resistance 
type. At least one of the adjustable resistors ordinarily would 
be a decade type. In the standard arm we have a calibrated varia- 
ble capacitor Cs in series with which is an adjustable resistor Rs. 
The unknown capacitance is connected at X. Because Rs is in 
series with the standard capacitance this bridge often is called 
a series resistance capacitance bridge. 

In balancing the bridge the adjustable resistor Rs is set to 
balance the resistance component of the unknown capacitance, 
the necessity for which was explained in connection with Fig. 10. 
The standard capacitor Cs is adjusted to balance the capacitance 
of the unknown unit. When the standard capacitor is a variable 
air-dielectric type its maximum capacitance may be about 500 
mmfd. In some bridges of this general style the standard is a fixed 
capacitor, often of about 0.05 mfd capacitance, and all balancing 
adjustments are made with the resistors. When only one ratio 
arm is adjustable the ratio of maximum to minimum resistance 
is about 1,000 to 1, with a maximum resistance usually running 
between 20,000 and 100,000 ohms. 

The value of unknown capacitance is found from this formula, 
assuming that the bridge has been balanced with both Cs and Rs 
set for minimum response of the indicator. 


Capacitance __ standard resistance a 
at X capacitance A resistance b 


The unknown and standard capacitances will be in the same 
units, microfarads or micro-microfarads. It should be noted that 
this formula involving capacitance is very different from one 
that would be used with a resistance bridge having the same 
relative positions of the arms. For capacitance we have the ratio 
a/b, but were the measurement of resistance the ratio would 
be b/a. 

Fig. 12 shows a form of series resistance bridge in which the 
balancing resistor R may be placed in series with either the 
standard or the unknown capacitance by means of the switch 
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Sw in series with the indicator. With this switch thrown to the 
right, resistor E is in series with standard capacitor S, and when 
thrown to the left the resistor is in series with the unknown 
capacitor. In order to permit a balance, resistor R will have to 
be placed in series with whichever of the two elements, standard 
or unknown, has the smaller resistance of its own. When balance 
cannot be attained with R in one arm it is switched over into 
the other arm. 






Indicator 





A-C Source Source 


Fig. 13.—Circuit diagrams for capacitance bridges. 


Another form of the series resistance bridge is shown at the 
left in Fig. 13. Comparison of this diagram with the one in Fig. 
11 will show that the only difference between the two is an in- 
tercharge of connections of the source and the indicator to the 
bridge arms. In Fig. 13 the two ratio arms, a and b, are across 
the indicator, while in Fig. 11 these two arms are across the 
source. The four arms of the bridge, and their relations to one 
another, are exactly the same in both diagrams. The formula 
for capacitance that is used with the bridge of Fig. 11 applies 
without any alteration to the bridge at the left in Fig. 13. 

The connections of the source and the indicator may be inter- 
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changed with any of the bridges without affecting the principles 
of the bridge and without making it necessary to change the 
formula which gives the unknown quantity. Which of the two 
possible connection arrangements is used depends on which will 
give the greater sensitivity, or on which will give the greater 
deflection of the indicator with a given potential from the source 
and the same degree of unbalance between standard and un- 
known elements. 

At the right in Fig. 13 is still another circuit arrangement 
for the same general type of bridge, but here there is no resistor 
in series with the standard, and the bridge cannot be called a 
series resistance type. Rather it is just the simplest kind of 


Co 


Indicator 





Source 


Fig. 14.—A Schering bridge for capacitance measurement. 


Source 


capacitance bridge, with resistances in both ratio arms, a and b, 
and with capacitances in both the standard and the unknown 
arms. Here there is no provision for balancing the resistance of 
the unknown, although there can be a balance for capacitance 
of the unknown, 

In Fig. 14 is shown a Schering type of capacitance bridge. The 
left-hand diagram shows the ratio arms, Ra and b, connected 
across the source, while the right-hand diagram shows the same 
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ratio arms connected across the indicator. The distinguishing fea- 
ture of this type of bridge is that the resistive component of the 
unknown capacitance, connected at X, is balanced by adjustable 
capacitance of capacitor Ca which is in parallel with resistor Ra. 
The standard is a calibrated variable capacitor S. Either Ra or b 
might be made the adjustable ratio arm, or, of course, both of 
these resistors might be made adjustable. 

The range of capacitance values which may be measured with 
bridges of the types shown most often runs from a minimum of 
1/10 to 5 micro-microfarads to a maximum of 100 to more than 
1,000 microfarads. 

Small values of capacitance sometimes are measured with a 
substitution method, as follows: The two ratio arms are made 
of equa] values, across the terminals for the unknown is con- 





Fig. 15.—Testing electrolytic capacitors on capacitance bridges. 


nected a capacitor whose value is known with small error or 
tolerance, and the bridge is balanced by adjusting the standard 
capacitor. Then the unknown, whose capacitance is to be meas- 
ured, is connected in parallel with the capacitor already con- 
nected to the terminals for the unknown. The bridge again is 
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balanced by adjustment of the standard capacitor. The difference 
between the second and first capacitance settings of the standard 
is equal to the capacitance of the unknown. 


The capacitance of electrolytic capacitors may be measured 
with capacitance bridges, while applying a polarizing voltage to 
the capacitor on test, by methods such as shown by Fig. 15. In 
the left-hand diagram the source of polarizing direct potential, 
shown as a battery, is connected in series with the a-c source. 
The d-c source is bypassed by a capacitor C having a capacitance 
of several microfarads, or whatever capacitance is required to 
have but small reactance at the frequency furnished by the a-c 
source. The electrolytic capacitor is connected between the X 
(unknown) terminals of the bridge in the usual manner, but 
with due regard to the polarities of the d-c source and this 
capacitor. 

In the right-hand diagram the polarizing voltage from B is 
applied right at the electrolytic capacitor, which is connected 
between the X terminals of the bridge. In series with the d-c 
source must be a resistance whose value is several hundred times 
the reactance of the electrolytic capacitor at the frequency being 
used on the bridge. Otherwise the d-c source would provide a low 
resistance in the X arm of the bridge. In series with the a-c 
source is connected a capacitor C whose capacitance is several 
microfarads. This capacitor is used only during tests of elec- 
trolytic units. Note that with either of the polarizing arrange- 
ments shown, one of the ratio arms, of the resistance type, is in 
such a position as to permit action of the direct polarizing poten- 
tial through the X arm of this ratio arm as they are connected 
across the a-c source. The right-hand arrangement may be 
adapted to other bridge connections provided the polarizing 
potential does not reach the indicator. 

Inductance Bridges.—An inductance of unknown value may be 
measured against a calibrated adjustable inductance in the com- 
mon type of ratio arm bridge with the arrangement shown by 
Fig. 16. The ratio arms are a and 5. Either or both may be ad- 
justable to provide various ratios. The standard calibrated ad- 
justable inductor is Ls. In series with the standard inductor is 
an adjustable resistor Rs which is used to balance the resistance 
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of the measured inductor, which is connected between the X 
(unknown) posts of the bridge. When both Ls and Rs have been 
adjustable for zero or minimum response of the indicator we 
use the formula, 


Unknown standard a 


inductance ~ inductance * b 


The fraction a/b is the ratio provided by the ratio arms. The 


.unknown and standard inductances will be in the same unit; 


microhenrys, millihenrys, or henrys. 





A-C Source 


Fig. 16.—An inductance bridge of the ratio arm type. 


The ratio arm bridge for inductance measurements requires 
an accurately calibrated variable inductor for the standard, or 
else several fixed inductors of known values which may be in- 
serted in the standard position. Inductors are not so easily cali- 
brated as are variable capacitors. Consequently there have been 
devised a number of types of bridge in which an unknown induct- 
ance may be measured by comparison with a standard capacitor 
rather than a standard inductor. In all of these bridges the value 
of measured inductance is proportional to the product of capaci- 
tance and resistance in the other three arms. Since the unknown 
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value is computed by multiplication rather than with a ratio, 
these bridges cannot be called ratio arm types. Usually they are 
called by the names of the men who first devised the connections 
used in the several types. 

Fig. 17 shows the principle of the Maxwell inductance bridge. 
The only difference between the two diagrams is the interchange 
of connections from the source and to the indicator. With either 
set of connections the current from the a-c source takes one path 
through resistance arm a and the unknown inductance at X, and 
another parallel path through the standard (Cs and Rs) and the 
resistance arm b. 

The standard arm contains a calibrated variable capacitor Ce, 
in parallel with which is an adjustable resistor Rs. Capacitor Cs 





A-c Source 


Fig. 17.—The Maxwell bridge for measurement of inductance. 


is used to balance the inductance of the unknown, and resistor Rs 
is used to balance the resistance of the unknown. It is necessary, 
in obtaining a balance, to manipulate Cs and Rs, also one or the 
other of the resistances at a or b. In some of these bridges Cs 
consists of two or more fixed precision capacitors, any one of 
which may be switched into the arms to provide certain multiply- 
ing factors, and either a or b have their control dials calibrated 
to read directly in henrys, millihenrys, or microhenrys. 
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When the bridge of Fig. 17 is correctly balanced for induct- 
ance of the unknown, by adjusting Cs, and for resistance of the 
unknown, by adjusting Rs, we may compute the inductance, the 
resistance, and the Q-factor of the unknown unit by using these 
formulas. 


Unknown L, = Cs in x a in ohms x b in ohms 


microhenrys microfarads 





Unknown L, _ Cs in a in ohms x b in ohms 
microhenrys micro-microfarads 1 000 000 
Unknown L, _ Csin &in ohms x b in ohms 

henrys microfarads 1 000 000 
Unknown R, _ & in ohms X b in ohms 

ohms i Rs in ohms 

Q-factor _ Csinmfd x Rs in ohms x testing frequency, cycl 

of unknown 159 155 


Fig. 18 shows the principle of the Owen bridge for measure- 
ment of inductance. Here again the unknown arm X is opposite 
the standard arm S, thus allowing comparison of the inductance 
at X with the capacitance at S. The standard, shown here as a 
variable capacitor, may be replaced with a fixed capacitor or 
with several precision fixed capacitors which are switched into 
the arm one at a time. 

In the a arm there is an adjustable resistor, which may be a 
decade type, and in the b arm there is an adjustable capacitor Cb 
in series with an adjustable resistor Rb. The unknown inductance 
(or really its reactance) is balanced by adjustment of Rb, and 
the effect of resistance in the unknown inductor is balanced by 
adjustment of Cb. The inductance formulas for the Owen bridge 
are like those for the Maxwell bridge if we use for Cs in the 
formulas the capacitance of S in Fig. 18, and use for b in the 
formulas the resistance of Rb in Fig. 18. 

The principle of the Hay bridge for measurement of inductance 
is shown by Fig. 19. Once more the standard and unknown arms 
are opposite each other. The inductor to be measured is con- 
nected between the X (unknown) posts. In the opposite standard 
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arm there is a variable capacitor Cs in series with an adjustable 
resistor Rs. Arms a and b are resistors, either or both of which 
may be adjustable. The unknown inductance is balanced by ad- 
justment of Cs, and the resistance of the unknown inductor is 
balanced by adjustment of Rs. This type of bridge is quite gen- 
erally used for measurement of coils whose inductive reactance 





A-C Source A-C Source 
Fig. 18.—The Owen bridge for inductance Fig. 19.—The Hay bridge for inductance 
measurement. measurement. 


is ten or more times their effective resistance at the testing fre- 
quency, or for work with coils having Q-factors greater than 
10 at the testing frequency. 

When computing inductance from values of resistance and 
capacitance taken on the Hay bridge it is necessary to consider 
the frequency of the operating potential applied from the a-c 
source. For the formula which follows the meanings of letter 
symbols are, 

Lz Unknown or measured inductance, microhenrys. 

a Resistance of a arm, ohms. 


b Resistance of b arm, ohms. 
Cs Capacitance of capacitor Cs, microfarads. 
Rs Resistance of adjustable resistor Rs, ohms. 
f Operating frequency or applied frequency, megacycles. 
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- a x b x Cs 
— 1-4 (6.2832 x Cs x Rs x f)? 


If a and b are taken as 100 ohms each, Rs as 10 ohms, Cs as 
0.001 mfd., and f as 1 megacycle, it will be found that the in- 
ductance Lz comes to about 9.96 microhenrys. 


Sources for A-c Bridges.—-Various types of alternating-current 
bridges are designed for operation at frequencies ranging from 
the 60 cycles, taken through a transformer from a power and 
lighting line, up to as high as 50 or more megacycles supplied by 
a radio-frequency oscillator. Buzzer oscillators and tuning fork 
oscillators often are used at frequencies between 500 and 2,000 
cycles. For audio frequencies up to 10,000 or more cycles the 
source often is a beat-frequency type of oscillator. For radio 
frequencies the source may be a modulated r-f oscillator. Higher 
frequencies are desirable for testing small capacitances and large 
inductances in order that the reactances of these units may be 
kept low enough to permit bridge currents and potential differ- 
ences sufficient for actuating the indicators. 

Indicators for A-c Bridges.—The indicator for use with a-c 
bridges often is one or a pair of high-impedance or high-resist- 
ance headphones connected between the indicator terminals 
shown on preceding diagrams. When headphones are used the 
source must provide a frequency within the range of clearly 
audible sounds, which, for most people, extends only from 200 
to 5,000 cycles. Balancing adjustments are made so that there is 
minimum sound from the phones. 

When measuring small capacitances or large inductances the 
small potential differences at the indicator terminals make head- 
phone detection quite difficult unless the source furnishes high 
power. Sensitivity may be increased as shown in Fig. 20. Here 
there is connected between the indicator terminals and the phones 
an audio-frequency transformer, with the high-impedance wind- 
ing connected across the indicator terminals, and the low-im- 
pedance winding to the phones. The transformer should have a 
shield between its windings, so that the shield may be grounded. 
The impedance of the winding on the phone side should match 
the impedance of the phones as nearly as possible at the fre- 
quency used for testing. 


Lx 
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Headphone indicators are not satisfactory where there is much 
surrounding noise. For this reason it is common practice to use 
for the indicator a rectifier type a-c voltmeter or microammeter, 
or else an electronic voltmeter, although neither of these is as 
sensitive as the phones when working in quiet places. Of course, 
if the source potential is not at audio frequencies, or is not modu- 
lated with audio frequencies, some form of visual indicator must 
be used instead of headphones. 





A-C Source 


Source 
Fig. 20.—Headphones connected fo a Fig. 21.—An amplifier tube in the indicator 
step-down transformer. circuit. 


The alternating potential differences appearing between the 
indicator terminals of the bridge may be amplified with one or 
more stages of amplification designed to operate at the testing 
frequency. Connection to the first amplifier tube is shown by 
Fig. 21. In the bridge arm are connected in series the blocking 
capacitor C and a volume-control type of voltage divider R. The 
slider is connected to the amplifier control grid, and the bottom 
of the resistor to the tube cathode. Required. sensitivity is ob- 
tained by slider adjustment. In the plate circuit of the first or 
following amplifier tubes may be a d-c current meter acting as 
the visual indicator. Electron-ray tubes often are used for the 
visual indicator of amplifier output. 
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Operation of A-c Bridges.—There are so many general types- 
of a-c bridges, and so many modifications of each type, that it 
would be impossible to give general instructions for operation 
which would apply to all of these instruments. The instructions 
which accompany the particular bridges should be followed. 

In general, the first step is to set the standard and the ratio 
arms or else the multiplier arms as nearly as possible for the 
approximate value of unknown capacitance or inductance, then 
place the source in operation or connect it to the bridge, and 
observe the indicator. Then the standard, usually a variable 
capacitor, is adjusted for minimum response of the indicator. 
Next, the adjustment should be made on the element which 
balances the resistance effect of the unit being measured. With 
some bridges these two adjustments have no effect on each other, 
while with other types it is necessary to work back and forth 
between the two adjustments’ until there is minimum or zero 
response of the indicator. With the bridge thus completely bal- 
anced the measured capacitance or inductance is determined 
from direct readings of the dials or else is computed from ap- 
propriate formulas. 


REVIEW QUESTIONS 


1. May the ratio arms of bridges be formed of resistances, inductances, 
capacitances, or combinations of these elements? 

2. What indicators are suitable for direct-current measurements, and what 
for alternating-current measurements with bridges? 

3. The fundamental bridge formula is a/b = c/d, with a and b the ratio 
arms, c the standard, and d the unknown. What is the formula for the 
unknown, in terms of the other values? 

4. Mention the principal parts of a slide-wire bridge and show how they 
are connected. 

5. Are bridge readings inherently more accurate with high ratios, low 
ratios, or ratios near one-to-one between the standard and the unknown? 

6. In simple types of bridges with resistance ratio arms would a capacitor 
be measured with the standard a resistance, a capacitor, or an inductor? 
What type of standard would be used when measuring an inductor? 

7. Explain some of the methods for compensating for resistance of capaci- 
tors and inductors when making bridge measurements. 

8. Describe one method for increasing the sensitivity or accuracy of null 
point determination with bridges operated from an alternating-current 
source. 


Chapter 6 
ANALYZERS AND MULTIMETERS 


The measuring instrument which probably is used more often 
than any other in television and radio servicing is variously called 
an analyzer, a multimeter, or a volt-ohm-milliammeter. This in- 
strument consists of a sensitive current meter of the moving coil 
permanent magnet type mounted on a case within which are re- 
sistance networks connected to selector switches or pin jacks 
which permit using the meter in various ways. 

One type of analyzer is pictured in Fig. 1. This particular in- 
strument is designed for measurement of either direct or alter- 
nating potentials in volts, direct currents in milliamperes and 
amperes, resistances in ohms and megohms, and a-f output in 





Fig. 1.—A Simpson analyzer for measuring various types of testing works, 
with several ranges for each kind of measurement. 
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decibels. By placing test leads in certain pin jacks it is possible 
to select the kind of value to be measured; potential, current, 
resistance, or output. The central rotary selector switch allows 
choosing any one of the several ranges which are available for 
measuring the different values. The upper left-hand switch de- 
termines the sensitivity for direct potential measurements, either 
' 1,000 or 20,000 ohms per volt, and makes necessary connections 
| for alternating potential measurements. The upper right-hand 
switch makes a preliminary adjustment for the measurement 
of resistance. 

The sensitivity of the meter movement in the analyzer illus- 
trated is 50 microamperes. The movement is suitably shunted 
for making current measurements, is used with suitable multi- 
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plier resistances for direct potential measurements, is used with 
an instrument rectifier for measurements of alternating poten- 
tial and of output, and with suitable shunt and series resistances, 


] 

] ES 

Fig. 2.—Meter scales for d-c volts and milliamperes, also for low and high resistances. 
| and a self-contained battery, for measurement of resistance, 
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Although all analyzers are designed for similar purposes, they 
may have many different scale arrangements, different ranges, 
and different sensitivities of the meter movement. Fig. 2 shows 
the dial of a meter in an analyzer which is arranged to measure 
direct potentials and currents, and to measure resistances on 
one scale reading from zero at the left to 500 ohms toward the 
right, and on a second scale reading from zero at the right to 
100,000 ohms at the left. 

Still another scale arrangement is shown by Fig. 3. Note that 
on any scale showing both alternating and direct potentials, the 
direct potential values are evenly spaced, while those for alter- 
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Fig. 3.—The a-c voltage scale always is slightly crowded near zero values. 


nating potentials are slightly crowded at the low end. This char- 
acteristic of rectifier voltmeters is explained in another chapter. 

Moving coil permanent magnet movements and their uses for 
measurement of direct currents and potentials, as well as their 
use in connection with instrument rectifiers for measurement 
of alternating potentials, have been explained in other chapters. 
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But the uses of such movements in a direct reading ohmmeter, 
and as a decibel meter, require some additional explanation 
before proceeding to examine the details of complete analyzers 
or multimeters. 

Ohmmeters.—An ohmmeter is any instrument for the direct 
indication of resistances in ohms or megohms. Ohmmeters used 
in laboratories and in some kinds of industrial work may 
utilize the principle of the resistance bridge, or may have a 
moving element carrying two “differential” coils. But the type 
of ohmmeter nearly always used in radio service work, as well 
as in many other pursuits, consists essentially of a current meter 
in series with a battery and a resistor, so arranged that the 
unit whose resistance is to be measured may be connected in 
series with these other parts. 

The elementary principle of the series resistance ohmmeter 
is shown by Fig. 4. The resistance of the meter movement is Rm. 
The series resistance is Rc. The battery potential difference is E. 
The resistance to be measured is connected at Rz. At the left 
chere is nothing connected at Rz, or there is "infinite" resistance 
at this point in the circuit. No current flows, and the meter reads 
zero current. 

In the center diagram of Fig. 4 there is direct conductive con- 
nection of negligible resistance at Ez; the Ra terminals are 
short circuited on each other. Resistance Rc, usually called the 
calibrating resistance, is of such value that the current now 
flowing causes full-scale deflection of the meter. The circuit 
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Fig. 4.—The principle of the series-resistance type of ohmmeter. 


ANALYZERS AND MULTIMETERS 139 


resistances are Rc and Am in series. The current corresponds to 
Ohm’s law, I = E / Re + Rm. 

At the right there is connected between the Rz terminals a 
resistance which is equal to the sum of Re and Rm. Now the total 
resistance in the circuit is twice as much as with the center 
diagram, the current is decreased to half its former full-scale 
value, and the reading on the meter is at center scale. With any 
greater resistance at Rx there will be less current in the circuit, 
and the meter will read toward the left from center-scale. With 
any less resistance at Rx there will be more current and the 
meter will read toward the right from center-scale. The meter 
scale may be graduated to read directly the number of ohms 
connected at Rx, and we have an ohmmeter. 

The deflection of the meter pointer, as a fraction of the deflec- 
tion for full scale at the right hand end, is given by 


Deflection _ Re + Rm 

fraction — Rx 

This formula assumes that the battery has zero resistance, 
which is not strictly the case. For more precise determination 
the term above the line on the right-hand side of the formula 
should be Rc + Rm + Rb, where Rb is the resistance of the 
battery. 

The ohms scale for the series resistance ohmmeter always is 
crowded at the high-resistance or low-current end, and is opened 
up at the other end. The uneven scale graduations are clearly 
shown in Figs. 1 to 3. 

With the simple circuit of Fig. 4 it is apparent that, as the 
battery discharges and furnishes lower and lower voltages, the 
currents for any given measured increase in resistance will 
become smaller and the ohms readings will become higher. 
Therefore, it is necessary to provide means which compensate 
for drop of battery terminal voltage. 

In some ohmmeters the moving coil movement is fitted with 
a magnetic shunt on the magnetic circuit, with provision for 
adjusting the position of the shunt from the outside of the case. 
Changing the magnetic shunt changes the sensitivity of the 
meter, and readings for a given measured resistance may be 
made to remain practically constant until battery voltage drops 
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to an unusable value. The magnetic shunt is adjusted while the 
terminals for the measured resistance are short-circuited, as 
at the center of Fig. 4. 

Fig. 5 shows a picture of an ohmmeter fitted with a magnetic 
shunt, also a diagram of the internal connections for the 5,000- 
ohm and 50,000-ohm ranges. On the 5000-ohm range resistors 
R1 and R2 are in series with the movement, with R3 in parallel 
with the movement and the other two resistors mentioned. On 
the 50,000-ohm range £1 and R4 are in series between the move- 
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Fig. 5.—A Weston ohmmeter and its internal connections. 


ment and the external terminal, with R2 and E3 connected 
together in series and acting as a shunt across the movement 
and R1. 

At the left in Fig. 6 is shown another method of compensating 
for drop in battery terminal voltage. Here there is an adjustable 
shunt resistance across the meter movement. The adjustable 
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shunt consists of fixed resistor Ra and of variable rheostat Eb. 
With a new battery the slider on the variable resistor will be 
toward the left, reducing the shunt resistance and diverting more 
current from the meter. As the battery becomes weaker the 
slider is moved toward the right, increasing the shunt resistance 
and forcing more current through the meter movement. The 
shunt is adjusted while terminals Rx are short-circuited on each 
other, with the adjustment made to bring the meter pointer 
exactly to the right-hand end of its scale. This adjustment is 
made at the beginning of each measurement of resistance. 

The sum of resistances Ra and Rb is made equal to five or 
more times the meter resistance, Rm, with most of the shunt 
resistance in the fixed unit, Ra. 

The value required for the calibrating resistance Re is found 
thus. 


Re _ battery volts — — effective parallel resistance 


ohms full-scale amps of meter and shunt 


Note that full-scale meter current for this formula is in 
amperes, not milliamperes, when the resistance of Re is deter- 


Rx 





Resistor 





Fig. 6.—A resistance shunt for an ohmmerer (left) and a method of increasing 
the measurement range (right). 


mined in ohms. If the meter movement resistance were 60 ohms, 
for an example, and the resistance of Ra plus Rb were 300 ohms 
with Rb at the center of its adjustment, the effective parallel 
resistance of meter and shunt would be 50 ohms. If the meter 
were l-milliampere type the full scale amperes would be 0.001 
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ampere. Assuming the use of a single dry cell delivering a nom- 
inal] 1.5-volt potential difference, and placing the assumed values 
in the formula, we would have, 


Re 1.5 
ohms 0.001 
The resistance indicated at half-scale on the meter always will 

be equal to the sum of the resistances of the calibrating resist- 
ance, the meter as shunted, and the internal resistance of the 
battery. Neglecting the battery resistance, as is done in the 
preceding formula, the half-scale or center-scale reading for the 
ohmmeter having the 1450-ohm calibrating resistance would be 
1,500 ohms. 

In general, when the calibrating resistor is of correct value to 
allow full-scale deflection of the meter with the Rz terminals 
shorted, the half-scale resistance reading may be found from 
dividing the number of battery volts by the full-scale current in 
amperes. By figuring out a few combinations of volts and am- 
peres you will discover that for measurement of higher resistances 
it is necessary either to decrease the full-scale current by using 
a more sensitive movement or to increase the battery voltage. 
Conversely, to measure lower resistances with this series re- 
sistance ohmmeter, it is necessary to use a movement having 
greater full-scale current or else to use less battery voltage. Since 
a single dry cell gives about 1.5 volts we are limited as to reduc- 
tion of battery voltage, and, for low resistance measurements we 
must use less sensitive movements. For measurement of high 
resistances it is common practice to use dry cell batteries of 
2215 volts or greater potential differences, and to use movements 
having sensitivities down to 100 microamperes or less. With 45 
volts and a 50-microampere movement the half-scale reading 
would be for 900,000 ohms. 

The range of an ohmmeter of the series resistance type may 
be increased as shown at the right in Fig. 6, placing in series 
with one of the leads an extra resistor and an extra battery 
whose voltage is enough to permit adjusting the meter pointer 
to zero ohms with the leads short-circuited at Rx. Using an extra 
resistance equal to the resistance reading at half-scale will double 
the range in ohms, and adding any greater number of times the 
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center-scale resistance will increase the range by more than the 
same number of times, provided enough extra battery voltage 
is added to permit zero adjustment. For instance, if the center- 
scale reading is 4,500 ohms, adding 4,500 ohms will make the 
center-scale reading correspond to 9,000 ohms. Adding four times 
the original 4,500 ohms, or 18,000 ohms, will increase the range 
by four plus one times, or by five times, and the center-scale 
reading will correspond to 22,500 ohms. 

An ohmmeter circuit arranged for measurement of small re- 
sistances is shown by Fig. 7. The battery E, calibrating resist- 
ance Re, and meter are in series with one another, with the zero- 
adjusting shunt resistors Ra and Rb connected across the meter 





Fig. 7.—An ohmmeter with which the measured resistance is placed in parallel 
with the meter movement. 


as in preceding diagrams. But instead of connecting the meas- 
ured resistance in series with the ohmmeter circuit it is con- 
nected in parallel with the meter so that the measured resistance 
acts as a shunt on the meter. With this arrangement, the smaller 
the resistance at Ra the more of the meter current will flow 
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Fig. 8.—A typical scale for a shunt-resistance type of ohmmeter. 
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through Ez and the less through the meter movement. Then we 
have an ohms scale with low resistances toward the left or at 
the low current end, and with resistances increasing toward 
the right. 

A scale for this shunt resistance type of ohmmeter is shown 
by Fig. 8. The resistance scale here is placed above a uniformly 
graduated scale showing current in the meter and its zero-ad- 
justing shunt resistors. This particular scale would fit an ohm- 
meter of the following construction. Movement having full-scale 
deflection at 5 milliamperes and internal resistance of 12 ohms, 
with zero adjusting shunt of 48-ohm resistance. The battery 
would be assumed to deliver a 4.5-volt potential difference. The 
calibrating resistance would be 893.4 ohms. 

The battery circuit in the shunt resistance ohmmeter must be 
kept open by a switch except during resistance tests. A press- 
button or key switch of the momentary contact type would be 
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Fig. 9.—A shunt-resistance scale (top) and a series-resistance scale (bottom) 
for the same instrument. 


used. Fig. 9 shows a shunt resistance scale placed above a series 
resistance scale. Resistances from 149 ohm to 10 ohms would be 
measured with the shunt arrangement, reading the upper scale; 
the resistances from 10 to 1,000 ohms would be measured with 
the series arrangement and read on the lower scale. 

When using an ohmmeter of the types which have been de- 
Scribed, always short-circuit the external terminals and adjust 
the pointer for zero ohms before making measurements. Accu- 
rate readings depend on the precision with which this adjust- 
ment is made. When the ohmmeter cannot thus be adjusted to 
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zero it is time to replace the battery or batteries with new ones. 

To make accurate measurements of resistances it is advisable 
to work between one-quarter and three-quarters of the distance 
across the scale. Accuracy is best near the center of the scale, 
and when several ranges are provided it is well to use the one 
which permits most of the readings to be taken near center- 
scale. Measurements at the left-hand end of the scale, or at the 
low-current end, suffer from inherent inaccuracy of the meter 
which, as you will recall, usually increases in percentage of the 
actual reading when moving away from the full-deflection end 
of any scale. With a series-resistance ohmmeter, readings at the 
left-hand end of the scale are too crowded for accuracy, and with 
a shunt resistance type the readings are too crowded at the 
right-hand end. 

Never let your fingers touch the metallic part of prods or clips 
while making measurements, this because the rather low resist- 
ance of your body then shunts the leads and makes readings of 
high resistances most inaccurate. 

If the unit whose resistance is being measured is connected 
into a radio circuit be sure to shut off the power before making 
tests. If capacitors are to be checked for leakage resistance, make 
sure that they are discharged by short-circuiting their terminals 
before applying the ohmmeter. This applies especially to power 
supply filter capacitors. 

When testing electrolytic capacitors for leakage connect the 
negative terminal of the capacitor to the ohmmeter terminal or 
lead which goes to the negative end of the ohmmeter battery. 
The voltage ratings of most electrolytics are higher than volt- 
ages of batteries used in ohmmeters, but the voltage relations 
are worth considering if there is any doubt. 


Output Meters.—Output meters which are constructed as sep- 
arate instruments ordinarily are rectifier type a-c voltmeters 
with their scales graduated in volts, in decibels, or in both units. 
The meter is arranged to have a resistance or impedance of at 
least four or five thousand ohms, so that when connected to a 
circuit whose output is to be measured the meter will not have 
too much short-circuiting effect and will not unduly affect the 
impedance of any line to which connected. Output meters are 
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provided with selector switches that permit measurements in 
any of several ranges of voltages or decibels. 

In order that the impedance of the output meter may remain 
practically constant when the various voltage or decibel ranges 
are used, many of these meters have in their range shifting cir- 
cuits combinations of resistors such as shown by Fig. 10. At the 
left there is a voltage divider much like some radio volume con- 





Fig. 10.--Constant impedance range-shifting circuits for output meters. 


trols, with the ends of the resistor connected to the input ter- 
minals, and the slider and one end of the resistor connected to 
the meter. The total resistance of the divider remains across the 
input while the portion of the voltage applied to the meter is 
varied. i 

In the center diagram there are two resistance arms with a 
single slider. As the slider is moved the sum of the resistances 
across the input does not change, this sum being equal to the 
resistance from a to the slider plus the resistance from the slider 
to b. But the resistance shunted across the meter is only the 
portion between the slider and b, which increases with upward 
movement of the slider, and decreases with downward movement. 

In the right-hand diagram there are three resistance sections 
and a three-armed contact member. When the three-armed rotor 
in the position shown there is in series with the meter one sec- 
tion of the resistances in arms a and b. As the rotor is turned in 
the direction of the arrows more of the series resistances a and b 
are cut in, while all of the resistance in arm c is placed in parallel 
with the meter. The final movement of the rotor cuts in all of 
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the series resistances a and b, and cuts out part of the parallel 
resistance from arm c. 

When there is direct current along with the alternating cur- 
rent in the circuit tested, as is the case with plate circuits and 
some others, and when it is desired to measure only the alter- 
nating voltage or output, a capacitor must be connected in series 
with the meter to block the direct current. The series capacitance 
should be at least one-tenth microfarad for audio-frequency 
measurements, and often is as much as two microfarads, with 
a rated voltage of 600 or more. In some output meters and in 
some analyzers there are two terminals or pin jacks for alter- 
nating potential measurements, one of these having in series a 
blocking capacitor used when direct current is to be kept out of 
the meter. As frequency in the measured circuit becomes lower, 
the reactance of the blocking capacitor increases, and at some 
of the lower frequencies this may cause serious errors. 

Fig. 11 shows an output meter with a scale graduated in 
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Fig. 11.—A decibel scale used on a rectifier type a-c voltmeter. 
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decibels. Generally similar scales appear on some of the preced- 
ing pictures. These scales read decibels “down” or minus, or 
read losses below zero, and read decibels “up” or plus, indicating 
gains, above zero. The zero point on the scale, or the zero voltage 
level, usually is based on a power of 6 milliwatts (0.006 watt) 
in either a 500-ohm line or else in a 600-ohm line. In any case 
the number of volts at zero decibels is equal to the square root 
of the product of line ohms and watts. For example, with a 500- 
ohm line and 6 milliwatts or 0.006 watt we have, 


Volts for 
zero db 


Making a similar computation for 600 ohms and 0.006 watt 
would show 1.987 volts as corresponding to zero decibels. The 
voltages for 500-ohm and 600-ohm lines usually are specified as 
1.78 and 1.90 volts, the latter value appearing on the scale of 
Fig. 11. 

When measurements are made on lines or loads having re- 
sistances or impedances other than the 500 ohms or 600 ohms 
for which decibel scales are graduated it is necessary to add to 
or subtract from the meter indication the numbers of decibels 
listed in the accompanying table. 


= y 500 x 0.006 = y 3 = 1.732 volts 


CORRECTIONS FOR DECIBEL READINGS 


Actual line Calibration Actual line Calibration 
impedance 500 ohms 600 ohms impedance 500 ohms 600 ohms 
50ohms +10 + 10.8 400 ohms + 0.97 + 1.76 
75 ohms + 8.14 + 9 500 ohms + 0.79 

150ohms + 5.23 + 6 600 ohms — 0.79 
200ohms + 4 + 4.77 10000hms —8 — 2.22 
300 ohms + 222 + 8 2000 ohms —6 — 5.23 


When several ranges may be used for a meter graduated in 
decibels, the basic range or the “one-to-one” range is read di- 
rectly from the meter scale, but with other ranges in use it is 
necessary to add to or subtract from the scale readings certain 
numbers of decibels. These numbers of decibels to be added or 
subtracted usually are shown on the positions of the range se- 
lector switch or on the pin jacks used for the several ranges. 
On the analyzer pictured by Fig. 12 the pin jacks used for decibel 
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measurements are in the upper horizontal row. Above each jack 
is shown the number of decibels to be added to the meter indica- 
tion when that jack is used for a test lead. The addition is 
algebraic. That is, when the meter indication and correction are 
both positive the addition is made in the usual way, as + 4 on 
the meter and + 20 on the jack would mean + 24 decibels. But 
were the meter reading — 6, for example, and the jack number 
+ 20, the number 6 would be taken away from 20 to give the 
output as + 14 decibels. 





Fig. 12.—An RCP Multitester for measurement of a-c and d-c potentials, d-c currents, 
resistances, and output decibels, (Radio City Products Co.) 


On the output meter of Fig. 18 the decibel additions and sub- 
tractions for the meter scale indications are shown at the various 
positions of the rotary range selector switch that is on the panel 
below the meter. 

D-c Volt-ohmmeter.—Fig. 14 shows internal connections for 
one type of combination multi-range d-c voltmeter and ohm- 
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meter. To the left of and below the meter is a two-position switch 
which is set at the “VM” position when the instrument is to be 
used as a voltmeter, and at “RES” when it is to be used as an 
ohmmeter. External test connections are made by inserting the 
tips of test leads in pin jacks arranged in two rows across top 





Fig. 13.—A Weston power level meter having 20,000 ohms constant impedance, 
and reading in volts and decibels. 


and bottom of the panel. For voltage tests one lead is placed in 
the negative jack, and the other in the jack marked with the 
maximum voltage of the range desired. Correct connection po- 
larity should be observed, connecting the positive of the measured 
source to positive of the meter, and negative to negative. 

When used as an ohmmeter the “Battery Adjustment" rheo- 
stat and series resistor are connected across the meter terminals 
to permit setting the meter pointer to zero ohms while short- 
circuiting the resistance pin jacks for any range. For resistance 
measurements one test lead is placed in the X jack and the other 
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lead in the jack for the range to be used. The 4.5-volt dry cel! 
battery is in series with the X jack. When the E jack is used the 
resistance is read directly from the meter scale. With the R x 10 
jack the seale readings are to be multiplied by 10, and by 100 or 
1000 when the other jacks are used. 
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Fig. 14.—Internal connections for one type of multi-range Weston volt-ohmmeter. 


AC-DC Volt-milliammeter.—Fig. 15 shows internal connections 
for one style of combination multi-range instrument for measure- 
ment of d-c volts, a-c volts, or d-c milliamperes. The full-wave 
bridge type instrument rectifier used for a-c voltage is shown 
below the meter. Below the rectifier is a thrée-pole double-throw 
switch that is placed in the DC position (all three contact arms 
upward) for d-c voltage measurements with the meter connected 
to multiplier resistors without the rectifier in circuit. Moving 
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this switch to the AC position places the meter across the rectifier 
output, connects one rectifier input terminal to the negative pin 
jack at the lower right, and connects the other rectifier input 
terminal in series with multiplier resistors and the upper positive 
pin jack which is used for voltage measurements. 

The range switch has eight positions for connection to meter 
shunts Ra, Rb and Rc for d-c milliampere measurements, and to 
multiplier resistors Rd, Re and Rf for both d-c and a-c voltage 
measurements. Current measurements are made by using the 
negative pin jack and the lower positive jack. With the range 
switch at 1 the meter is not shunted and would read smallest 
currents. At 2, 3, and 4, shunts of successively lower and lower 





Fig. 15.—Connections for a multi-range volt-milliammeter. 


resistances are placed across the meter to permit reading greater 
and greater currents by multiplying the scale indications. With 
the range switch at 5 the meter, or meter and rectifier, are in 
series with all three multipliers, Rd, Re and Rf, to permit meas- 
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urements in the highest voltage range. At position 6 only Re and 
Rf remain in series, at 7 only Rf remains in circuit, and at 8 
there is no multiplying resistance and we would have a milli- 
voltmeter. At position 1 the meter is not shunted, and will in- 
dicate its normal current. With the circuit of Fig. 15 we have 
four ranges for d-c volts, four for a-c volts, and four for current. 

On all a-c voltage ranges found in analyzers the sensitivity 
usually is no greater than 1,000 ohms per volt, although the d-c 
voltage sensitivity may be greater. The limited a-c voltage sensi- 
tivity is selected because it permits enough current in the in- 
strument rectifier to avoid the effects of the high and varying 
rectifier resistance which occur with small currents in the rec- 
tifier. The variation of rectifier resistance with rectifier current 
was explained in connection with the general characteristics of 
such rectifiers. When higher sensitivity is provided for d-c voltage 
measurements the d-c movement will have full-scale deflection 
with currents of 500 down to 50 or fewer microamperes, and will 
be used with suitable multipliers for d-c voltages. To reduce the 
sensitivity for a-c voltage measurements, and thus allow more 
current in the rectifier, the movement is shunted with a suitable. 
value of resistance. 

Analyzer Circuits.—Fig. 16 shows the internal connections of 
the analyzer pictured by Fig. 12. The meter movement is of 200 
microampere sensitivity. At the left of the meter is shown the 
two-position switch which is moved to the upper point for re- 
sistance measurements, and to the lower point for all other 
measurements. The “Zero Ohms” adjusting resistor is in series 
with the “Ohms” position of the switch. 

Pin jacks shown in the upper row on the diagram are used 
for current measurements. The “Common” jack at the right-hand 
end of this row is the common negative jack for all current ranges 
and for all d-c voltage ranges, and is the common jack for one 
test lead used for all a-c voltage ranges. 

The common jack for all resistance ranges is the one marked 
"Ohms." Using this jack and the R jack at its left allows reading 
ohms directly on the meter scale. Using the R x 10 jack or others 
toward the left requires multiplying the scale readings by the 
factors shown under the other jacks. Note that there is a single 
1.5 volt dry cell in series with the “Ohms” jack, and that in series 
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with the "R x 1000" jack there is an additional 3-cell 4.5-volt 
dry battery which provides the necessary higher potential for 
measuring high resistances. 

The rectifier used in this analyzer is a half-wave germanium 
crystal diode type which permits a-c and decibel measurements 
at frequencies up to 50 kilocycles with good accuracy. 
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Fig. 16.—Internal connections of one type of RCP Multitester. 


Fig. 17 shows the internal connections for an analyzer de- 
signed to measure direct and alternating currents and potentials, 
also resistance, and all of these in several ranges. On the panel 
of the instrument are eight plug jacks which, in the diagram, 
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Fig. 17.—Internal connections and switching for a Triplett volt-ohm-milliammeter, 
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are shown across the top and at the upper right-hand side. The 
test leads are placed in various pairs of these jacks; which pair 
depending on the kind of value to be measured. 

The ranges for the several kinds of measurements are con- 
trolled by a 20-position four-section rotary switch. The rotor and 
the contact positions for each of the four sections are represented 
by four vertical rows of circles extending downward from four 
top cireles numbered 1, 2, 3 and 4 from left to right. It is to be 
assumed that, as the selector switch is rotated, contacts from 
these numbered circles pass downward successively over all of 
the circles below each of them. On the left-hand side of the 
diagram are shown the positions of the range selector switch. 
At the top is indicated the position (of the contacts 1, 2, 8 and 4) 
for the 1000-volt a-c range. For this one range the numbered 
contacts are shown connected by arrowheads to the four points 
immediately below. On the next lower position of the selector 
switch, for the 500-volt a-c range, the arrowheads would be 
assumed to move downward to the four points next below, and 
with following movements of the selector switch the contacts 
would move downward onto the four points opposite each of the 
ranges shown at the left. 

The meter movement is shown at 7 on the diagram. The rec- 
tifier unit, which is a replaceable plug-in assembly, is shown 
at 2. At 3 is shown the 1.5-volt dry cell used when measuring 
resistances in the ranges having maximums of 4,000 and 49,000 
ohms, while at 4 is shown the 22.5-volt dry battery used for the 
ranges of 4 and 40 megohms. At 7 is shown the adjustable re- 
sistor used for bringing the meter pointer to zero ohms at the 
beginning of resistance tests, this unit being in series with fixed 
resistor 29. All of the remaining resistors are shunts, multipliers, 
and calibrating units. 

Fig. 18 shows connections to the jacks for the various kinds 
of measurements. The common (COM) jack always is used for 
one of the test leads. As shown by the diagram at the upper left, 
most measurements are made by using the common jack and 
the one at its right, marked DCV-ACV-OHMS. The four jacks 
in a vertical row at the right are used for measurements of 
alternating current. These jacks connect to taps on the primary 
or input winding of the transformer shown at 8 in Fig. 17. The 
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secondary of this transformer connects to the instrument 
rectifier. 

Fig. 19 is a picture of another multi-range tester with which 
various combinations of jacks and selector switch positions are 
used for making a variety of measurements. The circuit diagram 
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Fig. 18.—Connections to the jacks of the Triplett volt-ohm-milliammeter. 


for this tester is shown by Fig. 20. On the panel are eight jacks, 
three on each side of the meter and two in each of the lower 
corners. All of these jacks are shown at the bottom of the dia- 
gram. There are three adjustment or selector knobs or pointers 
across the panel. The one at the left is for making the zero ohms 
setting at the beginning of resistance measurements. The ad- 
justable resistor for this purpose is R25 at the upper right in the 
diagram. The center pointer operates the range selector switch 
which is represented in the diagram by the four horizontal rows 
of 12 contacts each. The rotors which are moved over the con- 
tacts as the switch is moved from position to position are repre- 
sented by the arrowheads touching the left-hand contacts in each 
row. The right-hand pointer on the panel controls the circuit 
selector switch that is shown on the diagram, enclosed by a 
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broken line, at the lower left. This is a three-position four-section 
switch for which the four rotors are represented by four arrow- 
heads in the diagram. 
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Fig. 19.—A multi-range tester with two selector switches and zero ohms adjuster 
on the panel. (Precision Apparatus Company) 


The meter M1 has a 50-microampere d-c movement. The rec- 
tifier X1 for a-c measurements is shown below the meter. Resist- 
ors R7, R13 and R32 are calibration units which are sealed after 
the factory adjustment. The 1.5-volt dry cell.used for low-resist- 
ance measurements is at B1, and the additional 22.5-volt battery 
for high-resistance measurements is at E2. 
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The accompanying table shows the pair of jacks that are used, 
and the settings of the two selector switches, for measurements 
of various kinds and ranges of potentials, currents and resist- 
ances. The left-hand column lists the kinds of measurements 
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Fig. 20.—internal connections of the Precision Apparatus multi-range tester. 


made. Voltmeter sensitivities are given in the second column for 
the jack combinations and selector switch settings listed on the 
same horizontal lines. The third column lists maximum values 
of potentials, currents, and decibels which may be measured with 
the given settings and jacks. The jacks to be used are given the 
same names as appear on the picture in Fig. 19. 
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The pictures and circuit diagrams shown in this chapter illus- 
trate some of the general practices followed in the design and 
construction of analyzers and combination multimeters. It is 
possible to utilize the general principles with a great variety of 
tests made by any given instrument, and in the ranges of meas- 
urement which are made available. 


Analyzer Operation.—When using an analyzer or multimeter 
for trouble shooting on radio apparatus it is usual practice to 
commence by measuring the voltages in heater or filament cir- 
cuits, plate circuits, screen circuits, and control grid cireuits. 
Service instruction diagrams furnished by manufacturers often 
show the voltage measurements which are normal at various 
points, otherwise it is possible to get fairly good ideas of normal 
voltages by noting the types of tubes and referring to tube 
specification or characteristic tables. If voltages are abnormal 
in only one or two stages, or only in certain sections of the 
apparatus, and are normal or close to normal elsewhere, only 
these sections need be checked. But if all voltages are high, or 
all are low, the power line, power transformer, or the d-c power 
supply should be checked. This means commencing with a meas- 
urement of line voltage, then following through the power supply 
system until reaching the voltage divider or the voltage dropping 
resistors connecting to the several tube circuits. 


Voltage tests are made while the line or battery power is being 
applied to the receiver, amplifier, or other apparatus. Measure- 
ments of current in any of the tube circuits requires opening a 
connection for insertion of the current meter in series, The power 
always should be shut off while making the meter connections, 
then turned on while taking readings. 


When measurements of voltages, and sometimes of currents, 
have shown the part of the apparatus in which trouble exists, 
it is usual practice to use the ohmmeter for checking resistance 
of resistors and windings, for checking capacitors for leakage, 
for locating short circuits and accidental grounds, and for locat- 
ing abnormally high resistance at connections, or completely 
opened circuits. Ohmmeter tests are made while the power is 
shut off. Whether resistance can be measured in a certain unit 
without disconnecting one side or the other of that unit from its 
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circuit depends entirely on whether there are in parallel with 
that unit any paths wherein testing current from the ohmmeter 
might flow to give erroneous indications. Often it is quicker to 
disconnect a suspected part than to figure out whether its re- 
sistance may be correctly measured without disconnection. 

It is obvious that a circuit diagram or wiring diagram of the 
troublesome apparatus will be of great help in any case. With 
apparatus having complicated or unfamiliar circuit and wiring 
arrangements a diagram is a practical necessity. 

With multi-range meters always commence testing with the 
highest range unless you are certain that voltage or current will 
not exceed some certain range. There seldom is any such cer- 
tainty with a circuit which is giving trouble. Having determined 
the current or voltage maximum, turn off the power and shift 
to the range which will suit the conditions. It is best to select 
a range with which measurements may be made in the upper 
half of the meter scale, thus avoiding the increasing percentage 
error which occurs with lower readings, 

When measuring currents try to make connections of correct 
polarity between circuit and test instrument. That is, connect 
positive to positive and negative to negative. Ordinarily a d-c 
meter will not be damaged by a reversed current which is no 
greater than the full-scale current in the correct direction unless 
the reversed current is applied so suddenly as to bend the pointer. 

Always examine the meter pointer before the instrument is 
connected or turned on to note whether the pointer stands as 
zero current or voltage point, and make a zero adjustment if 
necessary. Always check the reading for zero ohms, usually by 
short-circuiting two resistance terminals, before making resist- 
ance measurements. 


When using voltmeters of high sensitivity, such as 20,000 ohms 
per volt, make certain that insulation between terminal or jack 
connections is clean and dry. Otherwise the lowered surface re- 
sistance will shunt the meter and cause incorrect readings. Sur- 
face leakage should be prevented also between connections at the 
part tested. It must be kept in mind that the potential difference 
indicated by any voltmeter, no matter how sensitive, will be less 
than the potential difference existing without the meter con- 
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nected. The greater the meter sensitivity or resistance the less 
will be this error. Most a-c voltmeters of the rectifier type read 
somewhat lower than true potential differences between the 
meter terminals at frequencies higher than eight to ten kilocycles. 


When an analyzer provides a choice between two d-c voltage 
sensitivities, one of 1,000 ohms per volt and one higher than 
this, the 1,000 ohm per volt sensitivity is used in connection with 
service instructions or service diagrams which show point-to- 
point voltages determined with a meter of this sensitivity. So 
long as the test information is based on measurements with a 
given sensitivity, a meter of the same sensitivity must be used 
if actual measured voltages are to be compared with the service 
data. Using a meter of much greater sensitivity would give read- 
ings which actually would be more nearly in line with voltages 
existing in the tested circuit under normal operating conditions 
(with no meter connected), yet such readings might be mislead- 
ing when compared with those listed for service work. 


Many analyzers and multimeters have voltage ranges extend- 
ing to several thousands of volts, such high ranges being needed 
when checking certain circuits in television receivers and in 
transmitting apparatus. Work with high voltages is dangerous 
unless certain precautions are taken. As previously mentioned, 
test connections should be made only while power is turned off, 
and only after all high-voltage capacitors have had both ter- 
minals short-circuited to ground to make certain that these 
units are discharged. Even when these precautions are taken, 
connections should be made by using only one hand at a time. 
Hands and shoes must be dry. If a floor is damp it should be 
covered with a clean, dry board or other good insulation. 


High-voltage circuits should not be worked upon unless there 
is at hand an accurate wiring diagram plainly indicating the 
locations of all high-voltage terminals and other units. It is 
advisable to make a good conductive connection from the metal 
panel of any service instrument to an effective ground, such as 
a cold water pipe. This will prevent accumulation of dangerous 
Static charges on the panel. When working with television ap- 
paratus or other cathode-ray devices having the positive of the 
power supply grounded to the chassis, external ground connec- 





164 ANALYZERS AND MULTIMETERS 


tions which are made either directly or through capacitors should 
be disconnected before proceeding with tests. All bypass and 
other capacitors should be assumed to retain high-potential 
charges, and should be discharged as mentioned above. 


s 


REVIEW QUESTIONS 


What properties usually are measured by an analyzer; volts, henrys, 
milliamperes, microfarads, ohms, or what others? 

In an ordinary multi-Crange ohmmeter will measurement of higher re- 
sistances require more or less battery voltage, more or less series re- 
sistance, assuming that the meter and its shunting remain unchanged? 
Which is more suitable for measuring small resistances, a series-resist- 
ance or a shunt-resistance type of ohmmeter? 

Is an output meter or decibel meter a d-c type or an a-c type? 

Which voltage ranges of an analyzer usually have greater sensitivity in 
ohms per volt, the d-c ranges or the a-c ranges? 

When making service tests with an analyzer in what order are the fol- 
lowing measurements usually made; currents, voltages, resistances? 
Should tests be commenced by using the high ranges or low ranges of 
the analyzer? 

Describe precautions to be taken during high-voltage measurements. 
Mention such items as power switches, dampness, capacitor terminals, 
grounds, etc. 


Chapter 7 
ELECTRONIC VOLTMETERS 


It is difficult to measure potentials in grid circuits and plate 
circuits with any of the generally used types of voltmeters, es- 
pecially when the circuits are carrying signal currents as in 
normal operation. The principal reason for the difficulty is in- 
sufficient resistance in the usual voltmeters for use on grid and 
plate circuits whose own resistances are high and in which the 
currents are small. In the chapters dealing with voltmeters in 
general it was explained why the connection of a voltmeter to 
a high-resistance low-current circuit changes the currents and 
potential drops in the measured circuit, and at the same time 
causes the meter indications to be quite different from the volt- 
ages existing without the meter. | 

Further difficulties arise when attempting to make measure- 
ments at television and radio frequencies and at intermediate 
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Fig. 1.—An electronic voltmeter with shielded probes for measurement of direct 
and alternating potentials. 
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frequencies. Then the capacitances and inductances of any of the 
usual types of voltmeter are connected to the measured circuit. 
The result is detuning of the circuit. Even more troublesome is 
the fact that none of the commonly used voltmeters which will 
give reliable indications at these frequencies can be made with 
high resistance, They all take too much current. 

Electronic voltmeters are designed to overcome most of the 
difficulties encountered with other types. These instruments are 
of very high input resistance for both direct and alternating 
potential measurements, and they may be made to operate at 
frequencies all the way from power frequencies to many mega- 
cycles of radio frequency. 

All electronic voltmeters employ amplifying tubes to whose 
control grid circuits there is applied the potential to be meas- 
ured, either directly or indirectly. The measured potential causes 
the control grids to vary the plate current in the meter tubes, 
and variations of plate current are indicated by a meter in the 
plate circuit. This meter is graduated or calibrated to show the 
values of potential being applied to the control grid circuits. 
This is the basic principle of all electronic voltmeters, but there 
are many modifications in actual designs. 

The input resistance of electronic voltmeters for measurement 
of direct potentials usually is ten megohms or more, even when 
the range of the meter is only a few volts. Then, for example, 
on a five-volt range the sensitivity of the electronic voltmeter 
will be something like two millions ohms per volt. 

For measurement of alternating potentials the advantages of 
the electronic voltmeter are even greater. Input resistances of 
these meters for a-c measurements are as high or almost as high 
as for d-c measurements, whereas the sensitivity of rectifier type 
a-c voltmeters often is only 1,000 ohms per volt. Then too, while 
some rectifier voltmeters will retain fair accuracy only to fre- 
quencies somewhat above the high audio limits, electronic volt- 
meters may be designed to have fair accuracy at frequencies up 
to many megacycles. 

For the measurement of potentials in high-resistance low-cur- 
rent circuits, and for measurements at frequencies above the 
audio range, the electronic voltmeter is the most practical in- 
strument. Compared with other types of voltmeters, however, 
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the electronic unit has the disadvantages of much higher first 
cost, greater weight and size, and any of the common troubles 
which always beset fairly complicated electronic equipment. 
There have been so many different designs of electronic volt- 
meters, or, as they often are called, vacuum tube voltmeters, that 





Fig. 2.—The parts inside of an electronic voltmeter. 


it would be almost impossible even to mention all of them. Con- 
sequently, we shall concern ourselves chiefly with types which 
are at present in most general use. Most of these types operate 
with power from the lighting lines, although several are designed 
to use battery power. 

Practically all radio service instruments which contain elec- 
tronic voltmeters are constructed as multi-purpose instruments, 
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in that they comprise a voltmeter for both direct and alternating 
potentials, and also an ohmmeter for resistances. In addition, 
many of these instruments include switching arrangements per- 
‘mitting the measurement of direct currents, and some provide 
for measurement of capacitances and even of inductances. For 
volts, ohms, and any other values measured, there will be four 
to eight ranges for each function, so that all values from very 
small to very great may be indicated with good accuracy. 

Grid Rectifier Meters.—A principle which has been employed 
in many electronic voltmeters is identical with that of the grid 
rectification detector or the grid leak detector so familiar in 
many early radio receivers. The elementary circuit is shown by 
Fig. 3. The grid resistor Rg may be connected in parallel with 
the grid capacitor Cg for measuring direct potentials, and may 
be connected from tube grid to cathode for measuring alternating 
potentials. In the latter position or connection the capacitor Cg 
acts as a blocking or coupling capacitor to prevent direct poten- 
tials from reaching the tube grid. In the d-c position the capacitor 
is bypassed by the resistor to permit direct potentials to act 
between grid and cathode. 

For a-c measurements, grid rectification occurs between the 
contro] grid and cathode of the tube. The grid capacitor is 
charged by positive alternations of the applied potential, and 
discharged slowly through the grid resistor. With suitable values 
of capacitance and resistance the capacitor voltage becomes 
nearly equal to the peak values of the applied potential, and 
the tube grid is made negative by this voltage. The greater the 





Fig. 3.—Tha grid rectification or grid leak electronic voltmeter. 
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amplitude or voltage of the applied alternating potential the 
more negative the grid becomes, and the less is the plate current. 

With no potential across the input terminals the grid has zero 
bias, and the plate current has a value corresponding to this 
bias for the type of tube and the plate potential being used. This 
zero-bias current will be the maximum indicated by the meter 
in the plate circuit. The greater the alternating potential applied 
at the input terminals, the more negative becomes the grid and 
the less becomes the plate current. Obviously, the meter cannot 
be damaged by excessive applied potentials, because at some 
certain applied potential and at all greater ones there is plate 
current cutoff. Note that the grid and cathode of the tube are 
acting as a diode rectifier to charge the grid capacitor, while the 
plate, grid and cathode are acting as an amplifier or as a detector. 

The capacitive reactance of the grid capacitor should be small 
in comparison with the resistance of the grid resistor for the 
lowest frequencies to be measured. Grid resistor values usually 
are between one and ten megohms, which calls for a large capaci- 
tance for low-frequency measurements. The bypass capacitors 
Ca across the meter and Cb across the battery or other power 
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Fig. 4.—One method of bucking the plate current. 


supply, should likewise have low reactance at the lowest meas- 
ured frequencies. Tubes of high amplification factors are de- 
sirable because they take small plate currents and allow using 
a more sensitive meter. The current that flows in the grid re- 
sistor to maintain the grid bias must come from the measured 
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sircuit, which means that the circuit is "loaded" to some extent, 
and this additional current in the measured circuit will upset 
normal potentials to a greater or less extent. 

With the grid rectification voltmeter, and with any other types 
having maximum plate current with minimum applied potential, 
a more sensitive meter may be used and small changes of meas- 
ured potential more easily read if part of the plate current is 
“bucked” out of the meter to begin with. One method is shown 
by Fig. 4 where the B-supply voltage is applied across resistors 
Ra and Rb in series, with a slider on Rb connected to the negative 
side of the plate current meter. 

Electron flow in the tube plate circuit passes downward (nega- 
tive to positive) through the meter. But the polarity of the 
potential applied from the portion of Rb which is across the 
meter tends to cause electron flow upward through the meter. 
Adjustment of the slider on Rb is made to reduce meter current 
to full-scale value, which then corresponds to the indication for 
zero measured voltage on the grid circuit of the tube. 

Slide-back Voltmeter.—The principle of an electronic voltmeter 
called a slide-back type is shown by Fig. 5. In the tube plate 
circuit there is a bypassed current meter which indicates values 
of plate current. Plate potential is furnished from a portion, Ra, 
of the voltage divider between B + and B —. Grid bias potential 
is furnished by the part of resistor Rb which is between the 
slider and the cathode. The bias is indicated by a voltmeter. 

To use this instrument the grid bias is adjusted by the slider 
on Rb to give a plate current reading of % to %o of full-scale 
on the plate current meter, and the bias voltage is read from the 
voltmeter. If an alternating potential now is applied across the 
input terminals this potential will act between control grid and 
cathode of the tube. Because the tube has a negative grid bias 
sufficient to bring the plate current to a low value the tube acts 
as a biased rectifier or detector in exactly the same manner that 
a tube would act when thus operated as a biased detector, power 
detector, or plate rectification detector in a receiver. That is to 
say, the plate current will increase due to the applied alternating 
potential in the grid circuit. 

Now the bias is readjusted to bring the plate current back 
down to its origina! value of 14, to o of full-scale. The difference 
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between the new bias voltage and the original voltage, as read 
from the voltmeter, is approximately equal to the peak value of 
the alternating potential applied to the grid circuit. The purpose 
of resistor Rg Fig. 5 is only to provide a grid return. If there is 
a conductive connection through the measured circuit this re- 
sistor is not needed, and then the initial adjustment of the 
meters is made by short-circuiting the input terminals. 

Because the tube of the slide-back meter always operates with 


Voltmeter 
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Fig. 5.—The circuit for one type of slide-back voltmeter. 


a high negative bias the resistance across the measured circuit 
is that of resistor Rg, or, when Rg is not used, is equal to the 
leakage resistance between the instrument terminals. The cali- 
bration is that of the voltmeter in the grid circuit. Variations 
of operating potentials and of tube characteristics have prac- 
tically no effect on calibration. The voltage range is limited only 
by the grid bias which may be applied. Some slide-back meters 
switch the one meter to read both plate current and grid bias. 
Others use an electron-ray tube as a plate current indicator, with 
the initial setting made for a thin line on the target, and with 
bias readjusted to obtain the same thin line. 

Cathode-bias Meters.—Fig. 6 shows the elementary circuit for 
an electronic voltmeter in which cathode-bias is provided for a 
tube acting as a plate rectification detector. The bias resistor Rh 
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is connected between the tube cathode and ground (which is 
B-minus), with the indicating meter in the cathode circuit. The 
initial bias is such that plate current is held almost at the cutoff 
point. Application of a measured alternating potential, or the 
positive side of a measured direct potential, at the input termina! 
connected to the grid, with the other side of this potential con- 
nected to ground, causes an increase of average plate current. 
The increased plate current is indicated by the meter. At the 
same time, the increased plate current flowing in the bias re- 
sistor increases the bias voltage and makes the grid more nega- 
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tive than before. Consequently, the plate current is maintained 
at small values, and it is possible to use a sensitive indicating 
meter. 

Grid resistor Rg provides a grid return when no such return 
might exist through the measured circuit. The resistance of Rg 
may be ten or more megohms. Since the tube always has a highly 
negative bias, the only current taken from the measured circuit 
ig that through Rg except for small amounts which may go 
through the capacitance of the tvhe elements. Resistor Ec is a 
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Fig. 6.—The principle of the cathode-bias electronic voltmeter. 


ELECTRONIC VOLTMETERS 178 


calibrating shunt resistance across the meter. This resistance, 
and the meter, are bypassed by capacitor Ca. Capacitor Cb by- 
passes the bias resistor. The slider on Ra in the voltage divider 
allows initial adjustment of the meter for zero indication when 
no potential is applied to the input. 


In meters having cathode bias, and in other types wherein the 
bias does not depend on the input, the tube may be operated on 
the lower bend of its grid-voltage plate-current characteristic 
curve and then will act so that meter indications are proportional 
to the effective or r-m-s values of input alternating potentials 
rather than to peak values. Operation higher on the curve gives 
indications more nearly proportional to average values. 


Fig. 7 shows the complete circuits for an electronic voltmeter 
operating on this general principle. Input to the tube grid is 
taken through the range selector switches shown under R. The 
three contacts, shown by arrows, are moved over the eleven 
points indicated by circles in the three vertical rows. These 
ranges cover various values of a-c volts, d-c volts, resistances, 
and capacitances. 


Near the top center of the diagram is shown the meter M. 
Below it is the pentode tube T connected to operate as a triode. 
Next below is a voltage regulator tube V which maintains nearly 
constant supply potentials in the instrument when there are 
considerable variations in the line voltage. Down below is the 
full-wave rectifier tube which feeds the instrument circuits with 
direct current through a filter. 


Above the letters A to G on the diagram is shown the circuit 
selector switch consisting of 12 sections shown by 12 horizontal 
rows with seven circles in each row to indicate the seven posi- 
tions. The movable contacts are indicated by arrows, with the 
arrows shown on the second contact point from the left in each 
row. From left to right the circuit positions are as follows; the 
letters being across the bottom of the diagram. 


A, battery check, for measuring voltage of the ohmmeter bat- 
tery. B, d-c volts when negative of measured voltage to input 
jack. C, d-c volts when positive of measured voltage to input 
jack. D, resistance measurements. E, a-c volts. F, capacitance 
measurements. G, line check, for checking zero setting. 
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In some electronic voltmeters employing cathode-bias the volt- 
age ranges are provided by changing the value of the bias re- 
sistor. In meters having ranges running from maximum readings 
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Fig. 7.—Schematic circuit diagram for a Radio City Products electronic voltmeter. 
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of one to 150 volts the bias resistor may be varied between such 
limits as 2,500 ohms on the one-volt range to about two megohms 
on the 150-volt range, Degeneration may be provided by omitting 
or reducing the capacitance of the bypass for the bias resistor. 
This allows more uniform scales for the several ranges, and also 
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Fig. 8.—A voltmeter circuit in which the meter tube forms one arm of a bridge. 


increases the voltage range for a given bias resistance. Instru- 
ments employing cathode-bias sometimes are called reflex types, 
because plate current changes react on the control grid bias. 
Bridge Circuit for Meter.—Fig. 8 shows the principle of an 
electronic voltmeter circuit in which the tube forms one arm of 
a bridge circuit, with the indicating meter connected between 
opposite points of the bridge and the B-supply potential con- 
i nected between the intervening opposite points. 
i Electron flow takes one path from B — through resistor a, 
^hrough the tube from cathode to plate, and to B +. There is 
te tectron flow also through the parallel path formed by resistor b, 
\ = zero adjuster resistor, and resistor c, to B +. The values of 
\** » bridge arm resistors, and the setting of the zero adjuster, 
egg such that there is a potential difference across the bridge 
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and meter, from z to y, such that a certain definite electron flow 

goes through the meter. This flow is just enough to bring the 

meter pointer to center scale, which becomes the zero point of 

the scale for electronic voltmeter measurements. This position 

of the meter pointer will be maintained as long as the grid volt- 

age does not change from the value fixed by potential drop across 

resistor a, which is the bias. The grid is connected through re- 
sistors Rs and Rg, and ground, to the B — end of resistor a. 

When a direct potential is applied between the input terminals, 

this potential alters the grid potential. If the applied potential 
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Fig. 9.—Schematic circuit diagram for a Precision Apparatus electronic voltmeter 

having the meter tube in a bridge circuit. 
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is in one polarity the grid is made less negative, and if it is in 
the opposite polarity the grid is made more negative. This change 
of grid potential changes the effective plate-cathode resistance 
of the tube, which is the resistance in one arm of the bridge. The 
resulting change in rate of electron flow through the tube and 





Fig. 10.—Panel arrangement of the Precision Apparatus electronic voltmeter. 


resistor a, with no change in resistors c and b, alters the potential 
difference between points z and y. Then the meter pointer moves 
toward the right or left, depending on the polarity of the input 
potential which is being measured. The meter is graduated and 
calibrated to read values of input potential. 

The circuits of an electronic voltmeter employing this bridge 
principle are shown by Fig. 9. The tube is shown in one arm of 
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the bridge. Between the B + and B — points of the bridge is 
shown a voltage regulator tube which maintains practically con- 
stant bridge voltage with line voltage fluctuations. Tracing the 
connections will show that the meter is connected between the 
tube cathode and the opposite point of the bridge. 

The jacks shown along the bottom of the diagram are for con- 
nection of the electronic voltmeter to external circuits for meas- 
urement of direct potentials and of resistances. The jacks along 
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Fig. 11.—Internal construction of the Precision Apparatus electronic voltmeter. 


the top of the diagram are used when the meter is employed as a 
regular moving coil unit for direct potentials and currents, and 
as a rectifier type meter for alternating potentials. At the upper 
left is a three-section selector switch for (1) the electronic volt- 
meter, (2) alternating potentials and decibels, and (3) direct 
potentials and currents. The range selector consists of four sec- 
tions shown toward the upper right, with the movable contacts 
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indicated by arrows traveling over the twelve contact points 
indicated by circles in each of the four horizontal rows. 


Fig. 10 shows the panel arrangement for the meter of Fig. 9, 
with the twelve-position selector switch directly below the meter. 
The electronic voltmeter jacks are at the left of the meter. One 
of these jacks, shown just above the three at the lower left in 
Fig. 9, is for connection of a “probe” by means of which the 
electronic voltmeter is used for measurement of high-frequency 
alternating potentials. This probe is one of the units shown in 
the upper compartment of the instrument case. The internal 
construction of the same instrument is illustrated by Fig. 11. 


Diode Rectifier.—The basic features of an input circuit used 
in various forms with many electronic voltmeters for measure- 
ment of alternating potentials are shown by Fig. 12. The input 
terminals, which are connected to the measured potential, are 
connected to the plate of a diode rectifier through a coupling 
capacitor, and to the cathode of the diode through a direct con- 
nection. Across the diode is a leak resistor. The elements in this 
much of the circuit are practically the same as those which in- 
clude the grid and cathode of a grid rectification detector; with 
the coupling capacitor taking the place of the grid capacitor, 
the leak resistor taking the place of the grid resistor or leak, 
and the plate of the diode taking the place of the grid in the grid 
rectification detector tube. 

When an alternating potential is applied to the input terminals 
the rectification in the diode causes charging of the coupling 
capacitor in the polarity marked. The charge tends to leak off 
through the leak resistor, and continually is renewed by the posi- 
tive peaks of the applied potential. There is developed across the 
leak resistor, and also across the coupling capacitor, a potential 
difference which is nearly equal to the peak value of the applied 
potential when the capacitance and resistance are of values 
suited to the frequency of the applied potential. 

The potential difference which is across the leak resistor is 
applied between the control grid and cathode of the meter tube, 
acting through the filter resistor on the control grid side, and 
directly through the cathode side of the circuit, The filter capaci- 
tor acts to bypass any alternating currents which go through the 
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filter resistor, and to leave a nearly smooth direct potential for 
the grid-cathode circuit of the meter tube. 

As may be seen from the polarities marked on the coupling 
capacitor and leak resistor, the output potential from the diode 
circuit makes the grid of the meter tube negative with reference 
to its cathode. The higher the alternating potential applied to the 
input terminals the higher becomes the potential across the leak 
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Fig. 12.—A diode rectifier for a voltmeter circuit. 


resistor, and coupling capacitor, the more negative becomes the 
control grid of the meter tube. The whole action is quite like that 
of a grid rectification detector or a grid rectification electronic 
voltmeter, with the difference that here the rectification is per- 
formed in the diode tube and the amplification in the separate 
meter tube. 

The coupling capacitor is charged only by the positive peaks 
of the applied potential, and so is charged only once per cycle. 
If there is time between cycles for much of the charge to leak 
away through the leak resistor, the average voltage of the coup- 
ling capacitor will fall considerably below the peak voltage of the 
measured potential. On the other hand, if there is but little loss 
of charge between successive cycles, the capacitor voltage will 
remain nearly as high as the peak of applied potential. 

How rapidly the coupling capacitor loses its charge and voltage 
depends on the relation between its capacitance and the resist- 
ance of the leak resistor, or on the time constant of the com- 
bination. The greater the capacitance and the greater the 
resistance the more nearly the average capacitor voltage will 
come to the peak of applied potential regardless of the frequency. 
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At high frequencies it would be sufficient to have small capaci- 
tance and resistance, because the recharging alternations occur 
so often that but little of the charge has time to leak away. But 
then the capacitor voltage will drop off at low frequencies, 
because there are longer intervals between recharges, and the 
indications of the meter will undergo wide variations with 
changes of frequency. Furthermore, when using a small coup- 
ling capacitance, the capacitive reactance at low frequencies 
becomes so much higher than at high frequencies that the higher 
reactance limits the charging pulses enough to cause a reduction 
of meter indications at the low frequencies. 

For reasonably uniform indications from about 60 cycles up 
through audio and radio frequencies the capacitance of the coup- 
ling capacitor usually is made 0.02 mfd or greater, and the 
resistance of the leak resistor is made 10 megohms or more. 
The resistance of the filter resistor, which is in series with the 
diode output, most often is between one and five megohms. The 
capacitance of the filter capacitor usually is fairly small; often 
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Fig. 13.—An unsymmetrical potential gives potentials depending on which 
side is rectified. 


being something between 0.002 and 0.005 mfd. The chief useful- 
ness of the filter capacitor is in keeping high-frequency currents 
out of the leads which run to the meter tube, and in confining 
them to the parts between the input and the diode rectifier. 
The current which flows to recharge the coupling capacitor 
once during each cycle has to come from the measured circuit; 
consequently has to flow in the resistance or impedance of that 
circuit. This extra current in the measured circuit affects the 
potentials in that circuit, while the resistance or impedance of 
the measured circuit tends to limit the flow of charging current 
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into the diode circuit. These undesirable effects are lessened by 
longer time constants for the coupling capacitor and leak re- 
sistor, since this lessens the charging current per cycle or pulse. 

Examination of Fig. 12 shows that the plate-cathode capaci- 
tance of the diode rectifier is in parallel with the input terminals. 
There is current flow into and out of this tube capacitance, with 
the flow supplied from the measured circuit. The less the tube 
capacitance the smaller will be this current. 


When the diode circuit is used for measuring a sine-wave 
potential, with which there are equal positive and negative alter- 
nations, the meter indication will be the same no matter which 
of the input terminals is connected to which side of the measured 
circuit. But if the measured potential has greater amplitudes in 
one polarity than in the other, the meter indications will depend 
on which way the input terminals are connected to the measured 
circuit. This is shown by Fig. 13. At the left is an unsymmetrical 
wave form. If the diode rectifier is connected to cut off the 
negative and pass the positive alternations the average rectified 
output will have the value at a, but if the positive alternations 
are cut off and the negative passed, the average output will be 
the much smaller value b. 

For measured potentials greater than two to five volts the 
output of the diode rectifier system is almost exactly proportional 
to the input potential, and the same graduations of meter scales 
may be used for various voltage ranges. But for lower input 
potentials there usually is a separate scale on which the gradua- 
tions are not uniformly spaced. 

Bridge Amplifiers.—Fig. 14 shows the elementary form of a 
bridge amplifier circuit which is used in various modifications in 
connection with diode rectifiers for measurement of alternating 
potentials. Two of the arms of the bridge contain triodes A and 
B with their cathode bias resistors. Arms C and D contain re- 
sistors of equal resistance. Between these latter arms is a po- 
tentiometer used for adjusting the meter to zero. The slider of 
this zero adjuster connects to B+. The two cathode bias resistors 
connect to B—. The control grid of triode A is connected to 
ground through resistor Rr, while the grid of triode B is con- 
nected directly to ground. 
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Since the two triodes are alike, and since both are subjected 
to equal plate potentials and grid biases, their currents and the 
currents through arms C and D are equal. Then there is no 
potential difference across the upper and lower junction points 
of the bridge, between which is connected the meter. Thus the 
meter current is zero. 





Fig 14.—Bridge amplifier circuit used with a diode rectifier. 


When an alternating potential is applied to the input of the 
diode circuit, the rectified direct potential in the diode output 
makes the grid of triode A become more negative. This increases 
the effective resistance of A and decreases its current. There no 
longer are equal potentials at the upper and lower junctions of 
the bridge, and through the meter there is a current which is 
proportional to the value of alternating potential applied to the 
diode input. Triode B is unaffected, and continues to carry the 
same current as before. 

The greater the alternating potential applied to the diode 
circuit the more negative becomes the grid of triode A, and no 
matter how great the measured potential the plate current of A 
can drop only to zero. Potentials, tube currents, and resistances 
in the circuits are so chosen that with plate current cutoff in 
tube A the meter current due to current in tube B will be only 
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a little more than full-scale value. Consequently the meter cannot 
be damaged by any potential applied to the diode input terminals. 

Fig. 15 shows the circuits of an electronic voltmeter which 
employs the bridge amplifier principle just explained. The recti- 
fier diode for a-c measurements is the left-hand section of double 
diode V1, whose plate connects through a capacitor to the A.C. 
jack at the upper left-hand side of the diagram. The two bridge 
triodes are the two sections of the double triode tube V8, to whose 
plates connect the two bridge resistors and the zero adjusting 
potentiometer. The meter is shown at M1. The meter is connected 








Fig. 16.—The panel arrangement of the Hickok electronic voltmeter. 


to the bridge circuit through the selector switch shown in the 
upper center. This switch has seven sections with six positions 
on each. From left to right, as marked above the positions, the 
functions are (1) a-c volts, (2) d-c volts with positive to the D.C. 
jack at the left, (3) d-c volts with negative to the jack, (4) ohms, 
(5) eapacitances, and (6) d-c milliamperes. The resistors used 
in the range switch are shown toward the left. The 3-volt dry 
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battery for resistance measurements is shown at 3V. In the 
power supply system there is a voltage regulator tube VR. 

The instrument for which Fig. 15 is a schematic circuit dia- 
gram is pictured by Fig. 16. The jacks for test cords are at the 
right, with the range and selector switches between the jacks 
and the meter. 

The indicating meter is not always connected between or across 
the plates of the bridge tubes, as it is in Fig. 14, but may be 
connected between the cathode leads of these tubes, as in Fig. 17. 


‘Here the meter, M, is connected between resistors which are in 











Fig. 17.—Tr  ^ridg« amplitier circuit used in a Reiner electronic voltmeter. 


the cathode-bias leads. The meter is shunted with an adjustable 
resistor used for calibration. The zero adjusting potentiometer 
is in the cathode circuit rather than in the plate circuit. The 
plates of the two bridge tubes, VT2 and VT8, are connected 
together and to B+, which is the lead from the cathode of the 
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full-wave rectifier at the right. The slider of the zero adjusting 
potentiometer is connected through a resistor to B—. Between 
B+ and B— is a voltage regulating tube, VR. The input from 
the measured circuit comes to the control grid of bridge tube 
VT2. In the connections to the measured circuit (not shown) is 
a resistance connection to ground. The control grid of bridge 
tube VT is here shown connected directly to ground. 

Contact Potential.—Even when no electrons are being caused 
to flow through a tube there is emission of electrons from the 
cathode when it is heated, and these emitted electrons form a 
Space charge within the tube before they fall back into the 
cathode. The effect of this space charge and of ions within the 
tube is to make whatever other element is near the cathode be- 
come slightly negative with reference to the cathode. In a triode 
the control grid is made slightly negative, and in a diode the 
plate is made slightly negative with reference to the cathode so 
long as the cathode is heated. The difference of potential between 
the nearby element and the cathode is called contact potential. 

When using a diode in the input for an electronic voltmeter 
the contact potential makes the plate somewhat negative even 
when no external potential is being measured. With the diode 
plate connected to the control grid of one of the two tubes in a 
bridge amplifier, and with the other bridge tube having only its 
normal negative bias, the grid of the first tube becomes somewhat 
more negative than the grid of the second bridge tube. In some 
tubes the contact potential may be as great as one volt. There 
are various ways of compensating for the negative contact 
potential. 

In the instrument shown by Fig. 15 the contact potential in 
the left-hand diode of tube V1 is neutralized by a smal! positive 
potential applied to the diode plate through a 90-megohm re- 
sistor in the lead running downward from the plate line to the 
positive side of the B-supply shown at the bottom of the diagram. 
This positive potential is approximately equal to the negative 
contact potential developed in the diode. 

Fig. 18 shows another method of compensating for contact 
potential. The upper part of the diagram shows the diode input 
section, which connects to the bridge amplifier shown down be- 
low. Instead of employing only a single diode tube in the rectify- 
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ing circuit there is a double diode VT1 shown within the broken 
line enclosure. The lower section of the diode tube, or the lower 
diode, is connected through the range selector to the control grid 
of bridge tube VT2. The circuit for this diode, including the 
coupling capacitor and the filter resistor and capacitor, is like 
the diode circuits previously explained. The upper diode is con- 
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Fig. 18.—One section of the double diode is used to compensate for contact potential 
in the other section. Reiner electronic voltmeter circuit. 
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nected through a similar filter system and through the upper 
portion of the range selector to the control grid of the other 
bridge tube, VT'3. There is no connection for applying a measured 
potential to the plate of this upper diode. However, the contact 
potential developed in this upper diode is applied to the grid of 
tube VT3 while the contact potential developed in the lower diode 
is applied to the grid of tube VT2. 

Since the two sections of any double-diode tube normally are 
alike in performance, the two contact potentials should be alike 
and should balance each other. In case there is a small difference, 
however, the right-hand resistor in the upper range selector sec- 
tion is made adjustable to equalize the effects on the two bridge 
tubes. 

In some instruments there are two separate diode tubes, which 
are selected to have, as nearly as possible, equal contact poten- 
tials. Because contact potential results from cathode heating 
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Fig. 19.—Cathode follower bridge circuit as arranged for direct potential 
measurements in a Triplett electronic voltmeter. 
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and electron emission, the heater currents or potentials may be 
varied in separate diodes to equalize the contact potentials or the 
effects of these potentials at the grids of the bridge tubes. 

Cathode Follower.—In the circuit of Fig. 19 connection to the 
measured potential is made through the jacks and the test probe 
shown with its cord at the left. The measured potential is applied 
to the control grid of the upper section of the twin triode A. 
The cathode of this section is directly connected to the control 
grid of amplifier tube B. The upper section of tube A and tube B 
form one arm of a bridge amplifier circuit. The contact potential 
developed in the upper section of tube A is matched by the similar 
contact potential in the lower section of this tube, whose control 
grid is connected to ground rather than to the input jacks. The 
cathode of the lower section of A is directly connected to the 
control grid of amplifier tube C. The lower section of A and tube 
C form a second arm of the bridge amplifier. 

The remaining two arms of the bridge are formed by resistors 





Fig. 20.—The Triplett bridge circuit as arranged for use with diode input 
during measurement of alternating potentials. 
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in the cathode leads of tubes B and C, with the meter M con- 
nected between these two cathodes. The switch which is above 
the meter is a reversing switch for allowing readings when the 
positive side of the measured direct potential is applied to either 
of the input jacks. Placing the principal bridge tubes in the 
cathode circuits of the input tubes makes this circuit of the 
cathode follower type, the purpose being to provide or permit 
high resistance at the input terminals and across the measured 
circuit. 

The same bridge amplifier circuit which is shown by Fig. 19 
for direct potential measurement is shown by Fig. 20 with recti- 
fying diode input for measurement of alternating potentials. 
There are two separate and distinct diode circuits. The double- 
diode and its connections shown immediately above the range 
selector and input jacks at the left are used for measurements 





Fig. 21.—The interior of the Triplett electronic voltmeter. 
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at frequencies from the lowest in the audio range up to about 
50 kilocycles, For measurements from 50 kilocycles to above 100 
megacycles there is used the double-diode with its filter circuit 
shown within the broken-lines at the top of the diagram. This 
double-diode is inside of a shielded “probe” which is connected 
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Fig. 22.—The Reiner electronic voltmeter with its high-frequency probe. 


to the main instrument case through a flexible shielded cable and 
the plug connector whose pin contacts are numbered from 1 to 4. 
The double-pole double-throw switch S is used to connect either 
of the diode systems to the input of the bridge amplifier. 

In each of the double-diodes shown by Fig. 20 one of the diode 
sections is used only to balance the contact potential developed in 
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the other diode section. That other diode section is the one used 
for coupling to the alternating potential which is to be measured. 
Fig. 21 is a picture of the upper part of the interior of the 
electronic voltmeter for which circuit diagrams are shown in 
Figs. 19 and 21. 

High-frequency Probes.—When the electronic voltmeter is to 
be used at frequencies higher than four or five megacycles it is 
usual practice to place the diode rectifier and filter system in a 
probe having a metallic enclosure fitted with exposed input 
terminals, and connected to the amplifier and selector unit 
through a shielded cable. Such a design is shown by the diagram 
of Fig. 20. Another probe circuit is shown by Fig. 18, where the 
probe contains all of the parts which are enclosed within the 
broken-line rectangle at the upper left. The probe for this latter 
instrument may be seen in Fig. 22, where it is lying in front of 





Fig. 23.—A midget tube such as may be used in a high-frequency probe. 


the main housing. The shielded cable goes to a jack connection 
on the back of the main housing. 

The tubes used as diode rectifiers inside of the probes usually 
are of the acorn type, the miniature type, or else the midget type. 
A midget tube is pictured in Fig. 23. Miniature tubes are of the 
same diameter, but a little longer. The acorn envelope is about 
the same size as the midget. 
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When the probe tube is a double-diode one of the diode sections 
usually is used to balance the contact potential of the other sec- 
tion, with that other section used as the rectifier for measured 
potentials. When the probe tube is a single diode type a second 
similar diode may be placed within the main body of the in- 
strument and used for balancing the contact potential of the 
probe tube, 

The probe is designed to receive the high-frequency potentials 
which are to be measured, to rectify these potentials, and to 
deliver through the connecting cable a direct potential which is 
proportional to the received high-frequency potential. It is im- 
portant that high frequencies be kept out of the connecting cable, 
in which there is considerable capacitance and inductance and in 
which there might be serious losses at high frequencies. To 
accomplish this purpose the high-frequency circuit must be con- 
fined to the probe. The probe tip or terminal which goes to the 
coupling capacitor for the diode plate is applied to one end of 
the measured potential. To the other end of the measured po- 
tential is connected a short extension which connects to the 
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Fig. 24.—Internal construction of a high-frequency probe. 


shielding metal enclosure of the probe or to the cathode side of 
the diode circuit within the probe. It is desirable also that the 
probe be completely shielded except for the small central tip or 
terminal in order that there may be no pickup of energy from 
strong high-frequency fields existing in the region where the 
probe is applied. 
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For use in high-frequency probes the capacitors should be 
non-inductive and made with low-loss dielectric and insulation. 
Resistors should have minimum self-capacitance, should be non- 
inductive, and of low-loss construction in general. The probe 
tube should have small capacitance between plate and cathode. 
In many of the probes used with service instruments there is 
no leak resistor within the probe; sufficient capacitor discharge 
being allowed through leakage resistances of the measured cir- 
cuit and of other circuit elements within the probe. 

The internal construction of one type of probe is shown by 
Fig. 24. The shielded cable extends from the left, where may be 
seen also the probe tube with part of its shield in place. The 
resistors and capacitors are toward the right. The leads for the 
insulated center terminal and for the ground or cathode connec- 





Fig. 25.—The probe with the main shield in place. 


tion are at the right. The same probe is shown by Fig. 25 with 
the main body of the shield in place, from which extend the 
central insulated tip and a flexible lead with alligator clip for 
the external ground connection to the measured circuit. Only 
part of the tube shield is in place. Probes usually are arranged 
to make various kinds of terminal connections for the insulated 
tip and for the ground connection. 

Direct Potential Measurements.—As is evident from many of 
the circuit diagrams in this chapter, the same amplifier and 
meter are used for measuring either alternating or direct po- 
tentials. The amplifiers are designed to be actuated by direct 
potentials applied to their grid-cathode circuits, and when alter- 
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nating potentials are to be measured these potentials are rectified 
before application to the amplifier. Any electronic voltmeter ar- 
ranged for measurement of direct potentials might be adapted 
for measuring alternating potentials by placing ahead of it an 
effective rectifier system, although the calibration and meter 
readings would not be the same for both alternating and direct 
measured potentials without special compensating arrangements 
in the range selector circuits. If an instrument designed for 
measurement of alternating potentials is to be used for direct 
potentials it would be necessary to remove or short circuit the 
coupling or blocking capacitor to permit the direct potential to 
act on the tube grid. Again the calibrations would be different 
for the two kinds of potential. In the amplifier circuits which 
have been shown it may be seen that there is a bypass capacitor, 
or sometimes a low-pass filter system, from the grid of the am- 
plifier tube to ground so that alternating potentials will not 
affect the grid. 

The prod which is applied to the high side of the measured 
circuit for direct potentials usually has within it a resistor of 
about one megohm so that operation of the measured circuit will 
not be affected to any great extent. This resistance is in addition 
to resistances in the range selector system. 

Most instruments are arranged so that the connections to the 
meter may be reversed by a switch on the direct-potential posi- 
tions, thus allowing the meter always to read in a forward 
direction by operating the switch to suit the polarity of the 
measured potential. With the instrument of Fig. 10 the meter is 
made of the zero-center type for all of the electronic voltmeter 
functions, thus avoiding the need for a polarity reversing switch. 
The meters used in electronic voltmeters have full-scale ranges 
of from 100 to 500 microamperes. All are of the moving coil 
permanent magnet type. The meter is used with a dry-cell bat- 
tery, and sometimes with direct potential from the power supply 
system, for operation as an ohmmeter. Most of the power supply 
Systems include voltage regulator tubes. 

The input resistance of an electronic voltmeter being used for 
measurement of direct potentials is equal to the resistance of 
whatever portion of the range selector voltage divider system is 
connected between the high input terminal and the ground or 
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common terminal. To this resistance is added whatever resistance 
may be used in the d-e prod or probe. As shown by diagrams in 
this chapter, the voltage divider in the range selector usually is 
arranged so that the total resistance remains across the input 
terminals for all ranges, with the voltage applied to the amplifier 
being taken off at the various range taps. 

High-frequency Performance.—The input characteristics for 
measurements of alternating potential usually are specified as a 
certain number of ohms of resistance, shunted by a certain ca- 
pacitance. From these two values it is possible to determine the 
effective input impedance at any frequency. The capacitive re- 
actance decreases with an increase in frequency, as would be 
expected, but through the very high frequency ranges there is 
also a decrease of effective resistance to only a fraction of the 
low-frequency value. This decreasing resistance places an in- 
creasing load on the measured circuit as the frequency goes up. 
There are losses of energy in the rectifier socket, in the insulation 
of resistors, capacitors, and conductors, in the shields, and in all 
other parts of the input circuit. These losses cause absorption of 
power from the measured circuit. 

The input capacitance is the total of the capacitances between 
tube elements, and between socket connections and other con- 
ductors in the rectifier circuit. This capacitance is added to that 
in any tuned resonant circuit being measured, and there will be 
more or less detuning. Sometimes it is worth while to retune the 
measured circuit to resonance by adjusting the trimmers to com- 
pensate for the added capacitance. The trimmers then have to be 
readjusted after measurements are completed. 

Unless the coupling capacitor in the diode circuit is of large 
capacitance, its reactance will become so high at some rather low 
frequency as to make a decided reduction in rectifier output, 
with consequent low readings at the meter. At very high fre- 
quencies there may be resonance of the inductances and capaci- 
tances of the diode circuit, which would cause readings to be 
too high. This effect is opposed by the increasing energy loss at 
the very high frequencies. 

Operating the Electric Voltmeter. — After the voltmeter is 
turned on by the line power switch it should be allowed to warm 
up for several minutes before making any measurements. The 
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warm-up is completed when there is no longer any shift of the 
meter pointer away from the zero point to which it is adjusted. 
When the meter is to be used frequently during service work 
it is well to leave it turned on all the time. 

When using the high-frequency probe keep the metal housing 
of the probe, and also the shielded cable, as far as possible from 
circuit parts in which there are alternating currents and poten- 
tials with their radiated fields. The ground connection from the 
probe should be made to a point as close as possible to the point 
at which the test tip is used. 

If readings differ when the test leads or prods are reversed 
during alternating potentials it probably means that the meas- 
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Fig. 26.—Calibration adjusters are on the shelf panel between the tubes. 


ured potential is not of sine wave form. One reading is correct 
for the positive side of the wave; the other reading is correct 
for the negative side. 

With reference to the measurement of high voltages the same 
precautions should be observed as when using any other type of 
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voltmeter; all of which are explained in chapters dealing with 
voltmeters in general. A measured circuit may carry alternating 
potential well within the safe measurement range of the elec- 
tronic voltmeter, yet in the same circuit there may be direct 
potentials higher than the working limit of the coupling capacitor 
or other elements. In such cases there should be connected be- 
tween the meter prod and the measured circuit a large capaci- 
tance capacitor of amply high working voltage rating. 

For resistance measurements the same precautions should be 
observed as explained in the chapter on ohmmeters of other 
types. This applies also to the measurement of currents, where 
it is easily possible to burn out the meter. 

Calibration of electronic voltmeters is not a difficult operation; 
requiring only that there be available direct and alternating 
test potentials whose values are known with accuracy. Directions 
for calibration differ with each make and type of electronic 
voltmeter. Such directions are included in the instructions fur- 
nished with the instruments. In Fig. 26, on the horizontal shelf 
panel and in between the tubes, may be seen the three potentio- 
meter shafts which are used in the calibration of this particular 
instrument, 

Uses for the Electronic Voltmeter. — Because the electronic 
voltmeter is an instrument of great sensitivity for measurement 
of direct potentials and also for alternating potentials from 
power frequencies well up into the megacycles, the tests which 
may be made are limited in practice only by your familiarity 
with the normal and abnormal behavior of the circuits to be 
worked upon. A few of these tests will be described, as they 
are made in the standard broadcast frequency range. 

Gain of Antenna Coupler.—With a signal generator set at 
600 ke, with unmodulated output, connect the generator to the 
antenna and ground posts of the receiver. Set the electronic volt- 
meter for a-c volta, and connect it to the receiver antenna and 
ground posts while noting the volts input. Turn the receiver 
tuning control to get the minimum voltage reading, indicating 
resonance and energy absorption from the generator. Now re- 
connect the voltmeter between the stator of the receiver antenna 
tuning capacitor and ground, Retune the receiver for maximum 
voltage reading. This second reading divided by the first (input) 
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reading is the gain of the antenna coupler. The receiver need 
not be turned on during this test. Similar gain measurements 
may be made at any other frequency. 

Align Antenna Trimmer.—With the signal generator set at 
1,500 ke and connected between receiver antenna and ground 
posts, and with the electronic voltmeter connected between the 
stator of the antenna tuning capacitor and ground as in the pre- 
ceding test for gain, tune the receiver to obtain maximum volt- 
age. The tuning dial is now set for 1,500 kc. If the dial does not 
indicate this frequency, set it at 1,500 ke and adjust the antenna 
trimmer to obtain maximum voltage. Similar checks may be 
made at other frequencies, but the trimmer will make a correc- 
tion at only one frequency at the high-frequency end of the dial. 
The generator output need not be modulated provided the volt- 
meter will measure the potentials at the input frequency being 
used. 

Wave Trap Alignment.—The signal generator is set at the 
intermediate frequency of the receiver being worked upon, and is 
connected to the antenna and ground posts. The electronic volt- 
meter, set for a-c measurement, may be connected between control 
grid and either cathode or ground of the tube which follows the 
wave trap, or else the voltmeter may be connected from plate to 
ground on the same tube provided the voltmeter will not be 
damaged by the high direct potential on the plate. The receiver 
dial is set at its low-frequency end and the receiver is turned 
on. Then the wave trap is tuned for minimum voltage reading 
on the voltmeter. The generator output may or may not be 
modulated. 

Measure Oscillator Output.—The signal generator is not used 
during this test, but the receiver is turned on. The electronic 
voltmeter, set for a-c measurement, is connected between ground 
and the stator plates of the oscillator tuning capacitor, or else 
between ground and the oscillator grid of the converter tube. 
The stator plates usually are easier to reach with the prod. 

Now the voltage is observed while the tuning capacitor is 
turned slowly throughout its entire range, from lowest to highest 
frequency, and this is repeated in each of the bands to which 
the receiver tunes. 

Normally there are some variations of oscillator voltage 
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throughout each of the-frequency bands, and there will be differ- 
ences between the voltages developed in the different bands, The 
voltage usually will be somewhere between 3 and 30 a-c volts. 
If the voltage drops very low or disappears at some points, there 
are faults in the tuning system or in the coils; such as undesir- 
able couplings, excessive dust or dampness, shorted turns in coils, 
and other troubles which prevent oscillation. 

With another method the electronic voltmeter is used to 
measure the direct potential between the oscillator grid and 
ground, making the meter prod connection directly to the oscil- 
lator grid socket terminal rather than to the tuning capacitor 
for the reason that there often is a capacitor between the grid 
and the tuning capacitor. The grid is negative with reference 
to ground, so the meter is set for negative d-c potentials. The 
test is carried through the entire frequency range of each band, 
just as when measuring the a-c output. The d-c voltage will 
vary in about the same manner as the a-c voltage, and excessive 
drops indicate the same troubles as mentioned in the preceding 
paragraph. 

Stage Gains.—For describing a typical procedure for measur- 
ing the gains in the various amplifier stages it is assumed that 
the receiver is a superheterodyne with one r-f tube, untuned 
coupling to the converter signal grid, one i-f stage, a combined 
diode detector, ave and first a-f tube, and a single output tube. 

The first step is measurement of gain in the tuned r-f stage, 
from antenna to converter signal grid. The signal generator is 
set at 600 ke, unmodulated, and is connected between the antenna 
and ground posts. The electronic voltmeter, set for a-c measure- 
ments, is likewise connected between the antenna and ground 
posts, the receiver is tuned for minimum voltage reading, and 
this voltage noted. Then the voltmeter is connected between the 
converter signal grid and ground, the receiver is retuned to give 
maximum voltage, and the voltage is noted. Dividing this second 
voltage by the first one gives the gain in this portion of the 
receiver. 

Separate measurement of antenna coupler gain has been de- 
scribed previously. If the generator is connected between r-f 
grid and ground, and the voltmeter used to measure the voltage 
across these two points, then is used between the converter grid 
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and ground (retuning at each operation as explained above), 
dividing the second by the first voltage will give the gain from 
r-f grid to converter signal grid. If the work is being correctly 
performed, this gain multiplied by the antenna coupler gain will 
give the same gain figure as determined by measurement from 
antenna to converter grid within a very few per cent. 

Now the generator is connected between the converter signal 
grid and ground, is tuned to the intermediate frequency for the 
receiver, and is left unmodulated. The electronic voltmeter is 
used to measure this input voltage, between converter signal 
grid and ground, then is connected from the control grid of the 
i-f tube to ground for a second reading. Dividing the second by 
the first voltage gives the gain of the converter, from its grid to 
the grid of the following tube. There is no object in retuning the 
receiver during these tests. However, the grid side of the first i-f 
transformer may be temporarily re-aligned in order to obtain 
maximum voltage reading with the voltmeter connected from 
the i-f grid to ground. The generator setting should not pe 
changed. 

The next step is to measure the gain of the i-f stage, from the 
control grid of the i-£ tube to the detector diode plate or plates. 
The signal generator is left at the intermediate frequency and 
is connected from the i-f control grid to ground, the voltmeter is 
connected across the same two points, grid to ground, and the 
voltage noted. Then the voltmeter is connected between the de. 
tector diode plate or plates and ground, and this voltage is noted. 
Temporarily re-align the grid side of the second i-f transforme: 
to obtain maximum voltage readings. Dividing the second by the 
first voltage gives the gain of the i-f stage. 

Now the a-f amplifier is tested. The signal generator is set to 
deliver an a-f voltage, usually 400 cycles, of only moderate 
strength in order not to overload the audio stage. 'The generator 
is connected between ground and the input from the detector 
stage to the a-f grid. This latter connection usually may be made 
at the slider on the volume control, although the receiver diagram 
should be referred to. The electronic voltmeter is connected 
across the same points as the generator, and the a-f voltage 
noted. Then the voltmeter is connected between ground and the 
control grid of the output tube and the voltage noted. The volume 
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control may be adjusted for maximum voltage. Dividing the 
second by the first voltage gives the gain of the a-f stage. 

The final test is for gain in the output tube. With the generator 
still set for delivering the a-f voltage, it is connected between 
the control grid of the output tube and ground. The voltmeter 
is connected across the same points and the voltage noted. Then 
the voltmeter is moved to between ground and the plate of the 
output tube and this voltage is noted. The voltmeter must surely 
be set for a-c measurements, and its input rectifying circuit must 
be capable of withstanding the direct plate potential of the out- 
put tube. Dividing the second by the first voltage gives the gain 
of the output tube. 

The tests as described are made with all of the tubes in place 
and operating normally. With another method, which may be 
more accurate, the second readings of each measurement are 
made with the electronic voltmeter connected just as described, 
but with the tube across which the meter is connected removed 
from its socket. That is, the voltmeter is connected in place of 
the tube rather than in parallel with the tube. The tube removed 
is the one to whose control grid connection the voltmeter is 
attached for the second reading in each test. If the receiver has 
series heaters, a resistor must be connected between the heater 
terminals of the socket from which the tube is removed. This is 
easily done by using pig-tail resistors and sticking the pig-tails 
into the correct socket holes from the top of the chassis. The 
correct resistance is determined by dividing the normal heater 
volts by the heater current in amperes. For example, a 12.6-volt 
0.15 ampere heater would be replaced by an 84-ohm resistor. 
Anything from 60 to 100 ohms would serve during service tests. 

Push-pull Performance.—1n a push-pull stage the a-f voltages 
should be alike, or should differ by not more than 10 per cent, 
from both control grids to ground and also from both plates to 
ground. If there is a preceding driver or phase inverter stage, 
the same rule applies to this stage. The test is made by applying 
to the receiver antenna and ground posts a modulated r-f signal 
with the receiver tuned to the generator frequency. Usually it 
is sufficient to measure only the control grid signal voltages, 
thus avoiding the danger to the voltmeter from the high direct 
potentials in the plate circuits. 
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Discriminator Alignment.—For aligning the discriminator of 
f-m receivers the electronic voltmeter, set for a-c measurements, 
may be connected across the entire load resistance, or across 
both sections of this resistance. The zero adjuster of the volt- 
meter, when the meter is not of the zero center type, is operated 
to bring the meter pointer up to some one of the principal voltage 
divisions on the dial. This position then serves as a temporary 
zero. Alignment is made for zero voltage, with the meter pointer 
brought to the point selected as the temporary zero. The details 
of alignment are described in the chapters dealing with f-m 
receivers. 

F-m Transformer Alignment.—As explained in chapters on 
f-m receivers, the electronic voltmeter is one of the few instru- 
ments suited for measuring voltages in the limiter grid circuit 
during alignment of the i-f stages. 

Ave and Grid Bias Voltages.—Ave voltages are measured with 
the electronic voltmeter set for measurement of negative d-c 
voltages and connected between ground and any point along the 
ave bus in the receiver. The voltage may be measured also be- 
tween ground and the input from the diode detector circuit to 
the ave filter system, or between ground and the control grids of 
any of the tubes whose gain is controlled by the ave system. 

The generator, set for a modulated r-f signal, is connected to 
the receiver antenna and ground posts, and the receiver is tuned 
to the generator frequency. The ave voltage should be maximum 
when the receiver is tuned to resonance, and should fall off either 
side of resonance. The generator output should be raised and 
lowered. The ave voltage should be small with small generator 
outputs, and should increase as the generator signal strength is 
increased. 

The control grid bias of any tube may be measured with the 
connections described, whether or not the bias is automatically 
controlled. In some amplifier circuits it may be necessary to 
measure the potential difference between the tube control grid 
and cathode to determine the working bias. The electronic volt- 
meter may be used for measuring the direct potential of bias 
cells, which cannot deliver enough current to actuate any other 
type of voltmeter. 

Coupling Capacitors. — Coupling capacitors in resistance- 
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capacitance coupled stages are checked for leakage by removing 
from its socket the tube preceding the capacitor, thus leaving 
one side of the capacitor connected only to the B+ lead, then 
setting the voltmeter for positive d-c measurements and con- 
necting it between the control grid of the following tube and 
ground. Any indicated voltage is due to leakage through the 
coupling capacitor. This voltage will make the bias less negative 
on the following tube. 

Bypass Capacitors.—The generator should be used to apply 
a rather strong signal to the grid of the tube in whose plate, 
screen, or cathode circuits is the bypass capacitor to be tested. 
The signal should be at radio, intermediate, or audio frequency, 
depending on the frequency at which the tube normally operates. 
The electronic voltmeter is set for a-c measurements, and is con- 
nected across the capacitor. Any indicated voltage is due to 
alternating potentials that are not being bypassed, showing that 
the reactance of the capacitor is so high, and its capacitance so 
small, that there are alternating potentials built up on the tube 
side. 

If the bypass is for a cathode-bias resistor in an amplifier 
where degeneration is desired, the capacitance may be intén- 
tionally small enough to develop some alternating potential 
across it. That is, it may not be desired to have complete by- 
passing, and a voltmeter reading does not indicate faulty per- 
formance. 

Other Uses.—The electronic voltmeter, set for a-c measure- 
ments, may be used as an output meter during alignment adjust- 
ments on any receiver. The voltmeter may be connected either 
from plate to ground on the output tube, or to the secondary of 
the output transformer, or to the voice coil of the loud speaker. 
This type of voltmeter may be used as an output meter during 
alignment of r-f and i-f stages by measuring the ave voltage as 
previously described. This ave voltage will increase as the align- 
ment adjustments approach and reach their correct positions. 

The electronic voltmeter makes an efficient resonance indi- 
cator for practically all of the high-frequency tests described in 
the chapter dealing with such tests and measurements. 

High-frequency currents may be measured approximately by 
placing in series with the current path a capacitor whose capaci- 
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tance is known, and whose capacitive reactance may be com- 
puted for the existing frequency. The electronic voltmeter then 
is used to measure the potential drop across the capacitor. Cur- 
rent in amperes is computed by dividing the volts reading by 
the capacitive reactance in ohms. Similar measurements may be 
made with a low-loss non-inductive resistor in series with the 
measured current, 


REVIEW QUESTIONS 


1, What advantages are gained by balancing or bucking the plate current 
in an electronic voltmeter? 

2. Does accuracy of a slide-back voltmeter depend chiefly on the meter for 
plate current or the one for grid voltage? 

8. In a cathode-bias electronic voltmeter does plate current in the meter 
tube increase or decrease when the measured alternating potential 
increases? 

4. When a diode is used in a voltmeter probe for measurement of alternat- 
ing potentials, does the diode circuit deliver alternating or direct poten- 
tials to the tube in the bridge circuit ? 

5. Explain the meaning of contact potential in electronic voltmeters, and 
describe methods for counteracting the effects of this potential. 

6. How can you determine when an electronic voltmeter has a warm-up 
period sufficient to stabilize the indications? 

T. Describe the use of an electronic voltmeter for measuring output voltage 
of a superheterodyne oscillator. 

8. Explain the steps in measurement of amplifier stage gains by use of an 
electronic voltmeter. 


Chapter 8 
SIGNAL TRACING 


Signal tracing is the name of a method of trouble shooting in 
which you literally follow a television or radio signal from its 
first appearance in the receiver, at the antenna terminal, all the 
way through to the loud speaker or picture tube—provided the 
signal ever gets to either one. Otherwise you trace the signal to 
a point where you no longer can find it, and know that trouble 
lies between that point and the last one at which the signal was 
detected. 


Lee AS 





Fig. !1.—The Supreme Audolyzer, showing meter of electronic voltmeter, frequency 
measuring dial, speaker grille, test probe, and controls. 
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some kind of fault lies somewhere between two points along the 
path from antenna to output. Or the instrument may be so 
complete that it not only traces all kinds of signals, but accu- 
rately measures all voltages and all frequencies, and almost lays 
a finger on the one particular resistor, capacitor, inductor or 
conductor which is causing the difficulty. All except a few of 
these instruments give also a measurement of either relative or 
precise values of signal potentials on suitably calibrated indicat- 
ing meters. Some types have electron ray tubes as indicators of 
signal strength. 

Headphones or speaker on a signal tracer will make audible 
any signal which is modulated at audio frequency. But the oscil- 
lator output is not so modulated, and some type of visual indi- 
cator, a meter or electron ray tube, is needed to check oscillator 
performance. By listening to audible signals it is possible to 
get some idea of the relative gains from stage to stage, but for 
any precise measurements a meter is required. 

Any electronic voltmeter may be used as a signal tracer, giving 
accurate indications of signal levels and oscillator outputs, pro- 
vided the instrument is capable of responding to all frequencies 
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Fig. 2.—A crystal probe using a conventional diode detector circuit. 


from radio down to audio ranges, and does not cause too much 
loading or detuning of resonant circuits in the receiver being 
tested. 

Some of the smaller and simpler types of signal tracing in- 
struments may be operated from either line power or battery 
power, but the larger and most complete types always are 
operated by line power. 

Crystal Rectifier Tracer.—The simplest signal tracer consists 
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of a crystal detector and headphones. A detector is necessary 
because in r-f and i-f circuits the frequency is far above audibility 
and must be detected or rectified to obtain the modulation which 
is at audio frequency and which may be heard in the phones. 

The circuits for one type of crystal probe are shown by Fig. 2. 
The arrangement is exactly the same as used for a crystal de- 
tector in a receiver. The crystal itself may be of any type, ad- 
justable or fixed, but by far the best results are had when using 
a germanium crystal diode. 

Another crystal probe circuit is shown by Fig. 3. Here the 
arrangement is like that used with a diode tube in probes for 
electronic voltmeters, with the crystal replacing the tube. Satis- 
factory operation is had with either of the crystal probe circuits 
by using a mica coupling capacitor of about 0.002 mfd capaci- 
tance, a leak resistance of 20 or more megohms, a bypass of 
0.001 to 0.005 mfd capacitance, and, in the circuit of Fig. 3, 
a load resistance of 20,000 to 100,000 ohms. 

Probes of the types shown will pick up and change into audible 
frequencies any signals which are in radio-, intermediate-, or 
audio-frequency circuits of a receiver, on either the grid sides or 
the plate sides of the tubes. They are of no use for the unmodu- 
lated potentials from the oscillator. 
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Fig. 3.—A crystal probe circuit with the crystal as a rectifier. 


The input to the antenna-ground terminals of the receiver 
being tested may be from a strong local broadcasting station or, 
preferably, from a signal generator or test oscillator operating 
at some radio frequency in the standard broadcast or shortwave 
bands, and modulated with audio frequency. 
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The output current from the crystal probes is only a few micro- 
amperes, and would require a delicate current meter for indica- 
tions. However, the output is ample to operate high-impedance 
headphones used with ear muffs, it may be fed to an electronic 


‘voltmeter arranged for measurement of negative direct poten- 


tials, or it may be fed to the input circuit of a one- or two-stage 
audio amplifier whose output goes to a loud speaker or to head- 
phones. 

If the probe circuit and the headphones used with it have good 
fidelity for all audio frequencies it is possible to note whether or 
not the audible signal is distorted, and to note the point in the 
receiver amplification system at which distortion first appears. 
Fidelity is improved by using leak resistances of fairly low values 
with large coupling capacitances, but the output power is re- 
duced by lessening the leak resistance. Crystal type headphones 
are better than other types for checking fidelity, especially in the 
lower audio frequencies, and have greater sensitivity than other 
types. 

Greater sensitivity may be had by using in the probe a minia- 
ture or midget tube connected to operate as a grid-rectification 
or grid-leak detector with its output going to headphones, an 






Output 
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Fig. 4.—A meter-equipped tracer having a grid-rectification defector 
in the shielded probe. 


audio amplifier, a current meter, or an electronic voltmeter. An 
arrangement of this type is shown by Fig. 4. The grid capacitor 
or coupling capacitor is Cg and the grid leak resistor is Rg. The 
tube may be a triode, or a pentode connected as a triode. A fila- 
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ment-cathode tube may be used when operation is from battery 
power. These parts are contained within the shielded probe, from 
which extends an insulated prod coupled to the tube grid, and 
also a ground clip. 

The detector output may be switched to either the meter which 
is shown or else to the output terminals for headphones or an elec- 
tronic voltmeter connection. In the meter circuit is a zero adjuster 
potentiometer which is set to buck the normal plate current, 
which tends to make the meter read down-scale, by furnishing 
an opposing potential which tends to make the meter read up- 
scale. Capacitor Ca is a bypass for the meter, which is of the d-c 
moving coil type, and Cb is a bypass for the phones or other 
indicator connected to the output terminals. The greater the 
output from the detector in the probe, or the greater the measured 
potential between the prod and ground, the farther down-scale 
the meter will read. 

With an instrument of the general type shown by Fig. 4 it is 
possible to use headphones for tracing r-f, i-f and a-f signal cir- 
cuits, and to use the meter for checking the operation of the 
oscillator. 





Fig. 5.~An untuned amplifier such as used with crystal or detector types of probes. 


The output of the rectifier or detector type of probe may go 
to the input of a simple two-stage resistance-capacitance coupled 
audio frequency amplifier such as shown by Fig. 5. In the input 
control grid circuit is an attenuator (volume control) VC used 
to suit the output of the amplifier for the reproducer used, 
speaker or headphones, or for an indicating output meter. The 
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values of coupling capacitors and resistors, and of cathode-bias 
resistors and their bypasses, would depend on the types of tubes 
used, There are a number of suitable voltage amplifying and 
power amplifying pentodes of the miniature type, both in heater- 
cathode and filament-cathode types. The latter would be required 
for a battery-powered amplifier. Degeneration may be used in 
the second stage or power stage to provide good response over 
a wide range of audio frequencies, although the response or 
fidelity will depend also on the characteristics of the circuit and 
parts used in the probe. 


All of the circuit arrangements shown so far respond quite 
well to all radio, intermediate, and audio frequencies, but they 
cannot distinguish between different frequencies. The outputs 
correspond to the total potential of all the frequencies which are 
present at the point tested. In the r-f circuits of a receiver there 
may be potentials due to interfering signals as well as to the 
desired or tuned signal. At the plate of the converter tube there 
will be at least four frequencies; the radio frequency, the oscillator 
frequency, the difference frequency which usually is the inter- 
mediate frequency, and also the sum frequency. To determine 
which frequencies are present and not present, and to measure 
the potentials at the several frequencies it is necessary to employ 
tuned amplifying systems in the signal tracing equipment, which 
then becomes much more than a simple signal tracer. 

In the more elaborate instruments there are several sections, 
more or less independent of one another, adapted especially for 
indicating and measuring signal potentials at the various exist- 
ing frequencies as well as direct potentials. The sections may 
be connected at the same time to several points in the receiver 
on test so that the effects of adjustments and other changes may 
be observed simultaneously in the radio-, intermediate-, and 
audio-frequency amplifying systems, or in whatever portions of 
these systems it is desired to make simultaneous checks. 


Audolyzer.—In the Audolyzer, made by Supreme, there are 
three principal sections; a high-frequency amplifier used for 
radio, intermediate, and oscillator frequencies, also an audio- 
frequency amplifier system which includes a loud speaker, and 
finally an electronic voltmeter for measurement of potentials at 
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any of the signal frequencies as well as direct potentials. In 
addition there are panel switching arrangements for the input 
probe, the meter functions and ranges, and other changes which 
are conveniently made by switching. 














OUTPUT TUBE AND 
SPEAKER 





Fig. 6.—The tuned high-frequency amplifier, detector, first audio tube, and 
probe selector of the Audolyzer. 


Fig. 6 shows the schematic circuit diagram for the high- 
frequency amplifier, the diode detector and first a-f tube, the 
input attenuator, and the switch for making suitable connections 
from the probe to the instrument circuits. The output tube or 
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power tube and the loud speaker circuits are not shown here. 
The amplifier consists of two stages of tuned radio-frequency 
amplification covering the range from 95 ke to 15 mc in five 
bands which are switched by the range selector as required for 
the portion of a receiver being checked. 

The probe selector switch, shown at the lower left with the 
attached cable and probe, has four positions. One is for pickup 
of signals anywhere between 95 kc and 15 mc, another is for 
pickup of audio-frequency signals, a third allows supplying audio- 
frequency potentials from the instrument to loud speakers being 
tested or for other purposes, and the fourth allows using the 
probe for input to the electronic voltmeter. The audio-frequency 
amplifier section of the instrument consists of the detector- 
amplifier tube shown at the upper right, of a following beam 
power output tube and a loud speaker not included in the diagram. 

The electronic voltmeter contained in the Audolyzer is shown 
in schematic form by Fig. 7, The probe selector connects with 





Fig. 7.—The electronic voltmeter used in the Audolyzer. 


this voltmeter through connection A coming from Fig. 6. Con- 
nections B and C bring audio-frequency and radio-frequency 
potentials from the amplifier system to the voltmeter input 
through the meter selector switch. 

The electronic voltmeter uses a triode tube in a bridge circuit. 
The meter is shown at the upper left, connected to the meter 
selector switch. The electronic voltmeter itself is arranged to 


SIGNAL TRACING 215 


measure direct potentials, which may come through the probe 
and probe selector switch of Fig. 6, or which may be rectified 
alternating potentials coming from the diode rectifier system of 
the right-hand tube in Fig. 6. 

The front panel of the Audolyzer is pictured by Fig. 1 of this 
chapter. At the top center is the meter for the electronic volt- 
meter. Below and to the left is the tuning dial for the t-r-f ampli- 
fier of Fig. 6. This dial carries graduations, in frequencies, for 
the five bands. A frequency is measured or determined by tuning 


to obtain a maximum reading on the meter, whereupon the dial 
graduations show the frequency. 


When the probe is touched to a point carrying radio, inter- 
mediate, or oscillator frequencies, with the selector Switches set 
for R.F., the frequency is tuned in by the dial and the potential 
is indicated by the meter. Modulated radio or intermediate fre- 
quencies may be demodulated by the detector, put through the 
audio amplifier, and monitored by the loud speaker or other con- 
nected audio reproducer, 

With the selector switches set at A.F. audio-frequency poten- 
tials picked up by the probe may be measured by the electronic 
voltmeter, or they may be put through the audio amplifier and 
loud speaker. In one of the positions of the probe selector the 
instrument becomes a radio receiver whose audio-frequency out- 
put may be used for testing other devices requiring a-f potentials. 
The two meter jacks shown at the left in Fig. 7 may be used with 
external test leads for measuring any direct potential by means 
of the electronie voltmeter while the regular probe is employed 
otherwise. 


Pickup Probes. — Some instruments are designed to be used 
with detachable probes and probe cables of several types, each 
especially suited to a particular kind of signal or potential. For 
pickup of radio-frequency and oscillator potentials these probes 
may have capacitors of from a little less to a little more than 
one micro-microfarad capacitance. For audio frequencies there 
usually is neither capacitance nor resistance in the probe tip or 
handle. For pickup of direct potentials for measurement by 
means of electronic voltmeters the probe may contain a resistance 
of one or more megohms. The high-frequency and direct potential 
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probes reduce the sensitivity of the instrument, but they also 
reduce the loading and detuning effects in the circuits being 
traced or measured for potentials. 

Traceometer. —In the Traceometer, made by Hickok, there 
are four separate electronic voltmeters, also a wattmeter, a loud 
speaker, and the amplifier and control circuits necessary for the 
operation of these indicator elements. A picture of the front 








pee 


Fig. 8.—The panel of the Traceometer, showing the four meters for four electronic 
voltmeters, one for a wattmeter, also the frequency measuring dials and the controls. 


panel is shown by Fig. 8. The meters for the electronic voltmeters 
are across the top. The meter at the left measures direct poten- 
tials, the one next toward the right measures radio- and inter- 
mediate-frequency potentials at from 100 to 1,800 ke, the next 
meter measures potentials in oscillator and other circuits at 


SIGNAL TRACING 21% 


frequencies from 600 kc to 15 me, and the one at the right 
measures audio-frequency potentials. The wattmeter, for indicat- 
ing power taken by the receiver or other apparatus tested, is in 
the center of the panel. At the left of the wattmeter is a fre- 
quency-calibrated tuning dial for the frequencies between 100 
and 1,800 ke, while at the right is a second frequency-calibrated 
dial for the frequencies between 600 kc and 15 mc. Control 
selector switches and jacks are at the bottom of the panel. 

The audio-frequency electronic voltmeter circuit is shown by 
Fig. 9. The a-f signal pickup from the probe and cable shown at 
the top comes through the input jack, with the cable phone plug 
inserted, and through the range control or attenuator to the 
control grid of the left-hand double-diode triode tube in which 





Fig. 9.—A simplified circuit diagram for the audio-frequency electronic voltmeter 
in the Traceometer. 


the diode plates are shown grounded. Output from the plate of 
this amplifier tube goes through the monitor jack and the diode 
plates of the right-hand double-diode triode tube which is the 
voltmeter tube. The diode output, rectified, is fed to the control 
grid of the same tube. The a-f voltmeter M3 is in the cathode 
circuit of the tube. Zero adjustment of the meter is made by 
means of the balance potentiometer which furnishes the neces- 
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sary potential from a battery circuit placed in operation when the 
instrument is turned on. The output may be taken also through 
the monitor jack to the control grid circuit of another tube acting 
as an a-f output tube, thence to the built-in loud speaker. With 
the plug inserted in the monitor jack, the voltmeter tube of Fig. 9 
is disconnected from the plate of the amplifier at the left. 

The rf-if amplifier used between 100 and 1,800 kc is a three- 
stage tuned radio-frequency type with switching for tuned coup- 
ling transformers for any of three frequency bands in this range. 
The pickup input is taken through a series capacitance type prod 
and a capacitance type voltage divider attenuator to the control 
grid of the first amplifier tube. On the output end of this amplifier 
is an electronic voltmeter tube and meter arranged similarly to 
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Fig. 10.—Simplified diagram of the amplifier and electronic voitineter for frequencies 
between 0.6 and 15 mc in the Traceomate, 


those shown by Fig. 9, but with switching arrangements which 
allow using the diode plates of the voltmeter tube as a diode 
detector whose output may be fed to the audio amplifying system 
when desired. 

The amplifier for the oscillator electronic voltmeter, operating 
between 600 kc and 15 mc, is a tuned plate impedance type whose 
schematic diagram is shown by Fig. 10. The left-hand tube is the 
high-frequency amplifier whose control grid receives the meas- 
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ured potentials through a series capacitance probe and resistance 
type range attenuator. The amplifier output goes to the rectifying 
diode plates of the voltmeter double-diode triode tube at the right. 
The indicating meter is in the plate circuit of this second tube. 
The separate voltmeter tubes and meter circuits are essentially 
alike in all of the amplifying systems. 

The fact that there are so many separate amplifiers and meters 
incorporated in the Traceometer makes it possible to observe 
conditions simultaneously at a number of points in a receiver 
being checked. Fig. 11 shows one way in which seven readings 
may be observed without changing any of the connections to the 
receiver, once they are made. 

The readings are as follows: 1, the rf-if voltmeter probe is on 
the plate of the first detector or converter tube. Tuning the dial 





Fig. 11.—Connections for making seven simultaneous readings with a Traceometer. 


for this voltmeter to obtain a peak reading of the meter allows 
observing the potential and also the frequency indicated by the 
dial, which might be the r-f or i-f frequency, depending on the 
tuning. 2, the oscillator voltmeter, connected to the receiver oscil- 
lator, indicates the oscillator potential when the dial is tuned to 
the oscillator frequency, and the frequency itself is shown by the 





220 SIGNAL TRACING 


dial setting. 8, the d-c electronic voltmeter is connected to the 
output of the second detector in the receiver, and is indicating the 
ave potential. 4, the a-f electronic voltmeter is being used as an 
output meter connected to the plate side of the output tube or to 
the loud speaker input. 5, the wattmeter is indicating the power 
taken by the receiver. 

Many other arrangements are possible. The rf-if input (1) 
might come from anywhere between the antenna and converter 
tube, with the oscillator voltmeter (2) being used at the con- 
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Fig. 12.—Some of the points at which tracer tests and potential measurements 
may be made in a simple type of superheferodyne receiver. 


verter, or the oscillator voltmeter (2) might be used between 
antenna and converter while the rf-if voltmeter (1) is used any- 
where in the i-f system between tne converter and the diode 
detector. 
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Tracer Test Points. — Some of the points at which potentials 
may be picked up in a typical superheterodyne receiver during 
the process of signal tracing are indicated by numbers on the 
diagram of Fig. 12. Some of the points may be checked when 
the input to the receiver is a broadcast signal coming from a 
local station, but for the measurements and indications to have 
much real meaning in relation to one another it is necessary that 
the input be from a signal generator or test oscillator coupled to 
the receiver antenna terminal and ground post (or chassis) and 
tuned to some frequency within the range of the receiver. The 
input signal should be modulated with audio frequency. The 
generator and receiver should be tuned to the same radio 
frequency. 


1. Receiver antenna post. Tracer tuned to frequency of r-f 
input signal. 


2. Control grid of r-f tube, or stator plates of r-f section of 
tuning capacitor. Tracer tuned to frequency of r-f input signal. 
Checks gain, if any, in antenna tuned coupler, also continuity of 
signal to this point. 


3. Wave trap. Tracer tuned first to r-f frequency, then to 
intermediate frequency. There should be little or no alternating 
potential. 


4. Plate of r-f tube. Tracer tuned to r-f input frequency. 
Checks gain of the r-f tube. 


5. Screen of r-f tube. Should be little or no alternating poten- 
tial. 


6. Signal grid or r-f grid of converter tube. Tracer tuned to 
r-f input frequency. With most types of interstage coupling the 
signal potential here will be less than at point 4, or will be about 
the same. 


7. Oscillator grid of converter tube. Tracer tuned to oscillator 
frequency, which, in standard broadcast range, will be equal to 
the sum of the r-f input frequency being applied and the inter- 
mediate frequency used in the receiver. In some short-wave re- 
ceivers the oscillator frequency may be the difference between the 
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r-f input frequency and the intermediate frequency on some or 
all bands. The potential must be indicated by the meter of the 
tracer, since there should be no effect in headphones or speaker. 


8. Stator plates of oscillator tuning capacitor. Tracer tuned to 
oscillator frequency. Indication should be practically the same 
as at point 7. 


9. Plate of converter tube. Here there are potentials at four 
frequencies; the r-f input frequency, the oscillator frequency, the 
difference between the first two, and the sum of the first two. 
If the tracer is untuned, or cannot be tuned to the several fre- 
quencies, the indication will be due to all of the potentials to- 
gether, and should be much greater than at point 6. If the oscil- 
lator can be tuned to the radio frequency, intermediate frequency, 
and oscillator frequency the separate potentials may be measured. 


10. Screen of converter tube. Should be little or no alternating 
potential. 


11. Control grid of i-f tube. Tracer tuned to intermediate fre- 
quency. If the intermediate frequency was measured separately 
at point 9, its potential here will be about the same. If the effect 
of all frequencies together was measured at point 9, the potential 
here will be considerably less, because at the i-f grid we should 
have only the intermediate frequency. 


12. Plate of i-f tube. Tracer tuned to intermediate frequency. 
The potential should be much greater than at point 11, because 
of the amplification or gain in the i-f tube. 


13. Screen of i-f tube. Should be little or no alternating 
potential. 


14. Diode plates of detector. Tracer tuned to intermediate 
frequency. The potential here will be less than at point 12, the 
value being almost anything down to one-fourth of the value 
at 12. 


15. Return end of transformer diode winding. With tracer 
tuned to intermediate frequency there should be only a small 
potential here. If the tracer is not of the tunable type the gen- 
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erator a-f modulation may be turned off, whereupon there shouid 
be but a small a-c potential at this point. With the modulation 
turned on there should be an indication, which is due to the 
audio-frequency signal or to the modulation of the i-f signal. 
The audio-frequency section of the tracer may be used for mak- 
ing a measurement at this point. 


16. Detector filter output. The indications should be practi- 
cally the same as at point 15. 


17. Slider of volume control. Using a-f section of tracer. With 
the slider at the high end, toward point 16, the a-f potential 
should be the same as at 16. Rotating the control away from this 
position should cause the potential to drop gradually, becoming 
zero at the grounded end of the contro! resistance. 


18. Grid of a-f amplifier. Using a-f section of tracer. The a-t 
potential here should be only slightly less than at point 17. 


19. Plate of a-f amplifier. Using a-f section of tracer. The 
potential should be several times higher than at point 18, depend- 
ing on the type of tube, because now we have the amplification 
or gain of the a-f amplifier. 


20. Control grid of output tube. Using a-f section of tracer. 
The potential here should be almost as high as at point 19. 


21. Cathode of output tube. Using a-f section of tracer. If, as 
shown in the diagram of Fig. 12, the cathode-bias resistor is not 
bypassed by a capacitor, there will be considerable a-f potential 
at this point. If there is a bypass the a-f potential will decrease 
with increase of capacitance in the bypass. 


22. Plate of output tube. Using a-f section of tracer. The po- 
tential should be several times higher than at point 20, depending 
on the type of tube. The increase is due to the gain or amplifica. 
tion in the tube. 


23. Screen of output tube. Using a-f section of tracer. Ther« 
should be little or no a-f potential at this point. 


24. Plate end of primary winding in speaker coupling trans- 
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former. Using a-f section of tracer. The potential should be the 
same as at point 22. 


25. Secondary of speaker coupling transformer, or voice coil 
leads. Since this circuit is not grounded it will be necessary to 
connect the tracer input across the winding or coil rather than 
having one side of the tracer input to ground or chassis. Use the 
a-f section of the tracer. The a-f potential will be much lower than 
at points 22 and 24, due to the voltage step-down (and current 
step-up) of the coupling transformer. Used at points 22, 24 or 
25 the tracer may be employed as an output meter or indicator 
during alignment of the receiver. 

At all of the numbered points mentioned so far the measure- 
ments have been of alternating potentials at various frequencies. 
Alternating potentials may be checked also in the power supply 
system, usually with the a-f section of the tracer because of the 
fact that power frequencies are at the lower end of the audio- 
frequency range. 

If the tracer has facilities for measuring direct potentials, such 
measurements may be made at the following numbered points of 
Fig. 12. These direct potential measurements ordinarily would 
be made at the same time as the a-c readings. Sometimes it is 
more convenient to proceed with the a-c readings at the several 
frequencies until trouble is indicated, then to check the direct 
potentials up to the same point. 


2. R-f tube grid bias, which here is the ave voltage. Negative 
potential. 


4. R-f tube plate voltage. Positive potential. 
5. R-f tube screen voltage. Positive potential. 


6. Converter signal grid bias, which here is the avc voltage. 
Negative. 


7. Oseillator grid bias. Negative. 
9. Converter plate voltage. Positive. 


10. Converter screen voltage. Positive. 
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ll. I-f amplifier grid bias, which here is the ave voltage. 
Negative. 


12. I-f amplifier plate voltage. Positive. 

13. I-f amplifier screen voltage. Positive. 
14. Diode plate bias. Negative. 

15 and 16. Same as at 14, or practically so. 


17. Volume control slider. Negative. Will vary with position 
of control. 


18. A-f amplifier grid bias. Negative. Should vary with opera- 
tion of volume control when bias by grid rectification as shown. 


19. A-f amplifier plate voltage. Positive. 


20. Output tube grid voltage to ground. Would be practically 
zero with the circuit shown in Fig. 12, the bias being secured 
from the voltage drop in the cathode-bias resistor. 


21. Output tube cathode. Positive to ground. This is the out- 
put tube grid bias voltage, the negative side of the resistor going 
to ground and thence to the control grid. 


22. Output tube plate voltage. Positive. 
23. Output tube screen voltage. Positive. 


26. Ave bus leading to grid returns of tubes whose control grid 
bias is regulated by the automatic volume control. Negative 
potential. In the diagram of Fig. 12 the ave voltage is measured 
also at points 2, 6 and 11, and nearly the same value will be read 
at points 14, 15 and 16. Normal grid bias, usually no more than 
two or three volts, is read with the receiver volume control turned 
to minimum volume and with the signal generator input at a value 
below which there is no further drop of the measured ave volt- 
age. The avc voltage should become more and more negative as 
the input from the signal generator is increased. With the cir- 
cuits of Fig. 12 the ave voltage is not affected at all by the posi- 
tion of the receiver volume control. 

In preceding paragraphs have been outlined briefly a total of 


226 SIGNAL TRACING 


forty-six tests and measurements which may be made on the 
simple receiver circuit of Fig. 12, not counting additional] tests 
and measurements in the power supply system. All of these tests, 
and others not mentioned, may be made with the more elaborate 
types of signal tracing and measuring instruments. At least 
twenty of the points may be traced through with even the simpler 
types of signal tracers. All of the tracings, tests, and measure- 
ments, except those requiring separation of frequencies as at the 
converter plate, may be made with an electronic voltmeter which 
will respond to all frequencies as well as to direct potentials. 


REVIEW QUESTIONS 


1. In addition to a loud speaker or headphones, what other indicators may 
be used for output with a signal tracer? 

2. Describe or mention the parts used in a type of signal tracer which has 
no electronic tubes. 

3. What type or types of output indicator must be used when checking 
performance of the oscillator in a receiver? 

4. What type of circuits must be included in a signal tracer which is to 
distinguish between different frequencies in parts being tested? 

5. Will readings at the converter tube plate be higher with a tracer tuned to 
the individual frequencies or with the one responsive to all frequencies? 

8. Should the signal at the diode plates of a detector be stronger or 
weaker than at the output from the last i-f tube? 

7. Should the signal be stronger at the control grid of the first a-f tube 
or at the ungrounded end of the volume control? 

8. What other test instrument may be used in a manner generally similar 
to that employed with a signal tracer? 


Chapter 9 
SIGNAL GENERATORS AND TEST OSCILLATORS 


A signal generator is an instrument capable of furnishing 
radio-frequency signals at any and all of the frequencies which 
come from broadcasters or other transmitters. The signal from 
the generator differs from the broadcast signal in not furnishing 
music and speech for entertainment, but in every other way it is 
better than broadcast signals. 


R Peo P 


sp qr rer e 





Fig. 1.—A signal generator providing modulated or unmodulated r-f potential, 
also a-f potential and adjustable direct potential, Precision Apparatus Company. 
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The signal generator will furnish radio frequencies which are 
continuously variable from somewhere around 100 kilocycles all 
the way up to many megacycles. The r-f potential is adjustable 
from a few microvolts up to a large fraction of a volt, and some- 
times more. The generator will furnish also an audio frequency, 
usually at something near 400 cycles, but sometimes variable 
throughout the audio range, and sometimes variable also in am- 
plitude or voltage. This audio frequency may be used to modulate 
the r-f output of the generator, or the r-f output may be modu- 
lated with some other frequency from an external source, or the 
r-f output may be had with no modulation at all—at constant 
frequency and amplitude. 

The signal generator is one of the two instruments which are 
essential for rapid and efficient radio servicing. The other is a 
multimeter. With the controllable output of the signal generator 
available at radio frequencies, oscillator frequencies, intermedi- 
ate frequencies, and audio frequencies, and with a meter which 
will show changes in alternating potentials or powers at the 
outputs of various amplifier stages, a well-informed technician 
can determine both the kind and approximate location of almost 
any kind of trouble which may occur in radio and sound 
apparatus. 

The alternating potentials available from signal generators are 
produced within the instruments by one or more tubes, or sec- 
tions of tubes, acting as oscillators. In principle these oscillators 
need not differ greatly from the ones used in superheterodyne 
receivers. Because all signal generators employ oscillator tubes 
these instruments, in types designed for radio servicing, often 
are called £est oscillators. When designed for use in research and 
production laboratories the instruments are, and always have 
been, called signal generators. But present practice is to avoid 
confusion by applying the name signal generator to all commer- 
cially manufactured instruments which deliver controlled radio 
and audio signals, and this is the name which we shall use. 

Oscillator Action.—An oscillator tube may be of almost any of 
the types usually employed as voltage amplifiers, either triodes 
or pentodes. The circuit connections are such that some small 
portion of the energy in the plate circuit may be applied to the 
control grid circuit. The plate, in addition to being coupled to 
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circuits for which the oscillator supplies alternating power, is 
coupled also to the control grid circuit of the same tube. The 
input energy for the grid circuit comes from the plate circuit, 
and the oscillator tubes actually amplifies some of its own output. 
The return of plate-circuit energy to the grid circuit is called 
feedback. The feedback coupling may be by mutual induction, 
it may be capacitive, or it may be combinations of the two. 

In the simplified circuit of Fig. 2 the feedback is by mutual 
induction between a coil Lp in the plate circuit coupled to a coil 
Lg in the control grid circuit. When the circuit is turned on, 
applying the B-voltage in the plate circuit, there will be current, 
increasing from zero, in coil Lp. The changing current in Lp 
induces a changing potential in Lg. The windings of the two coils 
are in such relative directions that this change of plate current 
induces a grid potential in such polarity as to make the grid 
more positive. The increasingly positive grid makes the plate 
current increase to the maximum value determined by the type 
of tube and the applied plate voltage. Then plate current stops 
changing. With no change of current in coil Lp no potential 
is induced in Lg, and the grid potential drops back to its original 
zero value. 





Feedback 


Fig. 2.—The elementary oscillator circuit. 


As the grid becomes less positive the plate current is forced 
to decrease in value, This change of plate current in Lp induces 
a potential in Lg, but with plate current decreasing instead of 
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increasing, the polarity of the new potential in Lg is opposite to 
that for the earlier condition, and the grid is made increasingly 
negative. As the grid becomes more and more negative the plate 
current becomes less and less, until it reaches cutoff. Then there 
is no change of plate current, there is no potential induced in Lg, 
and the grid returns to zero voltage. With the grid thus becoming 
less negative the plate current is caused to increase from the 
zero or cutoff value, and we are right back where we started. 
The increases and decreases of plate current constitute an alter- 
nating current, and corresponding alternating potential is de- 
livered from the output of the oscillator system. 

The frequency of alternating current and potential is deter- 
mined by the resonant frequency of inductances and capacitances 
in the circuits, chiefly by the inductance of coil Lg and the capaci- 
tance of capacitor C which is across Lg. 

Oscillator Grid Bias.—Oscillators are automatically biased by 
grid rectification, or grid leak bias, as shown by Fig. 8. The 
action is exactly the same as with this method of bias when used 
for any other purpose. Positive alternations charge grid capaci- 
tor Cg, which discharges through grid resistor or leak resistor Rg. 





Fig. 3.—A tuned grid oscillator with inductive feedback. 


Resistor Rg becomes negative at the grid end and positive at the 
cathode end, and the voltage drop across Rg becomes the negative 
grid bias. 

This bias limits the maximum value to which plate current 
may rise during its alternations. This type of bias tends to main- 
tain fairly constant amplitude of the alternating current and 
potential in the plate circuit, because stronger alternations make 
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the grid more negative, while weaker alternations make the grid 
less negative. In radio-frequency oscillators the grid resistors 
often are somewhere between 20,000 and 60,000 ohms, with grid 
capacitors from something less than 50 to something more than 
200 mmfd. The combinations have to suit the particular circuits 
and tubes with which they are used. 

Tuned Grid Oscillator.—The general type of circuit shown by 
Fig. 3, wherein the control grid circuit is tuned to determine the 
frequency of oscillation, may be called a tuned grid oscidator 
circuit. It is used for both radio-frequency and audio-fregaency 
oscillators in signal generators. 

Fig. 4 shows a simplified schematic diagram of a tuned grid 
oscillator used for audio-frequency modulation of the r-f output 
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fig 3 A simplified circuit diagram of the a-f oscillator in one type of 
Triplett signal generator 


n a signal generator. To the grid of the tube is connected the 
grid resistor going to ground, and the grid capacitor going to the 
'ransformer winding which is tuned by another capacitor across 
nis winding. The plate circuit goes through the transformer 
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winding shown on the right-hand side of the transformer core 
in the diagram, thus allowing energy feedback. The output from 
this oscillator system is taken from a third winding on the trans- 
former, shown above the tuned grid winding. The output, from 
the top of the winding goes to the audio-frequency output jack, 
shown at the extreme right, and also through a lead toward the 
left to the r-f oscillator system where this a-f potential is used 
for modulating the r-f output of the generator. 

Tuned Plate Oscillator.—Instead of tuning the control grid 
circuit of the oscillator to determine the oscillation frequency, 
it is possible to tune the plate circuit for this purpose. The tuned 
plate system, like the tuned grid, may be used for either radio- 
frequency or audio-frequency oscillators. 

The circuit used for one style of tuned plate r-f oscillator is 
shown by Fig. 5. At Cg and Rg are shown the biasing grid 
capacitor and grid resistor. The main tuning capacitor, for 
frequency adjustment, is C. The trimmer capacitor Ct is in the 
coil unit which includes winding Lp in the plate circuit, tuned 
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Fig. 5.—A tuned plate oscillator with inductive feedback. 


by C and Ct, and feedback winding Lg in the grid circuit. Several 
different coil units may be switched into and out of the oscillator 
circuit for coverage of the several frequency bands in the r-f 
range. For this particular circuit, which may use a 6J5 or sim- 
ilar tube, Rg is 60,000 ohms, Cg is 0.0015 mfd, C is variable 
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from 10 to 275 mmfd, Ct is variable up to 30 mmfd, and R is 
2,000 ohms. Coil windings have to be suited to the frequency 
ranges which, in five steps, may run from 100 kc to 30 mc or 
thereabouts. Plate potential is 80 to 90 volts and grid bias, when 
not oscillating, is 4 to 5 volts negative. 

Hartley Oscillator Cireuit.—An arrangement quite often used 
for production of either radio- or audio-frequency potentials in 
signal generators is the Hartley oscillator circuit shown in prin- 
ciple by Fig. 6. Coil Lg in the grid circuit and coil Lp in the 
plate circuit are connected together at one end of each, and 
to the cathode from this point. The main tuning capacitor C 
is connected across both coils, so that the oscillation frequency 
is dependent chiefly on the capacitance of C and the combined 
inductance of Lg and Lp. 

Electron flow in the plate circuit is from plate through resistor 
R, the B-supply, and to the cathode. Alternating potentials and 
currents in the plate circuit go from the plate through coupling 
capacitor Cp, through ground to the lower end of coil Ly, and 





Fig. 6.—One arrangement of the Hartley oscillator circuit. 


through Lp to the cathode. There is mutual induction between 
the two coils, which usually are wound on a single form, and 
potentials are induced in grid coil Lg as a result of the feedback. 
The greater the ratio of inductance in Lp to inductance in Lg 
the greater will be the feedback energy. 

We may note that the oscillatory circuit which includes tuning 
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capacitor C includes both of the windings or coils Lg and Lp. 
Consequently, the oscillating currents in this entire circuit must 
flow in both windings at the same time. As a result it is not 
absolutely necessary, although it is usual practice, to provide 
mutual inductive coupling between the windings, since there will 
be a certain transfer of energy in any case. 

Colpitis Oscillator Cireuit—A circuit arrangement used for 
some r-f oscillators in signal generators, especially when they 
are to reach the very high frequencies, is called the Colpitts 
oscillator. The principle is shown by the diagram in Fig. 7. Here 
there is but a single coil, L. There are two tuning capacitors, 
Ca and Cb, which are operated together. The tuning capacitor 
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Fig. 7.—An elementary circuit diagram for a Colpitts type of oscillator. 


unit is made with two sets of stator plates, one set being con- 
nected to each end of the tuning coil, and with the rotors con- 
nected together or constructed together, and connected to ground. 

In the Colpitts circuit we have capacitance coupling for the 
feedback, because alternating potentials between plate and 
cathode act in capacitor Cb, and this capacitance is part of the 
oscillatory circuit consisting of Cb and Ca together with coil L. 
The relative values of capacitive reactances in Cb and Ca deter- 
mine the relative values of alternating potentials in the plate 
circuit (containing Cb) and the grid circuit (containing Ca). 

A Colpitts oscillator circuit as used in a signal generator is 
shown by Fig. 8. The grid capacitor and resistor are C21 and 
R12. The double tuning capacitor is Cé. Capacitor C7 is a trim- 
mer across the tuning coil. Output to the amplifying and modu- 
lating system of the generator is taken through capacitor C17. 
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Crystal Controlled Oscillator.—One certain frequency of oscil- 
lation may be maintained with great precision by using in the 
oscillator circuit a small slab or plate of quartz cut in a particular 
manner from a crystal of quartz. The slabs or plates usually are 
called quartz crystals or piezo-electric crystals. They are mounted 
between pieces of flat metal in insulating holders from which 
extend pins or other terminals allowing the pieces of metal to 
be connected betwen points of an oscillator circuit. 
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Fig. 8.—The radio-frequency oscillator circuit of a Hickok signal generator 
which will tune to as high as 160 megacycles. 


When an alternating potential is applied across the metal 
pieces between which is the quartz, and the frequency of the 
potential is varied, there may be found one frequency at which 
the quartz vibrates. At this frequency the piece of quartz pro- 
duces on its opposite sides or faces an alternating potential 
nearly the same as the applied frequency. Thereafter the applied 
frequency may be varied to some extent in either way, but the 
quartz will continue to vibrate and produce an alternating po- 
tential at its own natural frequency. This frequency of the crystal 
depends on its dimensions, especially on its thickness, and on 
the manner in which it has been cut from the original large 
crystal. 
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The quartz crystal may be connected between the control grid 
and cathode of an oscillator tube, with a resistor paralleling the 
crystal to provide a conductive grid return, as shown by Fig. 9. 
When the crystal is supplied with enough power to keep it vi- 
brating, the frequency in the control grid circuit will be that of 





Fig. 9.—The crystal oscillator circuit in a Hickok signal generator. 


the crystal itself, and we have a precisely "tuned" grid circuit. 
The power needed by the crystal is furnished from a tuned plate 
circuit by means of capacitive feedback, through the plate-to-grid 
eapacitance inside of the tube. In the diagram the crystal is 
marked “Xtal,” a common abbreviation for "crystal" and the 
paralleled resistor is R15. 

In order to maintain oscillations, the plate circuit is tuned to 
a frequency slightly higher than the natural frequency of the 
crystal. This makes the plate circuit act inductively, or like an 
inductive reactance, at the crystal frequency. Otherwise there 
would not be the required energy feedback, and oscillations could 
not be maintained. The oscillator output frequency will be the 
natural frequency of the crystal, or, with suitable circuits and 
crystals, will be some harmonic of that natural frequency. 

The circuit of Fig. 9 may be used to produce frequencies of 
either 100 ke or 1,000 ke. The final output, after going through 
other tubes in the generator, may be used at the 100-kc funda- 
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mental and at harmonics up to the 30th to 40th to provide accu- 
rately known frequencies at each 100-kc. For higher frequencies 
the harmonics of the 1000-kc frequency are used to give known 
frequencies at each 1000-ke or at each megacycle. 

Electron Coupled Oscillators.—One of the major problems in 
the design of signal generators is to prevent the oscillation fre- 
quency from being altered when the oscillator is connected or 
coupled to some external circuit in which the alternating poten- 
tials are to be used. The circuit connected to the output of the 
oscillator or generator is a load which may have various com- 
binations of resistances, capacitances and inductances. An effec- 
tive and economical way of isolating the external load from the 
oscillator while furnishing alternating potentials to the load is 
to employ what is called electron coupling to the output circuit, 
or to use what is called an electron coupled oscillator. 

One method of electron coupling is shown by Fig. 10, where 
the tube is a pentode. Compare this circuit with that shown in 
Fig. 8, where the tube is a triode and the circuit is a Hartley 
type. The two control grid circuits are exactly the same. In the 





electron coupled arrangement the screen is connected just as is 
the plate in the earlier arrangement, both connect to a B+ line 
and, through a capacitor and ground, both connect to the lower 
end of the tuned oscillatory circuit. Then, considering only the 
cathode, control grid, and screen of Fig. 10, we again have a 
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Hartley oscillator but have the screen acting as the oscillator 
plate. Instead of the Hartley oscillator, which has been shown 
merely as an example, we might have any other type which has 
been shown with a triode tube, and might use the pentode screen 
for the oscillator plate or anode. 

Returning to Fig. 10, note that the suppressor of the pentode 
is connected to the cathode, consequently, it is at cathode poten- 
tial and acts an electrostatic shield between the screen, which is 
acting as the oscillator plate, and the actual plate, which is a 
collector of electrons that come through the screen. Due to the 
oscillator action in the tube the potential of the screen varies 
at the oscillation frequency, which makes the electron stream 
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Fig. 11.—An electron coupled r-f oscillator used in a Triplett signal generator, 


from the cathode through the screen vary at the same frequency. 
But this is the electron stream going to the plate, and so electron 
flow in the plate circuit varies at the oscillation frequency while 
the plate is electrostatically shielded from the oscillator section of 
the tube. 
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The plate is coupled through capacitor Cc to the generator 
output and the connected external load. The external load circuit, 
coupled to the plate, is shielded from the oscillator section of the 
tube, and conditions in the load circuit can have but little effect 
on the frequency of the oscillator. The coupling between oscil- 
lator and load circuit is by means of the electron stream in the 
tube, and so we have electron coupling to the output or load. Just 
as in any pentode, the variations of plate current are controlled 
by variations of control grid potential, and the average plate 
current is controlled almost wholly by the screen potential and 
can be changed but little by variations of plate potential. 

A practical electron coupled oscillator circuit is shown by the 
simplified diagram of Fig. 11. The capacitor at the left of the 
two-section tuning coil is the trimmer for this coil. The main tun- 
ing capacitor is variable unit C7, both of whose sections are con- 
nected in parallel for frequencies up to eight megacycles, with 
one section used alone for higher frequencies. The suppressor 
grid, 3, is here used for introducing the 400-cycle a-f modulating 
potential into the electron stream of the tube when the r-f output 
of the oscillator is to be thus modulated. The attenuator system, 
at the right, is one of the parts which will be discussed later. 

A complete schematic diagram for the same signal generator 
is shown by Fig. 12. The r-f oscillator is at the upper left. At the 
lower left is the a-f oscillator for modulation, which was shown 
by itself in Fig. 4. To the right of the r-f oscillator are the six 
sets of coils and six trimmers for tuning in the six frequency 
bands handled by this instrument. The lower sections of the coils 
are shown, by the arrows, as having adjustable powdered iron 
cores. These are the trimming adjustments used at the low-fre- 
quency ends of the bands, while the capacitor trimmers are used 
at the high-frequency ends of the bands. All of these trimmers are 
calibration adjustments. At the lower right is shown the d-c 
power supply system, with its full-wave rectifier, filter, and 
voltage regulating tube. 

Buffer Stages, — Oscillators used at very high frequencies may 
employ types of oscillator tubes which do not lend themselves to 
load isolation by electron coupling, in which case it is usual prac- 
tice to feed the output of the oscillator to a tube or stage which 
prevents reaction of the final load on the oscillator frequency, The 
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Fig. 12.—The complete schematic circuit diagram for the Triplett signal generator. 
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intermediate tubes or stages may or may not provide amplifica- 
tion of the oscillator output. 

The r-f oscillator shown by Fig. 8 feeds its r-f output potentials 
to the grid of the cathode follower tube shown in Fig. 13. This 
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Fig. 13.—The cathode follower in the output circuit of the r-f oscillator in a 
Hickok signal generator. 


follower causes some loss of amplification, but does insure load 
isolation. The output from the follower tube is taken from across 
the resistor which is between cathode and ground and is applied 
to one of the grids of a triode-hexode tube shown near the top of 
Fig. 14. This grid is the one used as a signal grid when the triode- 
hexode is employed as a converter. Here the grid is being used 
as an amplifier, with the final output going to a multiplier or 
attenuator. The grids nearest the cathodes are used for introduc- 
tion of modulating potentials. The lower tube in this diagram is a 
reactance modulator used for frequency-modulation of the r-f 
output. 

In other generators the output of the r-f oscillator may go to 
the signal grid of a pentagrid converter tube, with audio-fre- 
quency modulation or other modulation put into the grid ordi- 
narily used as an oscillator grid when the tube is employed 
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as a converter in a superheterodyne receiver. Any arrangement 
whose chief purpose is to prevent the load on the final output 
from affecting the oscillation frequency may be called a buffer 
stage. If the stage also provides amplification it may be called a 
buffer amplifier. 

Frequency Drift.—There are effects other than that of the 
external load which tend to vary the oscillation frequency. Tem- 
perature change is one of the things which may cause the fre- 
quency to vary. When a generator is first turned on all of its 
parts are "cold," which means that they are approximately at 
room temperature. As the generator remains turned on the cur- 
rents in the various parts cause heating of the parts, with result- 
ing expansion. The heating brings about changes of resistances, 
inductances and capacitances which are in the tuned circuits and 
in the tubes, and there will be greater or less change in the os- 
cillation frequency. 


One way of guarding against temperature effects is to let the 
generator remain turned on for between ten minutes and a half 
hour before assuming that the generated frequency is the same 
as that indicated by the tuning dial, thus giving everything 
time to make all of the changes that are going to be made. 
Generators always are calibrated with their parts at normal 
working temperature, and calibrations apply only at this tem- 
perature. Temperature effects are lessened in some instruments 
by using capacitors, and sometimes inductors, having compen- 
sating “inverse” temperature coefficients. Regulation of d-c plate 
and screen potential may help to stabilize the frequency, because 
the plate resistance of tubes varies with changes of plate and 
screen potential, and with consequent changes of plate current. 
Small plate and screen currents in oscillator tubes may help 
matters, because the small currents cause less heating of all 
parts. Adequate ventilation is necessary. 


Changes of capacitance between tube elements and between 
conductors in general may be allowed to have minimum effect 
by using for the tuned oscillator circuits relatively large tuning 
capacitances and small tuning inductances. Then changes in tube 
and circuit capacitances make but small percentage changes in 
the total capacitance of the tuned circuits. 
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Aging of oscillator tubes has some effect on frequency. This 
effect is lessened by working the tubes well below their maximum 
rated abilities. With small plate currents there always is plenty 
of space charge in the tubes, and changes of electron emission 
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Fig. 14.—The modulation mixer circuit and the frequency-modulation system in a 
Hickok signal generator. 


from the cathode as the tube grows older in use then will have 
little effect on performance. New oscillator tubes ordinarily are 
aged for some time before the generator is calibrated. 

Shielding and Filtering.—In addition to protecting the oscil- 
lator from frequency variations due to the external load, it is 
necessary to protect the circuit being tested. Sensitive load cir- 
cuits which are outside the signal generator may be affected by 
electric and magnetic fields escaping from the generator other 
than at the terminals or cable intended for the output. 

In most signal generators the main reliance is placed upon 
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metallic shielding enclosures. In most instruments there is a 
shielding enclosure containing the tuning coils and trimmers for 
the several frequency bands, together with the switching arrange- 
ment for band selection, The r-f oscillator tube may or may not 
be inside of the same enclosure. In nearly all cases there is a 
shielding enclosure for the output attenuator resistance network 
and the switch that controls the degree of attenuation. Quite 
often the interior of the generator cabinet is separated into two 
main compartments by a metallic shelf, or a horizontal or ver- 
tical metallic panel. The d-c power supply system, sometimes 
the a-f modulating system, and other parts which are not likely 
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Fig. 15.—Shielding in a radio-service type of signal generator. 


to cause radiation are all together in one compartment, with the 
entire r-f system in the other compartment. There is, of course, 
a metallic cabinet which encloses the entire signal generator and 
which acts as a shield for all of the parts within it. 
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Fig. 15 shows the parts of a small signal generator that has 
been removed from the metal cabinet, and it also shows the 
dividing shelf partition. Individual shields are used for the 
tuning coils and band selector switch, and for the output attenu- 
ator resistors and their controls. The covers of the shielding 
boxes have been taken off to expose the parts within each of 
them. 


Unless the power line is filtered and shielded it may carry much 
high frequency into the building wiring and into other instru- 
ments being operated from the same line circuit. Usually there 
is an electrostatic shield between the primary and secondary 
windings of the power .transformer, with this shield grounded. 
In addition there usually will be a bypass capacitor connected 
from each side of the incoming line to ground. Sometimes there 
are r-f choke coils in each side of the power line, with the bypass 
capacitors on the ends of the chokes which are toward the trans- 
former. In a few cases we may find low-pass filters in both sides 
of the power line, with each filter consisting of an r-f choke coil 
having capacitor bypasses to ground from each side of each coil. 
Most of these power line filtering arrangements may be seen in 
one or more of the circuit diagrams in this chapter. 


Output Controls.—The r-f output potential from the oscillator 
or oscillator-amplifier system varies naturally with the operating 
frequency. From most generators there will be maximum output 
potential in a frequency band above the lowest, but below the 
highest. There will be some variation of output potential between 
the low and high frequency ends of most or all of the bands. 
Nearly always there will be minimum output potential in the 
highest frequency band or in a band near the highest one. 

The output from the oscillator system at any given frequency 
may be intentionally weakened or controlled before reaching the 
final output terminal or jack of the generator. This is done by 
passing the oscillator output through an attenuator circuit con- 
sisting of resistors whose overall value is varied by switching 
and by the use of a rheostat or potentiometer. 

A number of signal generators contain what is called a ladder 
type attenuator. The arrangement of resistors in a ladder atten- 
uator is shown clearly at the upper right in Fig. 12. A five-step 
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Fig. 16.—Schematic circuit diagram for one type of Radio City Products 
signal generater. 
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ladder attenuator is shown in Fig. 16, connected between the 
plate circuit of the oscillator tube and the r-f output jack. The 
attenuator system consists of a number of resistors in series with 
one another, and of other resistors from the junctions between 
the first ones and ground. The purpose of this arrangement is to 
maintain an impedance or effective resistance which remains 
nearly constant through most of the attenuation range when 
“looked at” from either the oscillator end or the r-f output end. 


The output from the oscillator system goes to a voltage divider 
or potentiometer shown at the top of the attenuator in Fig. 12 
and at the left-hand end in Fig. 16. The slider provides the input 
to the ladder circuit, with the r-f output switched to various 
points along the ladder. The step control switch often is marked 
“Multiplier” on the generator panel, although it really does not 
multiply the signal strength, but rather weakens it. The voltage 
divider control] may be called the fine control, vernier control, 
or something like that. The voltage divider acts to vary the final 
output with the step control in any of its positions. The controls 
of the attenuation system sometimes are marked with microvolts 
or millivolts of approximate output, or may be used with curves 
or charts showing outputs. In some of the larger and costlier 
generators the output potential is continuously indicated by a 
meter connected into an electronic voltmeter circuit contained in 
the generator. 

Many signal generators have attenuation systems quite similar 
to the faders and attenuators used with sound systems, and 
described in chapters dealing with public address. The type of 
attenuator circuit is not always clearly apparent from the man- 
ner in which a circuit diagram is drawn. 

Between the oscillator output and the attenuator is a coupling 
capacitor of small capacitance. This capacitor helps to isolate 
the oscillator from the output load. In addition, its decrease of 
capacitive reactance with increase of frequency helps to make 
the r-f output of the generator more nearly uniform at all 
frequencies. 

R-f input voltages to receiver antenna-ground circuits for 
testing were specified as follows in one of the earlier I.R.E. 
standards. Distant signal, 50 microvolts. Mean signal voltage, 
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5,000 microvolts (0.005 volt). Local signal, 100,000 microvolts 
(0.1 volt). Strong signal, 2 volts. 


Audio-frequency Modulation.—Most of the types of oscillator 
circuits which are employed for production of radio frequencies 
may be used also for production of audio frequencies when suit- 
able values of inductance and capacitance are in the tuned oscil- 
latory circuits. Tuned grid, tuned plate, and Hartley oscillator 
circuits are quite common where the oscillation frequency re- 
mains constant, as at 400 cycles or thereabouts. When the audio 
frequency is to be adjustable over a wide range it is usual prac- 
tice to employ a beat-frequency oscillator consisting of two radio- 
frequency oscillators whose frequencies beat together to produce 
a difference frequency in the audio range. Variation of frequency 
from one of the r-f oscillators varies the audio beat frequency. 


In generators using an electron coupled r-f oscillator the a-f 
modulating potential from the a-f oscillator may be applied to 
one of the grids in the r-f oscillator tube. In Fig. 12 the modulat- 
ing potential from a winding on the a-f oscillator transformer 
(lower left) goes to number 3 grid of the r-f oscillator tube 
(upper left). This is the grid normally used as a suppressor. 
Note that this a-f modulating grid is connected to ground through 
the transformer winding. 


In Fig. 16 the a-f oscillator is the left-hand section of the 
double triode tube whose other section is used as a diode rectifier 
in the d-c power supply system. Output from the plate of the a-f 
oscillator is resistance-capacitance coupled to number 2 grid in 
the r-f oscillator tube which is near the center of the diagram. 
This grid, which normally is the sereen, is supplied also with a 
constant direct potential from the power supply system so that 
it acts as a screen grid while also acting as an a-f modulating 
grid. 

In Fig. 17 the output of the a-f oscillator triode (lower left) 
is taken from a winding on the oscillator transformer through 
the selector switch to grid number 8, normally the suppressor, 
in the r-f oscillator pentode which is up above. In this generator 
the a-f potential is continuously variable as taken from the slider 
of the voltage divider connected to the output winding of the 
a-f oscillator transformer. Thus the percentage modulation of 


GENERATORS AND OSCILLATORS 


24y 


the r-f output may be adjusted within wide limits. In Fig. 16 
two values of a-f potential are available by changing the value 
of resistance in the cathode lead of the a-f oscillator, and, by 
greatly increasing this cathode resistance the a-f oscillations are 


stopped to leave an unmodulated r-f output. 
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Fig. 17.—Schematic circuit diagram for a Precision Apparatus signal generato: 








In all of the signal generators there are jacks or terminals 
from which may be taken the output of the audio oscillator, un- 
accompanied by radio frequency, for testing audio amplifiers 
and other sound systems or devices. In some generators the a-f 
output is made variable by taking it through the same attenuator 


system used for r-f output. 
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There is provision also for introducing a modulating potential 
of any frequency and amplitude taken from some external source. 
This external modulating source usually is connected to the same 
jacks or terminals as used for a-f output from the signal gen- 
erator. The external modulating potential then goes through the 
same connections to the r-f oscillator system as are used for 
“internal modulation” supplied by the a-f oscillator within the 
generator. The external modulation frequency should not be 
more than one-tenth of the radio frequency being modulated. 


When the audio oscillator furnishes a fixed frequency this 
frequency usually is a nominal 400 cycles. It seldom is exactly 
400 cycles in service types of instruments, but may be twenty 
per cent or more either above or below 400 cycles. 


Frequency Modulation.—A frequency modulating system as 
used in a signal generator is shown by Fig. 14. The lower tube, 
V6, is the reactance modulator tube which supplies the varying 
frequency for frequency deviation. The upper tube, V3, consists 
of a triode shown in the lower part of the envelope and, in the 
upper part of the same envelope, a section having four grids 
between cathode and plate. This section is called a hexode (six 
elements). The grid of the triode section of V3 is directly con- 
nected to the grid nearest the cathode in the hexode section, 
so that any potentials developed on the triode grid will appear 
simultaneously on the first grid in the hexode. The third grid 
above the cathode in the hexode section, marked “To Cathode 
Follower,” is enclosed by the two grids which are the screen. 
Any potential applied to this third enclosed grid will affect the 
electron stream in the hexode section, and the electron stream 
will be affected also by whatever potential appears on the grid 
nearest the cathode, which is connected to the triode grid. When 
there is one alternating potential on the number one grid and 
the triode grid, and another alternating potential on the number 
three enclosed grid, the plate current will be varied by both of 
these alternating potentials. That is to say, the hexode section 
will act as a mixer, and the output into its plate circuit will con- 
tain frequencies which are the sum and the difference of the 
separate alternating potentials applied to number one and num- 
ber three grids. 
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The triode section of V3 is used as an oscillator for producing 
a frequency of either 1,000 ke or of 50 me, depending on which 
of the two tuning coils is connected into the plate circuit of this 
triode section. The reactance tube, V6, is producing a varying 
frequency which will cause deviations in the final output. The 








Fig. 18.—The panel of the Hickok signal generator. 


varying frequency from this reactance tube goes from its plate 
through a coupling capacitor to the grids nearest the cathodes 
in V3 up above, and modulates the oscillator. Now we have an 
oscillator frequency of either 1,000 kc or 50 mc which is deviat- 
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ing in accordance with the input from the reactance tube. That 
is, we have either a 1,000-ke or a 50-me signal which is fre- 
quency modulated. 


This frequency-modulated signal from the triode oscillator is 
being applied to the first grid of the hexode section. The third 
grid of the hexode section is receiving an unmodulated r-f signal 
from the cathode follower of Fig. 13, which, in turn, is getting 
its signal frequency from the r-f oscillator of Fig. 8. In the plate 
output of the hexode section of V3 there will be frequencies 
equal to the sum and the difference of the f-m signal on number 
one grid and the r-f signal on number three grid, and these 
output frequencies will be frequency-modulated. 

The radio-frequency oscillator is adjusted to deliver a fre- 
quency which is either the sum or the difference of the desired 
final output frequency and the f-m oscillator frequency. As an 
example, were it desired to have a 10-mc frequency-modulated 
output for i-f alignment in an f-m receiver, we would use the 
50 mc f-m oscillator frequency and would adjust the r-f oscillator 
(unmodulated) for either 40 mc or 60 me. The 40-mc frequency 
is equal to the f-m oscillator frequency, 50 mc, minus the desired 
output frequency, 10 mc. The 60-mc frequency is the sum of 
50 mc and 10 me. The panel controls used for these adjustments 
are shown on the picture of Fig. 18. 

The 1,000 ke f-m oscillator frequency is used for such purposes 
as aligning the i-f stages of an amplitude-modulated receiver with 
an oscillograph being used to indicate changes in the receiver or 
detector output. Then the r-f oscillator of the generator is ad- 
justed to furnish the sum or difference frequency of the desired 
intermediate frequency, such as 456 ke, and the 1,000 kc fre- 
quency of the f-m oscillator in the signal generator. 


The degree or extent of frequency deviation is determined by 
the amplitude of the alternating potential applied to the control 
grid, number one grid, of the reactance tube V6. This amplitude 
is controlled by the potentiometer marked “FM Sweep Control.” 
When using the f-m oscillator in V3 at 50 mc the frequency 
applied to the reactance tube control grid is 400 cycles taken from 
the audio oscillator of the signal generator. The deviation then is 
variable from zero to 450 ke. When using the f-m oscillator at 
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1,000 ke the frequency applied to the reactance tube grid is 60 
cycles, taken from the a-c circuit for heaters in the tubes of the 
generator. The deviation then may be varied from zero to 30 
kilocycles. 

Audio-frequency Generator. — In Fig. 19 is pictured a genera- 
tor designed for the production of audio frequencies alone. This 





Fig. 19.—Panel controls of the Supreme audio-frequency generator. 


generator will furnish frequencies continuously variable from 
30 to 15,000 cycles, at potentials or amplitudes which also are 
continuously variable. 

A schematic circuit diagram of the audio generator is shown 
by Fig. 20. There are two complete high-frequency oscillators 
shown at the top and bottom on the left. The frequency of the 
upper oscillator is variable over only a relatively small percent- 
age of its average operating frequency; this by means of the 
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variable capacitor marked “Cal Adj,” for calibration adjustment. 
The frequency of the lower oscillator is adjusted by a variable 
capacitor operated from the large dial in the center of the front 
panel. 


The high-frequency output of the upper oscillator is resistance- 
capacitance coupled to the grid of the following triode, which is 
a mixer tube. The high-frequency output of the lower oscillator 
goes through the tuned transformer coupling into the cathode 
lead of the mixer tube. The electron stream from cathode to plate 
in the mixer tube is varied in frequency by both of the high fre- 
quencies at the same time, and in the output of the mixer there 
appears a frequency which is equal to the difference between the 
two incoming high frequencies. The principle is the same as when 
combining the r-f signal frequency and the local oscillator fre- 
quency in the mixer or converter tube of a superheterodyne re- 
ceiver. The arrangement of Fig. 20 is called a beat-frequency 
oscillator because its output frequency, from the mixer tube, is 
the beat frequency produced by beating together the two higher 
frequencies. 


When the two high-frequency oscillators operate at exactly 
the same frequency there is no difference-frequency, and the out- 
put from the mixer is at zero frequency. When the frequency of 
one of the high-frequency oscillators then is varied there will be 
an increasing difference between the two, and the mixer output 
frequency, which is the difference-frequency, will increase pro- 
portionately. Thus the adjustment of one of the high-frequency 
oscillators produces a continuously varying output beat frequency 
from the mixer. When the difference between the two high fre- 
quencies is within the audio range, the mixer output frequency 
will be an audio frequency. 


The mixer output is coupled to the grid of the following a-f 
amplifier tube, whose plate circuit contains the primary of the 
output transformer at the upper right in the diagram. The sec- 
ondary of the output transformer is center tapped, and tapped 
at equal electrical distances either side of center to provide con- 
nections when working with push-pull amplifiers. The taps pro- 
vide various output impedances which may be used for matching 
the input impedances of apparatus being tested. 
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Fig. 20.—Schematic circuit diagram of the Supreme beat-trequency audio generator. 
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Because there would be no audible output from this generator 
at zero audio frequency, a small neon lamp is arranged to indi- 
cate the condition of zero beat. After the generator warms up, 
and with the main tuning dial set to zero frequency marking, the 
calibration adjustment is varied by its control on the front panel 
until the neon lamp ceases to glow, or until there are long inter- 
vals between flashes of the lamp. This shows that both oscillators 
are operating at the same frequency, and that the output fre- 
quency is zero to correspond with the setting of the main dial. 
Then this main dial may be set to whatever audio frequency is 
desired, and the output contro] is adjusted for the desired poten- 
tial or amplitude. 

Tests With Signal Generators. — Signal generators are prob- 
ably used more often for alignment of receivers than for any 
other one purpose. Detailed instructions for alignment proce- 
dures are given in chapters dealing with superheterodyne, short- 
wave, and frequency-modulation receivers. A few additional 
points will be mentioned here. 
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Fig 21 —Connections for i-f, r-f, and oscillator alignment with unmodulated 
output trom a signal generator. 


Alignment of i-f stages, the oscillator, and r-f stages may be 
carried out with unmodulated output from the r-f signal genera- 
tor by using suitable output indicators. An electronic voltmeter, 
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set for measuring alternating potential, may be connected be- 
tween the detector diode plates and ground to indicate output 
from the i-f amplifier while alignment adjustments are being 
made. A high-resistance d-c voltmeter may be used with its posi- 
tive side to ground or chassis and its negative side connected to 
the detector diode plates, or to any point along the ave bus or in 
the ave filter system. An electronic voltmeter may be used simi- 
larly; set for measurement of negative direct potentials, and con- 
nected between ground and any of the points just mentioned. 
These points are shown by Fig. 21. Alignment with unmodulated 
r-f output from the signal generator sometimes is desirable when 
there is to be no sound from the receiver, without having to dis- 
connect the loud speaker or the audio amplifying system. 


The i-f transformers sometimes are aligned with the local 
oscillator of the receiver made inactive during the alignment. The 
oscillator is conveniently stopped by connecting the stator plate 
section of the oscillator tuning capacitor to ground, or to the 
rotor plate section of this capacitor. Then the signal generator, 
set for the intermediate frequency, is connected to the signal grid 
of the converter tube. Output from the audio system of the re- 
ceiver may be indicated by any of the usual output meters which 
respond to audio frequency, with the generator output modulated 
with audio frequency. The generator may be used unmodulated 
when the indicators for output are as described in the preceding 
paragraph, 

If the receiver has an electron-ray tube for adjustment of the 
tuning, with this tube actuated or controlled from the ave volt- 
age, as is usual practice, alignment adjustments may be made to 
produce the narrowest shadow line on the target of the electron- 
ray tube. This is equivalent to taking output indications from 
the ave voltage during alignment adjustments. 

During alignment adjustments it is usual practice to con- 
tinually reduce the output from the signal generator as the align- 
ment proceeds, thus preventing increase of negative grid bias on 
amplifier tubes controlled by the ave system. If the ave system 
is allowed to operate, as it will when using a stronger signal than 
necessary from the generator, the tuning apparently will be 
broadened and it will become difficult to identify the points of 
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maximum output. The maximum will appear to remain without 
much change while trimmers are turned quite a ways one way 
and the other. 


During normal operation of a receiver the signals coming to 
the antenna usually are strong enough to make the ave system 
operate. Therefore, when alignment is made with generator 
signals so weak as to prevent ave operation, the adjustments are 
not made under truly normal operating conditions. To simulate 
normal operation during alignment, the avc bus sometimes is 
temporarily disconnected from the diode detector circuit and the 
ave filter system, and a fixed bias voltage is applied to the ave 
bus. This bias voltage is connected with its negative side to the 
ave line and its positive to ground. The correct potential for the 
fixed bias will be in the neighborhood of the ave bias voltage 
produced with mean or average r-f signal voltage applied be- 
tween the receiver antenna post and ground. As mentioned earlier 
in this chapter, such a signal has an a-c potential of 5,000 micro- 
volts or 0.005 volt. If the output of the signal generator is cali- 
brated, a signal of this value may be applied to the receiver and 
the resulting ave bias voltage measured with an electronic volt- 
meter or highly sensitive d-c voltmeter. Then the ave bus is dis- 
connected, as mentioned above, and a fixed bias voltage of the 
measured value is inserted. 


From the signal generator pictured by Fig. 1 there may be 
obtained a direct potential of adjustable value for use as a fixed 
bias instead of the ave bias during alignment. The Precision 
Apparatus Company states that, when the normal avc bias is 
inconvenient to measure, the fixed bias may be set to between 5 
and 10 volts for receivers of low sensitivity, to between 7 and 15 
volts for those of moderate sensitivity, and to between 10 and 20 
volts for receivers of high sensitivity. 

Image Response. — The image frequency, in superheterodyne 
reception, is a radio frequency which differs from the tuned sig- 
nal frequency by twice the intermediate frequency. For instance, 
if a receiver is tuned to 1,000 ke, and uses an intermediate fre- 
quency of 456 kc, the image frequency will be 1,912 ke, which is 
the sum of 1,000 ke and of two times 456 ke, or 912 ke. This 
assumes that the oscillator frequency is being maintained above 
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the tuned signal frequency. If the oscillator frequency is main- 
tained below the tuned frequency, then the image will be below 
the tuned frequency by twice the intermediate frequency. 

If the signal generator output is accurately calibrated the 
image response may be determined as follows: Connect an output 
meter to the receiver. Connect the signal generator between re- 
ceiver antenna and ground, Tune the receiver and generator to 
the same frequency, and set the generator output for a fairly large 
reading on the output meter. Make a note of the generator output 
potential. Do not alter the receiver tuning, but retune the genera- 
tor to the image frequency. Adjust the generator output to give 
the same reading as before on the output meter. The ratio of the 
two generator outputs is the image ratio. Fig. 22 shows the 
connections. 

If the generator is not calibrated for output, but the output 
meter is calibrated, read the meter with receiver and generator 
tuned to the same frequency. Then, without altering the receiver 
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Fig. 22.—Checking the image response of a superheterodyne receiver. 


tuning or the generator attenuator setting, retune the generator 
to the image frequency and again read the meter. The two meter 
readings give an approximate image ratio, but the ratio will 
not be exact for the reason that the generator output will change 
between the two frequencies to which it is tuned. 

Check Tuning of Coils. — Sometimes there is a question of 
whether the antenna coupler and the oscillator tuned circuit tune 
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together throughout the tuned range of frequencies in a band. A 
check may be made with two test probes, one magnetic and the 
other non-magnetic, The magnetic probe must be of iron which 
will not have large eddy currents at high frequencies. A powdered 
iron core or part of such a core from an inductively tuned i-f 
transformer or other inductively tuned coil will serve very well. 
The non-magnetic probe may consist of any small piece of copper, 
brass or aluminum on the end of an insulating rod, which may be 
an alignment screwdriver made entirely of insulation. Both the 
powdered iron “slug” and the non-magnetic metal should be 
wrapped with Scotch tape or other high-grade insulation to pre- 
vent shorting any exposed leads which may be inside the tuning 
coils. 


Connect the signal generator to the antenna and ground of the 
receiver, with an output meter connected to the receiver. Set the 
generator at a frequency near the lower end of the band, and tune 
the receiver to obtain maximum reading on the output meter. 
That is, tune generator and receiver accurately to the same fre- 
quency. 

Now insert the magnetic probe into the antenna and oscillator 
coils. The output meter should show a decreased reading. If the 
reading increases there is too little capacitance or inductance in 
the tuned circuit being checked. Then insert the non-magnetic 
probe into the coils. Again the output meter should show a lower 
reading. If the output goes up there is too much capacitance or 
inductance in the tuned circuit being tested. Too little capacitance 
would call for increasing the capacitance in a trimmer capacitor 
or padder capacitor, or for turning a tuning slug farther into the 
coil. Too much capacitance would eall for the opposite adjust- 
ments. 

The tests then should be repeated with the generator and re- 
ceiver tuned together to a frequency near the high end of the 
band. The same indications and remedies apply as at the lower 
frequency. Tests may be made also at frequencies in between 
the ends of the bands, also at the coils of any other tuned stages. 
It may not be possible to make any adjustments which keep the 
various tuned circuits precisely traeked throughout the whole 
frequency range, but differences may be made as small as possible. 


GENERATORS AND OSCILLATORS 261 


Selectivity Check. — It is possible to get an approximate check, 
not an exact measurement, of receiver selectivity by using an 
output meter on the receiver and tuning generator and receiver 
to the same frequency, so that the output meter gives maximum 
reading. The receiver tuning is not altered, but the generator 
tuning is varied both ways from the original tuned frequency 
while observing the readings of the output meter. In the standard 
broadcast band it would be desirable that output indications 
drop to relatively low values five ke each way from resonance 
when the broadcast transmitters each occupy an r-f band ten ke 
wide. 

Avc Action. — If the output of the signal generator is cali- 
brated it may be used for checking or measuring the performance 
of the automatic volume control system. An output meter should 
be connected to the receiver, and the generator used with a-f 
modulated output. Generator and receiver are tuned to the same 
frequency, the generator output is set at some low value, and the 
receiver volume control adjusted to give the lowest clearly read- 
able indication on the output meter. The tuning and the volume 
control are to remain as now set. The generator output is in- 
creased in fairly small steps, and for each output potential there 
is noted the resulting reading of the output meter. If the cor- 
responding values are plotted on a curve it will be seen that the 
receiver audio output rises rapidly with the first increases of 
generator output, but that the receiver output then rises more 
slowly with equal increases of generator output after the auto- 
matic volume control system commences to act. 


Intermediate and Oscillator Frequencies. —-To measure the 
intermediate frequency of a receiver, and the oscillator frequency 
for any given setting of the main tuning dial, proceed as follows. 
Fig. 23 shows connections for one type of oscillator circuit. 


Connect the signal generator to the receiver antenna and 
ground. Set the generator at some even number of kilocycles or 
megacycles, such as 1,000 kilocycles, and tune the receiver as 
accurately as possible to the generator signal. For accurate tun- 
ing it is necessary to use some form of output meter on the 
receiver. 


Now turn off the receiver. Connect the signal generator to 
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ground and to the cathode of the oscillator tube or converter tube, 
Connect an electronic voltmeter, set for a-c measurement, to 
ground and to the oscillator grid or to the stator plates of the 
oscillator tuning capacitor. Tune the signal generator to get a 
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Fig. 23.—Checking intermediate frequency and oscillator frequency. 


maximum reading on the voltmeter. This generator frequency is 
the approximate oscillator frequency which exists when the re- 
ceiver is tuned to the original radio frequency, such as 1,000 
kilocycles. The difference between this generator frequency and 
the original tuned frequency, such as 1,000 kilocycles, is the ap- 
proximate intermediate frequency of the receiver. 

It is not reasonable to expect to read frequencies on a service 
type of signal generator to within a few kilocycles, but, knowing 
the intermediate frequencies in general use, the approximate 
values determined will be close enough for identification of the 
intended intermediate frequency, and close enough to show 
whether or not the intermediate frequency system is badly mis- 
tuned and operating far from the correct frequency. 

Calibration of Signal Generators. — The instructions furnished 
with signal generators give explicit directions for recalibration 
adjustment of the instruments, and since the adjustments differ 
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for the various makes and types of generators no general rules 
can be stated. Calibration usually must be corrected when a radio- 
frequency oscillator tube is replaced. 

The calibration of a signal generator may be checked as fol- 
lows. Couple the generator very loosely to the antenna-ground 
circuit of the receiver. Loose coupling may be had with capacitors 
of not more than 50 mmfd in series with both the antenna and 
ground leads, or it may be sufficient to lay the output cable of 
the generator near the receiver antenna post or near a loop an- 
tenna. Turn on the generator and set it for unmodulated output. 
Turn on the receiver and tune it accurately to a station of known 
frequency. Tune the generator very slowly back and forth across 
the receiver tuned frequency. 

Whistles will be heard, due to beating or heterodyning of the 
received broadcast signal frequency and the varying generator 
frequency. At a certain region of the generator tuning the whistle 
will decrease in pitch (audio frequency) and then increase again. 
Set the generator tuning in between the whistles, or at the lowest 
possible audible note, or at the point where there is no audible 
note in between the whistles, this latter being zero beat condi- 
tion. Then the generator frequency is very nearly the same as the 
frequency to which the receiver is tuned, and this known fre- 
quency may be compared with the frequency indication of the 
generator tuning dial. 

In the standard broadcast bands it is convenient to tune in 
signals from the broadcast stations. In the short-wave bands it is 
possible to use the standard frequency signals from station WWV 
of the National Bureau of Standards. WWV transmits day and 
night, continuously. There are signals at frequencies of 2.5, 5, 
10, 15, 20, 25, and 35 megacycles, which are modulated with an 
audio frequency of 440 cycles. There are voice announcements 
at each hour and half hour. All timing and all frequencies are 
accurate to better than one part in 10,000,000. 

Audio-frequency Tests. — A generator capable of furnishing a 
wide range of audio frequencies at controlled potential or ampli- 
tude may be used for testing complete a-f amplifiers, separate 
stages, couplings and other units, also for testing loud speakers, 
for checking frequencies at which cabinets and sound projectors 
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produce resonances, and as a source of alternating potential used 
with bridges for measurement of resistances, capacitances and 
inductances, 

The a-f generator may be connected between ground or chassis 
and points numbered in the typical audio amplifying system 
shown by Fig. 24. At 1, the detector diode plate, and at 2, the high 
side of the volume control, the output of the amplifying system, 
as shown by the output meter or as heard from the loud speaker, 
will be varied by operation of the volume control. Output nor- 
mally will be somewhat less with the connection at 1 than at 2. 
With the connection at 3 the output still will be varied by opera- 
tion of the volume control, because of the changing resistance 
between the slider and the lower grounded end of the control 
resistance, and between the slider and the detector diode plates. 
With the generator connected to 4, the grid of the a-f amplifier 
tube, the output no longer is controlled by the volume control, and 
the output will be greater than at any of the following points. 
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Fig. 24.—Points at which a-f potential may be introduced when testing 
audio amplifying and reproducing systems. 


When a connection is made to 5, the plate of the a-f tube, there 
must be in series between the plate and the lead from the genera- 
tor a capacitor of high enough working voltage to stand the 
plate voltage. The capacitor should be of capacitance great 
enough to have low reactance at the audio frequency or fre- 
quencies being used. Sometimes there is such a blocking capacitor 


GENERATORS AND OSCILLATORS 265 


built into the signal generator output, otherwise it must be 
inserted externally. 

At 6, the control grid of the output tube, the final output from 
the amplifier will be considerably less than with the connection 
at 4 or 5, and will have been less at 5 than at 4, all because of 
not having the amplification or gain of the a-f amplifier tube. At 
the output tube plate, point 7, there again must be a blocking 
capacitor in series with the high side lead from the generator. 
The final output now will be less than with the connection at 6, 
because of not having the amplification of the tube. At point 8, 
the high side of the output transformer primary, conditions are 
the same as at 7; a blocking capacitor must be used. 

With the generator connected between ground and points 9 
or 10, the voice coil leads for the speaker, there would be no 
output because the voice coil circuit is not grounded. For check- 
ing the voice coil and speaker it would be necessary to feed the 
generator output into the primary of a speaker coupling trans- 
former whose secondary matches the voice coil impedance. 
Checks at points 7 and 8 may be made with the receiver or ampli- 
fier turned off, there then being no need for a blocking capacitor. 

If there is output shown by the output meter, or heard from 
the loud speaker, with the generator connected to any of the 
points shown, and if the output voltage, power, or sound, appears 
to be normal, all of the parts are working between the point of 
connection and the loud speaker or output meter. It is possible 
also to work backwaru, making the first generator connection at 
8 or ? and progressing through decreasing numbers to point 1. 
Again the parts between the point of connection and the output 
meter or speaker are in working order so long as there is a nor- 
mal final output. With this order of connections the output meter 
readings or the sound from the speaker will increase as succes- 
sive connections are made to points which do not include and 
which do include a tube having amplification. 

Gain in an audio amplifier or stage may be measured in much 
the same way used for gain in r-f stages, by obtaining ratios of 
input and output potentials at various frequencies, or by measur- 
ing output potentials at various frequencies with a constant input 
potential or amplitude at all frequencies. 
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Fidelity, or relative output at various audio frequencies, is 
measured with the audio generator connected to the input of the 
a-f amplifier. In Fig. 24 the input would be between point 2 and 
ground. With any other voltage divider input to the audio system 
the input would be across the resistance of the divider. With 
input to the primary of a transformer there should be a reason- 
able match between the output impedance of the generator and 
the input impedance of the transformer. When there is a differ- 
ence, the load impedance should be higher than the generator 
output impedance. 

The generator output potential or amplitude is maintained at 
a constant value while the frequency is varied. Output amplitude 
may be measured with a high-resistance rectifier type of volt- 
meter or else an electronic voltmeter kept connected across either 
the generator output terminals or the load input terminals. Then 
the amplifier output is read from an output meter calibrated in 
volts, watts, or decibels as the generator frequency is varied. 
Outputs are plotted in terms of frequency on a curve. The output 
at 400 cycles usually is taken as a reference and considered as 
unity on the scale for the curve, with outputs at other frequencies 
shown as being above or below that for 400 cycles. 


REVIEW QUESTIONS 


1. Which of the following must be present in every signal generator; 
amplifier, converter, oscillator, or rectifier? 

2. With crystal control is it possible to have continuously variable output 
frequencies? What frequencies may be had in addition to that of the 
crystal? 

3. Expiain the advantages of electron coupling, and describe one method 
of obtaining such coupling. 

4. What audio frequency is most often used for modulation of r-f output 
in signal generators? 

5. What type of oscillator is employed in a signal generator designed es- 
pecially for producing continuously variable audio frequencies? 

6. Describe a method of using the signal generator for checking image 
response of a superheterodyne receiver. 

7. When using magnetic and non-magnetic coil probes for checking tracking 
will output meter readings increase or decrease with insertion of the 
probes when tracking is correct? 

8. Explain how the signal generator is employed when checking the action 
of automatic volume control? 


Chapter 10 
TUBE TESTING 


Undoubtedly it is true that television and radio technicians use 
a tube tester more than any other one kind of instrument. One 
reason is that tubes deteriorate during normal use of any and 
every type of radio apparatus, and it is a common rule to test all 
of the tubes before proceeding to look for trouble elsewhere. 

Often it is said that no tube tester can indicate tube condition 
as well as by placing the tube in the receiver wherein it is to 
operate, and listening to the loud speaker or watching the picture. 
But a tube might be on the verge of failure and still seem all right 
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Fig. 1.—The underside of the panel in one type of Precision Apparatus tube tester. 
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with the control turned up. A given tube may work well in the 
standard broadcast band and fail in a short-wave band, it may 
be satisfactory in an insensitive receiver and fail in some other 
receiver, it may be a good oscillator in one circuit and fail to 
oscillate in another. 

A tube tester should be capable of making accurate and rapid 
checks on hundreds of types of tubes, operating with more than 
dozen heater or filament voltages, and made with eight or ten 
different kinds of bases, having the elements connected to base 
pins in every imaginable combination. 

The method of testing depends largely on the kind of tube. 
Power rectifiers and diodes are designed merely to deliver direct 
current when subjected to alternating potential. All other radio 
receiver tubes are intended either to amplify a varying potential 
applied to their control grids, to oscillate and produce high- 
frequency alternating currents, to act as mixers or converters, 
or to do two or more of these things at the same time. 


To test a rectifier or diode we simply measure the rectified 
current in a specified load when a specified alternating potential 
is applied to the rectifier. This really is a 2heck on the ability of 
the cathode to emit a copious supply of electrons when there is 
a certain difference of potential between cathode and plate. For 
tubes having one or more grids, in addition to cathode and plate, 
we still may test the emission ability of the cathode by connect- 
ing together all of the other elements so that they act like a 
single plate or anode. With tubes having control grids we might 
measure also the amplification factor, the plate resistance, or 
both. Both of these may be checked at the same time by measur- 
ing the mutual conductance or grid-plate transconductance, 
which is equal to the amplification factor divided by the plate 
resistance. 


Mutual Conductance.—For any tube having a control grid the 
mutual conductance is the constant which tells better than any 
other one whether the tube will or will not perform satisfactorily. 
Mutual conductance, when given in micromhos, indicates the 
number of microamperes of alternating current change which 
will be produced in the plate circuit when one volt of alternating 
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potential is applied to the control grid. Mutual conductance or 
grid-plate transconductance means the same as microamperes 
(plate current) per volt (grid potential). 

If a tube is so operated as to have a mutual conductance of 
2,000 micromhos, if a one-volt a-c signal is applied to the control 
grid, and if there is no resistance in the plate circuit, there will 
be in the plate circuit an alternating component of 2,000 micro- 


3 





al [| Jai 




















2000 





















































1000 








Conductance — Micromhos 












































Mutual 





















































—10 
Control Grid — Volts 


Fig. 2.—Relations of mutual conductance to control grid bias in a triode 
and in a pentede tube. 


amperes, which is equal to 2 milliamperes. Even with actual 
plate circuits, which do have resistance, the alternating plate 
current will be proportional to mutual conductance. 

By examining tube characteristics we should find that the 
mutual conductance of triodes increases with greater plate cur- 
rents, with higher plate voltages, and when the grid is made less 
negative. With pentodes the plate voltage has little effect on 
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mutual conductance or transconductance, but this constant is 
increased by higher screen voltages, by greater plate currents, 
and by making the control grid less negative. Fig. 2 shows how 
mutual conductance varies with changes of control grid voltage, 
or bias, when other voltages remain unchanged in a typical 
triode and in a remote cutoff pentode. 

If we set up a circuit such as shown by Fig. 3 it is possible 
to check mutual conductance. By means of the voltage divider 
across the a-c source we may apply a suitable a-c potential to 
the control grid. The voltage divider across the d-c power supply 
allows for applying a suitable grid bias Eg, screen voltage Es, 
and plate voltage Ep. Capacitors marked Cb are bypasses for 
alternating currents. In the plate circuit is a filter system per- 
mitting the alternating component of plate current to go through 
capacitor Ca and the a-c meter, while the direct component goes 
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Fig. 3.—A circuit for measurement of mutual conductance. 


through the choke coil L. By adjusting the applied voltages for 
the type of tube there will be an alternating plate current pro- 
portional to mutual conductance for the operating voltages. 
Numbered dial scales on the voltage dividers would permit 
settings for each type of tube to be identified. The meter scale 
may be calibrated in micromhos of mutual conductance. 

If the mutual conductance readings are to match those given 
in tube manufacturers’ data all of the applied voltages as well 
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as the plate circuit load must be exactly as listed in the same 
ratings. This is not really necessary, because mutual conduct- 
ance values for any voltages available in the tester may be se- 
lected and used as the standards of performance on this particu- 
lar instrument. The fact that there is no one standard mutual 
conductance or transconductance is evident from Fig. 2. 
Cathode Emission.—With a circuit whose general principle is 
shown by Fig. 4 it is possible to check the emission ability of 
the tube cathode. All of the elements except the cathode and 
heater are connected together and to one side of the secondary 
winding of a transformer whose primary goes to the power line. 
The other side of the secondary is connected through voltage 
adjusting resistor R and the indicating meter to the cathode of 
the tube. Electron flow is in the directions shown by arrows. 
The tube being tested acts as a rectifier, permitting only a direct 
electron flow in the measuring circuit. Consequently, the indi- 


A-C 
Line | 


cating meter is a d-c type. The shunt resistor S allows more or 
less of the total cathode electron flow to go through the meter. 
Resistors R and S are adjusted to suit the type of tube being 
tested, and to bring the meter reading onto a suitable part of 
the meter scale for a tube having satisfactory emission. 

The effective a-c potential from the secondary of the trans- 
former usually is 30 volts. Resistor R may be 5,000 ohms when 
testing diodes such as used for detectors, automatic volume con- 
trol, and similar purposes wherein the rectified current is small. 
This resistance may be 1,000 ohms for filament-cathode tubes 
or battery operated tubes wherein the emission must be limited 
to a safe value. For all other types of tubes the value at E may 
be 200 ohms. 





Fig. 4.—A circuit for measurement of cathode emission. 
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The meter scale usually is divided into several sections; ab- 
normally low emission currents reading in a section marked 
“Bad,” “Poor,” “Replace,” or something like that, while normal 
currents cause readings in a section marked something like 
“Good” or “Normal.” The division between normal currents and 
those below normal is based on percentages of rated mutual 
conductance for amplifiers, usually on 70 per cent of the emission 
tor a tube of rated average mutual conductance, and on 60 per 
cent for converters. Diodes and rectifiers of the vacuum types 
will give a normal reading when their currents (rectified) are 
not more than 20 per cent below those of normal tubes. 

Any rate of emission greater than the minimum for an aver- 
age new tube should provide enough electrons for normal rated 
mutual conductance. Still greater emission does not mean that 
the mutual conductance is proportionately greater, but only that 
there will be available more than enough electrons for normal 
operation. Deficient emission affects mutual conductance because 
then the plate resistance of the tube is increased, and, because 
mutual conductance is equal to amplification factor divided by 
plate resistance, the mutual conductance becomes lower. Some 
types of cathode defects allow excessive emission from limited 
areas, and a high total emission, although the emission may not 
be distributed with enough uniformity to permit effective grid 
control. Occasionally it will be found too, that a tube having less 
than normal emission still will operate satisfactorily in some 
receivers. 


There are various kinds of modified emission tests, or modified 
conductance tests, in use. For example, all elements except the 
control grid, cathode, and heater may be connected together to 
act as a plate, with the control grid maintained at zero or some 
negative bias so that the grid really has some control over the 
rate of cathode emission. 


Additional Tests.—All tube testers have switching arrange- 
ments, sometimes very elaborate and complete, by means of 
which potentials suitable for the different elements may be con- 
nected to any terminals of each of the various sockets which 
are provided to take the many types of tube bases in use, Fig. 5 
shows switching arrangements used in one style of service tube 
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tester. The switch marked Circuit "A" controls series resistors 
for applying suitable testing voltages and for controlling meter 
readings for the several general classes of tubes. The “B” 
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Fig. 5.—The complete wiring diagram for one type of Triplett tube tester. 


Filament switch selects potential differences from 0.75 volt to 
110 volts in nineteen steps for filaments and heaters. Voltage 
divider “C” is the meter shunt. The Test Switch in the center 
of the diagram completes circuits which allow adjusting all 
applied voltages to eliminate effects of line-voltage variations, 
which allow measurement of tube performance, and which allow 
testing all of the tube elements for short circuits. 

A complete instrument may provide for a number of tests in 
addition to those for mutual conductance or cathode emission. 
One additional test indicates short circuits between elements; 
this general function usually including a check on current leakage 
between heater and cathode. There may be another test for 
element connections which are open-circuited or disconnected 
from the base pins, and one for loose connections which would 
cause noisy operation. In some of the more elaborate instruments 
it is possible to read plate currents and screen grid currents. 
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There may be a separate test for excessive gas which will cause 
ionization in vacuum types of tubes. 

In addition to providing sockets and suitable potentials for all 
rectifiers, amplifiers and oscillators, some instruments have pro- 
vision for observing the action of electron-ray tuning indicator 
tubes, and for checking continuity in pilot or dial lamps and in 
various types of ballast resistor tubes. 
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Fig. 6.—Panel controls of a Precision Apparatus tube tester. 


A number of manufacturers supply models in which a multi- 
meter and an ohmmeter with multiple resistance ranges are 
combined with the tube tester. Usually the same meter is used 
for tube testing and for a voltmeter, current meter, power output 
meter, and decibel meter. Fig. 6 shows the panel controls and 
adjustments for one instrument which provides most of the tests 
just mentioned. 

Mutual Conductance Testing.—There are two basic methods 
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of checking mutual conductance. One is carried out with direct 
potentials applied to the control grid and with direct currents 
read from a plate circuit meter. This is called a static mutual 
conductance test. The other method employs an alternating po- 
tential on the contro! grid, and resulting alternating currents 
are read in the plate circuit. This is called a dynamic mutual 
conductance test. 

Fig. 7 shows the principle of the static test, called also a “grid 
shift” test. The switch S normally is held in the upper full-line 
position, connecting the tube grid to point a on the voltage di- 
vider. In making the test this switch is depressed to the broken- 
line position, which connects the grid to point b on the voltage 
divider, and makes the grid less negative. Making the grid less 
negative allows the plate current to increase, somewhat as indi- 
cated by the full-line and broken-line pointers drawn on the d-c 
meter in the plate circuit. Plate voltage is adjusted at R. A screen 
voltage would be similarly adjusted. 

If the shift of grid voltage is not too great the resulting change 
of plate current may be taken as an approximate indication of 
mutual conductance. The number of micromhos is found from 
multiplying the number of milliamperes of change of plate cur- 
rent by 1,000, then dividing this result by the number of volts 
change of grid potential. Both the greater and lesser grid poten- 
tial must be such as to keep the tube operating on the straight 
portion of its characteristic curve with the plate voltage in use. 
Accuracy is improved by readjusting the plate voltage with the 
grid shift switch depressed so that this plate voltage is the same 
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Fig. 7.—A static test or grid-shift test for mutual conductance. 
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as before the switch is depressed. With a screen grid, the two 
screen voltages would be maintained at the same value. 

In dynamic mutual conductance testers, whose principle is 
shown by Fig. 3, there usually are several meter ranges, such as 
for maximums of 3,000, 6,000 and 15,000 micromhos. The alter- 
nating grid potential is inversely proportional to the range used. 
For example, were the grid potential to be 0.5 volt for the 6,000- 
micromho range, the grid potential would be 1.0 volt for the 
3,000-micromho range, and 0.2 volt for the 15,000 micromho range. 
The grid potential may be at a 60-cycle line frequency or may 
be of some higher frequency as provided from a full-wave recti- 
fier circuit or from an oscillator. Meters may be of either the 
rectifier type or else the dynamometer type. Connections for a 
rectifier meter are shown by Fig. 3. 

In one type of Weston Tubechecker alternating potentials are 
applied to all elements of the tube being tested, but by using a 
high frequency, 5,000 cycles, for the control grid and a rela- 
tively low frequency, 60 cycles, for other potentials there is 
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Fig. 8.—Simplified diagram of the Weston Tubechecker employing a 5000-cycle 
grid potential. 





TUBE TESTING 277 


secured much the same effect as though those other potentials 
were direct or of steady value. That is, the difference between 
5,000 cycles on the grid and 60 cycles on plate and screen gives 
tne same ratio as would 83.3 cycles on the grid and a direct 
potential on plate and screen. 


A simplified diagram of the testing circuit is shown by Fig. 8. 
The oscillator system which provides the 5,000-cycle grid signal 
is at the left. The triode oscillator operates with inductive feed- 
back from plate to grid through the transformer. The high- 
frequency grid potential is taken from a third winding on this 
transformer. The plate circuit of the oscillator is completed by 
closing the test switch when making mutual conductance measure- 
ments. In the plate circuit of the tube being tested is a filter 
system which passes to the meter the 5,000-cycle plate current 
component which results from the high-frequency grid signal, 
and which bypasses the 60-cycle variations around the meter. 

The mode of operation is shown by Fig. 9. The circuit con- 
nections are such that the 60-cycle potentials on plate and screen, 
and the 60-cycle potentials on the control grid are in opposite 
phase, as shown by the two graphs at the left. During the half- 
cycle in which the plate becomes positive the control grid becomes 
negative, which is the normal relation of the potentials during 
operation of the tube. During the half-cycle in which the control 
grid becomes positive the plate and screen are negative, with 
the result that there is no current or electron flow in the plate 
eircuit during this half-cycle. 


The oscillator is so connected that it generates high-frequency 
grid potential only while the grid is negative and while the plate 
and screen are positive in the tube being tested. The oscillator 
potential during a half cycle is shown at the upper right in 
Fig. 9, and the combined oscillator and 60-cycle negative grid 
potentials are shown just below. The resulting filtered high- 
frequency plate current which actuates the meter is indicated 
at the lower right. These pulses of high-frequency plate current 
occur during half of each cycle of the 60-cycle frequency, or 
repeat 60 times per second and last during 1/120 second each 
time. The meter dial is graduated and calibrated to read in 
micromhos of mutual conductance. 
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In any dynamic mutual conductance tester it is essential that 
the alternating grid potential be of the precise value for which 
the meter calibration and the entire circuit are arranged. For 
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Fig. 9.—Phase relations of high- and low-frequency potentials in the 
Weston Tubechecker. 


testing triodes it is essential that the plate potential be of the 
exactly correct value, while for pentodes and tetrodes the screen 
potential must be precisely adjusted. Variations of any of the 
potentials just mentioned will cause serious differences between 
actual and indicated mutual conductances. 

The meter scales of mutual conductance testers usually have 
“Good-Bad” divisions in addition to graduations in units of 
mutual conductance. The “Good-Bad”’ sections are chiefly for the 
benefit of customers who wish to observe the results of tube tests. 
The division between good and bad usually is around 70 per cent 
of the normal mutual conductance, 

Shorted Element Test.—A tube always shot be tested for 
short circuits between elements before proceeding to the tests 
for performance, because current through a short circuit may 
seriously damage the meter or other parts of the tester. Short 
tests ordinarily are made after the filament-cathode or heater 
cathode of the tested tube has reached normal operating tempera- 
ture; this because expansion of heated elements may cause con- 
tacts and short circuits which would not exist with the tube 
cold. It is common practice to tap the tube lightly, with your 
finger tip, while making the short circuit test, thus discovering 
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whether loosely supported elements may make contact when the 
tube is vibrated or jarred in service. 

Short circuit tests nearly always are made with a small neon 
lamp as the indicator. The lamp is connected in series with the 
tube elements and a source of 100 to 120 volts either alternating 
or direct potential, as shown by Fig. 10. Switching allows all 





Fig. 10.—One method of testing for short-circuited elements. 


elements except one being checked to be connected to one side of 
the test circuit, while that one element is connected to the other 
side. Then a short circuit between the one separated element and 
any other will let current flow through the neon lamp and light it. 
The test proceeds by connecting successive elements to one side 
of the circuit while all others are returned to the other side. 

When the test is made between a heated cathode and another 
element, with alternating potential applied to the test circuit, 
the tube will act as a rectifier and allow electron flow from 
cathode to the other element during half-cycles in which the 
other element is made positive with reference to the cathode. 
Then one of the electrodes in the neon lamp will glow while the 
other one remains dark. Such a glow does not indicate a short 
circuit. If there is a short circuit between cathode and the other 
element both electrodes will glow in the neon lamp. When the 
test is between cathode and heater there should be no glow on 
either plate when the insulation in the tube prevents electron 
flow between these two elements. 

The sensitivity of the short circuit test usually is made such 
that there is glow in the neon lamp with any leakage resistance 
of less than one-quarter megohm with an applied potential of 
100 to 120 volts. Resistor Ra of Fig. 10 prevents flow of excessive 
eurrent in the neon lamp when there is a low-resistance short 
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circuit. Resistor Rb prevents glow of the electrodes with the 
very small] alternating currents which may pass through capaci- 
tances in wiring and between other parts of the tester. Resistor 
Rb sometimes is replaced by a small capacitor. 


Gas Tests.—Some tube testers, but not many, have special 
means for detecting the presence of excessive gas in the envelopes 
of vacuum types of tubes. When there is excessive gas, and when 
a normally high operating plate potential is applied to the tube, 
electrons traveling from cathode to plate will collide with atoms 
of the gas. The collisions knock one or more electrons off some of 
the atoms of gas, leaving those atoms positive. They are called 
positive ions, and the action is called ionization. With the control 
grid negative, the positive ions collect on the grid and neutralize 
some of the negative charge on the grid, thus changing the grid 
potential. If enough positive ions reach the grid, negative elec- 
trons to neutralize these ions must come from the grid. Then 
there is electron flow into the grid from the external grid circuit, 
as shown by Fig. 11. Note that this flow of electrons in the grid 
circuit is in a direction the opposite of a flow which would exist 
were the grid made positive, for then there would be flow of 
electrons from cathode to grid and from the grid into the ex- 
ternal grid circuit. The reversed electron flow in the grid circuit 
may be called “gas current,” since it is due to gas in the tube. 


The condition of a tube with respect to gas is so important in 
television servicing that a first grade tube tester must be used 
that is very accurate in this respect. A small amount of gas in an 
AC-DC tube might not do too much harm but in a television set, 
one slightly gassy tube will make the picture waver, cause dis- 
tortion, cause unstable horizontal or vertical synchronization, 
make the contrast control practically useless. If a television set 
has three gassy tubes, even the substitution of two tubes leaves 
a third tube to be found. Possibly all tubes could be changed but 
that is not good servicing and you would not know actually what 
was wrong. The manufacturer’s instructions must be followed 
exactly. 


TUBE TESTING 281 


Unless a tube is a special gas type, it should have no gas what- 
soever. A gas condition in a tube will very seldom show up on an 
initial test. The tube must get very hot. Sometimes it takes an 
hour’s operation in a television set to show up. Then the tube 
must be taken right from the television set into the tester with a 
delay of no more than five seconds. Any longer time delay will 
allow the tube to cool enough so that it would test OK in the tester. 


Converter Tests.—If we divide the number of microamperes 
of alternating plate current by the number of alternating grid 
volts causing the plate current in an amplifier tube, the result 
is mutual conductance or grid-plate transconductance in mi- 
cromhos. If we are working with a converter tube and divide the 
number of microamperes of output intermediate-frequency cur- 
rent by the number of alternating volts on the r-f signal grid, 
the result is called conversion transconductance. This conversion 
transconductance of converters is a constant just as important 
as is the mutual conductance of amplifiers. 


To be able to measure conversion transconductance it would 
be necessary to have the oscillator section of the converter in 
operation at the time of applying an alternating potential to the 
signal grid. Consequently, it is simpler, and is the general prac- 
tice, to make separate mutual conductance tests on the mixer 
section and on the oscillator section of converters. The mixer 
section is tested by using the signal grid for the input alternating 
potential and the plate for the output current. The oscillator 
section is tested by using the oscillator grid for the input alter- 
nating potential while using for the output current whatever 
elements are regularly employed as oscillator plate or oscillator 
anode. The screen grid is maintained at a suitable positive po- 
tential during both tests. 

When testing the mixer section the control grid bias may be 
the same as used for normal operation in a receiver. During the 
test of the oscillator section the oscillator grid bias usually is 
made zero. The mutual conductance reading when testing the 
oscillator section will normally be two to ten times the normal 
conversion transconductance in micromhos. 

Whether a tube will oscillate in regular service depends not 





282 TUBE TESTING 


only on the constants or characteristics of the tube itself, but 
also on the frequencies at which it is to be used and on the whole 
design of the circuits in which the tube will be used. A tube 
which will oscillate in some receivers or circuits may fail to 
oscillate in others. 

Operation of Tube Testers.—Each instrument shouid be han- 
dled in strict accordance with the instructions issued by its 
manufacturer, and the controls should be set up and used for 
each type of tube in accordance with charts of test settings issued 
by the manufacturer. 


REVIEW QUESTIONS 


1. Which characteristics are most often measured by tube testers; ampli- 
fication factor, mutual conductance, plate resistance, or cathode emission? 

2. On what percentage of average mutual conductance is based the minimum 
average cathode emission current? 

3. Does the grid shift method of tube testing check dynamic or static 
mutual conductance? What kind of potential must be applied to the grid 
for checking the other kind of mutual conductance? 

4. Explain the switching principle usually employed for testing short cir- 
cuits between elements of tubes. 

5. Does the so-called gas current mean a flow of electrons toward or away 
from the control grid in the external grid circuit? 

6. Are converter tubes usually tested for conversion transconductance, or 
by making separate mutual conductance tests on each section of the tube? 

7. How is it possible to apply negative potential to a grid while applying 
positive potential to the plate when using alternating potential for 
testing ? 

8. In emission testing with a 30-volt a-c supply the series resistors usually 
are of 200 ohms, 1,000 ohms, and 5,000 ohms resistance. Which resistance 
is used when testing detector diodes? 


Chapter 11 
CATHODE-RAY OSCILLOSCOPES 
OR OSCILLOGRAPHS 


In all explanations and discussions of television and radio prin- 
ciples and their applications we employ curves or graphs to show 
how potentials and currents should or should not vary during 
alternating cycles and during changes of frequency. The cathode- 
ray oscilloscope or oscillograph actually produces such curves as 
a luminous line which is formed and shaped on a screen by varia- 
tions of actual potentials and currents in television and radio 
circuits. 
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Fig. 1.—A Hickok oscillograph with which is combined a frequency-modulated 
signal generator. 
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The luminous traces will show what is happening during 
cycles whose time is but a few millionths of a second. Or they 
will show on a single curve such things as the gain of a tuned 
circuit at all the frequencies in a band many kilocycles wide. If 
you make adjustments or alterations in the radio circuits con- 
nected to the oscilloscope the luminous curves will change their 
form to show instantly the effect of everything you do. 

The words oscilloscope and oscillograph are two names for the 
same instrument. This instrument is used for tests on every kind 
of radio receiver; standard broadcast, short-wave, frequency- 
modulation, and television. It is used for checking performance 
at radio frequencies, intermediate frequencies, and audio fre- 
quencies. What the oscilloscope will do in all these fields depends 
on the knowledge, skill, and experience of the operator perhaps 
more than with any other instrument. Although these chapters 
will explain most of the uses for this remarkable instrument in 
radio work, they will come far from describing everything that 
you can do. The more you use the oscilloscope the more of its 
abilities you will discover. 

Here are a few of the uses of the oscilloscope or oscillograph 
in radio: We may inspect waveforms; simple, complex, or modu- 
tated. We may detect distortion and find in which part of the 
tested apparatus it originates. The causes for hum and noise may 
be located. The oscilloscope will measure peak voltages at low or 
high frequencies, and will measure gain by the stage or overall. 
Frequencies may be measured or compared with an accuracy of 
a small fraction of a cycle. Phase differences may be shown. We 
may watch the effects on gain and on band width as adjustments 
are altered in tuned circuits. During the process called visual 
alignment, as applied to both amplitude-modulated and fre- 
quency-modulated receivers, the oscilloscope allows adjustment 
for the best possible forms of resonance curves for the i-f and r-f 
stages. 

Cathode-ray Tube.—The basis of the oscilloscope or oscillo- 
graph is the cathode-ray tube such as pictured by the cut-open 
view of Fig. 2. The tube shown here actually is about 17 inches 
long, and its diameter at the big end is about 514 inches. On the 
end of the base are connection pins 1 for the elements, and a locat- 
ing key 2. The base collar is maxked 2, the internal glass stem is 
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4, the getter for removing the last traces of gas is marked 5, and 
the glass press is 6. 

There is a heater 7 which is inside of the cathode support 8. 
The supports marked 9 carry the control grid 10 and a focusing 
electrode 11, with an additional supporting collar at 12, and at 
18 another electrode which pulls electrons from the cathode and 
accelerates them to high velocity. 

At 14 and 15 are supports for two pairs of deflecting plates, 16 
and 17, which deflect or bend the stream of electrons coming 
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Fig. 2.—A DuMont cathode-ray tube such as used in oscillographs 


through the spaces between these plates. A contact spring 18 
makes connection with the static shield 19 which is within the 
glass envelope 20. 

The stream of electrons issuing from the cathode and coming 
through the several electrodes, and between the deflecting plates, 
is formed into a beam of small diameter represented by the line 
21. As shown, this electron beam has been deflected downward 
by one of the pairs of plates. The part numbered 22 is a con- 
ductive coating which acts as still another high-potential elec- 
trode whose terminal is 23. 

The electrons in the beam strike against a coating 24 which is 
on the inside of the flattened large end of the tube. Wherever the 
beam strikes this coating, which is called the screen, there is 
formed a small, round, bright spot of light that shows clearly from 
the outside of the tube. The beam is deflected or bent, up, down, 
or sideways, by potential differences applied to the deflecting 
plates. The end of the beam, and the luminous spot, travel over 
the screen in directions which correspond to the potential differ. 
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ences. When a spot on the screen is made to glow by the beam, 
that spot remains luminous for a fraction of a second. If the 
potentials on the deflecting plates are changing rapidly every 
point of the screen over which passes the end of the beam will 
continue to glow until the beam gets back to the same place 
during the following cycle. Instead of seeing a moving spot of 
light we then see a continuous line of light on the screen. This 
continuous line, as at 25 in Fig. 2, traces out the variations of 
potentials in the form of a curve such as would appear on a graph. 

If we could look from the big end of the cathode-ray tube, right 
through the screen and toward the cathode, the electron beam 
would be coming toward us and in between the deflecting plates, 
as in Fig. 3. The beam is composed wholly of electrons, which 
are negative. If, as in diagram A, the left-hand plate is made 
negative it will repel the electrons, and if the right-hand plate 
is positive at the same time it will attract the electrons. The beam 
will be deflected to the right and the luminous spot will be formed 
on the right-hand side of the screen. 





Fig. 3.—The beam is deflected by potential differences on the deflection plates, 
in a direction corresponding to polarities. 


In diagram B the polarities of the right- and left-hand plates 
have been reversed. The beam and the luminous spot are deflected 
to the left. At C the upper deflecting plate is positive and the 
bottom one negative. The beam is repelled by the lower plate, 
attracted by the top plate, and the spot js formed at the top of 
the sereen. At D the polarities of top and bottom plates are re- 
versed, and the spot is formed near the bottom of the screen. 

How far the spot is shifted sideways depends on the potential 
difference between the right- and left-hand deflecting plates. 
How far the spot is shifted up or down depends on the potential 
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difference between the top and bottom plates. In which direction 
the spot is shifted away from the center depends on the relative 
polarities of the deflecting plates. 

The beam and spot are moved sideways, or horizontally, by 
the right- and left-hand plates, which are called the horizontal 
deflection plates. Movement up and down, or vertically is con- 
trolled by the top and bottom plates, which are called the vertical 
deflection plates. 

If there are potential differences at the same time between 
both the horizontal plates and the vertical plates the spot will be 
moved both horizontally and vertically at the same time. Con- 
sequently, the spot may move to any point on the entire surface 
of the screen, depending on the polarities and potential differ- 
ences of the deflecting plates. 

Now assume that we have an alternating potential for which 
one cycle usually is represented as at the left in Fig. 4. If this 
potential is obtained from the secondary winding of a trans- 
former, as at the center, the upper terminal will be positive and 
the lower one negative during one half-cycle, while during the 
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Fig. 4.—An alternating voltage may furnish vertical deflection potentials. 


other half-cycle the upper terminal will be negative and the lower 
one positive. If the terminals of the transformer are connected to 
the vertical deflection plates of the cathode-ray tube the luminous 
spot will be caused to move up and down, and to form a straight 
vertical line on the screen, as at the right. 

The greater the amplitude, or the greater the peak voltages in 
tke alternating potential, the greater will be the maximum differ- 
ence of potential between vertical deflecting plates and the far- 
ther the luminous spot will move first upward and then down- 
ward. The vertical height of the luminous trace thus will be 
proportional to the peak value of the applied potential. The elec- 
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tron beam has no measurable weight, and has no inertia. It will 
follow the changes of potential on the deflecting plates even at 
frequencies higher than 100 megacycles. 

To extend the operation of the cathode-ray tube beyond its 
ability to show peak amplitudes we shall apply to the horizontal 
deflecting plates a potential which varies as shown by Fig. 5. 
This potential commences at a negative value, increases uni- 
formly with time as it passes through zero and to a positive value, 
then very suddenly drops back to the original negative value. 
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Fig. 5.—This horizontal deflecting potential increases at a uniform rate 
during most of each cycle. 


We shall assume that this series of changes occurs during 1/60 
second of time. The steady change from negative to positive takes 
an interval of time shown as A, and the sudden return takes the 
interval of time shown as B. The two intervals together make up 
1/60 second. 

If this kind of potential, or potential difference, is applied to 
the horizontal deflecting plates the luminous spot will travel at a 
speed uniform with time across the screen from left to right, 
and will take the time interval A. This is called the forward trace. 
Then the spot will return to the left in the short time interval B. 
This is called the return trace or retrace. During the forward 
trace the beam moves slowly enough to make the line brightly 
luminous. But the beam makes the return trace at such high 
speed that the line hardly is visible as light. 

The next step will be to apply to the vertical deflecting plates 
the alternating potential of Fig. 4 while applying to the hori- 
zontal deflecting plates the potential of Fig. 5. The alternating 
potential will be assumed to have a frequency of 60 cycles per 
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second, so that the one cycle requires a period of 1/60 second. 

What happens may be understood from Fig. 6. At instant a the 
horizontal plates are holding the beam all the way to the left on 
the screen. The vertical potential difference is zero, leaving the 
spot at the center of the screen so far as vertical deflection is 
concerned. At instant b the horizontal deflection has carried the 
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Fig. 6.—Vertical and horizontal deflecting potentials trace the waveform 
on the screen. 






| 

| 

| | alee) ae tle 
| | 

| 





beam one-fourth of the distance from left to right, while vertical 
deflection has driven the beam to the top of the screen. At c the 
beam has been carried half way from left to right, but the vertical 
potential difference has dropped back to zero. At d the beam is 
three-fourths of the way across, while vertical deflection has 
driven the beam to the bottom of its travel. At e the spot has 
gotten as far to the right as it is going to get, for here the return 
trace commences, and vertical deflection has allowed the spot to 
get almost back to the center. Between instants e and f, while 
vertical deflection returns to zero, the beam is driven all the way 
back to the left. 

On the screen of the cathode-ray tube has been traced a repro- 
duction of the curve which we have learned to associate with 
one sine-wave cycle of alternating potential. A little bit of the 
right-hand end of the curve is cut off because of the time needed 
for the return trace. The curve actually has been drawn or traced 
by the potential applied to the vertical deflection plates. 
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Ordinarily the cycles of alternating potential on the vertical 
plates would continue at the rate of 60 times a second. If we 
continue also the rising and falling potential on the horizontal 
plates, as in Fig. 7, the trace of the sine-wave curve will be 
formed on the screen at the rate of 60 times a second. With screen 
coatings such as most often used, some brightness will remain 





Fig. 7.—Vertical and horizontal deflecting potentials continue, keeping in step 
or in synchronization with each other. 


all along the trace between passages of the beam and the spot, 
and the whole curve will be continually illuminated. But at the 
low frequency of 60 cycles per second most of the illusion of 
steady illumination of the whole trace results from the charac- 
teristic of our eyes called persistence of vision, This means that, 
when a bright light appears and then goes out, we seem to see 
the light for about 1/20 second after it no longer is there. 

Power and Control Circuits. — In Fig. 8 is represented a 
cathode-ray tube, the d-c power supply, and some of the controls, 
as used in many oscilloscopes designed for radio service work. 
At the top is the cathode-ray tube. At the left-hand end is the 
electron emitting cathode partially enclosed by the control grid. 
This grid, by its potential in relation to the cathode, controls the 
rate of electron emission just as in any tube having a cathode 
and a control grid. Next come the tubular first and second anodes 
whose functions are to give electrons a high velocity toward the 
screen and to focus the electron beam so that the beam strikes 
the screen on a small spot. Beyond the electrodes are the vertical 
and horizontal deflection plates, whose functions have been ex- 
plained. 
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In the tube shown here one of the vertical plates and one of the 
horizontal plates are connected inside the tube to the second 
anode. In other tubes there may be separate external terminal 
connections for all deflecting plates and anodes. 

At the bottom of the diagram is shown the d-c power supply. 
There is a high-voltage half-wave rectifier and a low-voltage full- 
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Fig. 8.—A cathode-ray tube with its power supply and control circuits. 
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wave rectifier. The two are in series so that the total potential 
difference available for the cathode-ray tube is the sum of the 
potentials of the rectifiers. The low voltage rectifier furnishes 
current for the cathode-ray tube and also for whatever amplifier 
and oscillator tubes may be used in the complete instrument. The 
high-voltage rectifier carries only the very small currents re- 
quired by the cathode-ray tube. 

In any rectifier the plate or plates are negative and the cathode 
is positive. The negative plate of the high-voltage rectifier is con- 
nected to the left-hand end of the voltage-divider system of re- 
sistors, while the positive cathode of the low-voltage rectifier is 
connected through its filter to the right-hand end of the voltage 
divider system. The total potential difference across the voltage 
divider system is shown as being 1700 volts. In many instruments 
this voltage is higher, while on others it may be lower. Typical 
voltages at various points along the divider are marked on the 
diagram. 

The control grid of the cathode-ray tube is connected to the 
slider of a so-called potentiometer across which there is a poten- 
tial difference of 100 volts. The cathode is connected to the posi- 
tive side of this potentiometer. Adjustment of the slider will 
make the grid of any potential up to 100 volts negative with 
reference to the cathode. This adjustment, called the intensity 
control, regulates the rate of electron emission from the cathode, 
determines the electron density in the beam, and thus controls 
the brightness of the luminous spot on the screen. 

The first anode of the cathode-ray tube is connected to the 
slider of à potentiometer whose end potentials are 300 and 700 
volts in this diagram. Adjustment of the potential of the first 
anode, when the potential of the second anode remains constant, 
makes the electron beam either spread or contract and deter- 
mines the distance at which the beam comes to a sharp point or 
focus. This adjustment, called the focus control, is used to make 
the beam form a small, bright spot where the beam strikes the 
screen of the cathode-ray tube. 

The second anode, in this particular diagram, is grounded to 
the chassis. By referring to the voltage values marked on the 
divider system you will see that ground is at a potential of 1600 
volts and that the cathode is at a potential of 100 volts. Thus the 
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second anode is at a potential 1500 volts positive with reference 
to the cathode. 

Now we come to the horizontal position control and the vertical 
position control, which are potentiometers connected in parallel 
across the right-hand section of the voltage divider system. The 
purpose of these two position controls is to bring the luminous 
spot to any desired position on the screen while no external 
potentials, such as those of Figs. 6 and 7, are being applied. Such 
movement of the spot, and of any trace being formed by the spot, 
permits bringing almost any portion of the trace to whatever 
position on the screen allows the best examination. 

Note that there is a ground connection, at 1600 volts, to the 
center of the section of the voltage divider across which the posi- 
tion contro] potentiometers are connected. Thus the center con- 
nection is at the same potential as the grounded second anode, 
and, because one plate of each pair is connected to this second 
anode, the center connection at 1600 volts is at the same potential 
as one of each pair of plates. The left-hand end of the voltage 
divider section is at 1500 volts, and the right-hand end is at 1700 
volts. These same voltages are at the ends of the control potentio- 
meters. The sliders of these potentiometers are connected to the 
remaining plates in the deflecting pairs. 

It is apparent that moving the slider of either position control 
will change the potential on the connected deflecting plate to any 
value between 1500 and 1700 volts. When set at 1600 volts the 
potentials of these connected plates are the same as the potential 
of the opposite plates in each pair, which is 1600 volts. Then 
moving the sliders either way will make the potentials of their 
connected deflecting plates either negative or positive with refer- 
ence to the opposite plates. Thus the electron beam and the 
luminous spot may be given defiection upward, downward, to the 
left, or to the right—independently of any external potentials 
being applied. 

The external potential which is to control horizontal travel of 
the luminous spot (Fig. 5) is applied to the two terminals 
marked horizontal input in Fig. 8. The potential which is to 
control vertical travel of the spot is applied to the terminals 
marked vertical input. One terminal of each of these pairs con- 
nects through a capacitor to a corresponding defiecting plate. The 
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other terminal of each pair connects through ground to the 
second anode and to the opposite plates in the deflecting system. 

Deflection Sensitivity.—The distance that the luminous spot is 
moved across the screen for a given potential difference between 
a pair of deflecting plates is a measure of the deflection sensitivity 
of the cathode-ray tube. Sensitivity may be measured in inches 
or in millimeters of distance per volt of direct potential or per 
volt of peak amplitude. Sensitivities of oscilloscope tubes usually 
are somewhere between 0.005 and 0.040 inch per volt. 

The greater the potential difference between the second anode 
and the cathode, with other factors unchanged, the less is the 
sensitivity or the deflection. This is because the higher potential 
on the second anode gives the electrons greater velocity, and more 
deflecting voltage or a stronger electric field is then needed to 
bend them from their straight course. Reducing the potential on 
the second anode increases the deflection, but at the same time 
it makes the luminous spot much less bright. It is necessary to 
compromise between sensitivity and spot brightness. 

The pair of plates nearer the base of the tube, which is the pair 
farthest from the screen, have somewhat greater sensitivity or 
deflection per volt than have the pair nearer the screen. 

Screens.—The screen material most often used in cathode-ray 
tubes for oscilloscopes is of a kind which produces a bright green 
trace. This material is called phosphor No. 1. It has what is 
called medium persistence, meaning that the light remains for 
a medium length of time after the spot passes. Medium persist- 
ence means that the brightness decreases to about one-third of 
maximum in about 0.003 second, and to one-tenth in about 0.014 
second. 

Phosphors giving a bright blue trace sometimes are used when 
the traces are to be photographed. These are phosphors No. 5 and 
No. 11. They have shorter persistence than the No. 1 green phos- 
phor. The green phosphor also gives good results in photography 
of traces for most of the work done in radio. 

Sweep Oscillators.—A potential varying as shown in Fig. 5 
and at the bottom of Fig. 7 serves to sweep the electron beam 
and spot from left to right and back again when this potential is 
applied to the horizontal deflection plates. This potential is said 
to be of sawtooth waveform. It is generated by a special type of 
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oscillator which most often ‘s called the sweep oscillator, some- 
times is called the sawtooth oscillator, and more correctly would 
be called the time base oscillator because it produces a potential 
changing uniformly with time and serving as a base on which to 
view and judge the varying potentials applied to the vertical 
deflection plates. Sweep oscillators are a part of nearly all oscillo- 
scopes and oscillographs. 

There are many types of sweep oscillator circuits in use. Some 
of them employ high-vacuum triodes and pentodes, while others 
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Fig. 9.—A sweep oscillator employing a gas triode. 


employ a gas triode as the oscillator tube. The principle of a gas- 
triode oscillator is shown by Fig. 9. A gas-filled tube has the 
property of being non-conductive until the plate potential rises 
to some certain value, and of then breaking down and permitting 
plate current to flow with a potential drop of only a few volts in 
the tube. The plate potential at which break-down occurs depends 
on the grid-cathode potential difference. The more negative the 
grid with reference to the cathode, the higher must be the plate 
potential for break-down. 

Referring to Fig. 9, one of the capacitors C is charged by elec- 
tron flow passing from B— to ground, through the resistor in 
the tube cathode lead, and to the lower capacitor plate. Electrons 
from the upper plate of the capacitor flow through resistor R 
and the rheostat marked fime control to B+. How rapidly the 
capacitor is charged to some certain potential depends on the 
time constant of the capacitor and the resistors in the charging 
circuit. The greater the capacitance and the greater the total 
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resistance the longer will be the time for reaching any given 
voltage across the capacitor. The voltage across the capacitor is 
also the voltage between plate and cathode of the gas triode. 

The relatively slow and steady increase of capacitor voltage 
is applied through the output terminals more or less directly to 
the horizontal deflecting plates of the cathode-ray tube. This in- 
crease of voltage comes to an end when the voltage between plate 
and cathode of the gas triode reaches the break-down value. Then 
the capacitor discharges very suddenly through the gas triode. 
This sudden discharge produces the change of potential that 
returns the beam to the left in the cathode-ray tube, 

One cycle of this oscillator includes one charge and the follow- 
ing discharge of the capacitor. The time for the cycle is little 
more than the charging time. Therefore, the frequency is varied 
by varying the charging time. The charging time may be in- 
creased, and the sweep frequency lowered, by turning the range 
switch to bring into the circuit a capacitor of greater capacitance, 
or the frequency may be raised by bringing in a capacitor of less 
capacitance. With any given capacitor or capacitance in circuit 
the charging time and frequency may be varied by adjustment of 
the fine control resistance. More resistance will increase the 
charging time and lower the frequency, less resistance will raise 
the sweep frequency. The range switch is used to select some 
band of sweep frequencies, such as from 80 to 800 cycles per 
second. Then the fine control is adjusted for any one frequency 
in this band. 

At the left-hand side of the diagram are a synchronizing (ab- 
breviated sync) control potentiometer and input terminals. The 
slider of the potentiometer is connected to the grid of the gas 
triode. When some external varying or alternating potential is 
connected to the sync terminals the potential of the tube grid 
will vary with this external potential, and to an extent deter- 
mined by the adjustment of the sync control. Supposing that the 
external synchronizing potential has a frequency of 100 cycles 
per second, just as an example. Even though the fine control has 
been adjusted to give the oscillator some frequency slightly 
greater than 100 cycles, oscillations will be forced to have a 
frequency of just 100 cycles—this because every positive pulse 
of synchronizing potential will make the grid enough less nega- 
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tive to allow breakdown of the gas triode and discharge of the 
capacitor. Thus the sweep frequency may be synchronized or 
brought into exact time with any frequency applied to the sync 
terminals. 

Sweep oscillators of the high-vacuum type operate similarly to 
the gas-filled oscillators to the extent of charging and discharging 
a capacitor whose voltage is used for the horizontal sweep. 
Charging proceeds while the tube is non-conductive because of a 
highly negative control grid bias. Discharge occurs when the 
control grid suddenly is made positive during a brief period. The 
discharge current may be utilized in the cathode circuit of the 
tube to again make the control grid highly negative, by means of 
cathode bias, whereupon the charging commences once more. 

Amplifiers. — Not many of the potentials in audio-, inter- 
mediate-, and radio-frequency circuits of radio apparatus are 
great enough to produce sufficient deflection of the eathode-ray 
beam when applied directly to the deflecting plates. Consequently, 
it is necessary to use one or more stages of voltage amplification 
in series with both the vertical deflection plates and the hori- 
zontal deflection plates. 

Fig. 10 shows the essential parts of vertical and horizontal 
implifying stages, together with a sweep oscillator and many of 
the controls generally found in oscilloscopes or oscillographs. At 
the upper left is the vertical amplifier tube, a pentode. The poten- 
tial to act on the vertical deflecting plates of the cathode-ray tube, 
shown at the upper right, is applied to the vertical input jacks 
or terminals. One terminal is grounded. The other leads through 
capacitor Cb, which keeps direct currents out of the amplifier, 
and to a potentiometer whose slider goes to the control grid of 
the pentode. This potentiometer, often called the vertica] gain 
control, regulates the amount of input potential applied to the 
tube grid. In the plate circuit of the amplifier are a resistor Rb 
and inductor Lb in series. The inductor reactance increases with 
rise of frequency and helps to maintain a more uniform output 
over a wide range of frequencies. The amplifier output goes 
through eoupling capacitor Cc to one of the vertical deflection 
plates of the cathode-ray tube. Often there is a switch or a link 
which allows disconnecting the amplifier and making a direct 
connection to the deflection plate. 
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At the bottom of the diagram is the horizontal amplifier, which 
is identical in construction to the vertical amplifier. The output 
goes to one of the horizontal deflecting plates in the cathode-ray 
tube. 

In the center of the diagram is a sweep oscillator, whose fre- 
quency is controlled by adjustment of resistor R and selection ef 
a charging capacitor at C, all as previously explained. The oscil- 
lator frequency is synchronized with that of some potential which 
is applied to the potentiometer in the grid circuit of this tube. 
The strength or amplitude of the synchronizing potential is regu- 
lated by adjustment of this syne amplitude potentiometer. 


Vert. Amp. 
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Fig. 10.—Vertical and horizontal amplifiers, and a sweep oscillator, 
together with their principal controls. 
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Input to the syne amplitude potentiometer is from a three- 
position sync selector switch. With this switch in its upper posi- 
tion, marked Internal for internal synchronization, the potential 
for synchronizing the sweep frequency is taken from a connec- 
tion on the cathode of the vertical amplifier tube. Consequently, 
the sweep is synchronized with whatever frequency may be ap- 
plied to the vertical input terminals and fed through the vertical 
amplifier to the vertical deflection plates. 

In the center position of the syne selector switch the grid 
input of the sweep oscillator is connected to one of the terminals 
marked external synch. Then the sweep frequency will be syn- 
chronized with the frequency of any potential applied between 
the external sync terminals. 

In the Jower position of the sync selector switch the grid 
input is connected to the heater circuit of the amplifiers and 
oscillator, or to any other point at which there is a low voltage 
at the frequency of the power line from which the oscilloscope 
is being operated. On a 60-cycle line this would mean a 60-cycle 
syne frequency. 

The input to the control grid of the horizontal amplifier tube 
is shown as coming from another three-position selector switch. 
In the upper position, marked Internal, the input to this am- 
plifier is the output of the sweep oscillator, and the internally 
generated sweep frequency will be applied through the amplifier 
to the horizontal deflection plates of the cathode-ray tube. In 
the center position of the switch the amplifier is connected to 
one of the terminals marked horizontal input. Then any potential 
applied between the horizontal input terminals will be amplified 
and sent to the deflection plates. In the lower position of this 
selector switch the amplifier input is connected to the low voltage 
at power line frequency, and the horizontal deflection will follow 
this line frequency. 

The arrangement shown by Fig. 10 is merely typical of gen- 
eral practice, and does not apply to any particular instrument. 
It does illustrate switehing controls and terminals which may 
be available on an oscilloscope. The switching methods may be 
quite different from those shown here, although serving the 
same purposes, The line positions of the selector switches often 
are omitted and there is furnished an external terminal con- 
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nected internally to the line frequency. Then this terminal may 
be connected to the external syne terminal or to the horizontal 
input terminal, or to both, and there will be the same results as 
with the switching illustrated. 

An additional feature found on some instruments is provision 
for modulating or varying the intensity and brilliance of the 
trace in accordance with some external frequency. This allows 
making the trace brighter in certain selected portions of cycles 
being applied to the deflection plates, and of dimming or blank- 
ing out other portions. If the external potential consists of brief 
pulses at some known frequency, and known intervening time 
periods, the pulses will show up on a lower frequency being 
applied to the deflecting plates and will identify time intervals 
on the traces. 

Operating Precautions.—The voltages employed on the cathode- 
ray tubes in oscilloscopes or oscillographs are dangerously high, 








Fig. 11.—A Supreme Instruments oscilloscope with all controls and connections 
TN on the trom pose 
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sometimes being as much as 4,000 volts and always being at 
least many hundreds of volts. The instrument never should be 
operated while removed from its case. Before opening the case 
pull the line plug from the power supply or line receptacle. Don’t 
get your fingers near the terminals of high-voltage capacitors 
until you have discharged them by connecting both terminals 
together and to ground with metal having a _ well-insulated 
handle. Don't assume that any parts are at low voltage, even 
though they should be; something may have gone wrong with 
internal connections. 

Controls and Terminals.—The various selector switches, also 
knobs or pointers for potentiometers and rheostats, and the 
binding posts or jacks required during operation usually are 
arranged on the front panel of the oscilloscope or oscillograph, 
as may be seen from the pictures in Figs. 1 and 11. All of these 
control elements have been shown, with one method of connec- 
tion, in Figs. 8, 9 and 10. 

In Fig. 8 were shown four controls, all of which are potentio- 
meters adjusted by knobs or pointers which rotate over dial 
scales. These controls are (1) intensity, (2) focus, (3) vertical 
position, sometimes called vertical centering, and (4) horizontal 
position, sometimes called horizontal centering. 

In Fig. 9 were shown two controls for sweep frequency. One 
is a selector switch for capacitors, which may be called a range 
switch or a coarse frequency switch. The other is a rheostat for 
making small variations of sweep frequency. This often is called 
a fine frequency control or a vernier control. 

Most of the remaining control elements were shown by Fig. 
10. There are two gain controls, one vertical and one horizontal, 
which are potentiometers operated by knobs or pointers with 
dials. There is one potentiometer control for amplitude of the 
synchronizing potential, which may be marked sync amplitude, 
syne control, sync adjust, sweep sync, or something of this 
nature. There are two selector switches; one marked syne 
selector and the other marked horizontal selector. These switches 
and their positions may be marked in a variety of ways. Some- 
times there will be a selector switch for connecting the deflecting 
plates either to the amplifier outputs or else to external 
binding posts. Finally there are binding posts or jacks for 
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vertical input, horizontal input, external synchronizing, and 
sometimes for a low-voltage line-frequency take-off. Placed con- 
veniently to these terminals may be various numbers of posts or 
jacks connected to the chassis ground. 

The controls mentioned are those usually found on instruments 
used in radio servicing and laboratory work. The more elaborate 
and complete instruments will have additional controls. Now 
we shall proceed to discuss the use of the controls and terminals 
which have been specifically mentioned. 

Vertical and Horizontal Input.—The potential to be observed 
or measured usually is connected to the vertical input terminals, 
one of which is grounded. If the horizontal deflection is to be 
from the sweep oscillator turn the selector switch or switches 
to the internal position. If horizontal deflection is to be from 
some external potential connect that potential to the horizontal 
input and set the selector switches at their external positions. 
For horizontal deflection at line frequency set the selector 
Switches to the line position, or else connect a low voltage at 
line frequency across the horizontal input posts. This voltage 
may be taken from a post on the instrument, or from any step- 
down transformer. 

If cords from an external potential are long, or if the frequency 
is high, use twisted pair, shielded cable with the shield to 
ground, or concentric cable with the external conductor to 
ground, 

Input resistances with one-stage amplifiers usually are between 
0.5 and 1.0 megohm, shunted with capacitance of 20 to 50 mmfd. 

When making connections directly to the deflecting plates, 
rather than through the amplifiers, place in series with the plate 
connection a capacitor having voltage rating high enough for 
the applied potential, and of capacitance which may be 0.25 to 
0.5 mfd for low frequencies, and as small as 0.0005 for high 
radio frequencies, using a capacitance roughly proportional, or 
inversely proportional, to the frequency. 

Intensity Control.—If the cathode-ray tube, or its screen ma- 
terial is to have reasonably long life it is essential that the 
intensity control always be kept as low as will give a trace of 
satisfactory visibility. Keeping the face of the tube out of strong 
external light allows using less intensity. Preferably there should 
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be a hood extending outward from the exposed end of the tube 
so that the screen is always in subdued light. 

Never permit the spot to remain stationary on the screen for 
more than two or three seconds unless the intensity is so low 
as to make the spot nearly invisible. A bright stationary spot 
burns and darkens the screen permanently. Turn the intensity 
up only after there is deflection in one direction or both, which 
will keep the spot in motion. The on-off switch often is combined 
with the intensity control, just as it is combined with the volume 
control in many radio receivers. 

Focusing Control.—The focusing control should be adjusted 
to produce the narrowest possible trace on the screen. Turning 
this control either way from the correct setting will widen the 
trace. The focusing control is adjusted in connection with ad- 
justment of the intensity control, because every change of in- 
tensity will change the focusing of the electron beam. 

Position or Centering Controls.—The horizontal position con- 
trol may be used to move an entire trace either to the left or the 
right on the screen, and the vertical positioning control will 
move the trace either up or down on the screen. An entire trace 
or pattern may be centered on the screen if the pattern is not 
too large. 

The position controls may be used in connection with the 
vertical and horizontal gain controls to enlarge any part of a 
complete pattern, with the gain controls, and to bring the en- 
larged part to the center of the screen, with the position controls. 

Fig. 12 shows a trace resulting from severe distortion in the 





Fig. 12.—A screen trace showing Fig. 13.—How part of the trace may be 
audio distortion. enlarged and centered. 
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output of an audio amplifier. It might be desired to examine in 
more detail the irregularity at the bottom, where the trace comes 
down and becomes horizontal for part of a cycle. This one portion 
of the trace may be enlarged by using the gain controls, while 
bringing it near the center of the screen and holding it there 
with the two position controls. The result of doing just this is 
shown by Fig. 13, 

With the luminous spot originally in the center of the screen, 
the position controls usually are capable of moving it completely 
off the screen in any direction. 

Graph Scale.—Most oscilloscopes are fitted with a piece of 
transparent material ruled with fine black lines spaced 1/10 
inch apart horizontally and vertically, and with slightly heavier 
lines at half inches and full inches. This graph scale may be 
placed in front of the screen of the cathode-ray tube when it is 
desired to make observations or measurements of relative dis- 
tances on traces. Fig. 14 shows such a scale in use. 

To correctly center the trace pattern on the graph scale first 
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Fig. 14.—The graph scale as used in front of the screen. 
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turn the horizontal gain to zero but leave the vertical gain at 
some low value, and use the horizontal position control to bring 
the vertical trace line to the center of the scale. Then set the 
horizontal gain to a low value and reduce the vertical gain to 
zero while using the vertical position control to bring the hori- 
zontal trace line to the center of the scale. Relative amplitudes 
then will be shown correctly so long as the settings of the position 
controls and gain controls are not altered. 

Gain Controls.—Increasing the vertical gain control spreads 
the trace pattern vertical without making any increase in the 
horiziontal dimension, while increasing the horizontal gain con- 
trol spreads the pattern sideways without affecting its height. 
As a general rule the two gain controls should be set at about 
equal values on the dial scales unless it is desired to extend the 
pattern one way or the other for some particular kind of exam- 
ination. If one control is set high and the other relatively low, 
the pattern may be made to look like something entirely different 
from the true waveform. 

The frequencies of potentials applied to the vertical input may 
be as low as 20 or 30 cycles, or as high as many megacycles. It 
is practically impossible to have an amplifier with uniform gain 
over any such band of frequencies if there is to be any appre- 
ciable gain in the amplifier. The gain decreases with rising fre- 
quency, and drops below any useful value at a few hundred kilo- 
cycles in most instruments designed for service work. The same 
limitations apply to the horizontal amplifier, but here the gain 
always is ample for all sweep frequencies which may be gen- 
erated by the internal sweep oscillator. 

Sweep Frequency Controls.—Sweep frequencies generated in- 
ternally in service type oscilloscopes or oscillographs usually 
will have a minimum somewhere between 3 and 20 cycles per 
second, and a maximum of 30 to 50 kilocycles. The range of fre- 
quencies is divided into three or more bands, any one of which 
is selected by cutting in a charging capacitor by the range switch 
or coarse frequency switch. Any frequency in the selected band 
than is produced by adjustment of the vernier or fine frequency 
potentiometer. The frequencies of sweep oscillators vary with 
changes of temperature and other factors, and are not constant 
enough to permit calibration of the vernier scale or to permit 
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use of the oscillator as a standard for measurement of frequencies. 

The sweep frequency is brought into the desired relation with 
any applied frequency by adjusting the coarse and fine frequency 
controls until there appears on the screen a stationary trace show- 
ing one cycle, some whole number of cycles or else some simple 
fraction of a cycle of the applied potential. 

At the left in Fig. 15 is represented a sweep having the same 
frequency, and time period, as the applied vertical potential. 
On the screen will appear a trace showing just one cycle of the 
vertical potential On the following cycle of vertical potential 
there will be another horizontal sweep just like the first one. 
Successive cycles will cause the spot to move over the same path, 
and the trace will appear stationary on the screen. 

At the center of Fig. 15 is represented a sweep taking a time 
as long as for three cycles of applied vertical frequency. During 
any one horizontal sweep the spot will trace through three cycles 
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Fig. 15.—Relations between sweep frequencies and vertical frequencies. 


of vertical potential, and during every following horizontal Sweep 
the spot will trace through three cycles. The three cycles will 
appear on the screen, always in the same position, and the three- 
cycle pattern will appear stationary. Here the sweep frequency 
is one-third of the vertical frequency. The sweep might be 20 
cycles and the vertical frequency 60 cycles per second. 

The number of cycles appearing on the screen always may be 
found from dividing the applied vertical frequency by the hori- 
zontal sweep frequency. 

At the right in Fig. 15 the sweep frequency is twice the ver- 
tical frequency; there will be two horizontal sweeps during each 
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vertical cycle. During the first sweep there will be traced the 
first half-cycle of vertical potential. During the second sweep 
there will be traced the second half-cycle of vertical potential. 
The two half-cycles will appear together on the screen, because 
they are recurring at such short intervals that we see them con- 





Fig. 16.—One cycle divided into two parts. 


tinually, by persistence of vision and of screen material. Into 
just what parts the cycle is split depends on the phase relation 
of the sweep and vertical frequencies. One division is shown by 
Fig. 16. If you copy these two waves and place them end to end 
you will have one cycle. 

If the sweep frequency is made still higher each vertical cycle 
will be split into more sections, into as many as the sweep fre- 
quency is contained in the vertical frequency, and all of the sec- 
tions will appear together. Such patterns are of no particular 
usefulness. 

Almost always we use a sweep frequency which is 4, L4, l4, 
or some other simple fraction of the applied vertical frequency, 
thus showing on the screen 2, 3, 4 or some other whole number of 
vertical cycles. There are several reasons for doing so. For one, 
we then may note the whole waveform of similar successive cycles 
and may identify complete cycles, which otherwise might be 
difficult with a distorted or complex waveform. Two cycles are 
shown in Figs. 12 and 14. 
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It is impossible to get one complete cycle, and no more, onto 
the screen; this because part of the end of the cycle will be in 
the retrace or return trace. This is evident from Fig. 17, where 
the retrace has been made visible and where it is clearly apparent 
that part of the last end of the curved line has been cut off. To 
avoid this cutting off we may bring at least two cycles onto the 
screen by lowering the sweep frequency, as in Fig. 14, and then 
enlarging and centering one of the cycles if a large pattern is 
needed for examination, 





Fig. 17.—Part of one cycle is cut off Fig. 18.—Displacement of cycle when sweep 
by the retrace time. and vertical potentials are not in phase. 


Where a single cycle starts and ends on the screen depends on 
the phase relation between horizontal and vertical frequencies. 
With a difference in phase a cycle may appear as in Fig. 18, or 
in some other form where beginning and end of the trace are 
not on the zero potential line. Some oscilloscopes or oscillo- 
graphs have adjustments for phase. When there are no such 
adjustments provided, the phase relation usually may be altered 
by slight variations of the fine frequency or vernier control for 
sweep frequency, or by variation of the control for amplitude of 
synchronizing potential, or by using both of these controls. 

Retrace Effects.—It has been mentioned that the time required 
for the retrace will cut some part from the end of a cycle when 
only one cycle is brought onto the screen. How much of the cycle 
is removed from the curve depends on the frequency of the 
vertical signal, the higher the frequency the greater the loss. This 
is because the time for retrace becomes a larger and larger part 


OSCILLOSCOPES OR OSCILLOGRAPHS 309 


of the whole sweep cycle with increase of frequency. The retrace 
time itself remains fairly constant, but the time per sweep be- 
comes shorter and shorter. 

The higher the frequency the faster the electron beam and 
spot travel over the screen, and the higher the intensity control 
must be set to obtain satisfactory brilliancy of trace. At the 
highest sweep frequencies the intensity has to be turned so higk 
that the retrace may become almost as clearly visible as the for- 
ward trace, and this makes it more difficult to interpret the 
meaning of the pattern, 

When quite a few cycles of a high vertical frequency are 
brought onto the screen, by using a lower sweep frequency, sev- 
eral of the vertical cycles may occur during the retrace time. 
These hidden cycles may be made visible by momentarily in- 
creasing the intensity to make them show up. 

Some oscilloscopes or oscillographs have provision for blanking 
the retrace. This is done by making the control grid of the 
cathode-ray tube so negative during the return time as to cut off 
the electron beam, just as it would be cut off by turning down 
the intensity control. A pulse of negative grid potential for blank- 
ing may be obtained from the sweep oscillator circuit. Blanking 
ordinarily is needed only when using high horizontal frequencies. 

External Sweeps.—Any potential from an external source may 
be applied through the horizontal amplifier to the horizontal 
deflection plates of the cathode-ray tube to act as a horizontal 
sweep. The internal sweep oscillator then is not used. With the 
arrangement of Fig, 10 the syne selector switch would be set 
at the external sync position, but no connection would be made 
to the external syne post. The horizontal selector would be set 
at the external position, and the external sweep potential would 
be connected between the horizontal input posts. 

Fig. 19 shows a trace resulting from application to the hori- 
zontal input of a 60-cycle sine-wave potential while there is 
applied to the vertical input a 860-cycle potential which is of 
approximately sine-wave form. Here we are using what may be 
called a non-linear sweep of sinusoidal wave form. Fig. 20 shows 
the trace which results from reversing the frequencies; with a 
60-cycle potential applied to vertical input while a 860-cycle po- 
tential is applied to the horizontal input. We shall have more to 
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say about traces of these general types when discussing fre- 
quency comparisons and measurements. 

Synchronizing Controls. — When one alternating or varying 
potential is applied to the vertical deflection plates, and another 
alternating or varying potential is applied to the horizontal 
deflecting plates at the same time the trace on the screen will 





Fig. 19.—Trace with 60 cycles to horizontal Fig. 20.—Trace with frequencies reversed; 
input and 360 cycles to vertical input. 360 cycles horizontal and 60 cycles vertical. 


appear to stand still only when the frequencies of the two 
potentials are identical or else when one of them can be evenly 
divided into the other with no fraction left over. That is, the 
trace will appear to stand still when, for example, both fre- 
quencies are exactly 60 cycles or when one is 60 cycles and the 
other 360 cycles. In the latter combination 60 goes into 360 
exactly 6 times. But if one frequency were 6014 cycles the pat- 
tern would rotate or drift around the screen. The pattern would 
rotate when the one frequency is anywhere below 60 and above 
30 cycles, but at 30 cycles would again stand still because 30 
goes into 60 or into 360 with nothing left over. The pattern would 
rotate at any frequency above 60 and below 120 cycles, but at 
120 cycles would again stand still. 

This general rule applies no matter what the waveform of 
either frequency. It applies when the horizontal potential comes 
from the sweep oscillator, or from any other source. 

But when using the sweep oscillator we may apply a syn. 
chronizing potential which, if the natural frequency of the oscil. 
lator is not too much below the synchronizing frequency, will 
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pull the oscillator into step with that synchronizing frequency 
or will force the oscillator frequency to become exactly the same 
as the synchronizing frequency. Then the pattern will stand still. 
This process sometimes is called locking in of the frequencies. 

Going back to Fig. 10, a synchronizing potential can be taken 
from whatever potential is applied to the vertical input by set- 
ting the sync selector switch at internal or internal sync and set- 
ting the horizontal selector switch at internal. Then, if the 
oscillator frequency is adjusted by the sweep vernier or fine 
control until the oscillator frequency comes close to the applied 
vertical frequency, the oscillator frequency will come under the 
influence of the synchronizing potential and the pattern will 
become stationary on the screen. 

How much of the synchronizing potential is applied to the 
sweep oscillator depends on the setting of the sync amplitude 
potentiometer whose slider goes to the control grid of the oscil- 
lator in Fig. 10. If the oscillator natural frequency is quite differ- 
ent from the synchronizing frequency there will be required 
more synchronizing potential than were the two frequencies orig- 
inally closer together. Also, the higher the frequencies being 
observed, the higher the sync amplitude control will have to be 
turned to secure locking in. 

The way to proceed is to turn the syne amplitude control very 
low, then use the sweep vernier or fine control to make the trace 
as nearly stationary as possible, and finally to turn the sync 
amplitude control up only far enough to hold the trace stationary. 
It wil! be found that some slight readjustment of the sweep 
frequency must be made when increasing the syne amplitude. 
The whole object is to keep the syne amplitude as low as will 
hold the trace stationary. Too much sync amplitude will distort 
the waveform of the trace, and may even change the sweep fre- 
quency enough to break the wave into several sections. 

The sweep frequency may be synchronized by any alternating 
or varying potential applied to the external syne terminals when 
the syne selector switch is set at its external position. The ex- 
ternal synchronizing potential applied to the posts might be 
taken from the same circuit or source that is furnishing the 
frequency applied to the vertical input, but there would be no 
particular object in doing so with an oscilloscope having pro- 
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vision for internal synchronization — which does exactly the 
same thing. 

The sweep oscillator may be synchronized with the supply 
line frequency by setting the sync selector switch at its line 
position, but then the horizontal selector switch must be at its 
own internal position in order to connect the sweep oscillator 
to the horizontal amplifier. There is no object in synchronizing 
the sweep frequency unless the sweep oscillator output is con- 
nected to the horizontal amplifier or to something else which 
can use the sweep frequency. With the usual control arrange- 
ment, such as shown by Fig. 10, turning both the sync selector 
and the horizontal selector to their line positions would discon- 
nect the output of the sweep oscillator and would apply line 
frequency to the horizontal amplifier. 

À line position of the sync selector switch is useful only when 
the potential applied to the vertical input is some exact multiple 
or some simple fraction of line frequency. Synchronization from 
the supply line may be useful when it is known that the line 
frequency is nearly constant at its rated value, usually at 60 
cycles, and when it is desired to have a synchronizing frequency 
of this known value. 


REVIEW QUESTIONS 


l. Is the electron beam in the cathode-ray tube moved vertically or horizon- 
tally by the plates on the right and left sides of the beam? 

2. In an oscilloscope power unit having both half-wave and full-wave recti- 
fiers which one is used for the high-voltage circuits? 

3. Are deflection sensitivities at the tube plates on the order of 0.001, or 
0.02, or 1.00 inch per volt? 

4. What is the name or shape of the type of output wave from the sweep 
oseillator? 

5. Mention safety precautions observed when operating oscilloscopes. Con- 
sider such items as opening the housing, capacitor terminals, ete. 

6. Is the potential to be observed or measured usually applied to the hori- 
zontal or the vertical input terminals of the oscilloscope? 

7. When the intensity control is re-adjusted what other control should be 
varied at the same time to maintain a sharply defined trace? 

8. For observing the true proportions in the wave of input potential how 
should the two gain controls be adjusted, alike or different? 
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Chapter 12 


OSCILLOSCOPE TESTS AND MEASUREMENTS 


Before attempting to use an oscillograph or oscilloscope for 
checking the performance of radio or television you should become 
familiar with the action of all the controls on the particular in- 
strument to be used. If the manufacturer furnishes an instruction 
book, follow its suggestions exactly. Otherwise read the instruc- 
tions given in these chapters and, so far as possible, put them 
into practice as you read. Following is an outline of steps which 
may be followed in becoming acquainted with an instrument and 
its operation. 

1. With the intensity control at its lowest position, or in the 


Off position when the off-on switch is attached to this con- 
trol, set the other controls as follows. 


a. 
b. 


c. 


CB Weg 


j. 


Focus control at about mid-position. 

Both the vertical and the horizontal position or center- 
ing controls at mid-position. 

Both the vertical and the horizontal gain controls at 
about one-fourth scale. 

Sync amplitude control near the bottom of its dial scale. 
Sync selector switch at its Internal position. 
Horizontal selector switch at Internal position. 

Coarse frequency or sweep range switch at band includ- 
ing the frequency of your line supply. 

Fine frequency or vernier control at about mid-position. 
To the vertical input and ground connect some low- 
voltage line-frequency source. This voltage may be 
taken from a 6.3 or 12.6-volt filament or heater circuit, 
or from a filament or heater tap on a power trans- 
former. If the oscilloscope has a post or jack for 6 volts 
a-c, or some other low a-c voltage, connect this post or 
jack to the vertical input. 

Make no connections either to the horizontal input or to 
the external sync posts or jacks. 


2. Turn the off-on switch on, or operate the intensity control 
to turn it on. Set the intensity control to about one-third 
scale and watch the screen for a luminous spot or luminous 
lines. If, after the spot appears, it settles down into only a 
spot rather than lines, turn off the instrument and recheck 
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your control settings. If nothing appears within about a 
half minute, turn the intensity control slowly higher until 
there is à spot or line. 

3. Slowly turn the sweep vernier or fine frequency control 


until there is a clear pattern which moves slowly on the 
Screen. 

4. Advance the sync amplitude and readjust the sweep vernier 
until the pattern stands still. Use only enough sync ampli- 
tude to hold the pattern steady. 

5. Try the effect of the focus control on line width and dis- 
Memes: Use this control to maintain the narrowest clear 
ine. 


6. Try the effect of the intensity control on line brightness. 
Notice the effect on distinctness or focusing of the line, and 
try readjusting the focus control. Keep the line only bright 
enough for a distinct pattern. 

Operate the horizontal and vertical gain controls, observ- 
ing the effect on width and height of pattern. 

8. Operate the horizontal and vertical position or centering 
controls to find how far you can move the pattern in all 
directions. 

9. Make it a habit not to leave a trace on the screen, and never 
leave a spot, between tests or observations. Turn the in- 
tensity contro] far enough down so that the screen is clear. 

Waveform Inspection.—The potential whose waveform is to 
be examined ordinarily is applied to the vertical input and 
ground posts of the oscilloscope. The sweep frequency should be 
low enough to bring two or three cycles onto the screen. One of 
the cycles can be enlarged and centered, but this seldom is 
necessary. 

It may be desirable to set the vertical and horizontal amplifiers 
for equal gains in order to observe the true waveform. This is 
done by applying any signal potential to the vertical input, set- 
ting the horizontal gain at zero and the vertical gain for the 
desired height of trace. This vertical height should be noted, as 
should also the exact position of the vertical gain control on its 
dial. Then apply the same signal potential to the horizontal input, 
set the vertical gain at zero, and adjust the horizontal gain to get 
the same length of trace as previously. The present setting of 
horizontal gain and the previously noted setting of vertical gain 
give equal horizontal and vertical gains. 

When making waveform observations it is assumed that the 
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horizontal sweep moves the spot at constant speed all the way 
from left to right, which means that the horizontal sweep is 
truly linear. Otherwise some cycles will be spread more than 
others. Usually the later cycles will be compressed. Linearity may 
be checked by bringing five or six cycles onto the screen then 
measuring the distances between peaks. These distances will be 
equal for all cycles with a linear sweep. Discrepancies in the first 
and last cycles mean nothing, since they are due chiefly to curva- 
ture of the screen end of the cathode-ray tube. 

Audio-frequency Waveforms.—To observe the output of an 
audio-frequency amplifier connect the voice coil leads of the loud 
speaker to the vertical input of the oscilloscope. Another way is 
to disconnect one voice coil lead, connect between this lead and 
the other one a resistor whose resistance is very close to the 
voice coil impedance, and then connect the ends of this resistor 
to the vertical input. 

An a-f signal potential of good waveform, as secured from a 
signal generator, is connected between the volume control slider 
and chassis ground, or is connected to the control grid of the first 
a-f amplifier and ground, or to the control grid and ground for 
any following a-f tube; depending on how much or how many 
stages of the amplifier are to be checked. 

The a-f signal from the generator first should be connected 
directly to the vertical input of the oscilloscope, and its waveform 
examined. Any distortion will come through the amplifier and 
must be allowed for in final observations. Set the signal generator 
amplitude rather low, to allow for amplification in the audio 
amplifier being checked. 





Fig. 1.—Audio distortion. Fig. 2.—The distortion increases. 
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Fig. 1 shows overloading of an a-f amplifier tube due to a 
higher signal potential than can be handled with the existing 
plate and screen voltages and the existing control grid bias. The 
fault might be due to low screen voltage, excessively negative grid 
bias, or too high a setting of the volume control for the signal 
coming from the detector. 

Fig. 2 shows the waveform resulting from turning the volume 
control still higher with no other changes in operating conditions. 
The input to the volume control was of approximate sine-wave 
form in both of these cases. 

Fig. 3 shows what happens when the control grid bias is not 
sufficiently negative. This particular fault was due to a cathode 


ENNS 








Fig. 3.—Not enough negative grid bias. Fig. 4.—Plate voltage too low. 


bias resistor of too little resistance, reducing the bias from Tig 
to 5 volts negative. There was an increase of volume, and of 
height of the trace, due to the greater plate current. 

Fig. 4 shows the result of low plate voltage, which actually 
was due to excessive resistance in the circuit leading from the 
plate through the output transformer primary to B+. The vol- 
ume is away down and there is severe distortion. 

Fig. 5 shows the same distorted signal as illustrated by Fig. 4, 
but here the vertical gain of the oscilloscope is turned up. The 
waveform is unchanged, but the amplitude on the screen is 
increased. 

Fig. 6 shows the same signal as illustrated by Figs 4 and 5, 
but here the leads to the vertical input and to ground of the oscil- 
loscope have been reversed. The result is merely to turn the 
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signal upside down, The same thing would happen with reversed 
connections to the voice coil leads or to any other points from 
which the amplifier output is being taken to the oscilloscope. 





Fig. 5.—Vertical gain increased, Fig. 6.—Trace inverted by reversing leads 
but plate voltage too low. to vertical input. 


With the oscilloscope connected to the voice coil leads, as at the 
left in Fig. 7, it is difficult or impossible to identify whether up- 
ward lines in the trace indicate increases or decreases of voltage 
at the plate end of the circuit, because we are working through 
the output coupling transformer. To make this identification the 
vertical input of the oscilloscope may be connected through a 
resistor of about a half-megohm resistance to the plate of the 
output tube, with the ground of the oscilloscope connected to a 
chassis ground. ; 

Now we are measuring or observing changes of plate voltage. 
We must keep in mind that plate voltage and plate current, in 


Output Table Scope 





F Ground = 


Fig. 7.—Connections of oscilloscope to voice coil (left) and to plate of 
output tube (right). 
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the tube, change oppositely. When there is an increase of plate 
current there must be an accompanying decrease of plate voltage, 
because more of the total B-supply potential is used up in the 
plate load when there is more current, and less remains across 
the tube. 

As a result of plate voltage and current being in opposite phase, 
when we see a trace pattern such as Fig. 8 it indicates plate 
current cutoff which would be due to a grid bias excessively nega- 
tive for the plate and screen voltages in use. The top of the trace 
curves are cut off, which means that the bottoms of the plate 
current curves are being cut off, 





Fig. 8.—Insufficient control grid bias. Fig. 9.—Insufficient plate voltage. 


When we see a trace pattern such as that of Fig. 9, where the 
bottoms of the voltage curves are cut off, it means that the tops 
of the current curves are being cut off in the output of the tube. 
When the tops of current curves or waves are cut off it indi- 
cates saturation in the tube. Saturation means that the plate 
current cannot follow the control grid potential all the way, as 
this potential becomes less negative or possibly positive. The 
usual reason is a plate voltage too low for the signal being 
applied to the tube, and for the control grid bias in use. 

Assuming that the signal is no greater than should be han- 
dled by the tube, the trace of Fig. 8 then would indicate too 
little negative control grid bias, and the one of Fig. 9 would 
mean plate voltage too low. 

Screen voltage too low for the plate voltage and the signal 
causes a trace somewhat similar to the one indicating low plate 
voltage, in that the bottoms of the waves are cut off. Fig. 10 
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shows a trace taken with screen voltage down to about half of 
its correct value. 

It happens that a trace pattern almost identical with that for 
low screen voltage may result from using a loud speaker whose 
voice coil impedance is much too high to match the impedance 
of the speaker winding of the output transformer. 

If both the control grid bias and either the screen or plate 
voltage are incorrect there may be cutting off of both the tops 
and bottoms of the waves in the trace pattern, as illustrated 
by Fig. 11. Since there should be certain related values of all 
three voltages, when any one of them is incorrect to any great 
degree it makes the others incorrect as well When the first 
voltage is brought within the design limits of the amplifier 
being checked the whole trouble usually disappears. 

When only one of the pair of tubes in a class B push-pull 
amplifier is checked there normally would be some cutting off 
of the tops of the waves, indicating plate current cutoff. When 
the outputs of the two tubes are combined for the loud speaker 
the apparent distortion will disappear and the output wave will 
follow the form of the input unless there actually is distortion 
in the amplifier. 

There are two general methods for checking the operation of 
an audio amplifier stage-by-stage. One way is to connect the 
oscilloscope across the speaker voice coil and leave it there while 
connecting the input signal potential first to the control grid of 
the output tube, then the control grid of the preceding a-f am- 
plifier, and so on back to the volume control. The other way is 
to connect the input signal to the volume control or detector 
load resistor and leave it there while connecting the vertical 
input of the oscilloscope successively to the control grid of the 
first a-f tube, then to the plate of this tube, and so on to the 
control grid then plate of each following tube in the amplifier. 
With either method any indicated distortion is caused by faults 
located between the input and the oscilloscope so long as the 
distortion is shown by the trace patterns. 

Modulated R-f and I-f Waves.—The oscillograph or oscilloscope 
will show an amplitude-modulated high-frequency wave when 
the wave frequency is in the radio-frequency or intermediate- 
frequency ranges. 
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Fig. 12 shows connections which may be used for observing 
modulated waveforms. The r-f (or i-f) high side output of the 
signal generator is connected through a dummy antenna D either 
to the antenna post of the receiver for checking operation of 
both the r-f and i-f amplifiers with this one connection, or else 
is connected to the signal grid of the converter tube for check- 





Fig. 10.—Screen voltage too low. Fig. 11.—Too little grid bias and low 
voltage to plate or screen. 


ing only the i-f amplifier. The signal generator ground is con- 
nected to the receiver chassis ground through the usual blocking 
capacitor if there may be supply line potential on the chassis 
ground. 


Signal ce 
Generator qned TAS A 


\ Converter l- Amel 










Fig. 12.—Connections for observation of r-f or i-f envelopes, 
either modulated or not modulated. 


The vertical amplifier of the oscilloscope usually will not give 
distortionless amplification at frequencies in the r-f and i-f 
bands. Therefore, instead of making a connection to the vertical 
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input posts of the oscilloscope a connection should be made from 
the plate of the last i-f amplifier tube of the receiver through a 
capacitor directly to the vertical deflection plate of the oscillo- 
scope. The capacitor need be of no more than 0.0001 mfd capaci- 
tance, but must have a voltage rating amply high enough for 
the amplifier plate voltage. The ground of the oscilloscope is 
eonnected to the receiver chassis through a blocking capacitor 
which may be of almost any capacitance value greater than 
0.001 mfd. 

The sweep frequency is adjusted for the modulating frequency 
of the generator, which often is about 400 cycles. The sweep 
may be synchronized for a stationary pattern by using the 
regular syne amplitude control. Synchronization will be much 
more positive with the external sync post of the oscilloscope 
connected to the a-f output, at modulating frequency, of the 
signal generator. Then the sync selector switch of the oscillo- 
scope is set for external synchronization. 

Fig. 18 shows the trace pattern, as made with the setup of 
Fig. 12, with an intermediate frequency of 456 kilocycles ampli- 
tude-modulated at 400 cycles and applied to the converter signal 
grid. 





Fig. 13.—High-frequency wave modulated Fig. 14.—The demodulated audio wave 
at audio frequency. from the detector. 


The audio-frequency wave, which provides the upper and 
lower envelopes in Fig, 18, now may be observed by taking the 
lead off the plate of the i-f amplifier tube and connecting it to 
the detector load resistor or to the high side of the volume con- 
trol. This connects the vertical deflecting plate of the oscilloscope 
to the detector output. No other connections changes are re- 
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quired, nor should they be made, and the output of the signal 
generator should not be altered. A picture of the demodulated 
wave made in this manner is shown by Fig. 14. Note that the 
waveform of this a-f signal is the same as the upper envelope 
of the modulated wave of Fig. 13, which indicates that there is 
no distortion in the detector stage. Were there any alternation 
of the waveform it would result from overload or from some 
incorrect operating condition in the detector stage. 

Now the input from the signal generator may be shifted to 
the antenna post of the receiver, with the oscilloscope vertical 
deflecting plate connected to the plate of the last i-f amplifier 
tube. The generator and the receiver tuning dial must be tuned 
to the same frequency. The trace pattern should appear like the 
one shown by Fig. 13 if there is no trouble in the antenna and 
r-f stages of the receiver. The same radio frequency from the 
generator and in the receiver tuning will be indicated when the 
loops of the modulation envelope reach maximum height as either 
the generator tuning or receiver tuning is varied. 

Fig. 18 shows modulation of about 60 per cent. Percentage 
modulation, as a fraction, may be determined by first measuring 
the vertical distance between envelope peaks where they are 
farthest apart, calling this the maximum amplitude, and then 
measuring the vertical distance between depressions where thex 
are closest together, calling this the minimum amplitude. The 
next step is to subtract the minimum from the maximum ampli- 
tude, calling this the difference, and then to add the maximum 





Fig. 15.—Smaller percentage modulation. Fig. 16.—Unmodulated high-frequency 
wave, 
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and minimum values, calling this the sum. Finally, dividing the 
difference by the sum gives the modulation fraction, which may 
be multiplied by 100 to determine percentage of modulation. 

Fig. 15 shows audio-frequency modulation of about 26 per 
cent, with the same high-frequency, either radio or intermediate, 
as before. Fig. 16 shows the high-frequency wave, either radio 
or intermediate frequency, with no modulation at all. Since the 
sweep frequency here is set for the frequency of the audio 
modulation, the separate alternations of the high-frequency wave 
are far too close together to be distinguished; they form merely 
& blur on the screen, with separation between top and bottom 
proportional to the high-frequency peak amplitude. 

If there is distortion in the r-f or i-f system, which would 
cause irregularities in wave form were the unmodulated r-f or 
i-f waves to be observed, there will be horizontal streaks of 
lighter area intervening with darker bands on the unmodulated 





Fig. 17.—Distortion in r-f or i-f systems 
causes streaks in the unmodulated wave. 


trace. That is, instead of having a trace like that of Fig. 16 
where the only bright lines are at the top and bottom, there will 
be a pattern on the general order of the one shown by Fig. 17, 
with intermediate light streaks. The trouble in the case of Fig. 17 
was due to harmonic frequencies, 

It is apparent that connection of the signal generator and the 
oscilloscope to various places in the receiver will show where 
faults are originating. Faults which cause incorrect patterns 
must be somewhere between the connections of generator and 
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oscilloscope, and by bringing the two closer and closer together 
the trouble may be located as existing in some one stage or in 
a small section of the receiver. 

Voltage Measurements.—If the horizontal gain control is set at 
zero and an alternating potential applied to the vertical input 
of the oscilloscope, the height of the vertical trace line will be 
proportional to the applied potential. The height corresponding 
to a certain voltage may be determined by applying a known 
voltage and measuring the trace. If the vertical gain control is 
readjusted the voltage proportion to height of trace will be 
affected because the amplifier does not respond uniformly with 
control settings. With the gain control at maximum most ampli- 
fiers are “flat” for all frequencies up to some certain limit, which 
may be anything from about 50 kilocycles to several hundred 
kilocycles, depending on the type of instrument and amplifier. 
At higher frequencies the gain falls off rapidly. If the measured 
potential is applied directly to the vertical deflection plates the 
frequency response will be uniform all the way from direct 
current up to a hundred megacycles or more, but then a consid- 
erable potential is required to get measurable deflection. 

In practice the oscilloscope is limited to measurement of fre- 
quencies not much higher than the audio range when voltages 
are low, and is limited to fairly high potentials at all higher 
frequencies where potential measurements are to be made. 

Hum Tracing.—The oscilloscope may be used for checking the 
existence and magnitude of hum voltage or ripple voltage at 
various points in the filter and voltage divider or voltage drop- 
ping systems of radio apparatus. To begin with the sweep 
frequency is adjusted to the frequency of the power supply line 
by applying a low potential at line frequency to the vertical 
input. Then the ground of the oscilloscope is connected to the 
receiver chassis ground. To the vertical input post of the oscillo- 
scope is connected a test lead with a prod on the free end. In 
series with this prod lead should be a capacitor of 0.25 mfd or 
greater capacitance and of working voltage amply high for the 
maximum peak potential which may come from the rectifier 
tube. This potential should be assumed as equal at least to double 
the highest plate voltage for any tube in the receiver or other 
apparatus. 
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With the vertical gain control turned low touch the prod to 
the rectifier cathode lead or to the input of the filter system and 
adjust the vertical gain to allow observing the pattern of the 
rectifier output. With half-wave rectification there will be one 
peak per cycle, and with full-wave rectification there will be two 
peaks per cycle. Then move the prod successively to following 
points in the filter system, proceeding toward the filter output, 
and then along the voltage divider or voltage dropping resistors 
toward the connections for plates and screen grids of the various 
tubes. 

The ripple voltage should lose its sharp peaks and become 
smaller and smaller, requiring higher and higher setting of the 
vertical gain to observe it at all. Since the d-c output of the filter- 
ing system never becomes pure direct current it always will be 
possible to observe some ripple at line frequency or double this 
frequency by turning the vertical gain high enough, but when 
high gain is needed the ripple voltage no longer will cause ob- 
jectionable hum. 

Frequency Comparison.—During the discussion of non-linear 
sweeps there were shown pictures of the two trace patterns 
which are drawn out in Fig. 18. The left-hand pattern was pro- 
duced with 360 cycles applied to the vertical input of the oscillo- 
scope, and 60 cycles applied to the horizontal input. The 60-cycle 
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potential produced the horizontal sweep frequency. The internal 
sweep oscillator was not being used. Note that there are six 
peaks or loops along the top of the pattern, and one loop on the 
side. The ratio of top (or bottom) loops to side loops is six to 
one. The ratio of vertical frequency to horizontal frequency is 
360 to 60, which also is six to one. 

In the right-hand pattern of Fig. 18 there is one loop at the 
top and six loops along either of the vertical sides. The ratio of 
loops, top to side, is one to six. This pattern was produced with 
60 cycles on the vertical input and 360 cycles on the horizontal 
input. The ratio of vertical to horizontal frequency is 60 to 360, 
which is also one to six. 

When any unknown frequency is applied to one input, either 
horizontal or vertical, and an adjustable known frequency is 
applied to the other input, the known frequency may be adjusted 
to produce a nearly stationary pattern or one that remains with- 
out movement. Then the ratio of the number of loops across the 
top or bottom of the pattern to the number of loops on either 
side is the same as the ratio of the vertical to the horizontal 
frequency. 

Frequency ratios as great as ten to one or even twelve to one 
are quite easy to count in this manner. The known adjustable 
frequency may be secured from an accurately calibrated audio- 
frequency or radio-frequency signal generator. The supply line 
frequency, usually 60 cycles, may be used as the standard only 
when the unknown frequency is a multiple or a simple fraction 
of the line frequency, or very nearly so. 

If the two frequencies are not simple multiples or fractions of 
each other the pattern will rotate on the screen, with one set of 
“cycles” moving toward the right and the other set moving 
toward the left. Any one peak will go all the way from any 
given position back to the same position once for each cycle that 
the frequencies differ. For example, were you using a known 
frequency of 1,000 cycles and were a peak to make the circuit 
in one second, the unknown frequency would be either 999 or 
else 1,001 cycles. Were the rotation to be twice per second the 
unknown would be either 998 or else 1,002 cycles, and so on for 
any speed of rotation. The direction of travel of the peaks de- 
pends on whether the unknown frequency is lower or higher 
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than the known one. Usually it is well to let the pattern rotate 
very slowly to make certain that no two loops coincide and hide 
each other. 

If the higher frequency is of distorted waveform, with sharp 
peaks and kinks, the counting will be easier than with a more 
nearly sine-wave form because of the spots which are brighter 
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Frequency 
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Fig. 19.—A phase-splitting circuit used for frequency comparisons 


than the remainder of the trace pattern. Also, it will be easier 
to distinguish between loops traveling in opposite directions. 
For ratios greater than 10 or 12 to 1 the counting is made 
easier by using a phase splitting circuit which will make the 
trace pattern into a circle or an ellipse. One phase-splitting cir- 
cuit is shown by Fig. 19. Resistor Ra may be a potentiometer of 
the volume control type having maximum resistance of 10,000 
to 20,000 ohms, Rb may be a similar type having maximum 
resistance of about 50,000 ohms, and capacitor C, of the fixed 





Fig. 20.—Frequency ratio of 12 to 1. Fig. 21.—Frequency ratio of 43 to 1 
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type, may have capacitance of 0.1 to 1.0 mfd. Adjustment of the 
two potentiometers, and of the gain controls on the oscilloscope, 
will allow making the trace pattern of elliptical or circular shape 
on the screen. 

A pattern showing a frequency ratio of 12 to 1 is pictured in 
Fig. 20, and one showing a ratio of 48 to 1 is pictured in Fig. 21. 
The ellipse or circle will rotate so long as one frequency is a 
fractional multiple of the other, making one complete revolution 
per cycle of difference between the frequencies. When the multi- 
plier is a whole number, or when one frequency is divisible into 
the other with no fractional remainder, the pattern will remain 
stationary. 

The patterns formed by applying alternating potentials to 
both the horizontal and vertical inputs of the oscilloscope are 
called Lissajous figures or curves. The name is pronounced as 
though spelled lee-sah-zhoo, with the principal accent on the 
middle syllable. 

Phase Shift.—When one alternating potential is connected to 
the horizontal input and a second alternating potential to the 
vertical input of the oscilloscope the trace will be a straight line 
if the two potentials are in phase, and will be a straight line also 
if they are in opposite phase or have a phase difference of 180°. 
The tilt of the line will depend on the relative amplitudes of the 
applied potentials and on the adjustments of the two gain 
controls. 

If the two applied potentials are out of phase, but are not in 
opposite phase, the trace pattern will be an ellipse whose axes 
have slopes dependent on the relative amplitudes of the alter- 
nating potentials, 

Phase Inversion.—It is a well known fact that when a signal 
or other potential applied between grid and cathode of an am- 
plifying tube makes the grid more negative, the potential at 
the plate becomes more positive as measured with reference 
to the cathode. This is the action known as phase inversion in an 
amplifier stage. The phase of the signal is inverted, which means 
that the tops and bottoms of the wave are interchanged. 

Fig. 22 shows a trace taken between control grid and cathode 
(or chassis ground) of an amplifier tube. The waveform is pur- 
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posely distorted to allow distinguishing between top and bottom 
of the wave. Incidentally, this distortion was caused by insuffi- 
cient plate voltage on the amplifier tube preceding the one from 
which traces were taken. Fig. 23 shows the signal in the plate 
circuit load, Here the cut off side of the wave is at the oottom, 





Fig 22.—Phase observed in control Fig. 23.—Phase inverted in plate 
grid input. circuit load. 


while in the grid circuit of the same tube the flattened side of 
the wave is at the top. The phase of the signal is inverted in 
passing through the tube. 

Grid and plate waveforms are checked by using the interna! 
sweep, adjusted to show several cycles of the signal, with the 
vertical input post of the oscilloscope connected through a half- 
megohm resistor to the tube grid and then to the plate. The 
vertical gain control is used to keep the vertical heights of the 
two traces on the screen. A check of this general type sometimes 
is made on the inverter tube of a resistance-coupled push-pull 
amplifier. The phase at the plate of the inverter tube should be 
opposite to the phase at the plate of the other push-pull amplifier 
tube of the pair. Such a check shows also whether the amplitudes 
of the two plate signals are equal, or nearly so, as they should be. 

Using a Frequency Base.—Most of the tests so far described 
have been made with a linear time base supplied by the internal 
sweep oscillator. With this type of base the left-hand side of a 
trace represents a certain instant of time. The lapse of time then 
proceeds toward the right; every point toward the right represent- 
ing an instant of time later than at point on the left, but earlier 
than those farther to the right. 
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Now we shall proceed to the use of what may be called a 
frequency base. Instead of horizontal distances on the trace 
pattern representing time intervals they will represent changes 
of frequency. At the left will be the lowest frequency being em- 
ployed. Frequency will increase toward the right, and at the 
right-hand side of the trace will exist the highest frequency 
being employed. Thus we may observe changes of potential as 
they are caused by changes of frequency. 

One of the most familiar of such trace patterns would be that 
Showing & resonance curve, as in Fig. 24. Here the potential 
across the resonant circuit is small at frequencies well below 
the resonant frequency, increases to maximum at the resonant 





Fig. 24.—Resonance curve produced by using a frequency base. 


frequency, and decreases again at frequencies above resonance. 
The resonant frequency is in the center of the pattern, lower 
frequencies are toward the left and higher ones toward the right. 

For tests with the frequency base we require a frequency- 
modulated signal generator. The output of such a generator may 
be set for any frequency in the intermediate, standard broadcast, 
or short-wave bands. Then the frequency shift, frequency modu- 
lation, or frequency deviation may be adjusted for any value 
from a few kilocycles up to several hundred kiloGycles, For ex- 
ample, were the main frequency dial to be set at 1,000 kilocycles 
and the deviation set for 20 kilocycles, the frequency would vary 
periodically between 980 ke and 1,020 ke. Starting from the 
1,000-ke frequency, which may be called the center frequency 
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or the resting frequency, there are downward deviations of 20 
ke, ending at 980 kc, and upward deviations of 20 ke, ending 
at 1,020 ke. 

When the output of the frequency-modulated generator is ap- 
plied to the antenna, to the converter signal grid, or to any other 
point in a receiver to which a generator ordinarily is connected, 
there will be fed into the receiver a band of frequencies varying 
at regular intervals from a value equal to the center frequency 
minus the deviation through to a value equal to the center fre- 
quency plus the deviation. 

The generator frequency ordinarily is made to pass through 
the entire band at a rate of 60, 400, or 1,000 times a second, 
although any other deviation rate may be used. This is saying 
that the deviation may occur at rates such as 60 cycles, 400 
cycles, or 1,000 cycles per second, or at some other selected rate. 

When the vertical input of the oscillograph or oscilloscope is 
connected to some plate circuit in the r-f or i-f system, or to any 
point carrying r-f or i-f signals, as shown by Fig. 25, the trace 


Generator Scope 





Fig. 25.—Connections for a frequency-modulated signal generator. 


will show variations of output potential throughout the band 
of frequencies being covered by the generator signal. 

The internal sweep oscillator is used, being adjusted to the 
rate of deviation, which has been mentioned as most often being 
60, 400 or 1,000 cycles per second. If the signal generator has a 
post or jack marked Sync or something equivalent, this post is 
connected to the external sync post of the oscilloscope, as shown 
by a broken line, and the oscilloscope is set for external syn- 
chronization. This keeps the horizontal sweep rate the same as 
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the deviation rate in the generator. Otherwise the internal syn. 
chronization may be used. Keep in mind that the horizontal 
sweep frequency is set for the rate at which the r-f or i-f fre- 
quencies swing through their band; it is not set for either the r-f 
or i-f center frequency, nor is it set for the deviation frequency 
which usually would be something between 10 and 200 kilocycles. 

The deviation frequency always should be somewhat greater 
than the highest audio frequency which the receiver should 
handle. If, as often is the case, the highest audio frequency is 
5,000 eyeles then the deviation must be more than 5,000 cycles 
and usually would be 10,000 cycles. With high-fidelity receivers 
whose audio response may go to 15,000 cycles the deviation fre- 
quency should be at least 20,000 cycles. These deviations are for 
standard broadcast receivers. 

Always keep the sync amplitude control of the oscilloscope as 
low as will hold the trace stationary on the screen, thus avoiding 
distorted traces. 

Visual Alignment.—Although the oscilloscope or oscillograph, 
in connection with a frequency-modulated signal generator, may 
be used for examining all of the important characteristics of all 
types of resonant circuits, the most common use in radio servic- 
ing is for alignment of r-f, oscillator, and i-f stages of receivers. 
The oscilloscope and f-m generator are used for alignment of 
both amplitude-modulated and frequency-modulated receivers. 
Instructions immediately following are with reference to align- 
ment of amplitude-modulated receivers in particular. 

To begin with there should be noted the relations between the 
frequency setting of the sweep oscillator of the oscilloscope and 
the number of resonant curves as well as their arrangement on 
the trace pattern appearing on the screen. 

The frequency from the signal generator changes from the 
lowest to the highest frequency, then from the highest back to the 
lowest frequency, and keeps this up at the rate which usually is 
60, 400 or 1,000 cycles per second. One cycle of this frequency 
deviation may be considered as including all the changes from 
lowest to highest frequencies and back again. 

Let’s assume, merely for purposes of illustration, that the de- 
viation rate is 60 times per second, or at a frequency of 60 cycles 
per second, also that the center frequency is the common inter- 
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mediate frequency of 456 kc, and that the deviation frequency is 
30 ke below and above the center frequency. As shown at the left 
in Fig. 26, one resonance curve will be formed during the in- 
crease of frequency from 426 to 486 ke, which extends from 30 
kc below to 30 ke above the center frequency of 456 kc. A second 


426 426 426 486 426 
! Increase Decrease | i i 
FREQUENCY | | ies 

P*— /eo Second xim Poo Sen s Moose 
| I 
| 
! | | 
| | i 
Sweep Sweep 


Fig. 26.—Relations between number of resonance curves on the screen 
and the sweep frequency. 


resonance curve will be formed during the decrease of frequency 
from 486 ke back to 426 ke. The two curves are formed because 
the height of the trace represents potential in the resonant cir- 
cuit, the potential is proportional to frequency, and whether the 
frequency is changing one direction or the other makes practi- 
cally no difference in the potentials produced. 

If the horizontal sweep frequency is set at 60 cycles per second, 
and synchronized at this frequency as represented in this dia- 
gram, the two resonance curves will be formed during each hori- 
zontal sweep of the beam and the two will appear on the screen 
at the same time. Such a trace is shown by Fig. 27. The two 
curves are not identical in form, because there is some difference 
in the response or in the gain of the same circuit when frequency 
is increasing and when it is decreasing, but the two curves are 
very nearly alike when alignment adjustments are correct. 

Supposing now that the sweep frequency is doubled, or is made 
120 cycles per second so that each sweep takes only 1/120 second. 
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Then we have the condition shown at the right in Fig. 26. The 
resonance curve for increasing frequency will be formed during 
one sweep, and the curve for decreasing frequency will be formed 





Fig. 27.-Two resonance curves formed Fig. 28.—Resonance curves superimposed 
during one horizontal sweep. by doubling the sweep frequency. 


during the following sweep, and this will continue. The two 
curves are traced and retraced so rapidly that we see them as 
existing together on the screen, and they will be superimposed 
on each other. Fig. 28 shows two superimposed resonance curves 
formed by using a horizontal sweep frequency equal to twice the 
deviation rate. 

If we wish to examine either of the separate resonance curves, 
either the one for increasing frequency or the one for decreasing 
frequency, the one desired curve may be centered on the screen 
by using the horizontal position control, and may be enlarged by 





Fig. 29.—A single resonance curve 
enlarged and centered on the screen. 
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using the horizontal and vertical gain controls. Fig. 29 shows 
just such a single resonance curve. This particular curve was 
Photographed after making all alignment adj ustments, and shows 
the output from the detector with the input of the signal genera- 
tor applied to the signal grid of the converter tube in the receiver. 
Oftentimes it is desirable to examine separately either one or 
both of the resonance curves when checking on causes for poor 
waveform due to overloading, regeneration and undesired oscilla- 
tion, or other causes, 

The deviation frequency, whether 10 or 100 kilocycles, has no 
important effect on the trace patterns just so long as the devia- 
tion is more then enough to cover the band of frequencies passed 
or amplified in the apparatus being tested. The greater the devia- 
tion frequency the narrower will be the resonance curves and 
the greater will be the flat horizontal trace lines in between the 
curves. The flat horizontal lines indicate frequencies at which 
there is zero or minimum gain. 

The trace formed on the screen shows the audio-frequency volt- 
age obtained through the detector from the modulated r-f or i-f 
signal coming from the signal generator. Therefore, the vertical 
input of the oscilloscope must be connected to the output of the 
cetector. With a diode detector the vertical input is connected to 
the ungrounded end of the detector load resistor or to the un- 
grounded end of the volume control, with the oscilloscope ground 
connected to the receiver chassis ground. 

If the detector is not a diode, and is resistance coupled to the 
following a-f amplifier tube, connect the vertical input to the 
detector plate, using a series blocking capacitor of about 0.25 mfd 
and of suitable voltage rating in case the detector plate voltage 
is higher than permissible for the oscilloscope input. 

If the detector is not a diode and is coupled through a trans- 
former or a choke (impedance coupling) to the following a-f 
tube the inductance in the detector plate circuit is to be replaced 
with a resistance. This is done by connecting a resistor of from 
20,000 to 50,000 ohms from detector plate to B+, then either 
disconnecting one end of the transformer primary winding or 
one end of the coupling choke, or else bypassing the primary or 
the choke with a capacitor of 0.5 to 1.0 mfd. In all cases the ver- 
tical input of the oscilloscope is connected to the detector plate. 
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The high side of the f-m signal generator is connected through 
a fixed capacitor of about 0.005 mfd capacitance to suitable points 
in the receiver, with the generator low side to the receiver chassis 
ground, using a blocking capacitor in this ground lead for ac-de 
receivers. 

For alignment of the last i-f transformer the generator high 
side may be connected to the control grid of the preceding i-f 
amplifier tube. Then, for alignment of the next transformer 
toward the converter the generator high side is connected to the 
control grid of the i-f tube ahead of this transformer, and so on 
until the generator is connected to the signal grid of the converter 
tube. The main tuning dial of the signal generator is set for a 
center frequency which is the intermediate frequency of the re- 
ceiver being aligned. If an error is made in this setting the i-f 
transformers will be aligned to the frequency at which the gen- 
erator actually is set, 

The signal generator output must not be amplitude-modulated 
at the same time that it is frequency-modulated, as by incorrect 
settings of generator controls. The effect of amplitude modula- 
tion on a trace produced with frequency modulation is shown 
by Fig. 30. 





Fig. 30.—Effect of amplitude modulation Fig. 31.—Effect of intertering station 
with frequency-modulated input. with frequency-modulated input. 


: The tuning dial of the receiver should be set at a point where 
no broadcast signal may be received. The effect of a received 
broadcast signal on the trace produced by frequency modulation 
from the signal generator is shown by Fig. 31. The likelihood of 
such interference may be lessened by keeping the volume control 


OSCILLOSCOPE TESTS AND MEASUREMENTS 337 


turned low, also by grounding the antenna post of the receiver, 
and, if necessary, by grounding the stator plates of the oscillator 
tuning capacitor to the receiver chassis or to the rotor plates. 
These methods may be used during i-f alignment. 

The resonance curves pictured in this chapter are what may be 
called right side up. That is, the flat horizontal base line is at the 
bottom, with the curve rising to its peak or peaks and falling 
again above the base line. The polarity of the vertical input and 
amplifier in the oscilloscope may be such that all of the curves 
will be upside down, with the base line at the top and the curves 
extending downward. It is just as easy to make alignment ad- 
justments with the curves in one direction, or polarity, as in the 
other. The upside down pattern results when the upward direc- 
tion on the screen corresponds to positive, because the ungrounded 
end of a diode detector load resistor or volume control is nega- 
tive with reference to its grounded end, and the vertical input is 
connected to this negative point. 

When commencing any alignment adjustment it is instructive 
to use a sweep frequency which is a half, a third or even a quar- 
ter of the deviation rate in order to see several pairs of reson- 
ance curves at the same time and note any apparent irregulari- 
ties. Then the sweep frequency may be changed so that it is 
equal to the deviation rate, so that the curve for increasing fre- 
quency and the one for decreasing frequency may be observed 
while separated. Fig. 32 shows two separate curves produced in 
this manner. Both curves are, of course, produced by the same 
circuit. They are of the double-hump type, because the trans- 





Fig. 32.—Two double-hump curves Fig. 33.—Effect of different frequencies in 
produced in a single horizontal sweep. generator and receiver tuning. 
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former being aligned in this case was very closely coupled or 
over-coupled. The differences between peak heights are due to 
differences in gain with frequency increasing and decreasing. 

Finally the sweep frequency may be made equal to twice the 
deviation rate in order to superimpose the two curves formed 
during each cycle of frequency change. Alignment usually is 
carried out with superimposed curves. 

If the two superimposed curves do not coincide, but remain off- 
set to a greater or less extent, as in Fig. 33, either of two condi- 
tions is indicated. First, the receiver has been aligned to some 
frequency other than that assumed, and at which the signal gen- 
erator has been set. Second, the receiver is aligned to the correct 
frequency but the generator is furnishing a different center fre- 
quency. The actual center frequency is that which occurs where 
the two curves intersect near the center of the trace pattern. If 
the generator frequency is incorrect, the curves will coincide 
when it is readjusted to match the frequency at which the re- 
ceiver is aligned. If the generator frequency is correct and the 
receiver incorrectly aligned the curves will coincide when align- 
ment is corrected. Bringing the curves together usually is a 
matter of adjusting the transformer primaries. The height of the 
separate curves or of the two when superimposed depends more 
on making a correct alignment of transformer secondaries in 
most receivers. 

The object of the alignment is to so adjust the primaries and 
secondaries that the superimposed curves appear about as shown 
by Fig. 29 as to form, and so that there is maximum height of the 
curves for any given settings of generator output and oscilloscope 
vertical gain control. It is well to commence the work with a 
generator output low enough so that there can be no overloading 
of amplifier tubes, and with the vertical gain control only high 
enough to give traces of clearly recognizable shape. The height 
should increase as alignment proceeds, showing more gain. The 
vertical gain control may be reduced to keep the trace on the 
screen. 

In order to keep the curves fairly well centered on the screen 
it is well to begin work with the syne amplitude control about a 
quarter of the way up on its scale, then make a careful adjust- 
ment of the sweep fine control or vernier to hold the curve in 
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position. Thereafter slight variations of the sync amplitude will 
keep the curve and the base line in position. 

If the deviation frequency of the generator, above and below 
the center frequency is continuously adjustable it may be set so 
that the flat base between curves just barely disappears. The de- 
viation frequency then is approximately the same as the effective 
band pass of the amplifier, This is done, of course, with the sweep 
frequency equal to or less than the deviation rate. If it is im- 
possible to obtain any horizontal base line between curves the 
effective band pass of the amplifier is greater than the deviation 
frequency of the generator. If there is a continuous straight hori- 
zontal base line all the way across all the curves it indicates that 
there is a great difference between the center frequency of the 
signal generator and the intermediate frequency to which the 
amplifier is adjusted. 

After the i-f transformers are aligned the generator input may 
be shifted to the antenna post of the receiver for alignment of 
trimmers in the antenna coupling, the r-f stage, and the oscillator 
of the receiver. The generator frequency is first set near the top 
of the standard broadcast band, or any other band being used, 
and the receiver tuning dial is set at the same frequency. For 
adjustment of an oscillator padder, set the generator and receiver 
to a frequency near the bottom of the band being used. Alignment 
of trimmers and padders in these front end stages is made to 
obtain the same form of curve, like the one of Fig. 29, as obtained 
by alignment of the i-f transformers. 

It is well to obtain experience with visual alignment by first 
going through all of the operations while using a receiver which 
has been satisfactorily aligned and which is in working order. If 
the receiver to be worked upon is not well aligned it may be easier 
to make the preliminary alignment with an amplitude-modulated 
signal generator and an output meter in the usual manner, then 
go over all of the alignment adjustments by the visual methods 
which have been explained, Usually you will be rather astonished 
at the lop-sided and off-center curves shown by the oscilloscope 
after making a presumably perfect alignment with the output 
meter method. The results obtained with visual alignment, espe- 
cially on high quality receivers, usually are well worth the effort 
of using this method. 
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F-m Receiver Alignment.—The general method of aligning the 
i-f transformers of a frequency-modulation receiver is no dif- 
ferent from the method used with amplitude-modulation re- 
ceivers, as has been described in preceding pages. 

The signal generator high side is connected to the signal grid 
of the converter tube, or to the control grid of any one of the i-f 
tubes, through a fixed capacitor of about 0.005 mfd capacitance. 
The generator center frequency is adjusted to the intermediate 
frequency used by the receiver. This intermediate frequency 
usually is 10 or more megacycles in receivers of recent design. 
Because f-m receivers must be designed to handle or amplify 
bands of frequencies much wider than a-m receivers the fre- 
quency deviation should be set for 100 or more kilocycles. A 200- 
ke deviation is quite commonly employed. The generator low side 
is connected to the chassis ground of the receiver, always using 
a series blocking capacitor of voltage rating higher than the 
line voltage with ac-de receivers. The receiver dial is set at a 
point where no broadcasting station can be received. The anten- 
na should be disconnected. 

If the receiver has a limiter tube operated with a grid resistor 
for bias the vertical input of the oscilloscope is connected to the 
limiter grid or to the grid end of the grid resistor through a 
resistor of 0.1 to 0.5 megohm resistance. The oscilloscope ground 
is connected to the receiver chassis ground. If the signal genera- 
tor has a synchronizing output for the deviation rate it is con- 
nected to the external sync post of the oscilloscope and the sync 
selector is set for external synchronization. Otherwise the in- 
ternal synchronization of the oscilloscope may be used. 

The i-f transformers are aligned just as previously described 
for a-m receivers. Curve shapes and heights or amplitudes should 
be like those previously shown for i-f alignment. Two superim- 
posed curves are obtained with a sweep frequency twice the 
deviation rate. Two separated curves will appear with a sweep 
frequency equal to the deviation rate, and two sets or pairs of 
curves will be seen when the sweep frequency is half the deviation 
rate. 

For alignment of the discriminator transformer the signal 
generator high side is connected to the converter signal grid, 
where it usually is connected at the end of i-f alignment. The 
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generator remains set at the intermediate frequency and with the 
same deviation as for i-f alignment. 

The vertical input of the oscilloscope may be connected to the 
cathode or ungrounded side of the discriminator load resistors, 
which is the side connected through the filter system to the 
volume control. When connected here there should be a resistor 
of 0.1 to 0.5 megohm in series. With most receivers the vertical 
input may be connected to the ungrounded side of the volume 
eontrol potentiometer, with no resistor in series. 





Fig. 34.—Two complete cycles of Fig. 35.—One cycle of discriminator output. 
discriminator output. 


If the sweep frequency now is set at half the deviation rate, 
as at 30 cycles when the deviation rate is 60 cycles per second, 
there will appear on the screen two complete cycles of audio 
voltage changes, as shown by Fig. 34. A single complete cycle, 
as in Fig. 35, will appear when the sweep frequency is equal to 
the deviation rate. Alignment of the discriminator transformer 
usually is carried out by using a sweep frequency of twice the 
deviation rate. Then a half-cycle of deviation including a full 
upward sweep of audio voltage and the other half-cycle including 
the downward sweep will be superimposed with the two voltage 
traces crossing about as shown by Fig. 36. 

In making such traces as these with a deviation frequency of 
about 200 ke we are using a deviation which goes far beyond the 
maximum which will occur in f-m broadcast signals, which is 75 
kc. With frequency signal deviation no greater than 75 kc the 
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audio voltages produced in the receiver will extend no farther 
than the straight portions of the crossed lines above and below 
their point of crossing. 

The primary of the discriminator transformer is aligned or 
adjusted to secure the longest straight parts of the crossed curves 





Fig. 36.—The crossed curves used for Fig. 37.—Curve shapes may be observed 
discriminator alignment. with the graph screen. 


while at the same time keeping the straight portions of the lines 
of nearly equal length. The secondary of this transformer is ad- 
justed to bring the point of crossing midway along the straight 
parts of the curves. This adjustment insures that the transformer 
is tuned to the center frequency. It will be necessary to work 
back and forth between primary and secondary adjustments to 





Fig. 38.—Effect of 45-cycle sweep with 
60-cycle deviation rate. 
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obtain a symmetrical pattern meeting the requirements of long 
straight portions crossing midway of their length. 

In checking the general form and proportions of the crossed 
curves it is convenient to use the cross section transparency in 
front of the cathode-ray screen, as has been done in Fig. 37. 

Kinks, blurring of traces, and other irregularities in waveform 
due to incorrect voltages and other faults in the receiver stages 
will show up on the discriminator curves just as on the curves 
taken during i-f alignment. This is true also of interference from 
broadcasting stations and of using amplitude modulation in the 
generator signal. 

Sweep frequencies other than those which are equal to the 
deviation rate, or else half or double this rate, will give peculiar 
patterns which sometimes may appear useful although they 
should not be used for alignment. For example, using a sweep 
frequency which is three-fourths of the deviation rate will give 
a trace pattern such as shown by Fig. 38, where there are several 
crossings of discriminator curves. 


Television Visual Alignment.—The same principles discussed 
earlier in connection with visual alignment also apply to television 
sets excepting that the frequency considerations are much dif- 
ferent. Whereas a maximum sweep frequency of 200 kc is suffi- 
cient for radio i-f alignment, a sweep frequency of 10 megacycles 
is generally used for television i-f alignment. Signal sweep gen- 
erators for television alignment are usually of special design for 
the purpose since it is impractical to build a sweep generator 
which has fundamental frequencies as low as 175 kc and as high 
as 300 megacycles in one unit. 

Sound i-f systems in television have different i-f frequencies 
depending on the over-all design. The standard inter-carrier i-f 
System operates at 4.5 megacycles. The split i-f system such as 
was used on the earlier sets such as RCA 630 models used a sound 
i-f of 21-25 megacycles. A few of the latest sets have been using 
a sound i-f of 45 megacycles. You can see from the foregoing 
figures that even in television the sound i-f has a considerable 
range and the proper signal generator must be used. The same 
oscilloscope, however, can be used in every instance, 
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Television Signal Tracing.—The use of the oscilloscope for sig- 
nal tracing in a television set is probably one of its greatest assets. 

A television set can be divided into two sections to determine 
what type of signal probe should be connected to the vertical plates 
of the oscilloscope. 

If probing is to be done anywhere from the output of the video 
detector to the picture tube or in any of the sync circuits, all that 
is needed is a .0005 or .001 condenser of the proper voltage rating 
in series with the vertical lead cable. 

If probing is to be done anywhere from the tuner to the video 
detector then a crystal diode probe is necessary in series with 
the vertical cable to the scope. 

Using a diode probe in this manner is just like moving the 
video detector around at will. It enables the user to tell exactly 
where the signal is stopped. Suppose there is no video on a tele- 
vision screen but the screen lights up OK. Then probing is done 
with a condenser in the vertical lead and it is found that no video 
information is present at the video detector either. Then a diode 
probe is used and it is found that a video signal and pulses are 
found at the grid of the first video i-f tube but none at the plate 
of this tube. Further checks indicate that a coil is open. This ex- 
ample is cited just to show how quickly a certain trouble can be 
localized since it is possible that any one of 300 or 400 things 
might cause no video. 
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cycles, it can detect a video signal right off of the antenna if the 
signal is strong enough. Of course, there must be only one signal 
present, otherwise you might see on the oscilloscope a bunch of 
mixed up pictures. The point in mentioning this is that it is as- 
sumed there are tuned circuits present and therefore you would 
start with the probe at the grid or plate of the first tube in the 
tuner. In other words, the antenna stage of a television tuner has 
tuned circuits which restrict what you see to one picture. The 
probe doesn’t care about frequency of signal so therefore it can 
be used to see, if, for instance, channel 7 is coming through to the 
mixer or if it is present in the i-f stages at another frequency. 

The important thing to remember about signal tracing with the 
oscilloscope is that you can see as well as measure all the parts of 
a television signal as it progresses from the antenna to the picture 
tube. 

Waveforms at the same point in different makes of sets are not 
always the same. Therefore, waveforms as supplied by a manu- 
facturer for a specific model should be studied while using the 
oscilloscope on that model. In this manner you will become used 
to knowing what to expect at certain like points. Then signal 
tracing will become as simple as using an ordinary voltmeter. 


REVIEW QUESTIONS 


1. Is it desirable to use a large or small synchronizing voltage, to turn 
the syne amplitude control high or low? 

2. Mention the points in an audio-frequency amplifier between which 
the oscillo-input may be connected for checking amplifier performance. 

3. When connecting the observed input potential directly to the oscillo- 
scope plates is the advantage im greater deflection, less distortion, or 
what? 

4. For most observations is the sweep frequency made less than the ob- 
served frequency, equal to the observed frequency, or greater than 
the observed frequency? 

5. When tracing hum or ripple voltage the 60-cycle line supply and a 
half-wave rectifier to what frequency should the sweep oscillator be 
adjusted? 

6. State the reason for using a phase-splitting circuit for frequency com- 
parisons. Is this circuit necessary for observing low or high frequen- 
cies? 

7. During visual alignment is it desirable to commence by observing sev- 
eral pairs of resonance curves in one trace, or only a single pair? 

8. During visual alignment of a discriminator what is the usual relation 
between sweep frequency and deviation rate? 
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i-f transformers, oscilloscope for, 336 
signal generator for, 256-258 
tracking test of, 259-260 
visual, oscilloscope for, 332-343 
Ammeter, see Meter, current. 
Ammeter-voltmeter resistance measurement, 
62 

Amplification, see Gain. 
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probe using, 193-195 
Direct-current measurements, 59-76 
electronic voltmeter for, 195-197 
volt-ohmmeter, 149-151 
Discriminator alignment, electronic 
voltmeter for, 204 
oscilloscope for, 340 
Distortion, a-f, check of, 315 
Distributed capacitance, measurement 
of, 89-91 
Drift, frequency, oscillator, 242 
Dynamic mutual conductance test, 276-273 
Dynamometer meters, 32-34, 41 


E 


ECO (electron coupled oscillator), 237-239 
Electrolytic capacitor, bridge measurement 
of, 127 
ohmmeter test of, 145 
Electron beam, deflection of, 286 
coupled oscillator, 237-239 
Electronic voltmeter, 
see Voltmeter, Electronic. 
Emission, tests of, 271-272 
External synchronizing, oscilloscope, 311 
sweep, oscilloscope, 309 ` 


F 


Feedback oscillators, 229 
Fidelity, signal generator test of, 266 
Figures, Lissajous, 828 
F-m discriminator, alignment with 
oscilloscope, 340 
receiver, alignment with oscilloscope, 
340-343 
Focusing control, oscilloscope, 292, 303 
Follower, cathode, electronic voltmeter, 
190-193 
signal generator, 241 
Frequency, audio, see Audio-frequency. 
base, oscilloscope tests with, 329-343 
drift, oscillator, 242 
image, signal generator test of, 258 
intermediate, signal generator test of, 261 
measurement, meters for, 97-104 
oscilloscope for, 825-828 
resonance methods of, 97-104 
meters, see Meters, frequency. 
heterodyne type, 102 
modulated signal generator, oscilloscope 
used with, 329-348 
modulation, oscilloscope tests, 329-343 
signal generator with, 250-253 
oscillator, measurement of, 261 
oscilloscope, control of, 305-308 
Full-wave rectifier, meter type, 22-24 


G 


Gain, a-f, signal generator measurement 
of, 265 
control, oscilloscope, 297, 305 
measurements, electronic voltmeter for, 
199, 201-203 
stage, measurement of, 201-203 
Galvanometer, bridge, 118 
Gassy tube, tests of, 280 
Generator, audio-frequency, 253-256 
Generator, signal, 227-266 
a-f gain measurements with, 266 
a-f tests with, 263-266 
a-f type, 253-256 
alignment with, 256-258 
avc test with, 261 
buffer stage for, 239-242 
calibration of, 262-263 
cathode follower in, 241 
fidelity test with, 266 
filtering in, 243-245 


Generator, signal— (Cont.) 
frequency-modulation type, 250-253 
oscilloscope used with, 329-343 
image response tested with, 258 
intermediate frequency test with, 261 
modulation with audio frequency, 
248-250 
oscillators for, 228-239 
oscillator frequency tested with, 261 
output control of, 245-248 
selectivity test with, 261 
shielding used in, 248-245 
tests with, 256-266 
tracking test with, 259-260 
Grid bias measurement, 204 
oscillator, 230 
dip oscillator, 79 
leak electronic voltmeter, 168-170 
rectification electronic voltmeter, 163-179 
shift tube tester, 275 
tuned oscillator, 231 
Ground, accidental, test for, 66-68 


H 


Hair spring, meter, 9 
Hartley oscillator, 253 
Hay inductance bridge, 130 
Headphone, tests with, 68 
Henrys, see Inductance. 
Heterodyne frequency meter, 102 
High-frequency current measurement, 206 
measurements at, 77-104 
probe, electronic voltmeter, 193-195 
resistance, measurement of, 91-97 
resonance measurements at. 77-81 
High resistance, test for, 66-68 
Horizontal amplifier, oscilloscope, 297-299 
deflection, cathode-ray tube, 286 
gain control, oscilloscope, 297, 305 
input, oscilloscope, 299, 302 
position control, oscilloscope, 293, 303 
Hot wire meter, 5 
Hum tracing, oscilloscope for, 324 


I 


‘Image response, tests for, 258 


Indicators, bridge, a-c types, 132 
d-c types, 118 
resonance, 81-83 
wavemeter types, 99-101 
Inductance, apparent, 84 
bridge, 127-181 
Hay type, 130 
Maxwell type, 129 
Owen type, 130 
ratio-arm type, 128 
measurement, low-frequency, 72-74 
resonance methods of, 83-86 
Induction, see Inductance. 
Inductors, high-frequency resistance test, 
low-frequency inductance measurement, 
72-14 
resonance inductance tests, 83-86 
Tron vane meter, 30-32, 40 
Instruments, testing types of, 5 
Insulation resistance measurement, 64 
Intensity control, oscilloscope, 292, 302 
modulation, oscilloscope, 300 
Internal resistance, meter, measurement 
of, 20 
synchronization, oscilloscope, 299 
Intermediate-frequency wave inspection, 
319-323 
signal generator test of, 261 
Inversion, phase, test of, 328 


Jewels, meter, 10 
adjustment of, 58 


L 


Laminated magnet, meter, 12 

Lissajous figures, 328 

Losses, high-frequency, 91-97 
Low-frequencies, measurements at, 59-76 


M 
Magnets, meter, 12 
demagnetizing of, 56 
laminated, 12 
magnetizing, 56 
Magnetic shunt, 57 
ohmmeter using, 139 
Magnetizing meter magnet, 56 
Maxwell inductance bridge, 129 
Measurements, kinds of, 3 
Meter, a-c, calibration of, 51 
dynamometer type, 82-34, 41 
iron vane type, 30-32, 40 
moving iron type, 30-32, 40 
rectifier type, 21-27, 39 
scales of, 26 
thermocouple type, 27-30, 40 
accuracy of, 35-41 
adjustment of, 35-57 
balancing of, 54-56 
calibration of, 48-51 
care of, 35-57 
connections for, 36-38, 41-44 
current, burnout protection for, 43 
calibration of, 49 
resistance measurement with, 60 
sensitivity of, 36 
shunts for, 14-16 
decibel, 148-149 
dynamometer, 32-34, 41 
electronic types of, 5 
voltmeter. see Voltmeter, electronic 
faults in, 47-48 
frequency, 97-104 
calibration of, 101 
heterodyne type of, 102 
resonance indicators for, 99-101 
hot wire, 5 3 
indicating types cf, 1.34 
iron vane, 80-82, 40 
loading effect of, 38 
magnetic field effect on, 42 
measurements with, 3 
moving coil types of, 5 
permanent magnet types, 7-14 
moving iron, 30-32, 40 
multipliers for, 16-18 
ohm, see Ohmmeter. 
operating, 35-57 
output, 145-149 
decibel types of, 148-149 
electronic voltmeter for, 205 
multi-range, 146 
power consumed br, 36-41 
protection ngainst burnout, 43 
reclifier types of, 21-27, 39 
calibration of, 51 
repair of, 35-57 
resistance of, 36 
measurement of, 20 
shielding of, 46 
shunts for, 14-16 
testing of, 48-51 
thermal types, 27-20, 40 
thermocouple, 27-30, 40 
resonance indicator use of, 82 
troubles with, 47-48 
uses of, 6 
volt, sce Voltmeter. 
volt-milliampere, 151-183 
volt-ohm d-c, 149-151 


Meter— (Cont.) 
volt-ohm-milliammeter, 
see Volt-ohm-milliammeter. 
watt, 33 
wave, see Wavemeter. 
zero adjustment of, 44, 56 
center type, 13 
suppressed type, 14 
Modulated waves, oscilloscope inspection 
of, 319-323 
Modulation, frequency, oscilloscope tests 
with, 329-343 
signal generator with, 259-253 
intensity, oscilloscope, 300 
oscilloscope check of, 319-323 
percentage measurement, 322 
signal generator, 248-250 
Moving coil meter, 7-14 
iron meter, 30-32, 40 
Multimeter, 135-164 
circuits for, 153-161 
operating, 161-164 
Multiplier, voltmeter, 16-18 
adjustment of, 56 
resistors, requirements for, 18 
Multi-range meter scales, 46 
Mutual conductance, dynamic test of, 
276-278 
static test of, 275 
tester for, 270, 274-278 
tests of, 268-271, 274-278 


N 


Negative-positive polarity tests, 64 
Neon lamp, tests with, 68 
Non-linear sweep, 309 

frequency comparison with, 326-328 
Null indicator, bridge, 118, 132 


oO 
Ohmmeter, 138-145 
calibrating resistance for, 141 
magnetic shunt for, 139 
multi-range, 142 
operating, 144-145 
series resistance type, 138 
shunt type, low-resistance, 143-144 
shunting resistance for, 141 
-voltmeter, dec, 149-151 
Ohms per volt, 36 
Open circuit, tests for, 65-68 
Oscillator, action of, 228-239 
beat-frequency, 254 
Colpitts, 234 
crystal controlled, 235 
electron coupled, 237-239 
feedback action in, 229 
frequency drift of, 242 
test of, 261 
grid bias for, 230 
dip type, 79 
Hartley, 233 
output, measurement of, 200 
plate dip type, 79 
resonance measurement with, 73 
sweep, oscilloscope, 294-297 
test, see Generator, signal. 
time base, 294-297 
tube checker using, 277 
tuned grid, 231 
plate, 232 
types of, 228-239 
Oscillograph or oscilloscope, 283-312 
alignment (visual) with, 332-343 
amplifiers for, 297-299 
audio-frequency waveform inspec‘ 
314-323 
cathode-ray tube for, 284-290 
controls of, 301-308 








Oscillograph or Oscilloscope—- (Cont.) 
contro! circuits for, 290-293 
demodulation observed with, 821-322 
discriminator alignment with, 340 
external sweep for, 309 

synchronization of, 317 
f-m receiver alignment with, 340-343 
focus control of, 292, 303 
frequency measurement with, 325-328 
modulation tests with, 329-343 
gain control for, 297, 305 
graph scale for, 304 
horizontal input for, 302 
position control, 293, 303 
hum tracing with, 324 
intensity contro] of, 292, 302 
Measurements and tests with, 313-343 
modulation inspection with, 319-323 
percentage measurement, 322 
non-linear sweep in, 309 
operating methods for, 313 
precautions with, 300 
oscillator for, 294-297 
phase inversion check with, 328 
shift check with, 328 
splitting circuit for, 327 
power circuits in, 290-293 
retrace effects with, 308 
screens for, 294 
sweep frequency control of, 305-308 
oscillator in, 294-297 
synchronizing controls for, 296, 310-312 
external, 311 
tests and measurements with, 313-343 
variable frequency tests with, 329-343 
vertical input, 302 
position control, 293, 303 
visual alignment with, 332-343 
voltage measurement with, 324 
waveform inspection with, 814-323 
Output control, signal generator, 245-248 
meter, 145-149 
decibel type of, 148-149 
electronic voltmeter for, 205 
multi-range, 146 
Owen inductance bridge, 130 


P 


Padder, tracking, test for, 259-260 
Parallax, meter reading, 44 


Percentage modulation, measurement of,.822 : 


Permanent magnets, meter, 12 
Phase displacement, test for, 328 
inversion, test for, 328 
shift, test for, 328 
splitting, frequency measurement with, 
327 


Phosphors, cathode-ray tube, 294 
Pjezo-electric crystals, 235 
Plate current bucking, electronic voltmeter, 
170 
dip oscillator, 79 
tuned oscillator, 231 
Pointer, meter, repair of bent, 53 
repair of sticking, 53 
shapes of, 13 
Polarity, tests for, 64 
Pole pieces, meter, 12 
shaded, 14 
Positive-negative polarity tests, 64 
Potential, contact, in tubes, 187-190 
measurement, electronic voltmeter, 195-197 
voltmeter for, see Voltmeter. 
Power consumption, meter, 36-41 
measurement, low-frequency, 74 
Probe, erysta] type, 209-211 
high-frequency, 193-195 
triode type, 210 
Push-pull amplifier, check of, 208 


Quartz crystal, 235 


R 


Radio-frequency wave, oscilloscope 
inspection of, 319-323 
Ratio arms, bridge, 111, 114-116 
Reactance variation, high-frequency 
resistance measurement, 95 
Rectifier, diode, electronic voltmeter, 179-182 
probe with, 193-195 
full-wave, meter use of, 22-24 
meter, 21-27, 39 
calibration of, 51 
resistance, variation with current, 24-27 
Reflex electronic voltmeter, 171-175 
Resistance, ammeter-voltmeter measurement 
of, 62 
bridge, 107-111 
resistance measurement with, 111-116 
current meter measurement of, 60 
decade, 114 
high, test for, 66-68 
high-frequency, measurement of, 91-97 
insulation, measurement of, 64 
meter, 36 
measurement of, 20 
rectifier, variation with current, 24-27 
temperature measured by, 75 
variation method, high-frequency 
resistance, 92 
voltmeter measurement of, 59 
voltmeter-ammeter measurement, 62 
Resistors, meter, requirements for, 18 
Resonance indicators, 81-83 
wavemeter types of, 99-101 
measurements at, 77-81 
Resonant circuits, measurement types of, 80 
Retrace, oscilloscope, 308 
blanking, oscilloscope, 309 
Ripple voltage, tracing of, 324 


S 


Sawtooth oscillator, 295-297 
waveform, 290, 294 
Schering capacitance bridge, 125 
Scope, see Oscillograph. 
Screens, cathode-ray tube, 294 s 
Selectivity, signal generator test of, 26 
Sensitivity, deflection, cathode-ray tube, 294 
meter, 36-41 
Shaded pole pieces, 14 
Shielding, meter, 46 
signal generator, 243-245 
Short circuit test, circuit, 66-68 
tube, 278-280 
Shunt, magnetic, 57 
ohmmeter use of, 139 
meter, 14-16 
adjustment of, 56 
use of, 42 
resistors, requirements for, 18 
Signal generators, see Generator, signal. 
tracer, see Tracer, signal. 
tracing, 207-226 
Slide back electronic voltmeter, 170-171 
wire bridge, 116 
Spring, hair, meter, 9 
Stage gain, measurement of, 201-203 
Standard capacitors, 86 
Static mutual conductance test, 275 
Substitution, capacitance bridge using, 126 
high-frequency resistance measurement, 
92 
Suppressed zero meter, 14 
Sweep, external, oscilloscope, 309 
frequency control, oscilloscope, 305-308 


Sweep— (Cont.) 
non-linear, oscilloscope, 309 
frequency comparison with, 325-328 
oscillators, 294-297 
Synchronizing control, oscilloscope, 
296, 310-312 


T 


"Temperature, resistance measurement of, 75 
Test instruments, types of, 5 A 
oscillator, see Generator, signal, 
Tester, circuit, 65-72 
multi-range, see Analyzers, 
tube, 267-282, see Tube tester. 
Thermal meters, 27-30, 40 
Thermocouple meter, 27-30, 40 
resonance indicator use of, 82 
Time base oscillator, 294-297 
Tracer, signal, 207-226 
a-c tests with, 221-224 
amplifier for, 211, 218 
d-c tests with, 224-226 
electronic voltmeter in, 214, 217 
operating, 221-226 
probes for, 209-211 
Tracing, signal, 207-226 
points for testing with, 221-226 
Tracking, test for, 259-260 
Transconductance, tests of, 268-271, 274-278 
Trap, wave, adjustment of, 200 
Tube, cathode-ray, 284-290 
control circuits for, 290-293 
deflection in, 286 
sensitivity of, 294 
phosphors for, 294 
power circuits for, 290-293 
screens for, 294 
checker, 276 
tester, 267-282 
dynamic mutual conductance type, 
276-278 
emission testing type, 271-272 
grid shift type, 275 
multimeter with, 274 
mutual conductance type, 270, 274-278 
operating, 282 
tests, converter tube, 280 
dynamic mutual conductance, 276-278 
emission, 271-272 
gas, 280 
mutual conductance, 268-271, 274-278 
shorted elements, 278-280 
transconductance, 268-271, 274-278 
Tuned grid oscillator, 231 
plate oscillator, 232 


V 


Vacuum tube voltmeter, 
see Voltmeter, electronic. 
Variable frequency, oscilloscope tests with, 
329-343 
Variation, reactance, high-frequency 
resistance measurement with, 95 
resistance, high-frequency resistance 
measurement with, 92 
Vertical amplifier, oscilloscope, 297-299 
deflection, cathode-ray tube, 288 
gain control, oscilloscope, 297, 305 
input, oscilloscope, 299, 302 
position control, oscilloscope, 293, 303 
Visual alignment, 332-343 
Voltage measurement, electronic voltmeter, 
195-197 
oscilloscope for, 824 


Voltmeter, a-c, dynamometer type, 32-84, 41 
iron vane type, 30-32, 40 
moving iron type, 30-32, 40 
rectifier type, 21-27, 39 
scales of, 26 
thermocouple type, 27-30, 40 
burnout protection for, 43 
calibration of, 50 
capacitance test with, 71 
electronic, 165-206 
advantages of, 165-167 
antenna alignment with, 200 
ave voltage test with, 204 
bias voltage test with, 204 
bridge amplifier for, 182-187 
circuit for, 175-179 
bypass capacitor check with, 205 
cathode-bias type of, 171-175 
follower in, 190-193 
contact potential in, 187-190 
coupling capacitor check with, 204 
d-c measurements with, 195-197 
diode rectifier for, 179-182 
discriminator alignment with, 204 
gain measurement with, 199, 201-208 
grid leak type, 168-170 
rectification type, 168-170 
high-frequency measurements with, 197 
current measurement with, 205 
input impedance of, 166, 196-197 
operating methods for, 197-206 
oscillator output measurement with, 200 
output meter use of, 205 
precautions with, 197-199 
probes for, 193-195 
push-pull amplifier check with, 203 
reflex type, 171-175 
resonance indicator use of, 81 
signa] tracer use of, 208, 214, 217 
slide back type, 170-171 
wave trap adjustment with, 200 
multipliers for, 16-18 
precautions in using, 45 
resistance measurement with, 59 
sensitivity of, 36 
Yoltmeter-ammeter resistance measurement, 
62 
Volt-milliammeter, ac-dc, 151-153 
Volt-ohmmeter, d-c, 149-151 
Volt-ohm-milliammeter, 135-164 
circuits for, 153-161 
operating, 161-164 
scales for meters in, 137 
VOM, see Volt-ohm-milliammeter. 
VTVM, see Voltmeter, electronic. 


W 
Wattmeter, 33 
Watts, measurement at low frequency, 74 
Waveform inspection, oscilloscope for, 
314-323 

Wavemeter, 97-104 

calibration of, 101 

heterodyne type, 102 

resonance indicators for, 99-101 
Wave trap adjustment, 200 
Wheatstone bridge, 107 


Z 


Zero adjustment, meter, 44 
setting of, 56 
center meters, 13 
suppressed meters, 14 
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